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Resumen Los grandes avances tecnológicos del siglo XX permitieron impulsar el desarrollo de nuevos materiales y dispositivos en diversos campos de la tecnología. Entre ellos destaca la medicina, siendo las áreas de medicina cardiovascular, reconstructiva y ortopédica donde el desarrollo para stents, válvulas cardiacas, implantes dentales, espinales, prótesis osteoarticulares totales y/o parciales, ha supuesto un gran avance de enorme repercusión económica y social.  A este éxito han contribuido en gran medida los materiales metálicos. Sin embargo, su uso no está todavía exento de inconvenientes. Uno de los principales problemas asociados a los implantes metálicos son las infecciones post-operatorias que pueden llegar a provocar el rechazo del implante. Una forma de prevenir estas infecciones es modificar la superficie del implante para dotarla con propiedades antibacterianas. Diferentes técnicas de modificación superficial como: tratamientos térmicos, recubrimientos sol-gel, tratamientos con laser, pulverización catódica, implantación iónica, anodizado, etc., han sido usadas con el fin de dotar a los distintos biomateriales y en especial a los implantes de titanio, de propiedades que permitan prevenir o eliminar el riesgo de infecciones. De entre dichas técnicas, el anodizado es un proceso que permite crecer capas de óxido de nanoestructura, espesor y composición controladas a partir de la optimización de las condiciones de crecimiento. En el presente trabajo de investigación se han crecido capas anódicas sobre dos aleaciones de titanio, Ti6Al4V y Ti13Nb13Zr, a partir de diferentes electrolitos acuosos, con el objetivo de diseñar nuevas nanoestructuras de óxido de titanio con morfología y composición química controlada que inhiban la adherencia bacteriana.  El trabajo realizado en esta tesis engloba desde la definición de las condiciones de crecimiento y su optimización -composición y pH del baño de anodizado, voltaje/corriente aplicados, tiempos de crecimiento, 
 			2	
temperatura‐,	 hasta	 la	 caracterización	 morfológica,	 estequiométrica,	
microestructural	 de	 las	 capas	 crecidas	 y	 su	 estabilidad	 química	 en	 una	
solución	 fisiológica	 simulada	 (PBS)	 que	 permita	 entender	 cuál	 será	 su	
respuesta	en	el	interior	del	cuerpo	humano.	Para	ello,	se	han	empleado	una	







técnicas	 electroquímicas	 de	 estado	 estacionario	 y	 no	 estacionario	 (DC	 y	
AC).		
Se	 han	 logrado	 crecer	 capas	 anódicas	 dopadas	 con	 flúor	 en	 un	 rango	 de	
espesores	 que	 van	 desde	 el	 nivel	 nanométrico	 (decenas)	 hasta	 el	
micrómetro	(2	m),	con	contenidos	de	flúor	que	varían	entre	el	4	y	el	12	




óxido	amorfo	 cuya	composición	depende	 tanto	de	 la	aleación,	 como	de	 la	
composición	 del	 baño	 de	 anodizado.	 Las	 capas	 anódicas	 generadas	 en	




La	 caracterización	 electroquímica	 de	 las	 capas	 anódicas	 revela	 que	 las	
superficies	 modificadas	 presentan	 en	 general	 una	 mejora	 en	 su	
comportamiento	 frente	 a	 la	 corrosión	 que	 depende	 íntimamente	 de	 la	
nanoestructura	 de	 las	 capas.	 Además,	 un	 resultado	 especialmente	
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interesante	es	el	derivado	de	una	interpretación	cuidadosa	y	exhaustiva	de	
los	 espectros	 de	 impedancia	 que	 permite	 correlacionar	 la	 respuesta	 del	
sistema	con	la	nanoestructura	de	las	capas,	haciendo	que	la	impedancia	sea	




de	 Reumatología	 y	 Metabolismo	 Óseo,	 y	 Microbiología	 del	 Instituto	 de	
Investigación	 Sanitaria	 (IIS)‐Fundación	 Jiménez	 Díaz	 dirigidos	 por	 los	
doctores	Pedro	Esbrit	y	Jaime	Esteban,	respectivamente.	
Los	 resultados	obtenidos	sobre	 las	capas	anódicas	crecidas	en	 la	aleación	
Ti6Al4V	 muestran	 que	 el	 contenido	 de	 flúor	 en	 las	 capas	 anódicas	 es	 el	
responsable	 de	 la	 disminución,	 hasta	 en	 un	 50	 %,	 de	 la	 adherencia	 de	
Staphylococcus	aureus	 y	Staphylococcus	 epidermidis,	 procedentes	 tanto	 de	
cepas	 de	 colección	 como	 de	 cepas	 clínicas	 extraídas	 de	 pacientes	 que	
habían	desarrollado	 infección.	Además,	 la	 presencia	 del	 flúor	 no	 altera	 la	
respuesta	 celular	 ni	 la	 mineralización	 en	 comparación	 con	 la	 aleación	
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TITANIO	
El	 titanio	(Ti)	está	presente	alrededor	de	 la	corteza	terrestre	en	un	0,6%,	
por	 lo	 que	 es	 el	 cuarto	 metal	 estructural	 más	 abundante	 después	 del	
aluminio,	 hierro	 y	 magnesio.	 Posee	 una	 estructura	 hexagonal	 compacta	
(hcp)	 a	 temperatura	 ambiente	 y	 presión	 atmosférica	 llamada	 fase	 α,	
mientras	 que	 a	 la	 misma	 presión	 pero	 a	 temperaturas	 elevadas	 se	
transforma	 a	 la	 fase	 β	 de	 estructura	 cúbica	 centrada	 en	 el	 cuerpo	 (bcc),	
figura	1a,	siendo	la	temperatura	de	transformación	de	882±2	°C	para	el	Ti	











Los	 elementos	 que	 son	 capaces	 de	 estabilizar	 la	 fase	 alfa	 aumentando	 la	
temperatura	 en	 la	 cual	 esta	 fase	 se	 transforma	en	beta,	 se	 conocen	 como	
elementos	alfa	estabilizadores.	El	aluminio	(Al),	carbono	(C),	oxígeno	(O)	y	
nitrógeno(N)	 son	 los	 elementos	más	 representativos	de	este	 grupo.	Estos	









Entre	 los	 elementos	 beta	 estabilizadores	 se	 encuentran	 el	 vanadio	 (V),	
molibdeno	 (Mo),	 niobio	 (Nb),	 talio	 (Tl)	 y	 cromo	 (Cr),	 por	 mencionar	
algunos.	Estos	elementos	como	su	nombre	indica,	estabilizan	la	fase	beta	a	
temperatura	ambiente	y	proporcionan	características	específicas,	como	por	
ejemplo,	 una	 mayor	 tenacidad	 a	 la	 fractura	 en	 comparación	 con	 las	
aleaciones	 tipo	α,	haciendo	que	 las	aleaciones	beta	se	puedan	emplear	en	
procesos	 de	 estampación	 en	 frío.	 Además,	 es	 posible	 aumentar	 su	
resistencia	 mecánica	 mediante	 tratamientos	 térmicos.	 El	 principal	
inconveniente	de	estas	aleaciones	es	que	pueden	presentar	segregación	de	
intermetálicos	 por	 la	 alta	 concentración	 de	 beta	 estabilizadores,	
fragilizando	la	aleación	en	ciertas	condiciones	de	trabajo.	No	obstante,	este	
problema	 puede	 minimizarse	 mediante	 la	 aplicación	 de	 un	 tratamiento	
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Alfa	+	beta	(α+β)	
Estas	aleaciones	contienen	una	concentración	suficiente	de	elementos	beta	
estabilizadores	para	provocar	que	 la	 fase	beta	persista	hasta	 temperatura	




comercial,	 especialmente	 la	 aleación	 Ti‐6Al‐4V,	 denominada	 también	 Ti	
grado	5	según	 la	norma	ASTM	B367,	representando	más	del	50%	del	uso	
total	 de	 las	 aleaciones	 de	 titanio.	 Esta	 aleación	 se	 emplea	
fundamentalmente	 como	 material	 estructural	 debido	 a	 sus	 excelentes	
propiedades	mecánicas	y	su	alta	resistencia	a	la	corrosión	[3,	5].	
Por	 lo	 tanto,	 como	norma	general,	 tanto	 los	 elementos	estabilizadores	de	
ambas	 fases	 como	 los	 elementos	 llamados	 neutros	 (que	 no	modifican	 en	
gran	medida	las	temperaturas	de	transición)	elevan	la	resistencia	mecánica	
del	 titanio	puro,	mejorando	 sus	prestaciones	y	permitiendo	así	 su	uso	en	
distintas	aplicaciones	industriales.		
La	 popularidad	 del	 titanio	 y	 sus	 aleaciones	 en	 distintos	 campos	 de	 la	
Ciencia	 y	Tecnología,	 se	 refleja	 en	 el	 gran	número	de	 artículos	 científicos	
publicados	sobre	estos	materiales	en	las	diferentes	áreas	del	conocimiento,	
tal	 y	 como	 se	 recoge	 en	 SCOPUS,	 una	 de	 las	 bases	 especializadas	 en	
búsquedas	bibliográficas	de	carácter	científico,	figura	1.2.	
Los	 temas	 relacionados	 con	 la	 salud	 engloban	 diferentes	 aplicaciones	
biomédicas	como	prótesis	temporales	y/o	permanentes,	y	las	publicaciones	
relativas	 al	 titanio	 y	 sus	 aleaciones	 se	 sitúan	 en	 la	 quita	 posición	 en	 el	
ranking	de	 publicaciones	 realizadas	 en	 esta	 área	de	 investigación.	 Ello	 se	
debe,	 entre	 otras	 cosas,	 a	 su	 alta	 resistencia	 a	 la	 corrosión,	 su	 buena	
biocompatibilidad,	 su	 baja	 densidad	 y	 el	 valor	 del	módulo	 de	 elasticidad,	
más	 cercano	 al	 del	 hueso	 en	 comparación	 con	 otros	materiales	metálicos	
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En	este	sentido,	es	importante	además	destacar	que	el	uso	del	titanio	y	sus	
aleaciones	tiene	una	gran	importancia	en	el	desarrollo	social	ya	que	existen	
numerosos	 dispositivos	 de	 implantación	 en	 los	 cuales	 se	 utilizan	 estas	









su	 funcionalidad	 [8,	 9].	 Dentro	 de	 la	 definición	 de	 biomateriales	 están	




Las	 principales	 características	 que	 deben	 cumplir	 los	 biomateriales	
metálicos	es	que	sean	biofuncionales,	es	decir,	que	el	material	cumpla	con	
las	funciones	para	las	cuales	fue	diseñado	exhibiendo	buenas	propiedades	
físicas	 y	mecánicas,	 que	 sean	biocompatibles,	 definiéndose	 ésta	 como	 la	
ausencia	de	reacciones	fisicoquímicas	nocivas	entre	el	material	implantado	
y	 su	 entorno,	 que	 presenten	 una	 alta	 resistencia	 a	 la	 corrosión	 y	 al	
desgaste,	por	 lo	que	 los	materiales	 implantados	no	deben	 liberar	 iones	o	
partículas	 metálicas	 al	 interaccionar	 con	 los	 fluidos	 corporales	 y	 que	
favorezcan	 la	 oseointegración,	 siendo	 esta	 característica	 necesaria	 para	
que	la	superficie	del	implante	se	integre	con	el	hueso	adyacente	[6,	9,	10].	
Sin	 embargo,	 esto	 no	 siempre	 es	 posible	 ya	 que	 entre	 los	 principales	
inconvenientes	de	los	biomateriales	metálicos	se	encuentran	los	problemas	
causados	 por	 la	 corrosión	 y	 el	 desgaste	 debido	 a	 que	 están	 en	 contacto	
directo	 con	 ambientes	 fisiológicos	 agresivos	 y	 sometidos	 a	 cargas	
mecánicas.	La	formación	de	productos	de	corrosión	influye	en	el	deterioro	
de	la	superficie	metálica	y	disminuye	la	capacidad	protectora	del	material,	
dando	 lugar	 a	 reacciones	 negativas	 entre	 el	 implante	 y	 su	 entorno	





la	 fatiga,	 relativamente	 bajo	 módulo	 elástico,	 baja	 densidad,	 excelente	
resistencia	 a	 la	 corrosión	 y	 biocompatibilidad,	 siendo	 estas	 dos	 últimas	




se	 necesiten	 tiempos	 muy	 largos	 para	 que	 se	 produzca	 su	 unión	 con	 el	
hueso	 yuxtapuesto	 lo	 que	 puede	 traducirse	 en	 una	 deficiente	
oseointegración	 que	 puede	 conducir	 al	 fallo	 del	 implante.	 Este	 hecho	 ha	
CAPÍTULO	1	






microorganismos	 durante	 el	 procedimiento	 de	 implantación	 puede	
desencadenar	 un	 problema	 de	 infección	 en	 la	 zona	 circundante	 a	 la	
intervención	 debido	 a	 la	 adherencia	 de	 bacterias	 sobre	 el	 dispositivo	
implantado	 que	 posteriormente	 pueden	 dar	 lugar	 a	 la	 formación	 de	




peor	 de	 los	 casos	 la	 muerte,	 sin	 mencionar	 las	 cargas	 sociales	 que	 ésto	
representa	 [9,	 10,	 15‐17].	 Además,	 el	 esperado	 aumento	 en	 el	 uso	 de	
implantes,	 figura	1.5	a,	por	el	 incremento	de	 la	expectativa	de	vida	puede	
agravar	dicho	problema.	De	hecho,	en	los	Estados	Unidos	de	América	[18‐
22],	 las	 infecciones	 de	 artroplastia	 total	 de	 cadera	 o	 artroplastia	 total	 de	
rodilla	 se	 producen	 con	 una	 incidencia	 del	 1.5‐2.5%	 para	 intervenciones	
primarias	encontrándose	en	las	revisiones	las	tasas	de	infección	más	altas	




En	 España,	 se	 estima	 que	 el	 número	 de	 artroplastias	 de	 cadera	 y	 rodilla	
anuales	es	de	aproximadamente	70000	 [22‐26],	 de	 los	 cuales	el	0.5‐2.5%	






Figura	 1.5.	 Número	 y	 estimación	 de	 artroplastias	 primarias	 total	 de	 cadera	 y	 de	
rodilla	en	los	Estados	Unidos	de	América	desde	2005	hasta	2030	(a)	[18].	Número	
de	 remplazos	 producidos	 en	 artroplastias	 totales	 realizadas	 desde	 1990	 hasta	
2006	 (b)	 y	 el	 número	de	 infecciones	primarias	 asociadas	 a	 éstos,	 para	 el	mismo	
período	de	tiempo	[20].	
Existen	 varios	 factores	 de	 riesgo	 para	 que	 se	 produzcan	 infecciones	
protésicas,	 entre	 los	 que	 destaca:	 una	 cirugía	 previa	 en	 el	 sitio	 de	 la	
prótesis,	 artritis	 reumatoide,	 estados	 inmunodeprimidos,	 diabetes,	 mal	
estado	 nutricional,	 obesidad,	 edad	 avanzada,	 el	 virus	 de	 la	
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o	 más	 fuentes,	 entre	 las	 que	 principalmente	 se	 encuentran	 los	 propios	
microorganismos	 que	 viven	 sobre	 la	 piel	 y	 aquellos	 que	 pueden	 ser	
transportados	por	el	aire	desde	un	foco	de	infección	distante	[21,	29].	Los	
microorganismos	 Staphylococcus	aureus	 y	 Staphylococcus	 epidermidis	 son	
los	microorganismos	a	los	cuales	se	les	asocian	el	65%	de	las	infecciones	de	
prótesis	articulares	[15,	21,	30,	31].	
Gristina	y	col.	 [16]	propusieron	que	el	destino	 final	de	un	 implante	podía	
ser	conceptualizado	como	una	carrera	por	la	superficie	en	la	que	existe	una	
competención	 entre	 las	 células	 del	 tejido	 y	 las	 bacterias	 por	 colonizar	 su	
superficie.	 Si	 las	 células	 ganan	 la	 carrera,	 habrá	 menos	 superficie	
disponible	 para	 la	 colonización	 bacteriana	 y	 el	 éxito	 del	 implante	
aumentará.		
Una	 vez	 que	 la	 bacteria	 alcanza	 la	 superficie	 del	 implante,	 la	 adhesión	
bacteriana	 desempeña	 un	 papel	 fundamental	 en	 el	 desarrollo	 de	 las	
infecciones	 asociadas	 a	 los	 implantes.	 El	 proceso	 de	 adhesión	 bacteriana,	
sobre	 la	 superficie	 de	 los	 implantes	 se	 puede	 dividir	 en	 dos	 fases	 que	
dependen	del	tiempo	(figura	1.6):	
 La	 fase	 I	 involucra	 asociaciones	 reversibles	 con	 la	 superficie	 del	
implante	 y	 ocurre	 durante	 las	 primeras	 2	 horas	 después	 de	 la	
implantación.	Estas	asociaciones	se	dan	a	través	de	fuerzas	de	Van	der	
Waals,	 interacciones	 electrostáticas,	 puentes	 de	 hidrógeno,	 uniones	
dipolo‐dipolo,	interacciones	hidrofóbicas.		
 La	Fase	II	se	inicia	entre	2‐3	horas	después	de	haberse	implantado	
el	 biomaterial.	 La	 adhesión	 de	 las	 bacterias	 al	 sustrato	 metálico	 se	
vuelve	más	fuerte	como	resultado	de	uniones	covalentes	o	iónicas	entre	
las	bacterias	y	el	biomaterial.	A	partir	de	este	momento,	el	crecimiento	
de	 las	 bacterias	 en	 comunidades	 bacterianas	 se	 lleva	 a	 cabo	 hasta	
formar	 una	 biopelícula	 o	 biofilm	 en	 aproximadamente	 24	 horas.	 Esta	
biopelícula	 protege	 a	 las	 bacterias	 adheridas	 de	 las	 defensas	 del	









Por	 tanto,	 una	 de	 las	 estrategias	 para	 impedir	 o	 reducir	 el	 proceso	 de	
adhesión	 inicial	 de	 las	 bacterias	 sobre	 la	 superficie	 de	 los	 biomateriales	
para	 evitar	 así	 la	 formación	 de	 la	 biopelícula	 y	 el	 proceso	 infeccioso,	
consiste	en	modificar	la	superficie	de	los	biomateriales.	
Entre	 los	 procesos	 que	 permiten	 la	 funcionalización	 de	 la	 superficie	
destacan	 los	 tratamientos	 químicos	 que	 utilizan	 ácidos,	 bases	 fuertes	 y	
peróxido	de	hidrógeno	que	modifican	la	superficie	debido	a	las	reacciones	
químicas	que	 se	producen	en	 la	 interfase	metal/solución,	 la	 implantación	
de	 iones,	 el	 anodizado,	 etc.,	 todos	 ellos	 procesos	 que	 no	 modifican	 las	
dimensiones	de	la	pieza	inicial	[8,	11,	37‐39].	




que	 combinan	 el	 diseño	 de	 una	 morfología	 definida	 (apartado	 3.2),	 por	
ejemplo	 nanotubos	 de	 óxido	 de	 titanio	 en	 forma	 de	 botella,	 con	 una	
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celular	 y	 la	mineralización,	 tal	 y	 como	 se	 recoge	 en	 el	 apartado	3.4	 de	 la	
presente	tesis	doctoral.		
ANODIZADO	
El	 anodizado	 consiste	 en	 el	 crecimiento	 mediante	 un	 proceso	
electroquímico	de	películas	de	óxido	de	espesor	controlado	y	con	mejores	
propiedades	protectoras	que	los	óxidos	formados	de	manera	natural	sobre	
el	 metal.	 El	 Al[44],	 Ti[37],	 Nb[45],	 Ta[46],	 Zr[47],	 Zn[48],	 Mg[49]	 y	 sus	
aleaciones	 pueden	 anodizarse	 mediante	 la	 elección	 de	 las	 condiciones	
adecuadas	 de	 anodizado,	 siendo	 posiblemente	 el	 anodizado	 de	 aluminio	
uno	de	los	procesos	más	implantados	en	la	industria	desde	inicios	del	siglo	
XIX	 [44,	 50].	 Estos	 metales	 pueden	 anodizarse	 porque	 sus	 óxidos	 son	
termodinámicamente	 estables,	 presentando	 valores	 de	 potencial	 de	
reducción	muy	negativos,	tal	y	como	se	recoge	en	la	Tabla	1.1	[51].	
Para	 realizar	 el	 proceso	de	 anodizado	 generalmente	 se	 emplea	una	 celda	






material	del	 cátodo	 influye	 en	mayor	o	menor	medida	en	 la	 velocidad	de	
crecimiento	de	las	capas	anódicas	u	originar	cambios	en	la	morfología	del	
óxido	(espesor	de	la	capa	de	óxido,	diámetro	de	los	poros	o	nanotubos,	etc.)	






























fluoruro.	 Estos	 autores	 encontraron	 que	 el	 óxido	 crecido	 no	 era	
completamente	 homogéneo	 (poros	 ordenados)	 debido	 a	 las	 fluctuaciones	
de	corriente,	y	atribuían	el	pequeño	espesor	de	 las	capas	que	obtenían	al	
establecimiento	 de	 un	 equilibrio	 entre	 el	 crecimiento	 del	 óxido	 y	 su	
disolución	 química	 en	 el	 electrolito	 empleado.	 A	 partir	 de	 este	 primer	
trabajo	se	ha	producido	 la	publicación	de	un	extenso	número	de	artículos	
científicos	 entre	 los	que	destacan	 los	 trabajos	de	Schmuki	 y	 col.[54‐63]	 y	
Grimes	y	col.[38,	64‐71],	relativos	al	crecimiento	de	nanoestructuras	auto‐
ordenadas	 de	 manera	 relativamente	 rápida	 y	 sencilla	 en	 titanio	 y	 en	
aleaciones	binarias	de	titanio	[37,	72,	73].		
Las	 morfología,	 composición	 y	 espesor	 de	 las	 capas	 anódicas	 pueden	
modificarse	 en	 función	 de	 los	 diferentes	 parámetros	 del	 proceso	 de	
anodizado	 como	 son:	 la	 naturaleza	 del	 electrolito	 empleado	 (orgánico	 o	
acuoso)	 y	 su	 composición,	 el	 pH,	 la	 temperatura	 del	 baño,	 el	 tiempo	 de	
tratamiento,	 el	 voltaje	 aplicado,	 etc	 [38,	 72,	 74‐77].	 Dependiendo	 de	 las	




 Capa	 dúplex,	 formada	 por	 una	 capa	 porosa/tubular	 en	 la	 parte	
externa	de	 la	película	y	una	capa	barrera	generada	en	 la	 intercara	
óxido/metal.	 En	 la	 presente	 tesis	 denominaremos	 a	 estas	 capas	
como	 capas	 nanoporosas	 (figura	 1.8b)	 o	 nanotubulares	 (figura	
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No	obstante,	entre	 los	diferentes	parámetros	del	proceso	de	anodizado,	 la	













fluoruros,	 el	 contenido	 de	 agua	 (en	 el	 caso	 de	 baños	 orgánicos)	 y	 la	
temperatura	 del	 electrolito	 afectarán	 directamente	 a	 las	 características	
morfológicas	de	los	nanotubos	generados.		
Grimes	 y	 col.	 [38]	 propusieron	 una	 clasificación	 de	 capas	
nanoporosas/nanotubulares	crecidas	en	titanio	y	sus	aleaciones	en	cuatro	
generaciones	según	el	electrolito	empleado	para	fabricarlas.		
La	 primera	 generación	 de	 nanotubos	 de	 óxido	 de	 titanio	 es	 aquella	 en	 la	
cual	 el	 crecimiento	de	 las	 capas	 nanoporosas	 o	 nanotubulares	 de	TiO2	 se	
crecen	en	soluciones	acuosas	ácidas	con	HF.	Se	caracteriza	por	 la	elevada	
disolución	 química	 del	 TiO2	 y	 por	 alcanzar	 espesores	 máximos	 de	 unos	
cientos	de	nanómetros,	entre	100‐500	nm	[70,	84‐86].	
Para	la	segunda	generación	de	capas	nanotubulares	de	óxido	de	titanio	se	
utiliza	 en	 vez	 de	 ácido	 fluorhídrico,	 sales	 de	 fluoruro	 [87‐89].	 Se	 logran	






La	 tercera	 generación,	 a	 diferencia	 de	 las	 dos	 primeras	 en	 las	 cuales	 la	
naturaleza	 del	 electrolito	 era	 acuosa,	 emplea	 electrolitos	 de	 naturaleza	
orgánica	 con	 sales	 de	 fluoruro	 (0.1	 ‐	 0.5	wt%)	 y	 pequeñas	 cantidades	de	
agua	 (0.1	 ‐	 5	 wt%).	 Se	 obtienen	 capas	 nanotubulares	 de	 espesores	
comprendidos	 entre	 los	 nanómetros	 hasta	 1	 mm	 [54,	 71,	 90‐93].	 La	








fabricación	 de	 nanotubos	 de	 óxido	 de	 titanio	 se	 realiza	 en	 electrolitos	
acuosos	 libres	 de	 fluoruros,	 como	 ácido	 oxálico,	 fórmico,	 sulfúrico	 o	
perclórico	 [97‐99].	 Las	 principales	 características	 de	 estas	 capas	 es	 la	
formación	 de	 nanoestructuras	 no	 homogéneas	 sobre	 la	 superficie	 y	
espesores	 de	 capa	 que	 van	 desde	 los	 nanómetros	 hasta	 los	micrómetros.	
Sin	 embargo,	 Schmuki	 [72,	 100‐102]	 utiliza	 el	 término	 cuarta	 generación	
para	 referirse	 más	 específicamente	 a	 las	 capas	 anódicas	 crecidas	 sobre	
titanio	puro	y	aleaciones	binarias	de	titanio	en	estos	electrolitos	orgánicos	
con	 pequeñas	 cantidades	 de	 agua,	 pero	 que	 poseen	 estructuras	 auto	
organizadas	 y	 de	 geometrías	 avanzadas,	 como	 nanotubos	 tipo	 bambú,	




ser	 determinante	 en	 la	 generación	 de	 nanoestructuras	 avanzadas	
CAPÍTULO	1	
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pertenecientes	 a	 la	 cuarta	 generación	 de	 nanotubos	 según	 la	 descripción	
propuesta	por	Schmuki,	radica	en	que	éste	determina	la	fuerza	del	campo	





௚݂ ൌ ݀ ܸൗ 						ሺ1.1ሻ	
Por	 tanto,	 un	 aumento	 del	 voltaje	 aplicado	 origina	 un	 aumento	 en	 el	
espesor	de	la	capa	barrera.	En	el	caso	del	titanio,	el	factor	de	crecimiento	de	
las	 capas	 barrera	 varía	 entre	 1.3	 a	 3.3	 nm/V	 dependiendo	 del	medio	 de	
crecimiento	[74,	103].		
El	 potencial	 aplicado	 para	 crecer	 capas	 nanoporosas/nanotubulares	
generalmente	 oscila	 entre	 5‐30	 V	 y	 de	 10‐60	 V	 en	 electrolitos	 acuosos	 y	
orgánicos,	respectivamente	[37,	72].	El	diámetro	de	los	nanotubos,	tanto	en	
la	boca	como	en	su	parte	 inferior,	está	 también	directamente	 relacionado	
por	la	magnitud	del	potencial	aplicado.		
Por	 otra	 parte,	 en	 la	 bibliografía	 se	 indica	 que	 en	 las	 capas	 anódicas	
crecidas	sobre	aluminio,	titanio	y	aleaciones	binarias	de	titanio	existe	una	
relación	lineal	1:2	entre	la	velocidad	de	crecimiento	de	la	capa	barrera	y	la	
velocidad	 de	 crecimiento	 del	 diámetro	 de	 los	 nanotubos/nanoporos	 [59,	
60,	104‐106],	figura	1.10.	Yasuda	y	col.	[59]	propusieron	que	la	formación	
del	 nanotubo	 se	 produce	 inicialmente	 de	 forma	 hemisférica,	 Fig.	 1.10b,	
pudiéndose	 estimar	 el	 diámetro	 inicial	 de	 los	 nanotubos/nanoporos	
crecidos	 sobre	 Ti	 y	 TiZr	 en	 una	 solución	 acuosa	 con	 NH4F	 mediante	 la	
ecuación	1.2:	




















en	 la	 superficie	 del	 ánodo	 de	 titanio	 (Ti)	 se	 produce	 la	 reacción	 de	
oxidación	 dando	 lugar	 a	 la	 formación	 de	 iones	 Ti4+	 (reacción	 1.1).	 Estos	
iones	 reaccionan	 con	 los	 OH‐	 provenientes	 de	 la	 reducción	 del	 H2O	 en	 el	
cátodo	(reacción	1.7)	y	con	 los	O2‐	de	 la	desprotonación	del	OH‐	(reacción	
1.2),	 debidas	 ambas	 reacciones	 al	 campo	 eléctrico	 impuesto.	 Por	 tanto,	
sobre	la	superficie	del	ánodo	se	forma	un	óxido	de	titanio	de	acuerdo	a	 la	








































                                                                                        27 
reacción	 1.3,	 un	 óxido	 hidratado	 de	 titanio	 (reacción	 1.4)	 que	 puede	
convertirse	 en	 óxido	 de	 titanio	 (reacción	 1.5)	 y	 el	 desprendimiento	 de	
oxígeno	debido	a	la	oxidación	del	medio	(reacción	1.6)	[37,	38,	107‐109].	
Ti → Tiସା ൅ 4eି																									ሾ1.1ሿ	
OHି → Oଶି ൅ Hା																							ሾ1.2ሿ	
Tiସା ൅ 2Oଶି → TiOଶ																		ሾ1.3ሿ	
Tiସା ൅ 4OHି → TiሺOHሻସ										ሾ1.4ሿ	
TiሺOHሻସ → TiOଶ ൅ 2HଶO											ሾ1.5ሿ	
2HଶO	 → 4Hା 	൅ 4eି ൅ Oଶ								ሾ1.6ሿ	
Mientras	que	en	el	cátodo	se	produce	 la	evolución	de	hidrógeno,	reacción	
1.7,	proveniente	de	la	reducción	del	H2O,	y	reacción	1.8:	
2HଶO ൅ 2eି → 2OHି ൅ Hଶ											ሾ1.7ሿ	
2ܪା ൅ 2eି → Hଶ																															ሾ1.8ሿ	
La	 combinación	de	 estas	 reacciones	 da	 como	 resultado	 la	 reacción	 global	
del	proceso	de	anodizado:	
2Ti ൅ 6HଶO → 2TiOଶ ൅ 6Hଶ ൅ Oଶ			ሾ1.9ሿ	
En	 la	 figura	 1.11	 se	 presenta	 de	 manera	 esquemática	 el	 proceso	 de	
crecimiento	de	las	capas	anódicas	de	óxido	de	titanio	y	las	reacciones	que	
intervienen	en	el	proceso.	
El	 mecanismo	 que	 controla	 del	 proceso	 de	 anodizado	 en	 este	 tipo	 de	
medios	es	el	denominado	régimen	de	campo	alto	o	"High‐field	regime"	en	
inglés	 [72,	 108,	 110],	 figura	 1.12.	 Según	 este	 mecanismo,	 la	
corriente/voltaje	aplicada	durante	el	anodizado	crea	un	campo	eléctrico	a	
través	 del	 óxido	 que	 activa	 dos	mecanismos	 de	 conducción:	 la	migración	



































~0.4,	 es	 el	 responsable	 del	 40%	de	 la	 capa	 anódica,	 el	 O2‐	 lo	 es	 del	 60%	
restante	 en	 virtud	 de	 su	 número	 de	 tranporte,~0.6.	 De	 manera	 que	 el	








más	 alta	 que	 en	 el	 aluminio,	 debido	 a	 la	 naturaleza	 semiconductora	 del	




i‐,	 recogida	 durante	 el	 crecimiento	 de	 la	 capa	 de	 óxido,	 depende	
exponencialmente	de	la	 fuerza	del	campo	eléctrico	‐F‐	según	la	ec.	1.3[80,	
110,	112,	113]:	
݅ ൌ ߙ ൉ ݁ሺఉ൉ிሻ						ሺ1.3ሻ	
donde	 α	 y	 β	 son	 constantes	 experimentales	 que	 dependen	 de	 la	
temperatura.	 Ello	 implica	 que	 los	 procesos	 que	 ocurren	 en	 las	 intercaras	
(metal/óxido	y	óxido/electrolito)	no	determinan	la	velocidad	de	migración	
de	 los	 iones	 dentro	 de	 la	 capa	 anódica	 y	 que	 el	 óxido	 que	 crece	 es	
homogéneo;	por	lo	tanto,	la	fuerza	del	campo	a	lo	largo	de	la	capa	de	óxido	
es	constante.	La	fuerza	del	campo	eléctrico	a	través	de	la	película	de	óxido	









i ൌ α ∗ eሺβ∗∆୉ൗୢ ሻ						ሺ1.5ሻ	
Así,	 el	 crecimiento	 de	 la	 capa	 anódica	 está	 controlado	 por	 la	 fuerza	 del	
campo	 eléctrico	 en	 soluciones	 donde	 la	 disolución	 del	 óxido	 es	muy	 baja	
[103,	110,	111,	115].	
La	eficiencia	del	proceso	de	anodizado	durante	el	crecimiento	de	las	capas	
barrera	 puede	 disminuir	 debido	 a	 distintos	 procesos,	 entre	 los	 que	 se	
encuentran	[103,	108,	110,	111,	116]:	
 Formación	 de	 sub‐óxidos	 con	 distinta	 estructura	 y	 composición	
química	a	lo	largo	de	la	capa	anódica.		
 Incorporación	 de	 aniones	 distintos	 al	 oxígeno	 desde	 el	 electrolito	




 Formación	 de	 burbujas	 de	 oxígeno	 gas	 que	 quedan	 ocluidas	 en	 el	
óxido,	modificando	 localmente	 la	 conductividad	 eléctrica.	 Los	 iones	
oxígeno	 que	 migran	 hacia	 el	 interior	 de	 la	 capa	 anódica	 pueden	
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los	iones	metálicos	en	la	superficie	del	óxido	(eyección	de	iones	Ti4+	
al	electrolito).	
 Reacciones	 de	 transferencia	 de	 electrones.	 Evolución	 de	 oxígeno	 e	
hidrógeno	en	la	superficie	del	ánodo	y	del	cátodo,	respectivamente.	
CAPAS	DE	ESTRUCTURA	DÚPLEX	
Cuando	 el	 óxido	 de	 titanio	 presenta	 una	 alta	 solubilidad	 en	 el	 medio	 de	
anodizado,	 como	 sucede	 en	 el	 caso	 de	 baños	 con	 iones	 fluoruros,	 el	
electrolito	 afecta	 en	 gran	 medida	 al	 proceso	 de	 anodizado	 y	 por	
consiguiente,	a	las	características	de	las	capas	anódicas	crecidas.		
En	 medios	 con	 fluoruros,	 además	 de	 las	 reacciones	 químicas	 que	 se	
producen	durante	la	formación	de	las	capas	barrera	(reacciones	1.1‐1.8),	la	
presencia	 de	 estos	 iones	 en	 el	 baño	 produce	 la	 disolución	 química	 del	
Ti(OH)4	y	TiO2	que	se	están	formando	o	reaccionan	con	los	 iones	Ti4+	que	
migran	 en	 la	 capa	 anódica	 hacia	 la	 interfase	 óxido/electrolito	 (debido	 al	
efecto	 del	 campo	 eléctrico),	 dando	 lugar	 a	 la	 formación	 del	 compuesto	
soluble	TiF଺ଶି,	reacciones	1.10‐1.12,	respectivamente.	
TiሺOHሻସ ൅ 6Fି → TiF଺ଶି ൅ 4OHି										ሾ1.10ሿ	
TiOଶ ൅ 6Fି ൅ 4Hା → TiF଺ଶି ൅ 2HଶO				ሾ1.11ሿ	
Tiସା ൅ 6Fି → TiF଺ଶି																																			ሾ1.12ሿ	
Además,	y	debido	a	la	mayor	velocidad	de	migración	iónica	de	los	iones	F‐	
respecto	al	O2‐	 por	 su	menor	 radio	 iónico,	 se	produce	otra	 reacción	en	 la	
intercara	metal/óxido,	que	conduce	a	la	formación	del	compuesto,	reacción	
1.13:		











fluoruros	 del	 baño	 formando	 [TiF6]2‐,	 según	 las	 reacciones	 1.10‐1.12.	
Mientras	que	a	concentraciones	intermedias	de	fluoruros	en	el	electrolito,	
la	formación	del	óxido	y	disolución	de	[TiF6]2‐	tiene	lugar	simultáneamente	
dando	 origen	 a	 la	 formación	 de	 un	 óxido	 con	 estructura	 nanoporosa	 o	
nanotubular	 [37,	 41,	 72,	 80,	 86]	 dependiendo	 de	 las	 condiciones	 de	










Esta	 etapa	 se	manifiesta	 en	 la	 gráfica	 de	 densidad	 de	 corriente	 frente	 al	
tiempo	 por	 una	 caída	 abrupta	 de	 la	 misma,	 fase	 I.	 A	 continuación,	 se	
observa	un	aumento	de	la	corriente,	fase	II,	relacionado	con	la	disminución	
de	 la	 resistencia	 de	 la	 capa	 anódica	 por	 la	 generación	 de	 defectos	
superficiales	(pits)	provocados	por	la	disolución	localizada	del	óxido	lo	que	
da	lugar	a	la	formación	de	los	poros.	Estos	poros	crecen	fundamentalmente	
por	 efecto	 de	 la	 disolución	 asistida	 por	 el	 campo	 eléctrico	 (field‐assisted	
disolution)	y	por	la	acidificación	local	debida	a	la	oxidación	e	hidrólisis	del	
titanio	(disolución	química)	en	el	 fondo	del	poro,	generando	un	gradiente	
de	 pH	 entre	 el	 fondo	 y	 la	 boca	 de	 los	 mismos.	 A	 medida	 que	 éstos	 se	
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efecto	 sobre	 la	 pared	 del	 poro/tubo	 donde	 la	 disolución	 química	 tiene	
mayor	influencia.	Finalmente,	la	corriente	alcanza	un	valor	constante,	fase	
III,	momento	 a	partir	 del	 cual	 se	 alcanza	un	 estado	de	 equilibrio	 entre	 la	
formación	 del	 óxido	 en	 la	 intercara	 metal/óxido	 y	 la	 velocidad	 de	
disolución	química	en	la	interfase	óxido/electrolito.		
En	este	sentido,	es	importante	destacar	que	la	principal	diferencia	entre	las	
capas	 barrera	 y	 las	 capas	 nanoporosas/nanotubulares	 reside	 en	 que	
mientras	 el	 crecimiento	de	 las	 capas	barrera	ocurre	 tanto	 en	 la	 intercara	
metal/óxido	como	en	la	interfase	óxido/electrolito,	en	el	caso	de	las	capas	
nanotubulares	 el	 crecimiento	 sucede	 exclusivamente	 en	 la	 intercara	
metal/óxido	[72,	80,	110].		
Por	 otro	 lado,	 la	 morfología	 de	 las	 capas	 nanoestructuradas	 depende	 en	
gran	medida	del	proceso	de	disolución	química	que,	en	medios	acuosos	con	























Así,	 el	 crecimiento	 de	 estructuras	 dúplex	 consiste	 en	 un	 proceso	
competitivo	 entre	 la	 formación	 de	 la	 capa	 anódica	 (reacción	 1.9)	 y	 su	
disolución	 tanto	 por	 efecto	 del	 campo	 eléctrico	 que	 debilita	 las	 uniones	
entre	el	titanio	y	el	oxígeno	(disolución	asistida	por	el	campo)	[72,	77,	79,	
117,	 118]	 como	 por	 la	 presencia	 de	 iones	 fluoruro	 en	 el	 medio	 de	
anodizado	(disolución	química).	
No	obstante,	 aunque	 la	disolución	asistida	por	 el	 campo	es	 el	mecanismo	
que	 clásicamente	 se	 ha	 usado	 para	 describir	 el	 crecimiento	 de	 capas	
nanoporosas/nanotubulares,	 Skeldon	 y	 col.	 [119,	 120]	 propusieron	 un	
nuevo	 mecanismo	 conocido	 como	 “flujo	 plástico	 asistido	 por	 el	 campo”	
(flow	model	o	field‐assisted	plastic	flow)	para	explicar	el	crecimiento	de	las	
capas	 anódicas	 porosas	 en	 aluminio.	 Estos	 autores	 demostraron	 que	 el	
desarrollo	de	 los	poros	 en	 la	 capa	anódica	 se	debe	 al	desplazamiento	del	
óxido	de	la	capa	barrera	hacia	las	paredes	de	los	poros.	Esto	fenómeno	es	
posible	 gracias	 a	 que	 durante	 el	 crecimiento	 de	 la	 capa	 anódica,	 las	
propiedades	 mecánicas	 del	 óxido,	 y	 más	 concretamente	 su	 plasticidad,	
cambian	por	efecto	del	campo	eléctrico	(electrostricción),	resultando	en	un	
aumento	 del	 espesor	 de	 la	 capa	 anódica	 a	 valores	 superiores	 a	 los	
esperados	 teóricamente	 [37,	 72,	 120,	 121].	 La	 figura	 1.14	 esquematiza	
ambos	 mecanismos	 de	 crecimiento,	 la	 “disolución	 asistida	 por	 el	 campo	
eléctrico”	y	el	“flujo	plástico	asistido	por	el	campo”.	Para	ello,	estos	autores	
depositaron	 por	 sputtering	 una	 aleación	 en	 forma	 de	 sándwich,	 Al/Al‐
30%W/Al,	y	la	anodizaron	en	ácido	fosfórico.	El	seguimiento	de	la	posición	
de	la	capa	de	W	durante	las	diferentes	etapas	del	proceso	de	anodizado	les	
permitió	 determinar	 la	 influencia	 de	 cada	 uno	 de	 los	 mecanismos.	 Si	 el	
mecanismo	 que	 controlaba	 el	 crecimiento	 de	 los	 poros	 era	 la	 disolución	
asistida	por	 el	 campo,	 la	 capa	de	 tungsteno	 se	movería	hacia	 la	 intercara	
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la	capa	barrera	como	en	las	paredes	de	los	poros	(fig.	1.14b).	Los	estudios	
realizados	 mediante	 TEM	 permitieron	 confirmar	 que	 la	 morfología	 de	 la	
capa	crecida	en	 fosfórico	es	principalmente	debida	al	 flujo	de	óxido	hacia	
las	paredes	de	los	poros	desde	la	región	de	la	capa	barrera	bajo	los	mismos.	
Posteriormente,	 estos	 mismos	 autores	 [95,	 96]	 realizaron	 estudios	
similares	 en	 titanio	 empleando	 electrolitos	 orgánicos	 con	 sales	 de	 NH4F,	
concluyendo	 que	 durante	 la	 generación	 de	 las	 capas	 nanotubulares	 en	
estos	 medios	 pueden	 estar	 activos	 tanto	 el	 mecanismo	 de	 disolución	
asistida	por	el	campo	eléctrico	en	los	primeros	instantes	de	formación	de	la	
capa	 anódica,	 y	 posteriormente	 domina	 el	 mecanismo	 de	 flujo	 plástico	







los	 objetivos	 fundamentales	 de	 la	 presente	 tesis	 doctoral	 y	 se	 aborda	
principalmente	 en	 los	 apartados	 3.1,	 3.2	 y	 3.5	 para	 explicar	 las	
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El	 objetivo	 principal	 de	 la	 presente	 tesis	 es	 la	 funcionalización	 de	
aleaciones	 de	 titanio,	 Ti6Al4V	 y	Ti13Nb13Zr,	 para	 reducir	 las	 infecciones	
protésicas.	
Para	 la	 consecución	 de	 dicho	 objetivo	 se	 ha	 empleado	 la	 técnica	 de	
anodizado.	Esta	 técnica	permite	modificar	 la	morfología	 y	 la	 composición	
de	 la	 superficie	 de	 manera	 controlada	 para	 funcionalizar	 aleaciones	 de	
titanio.		
OBJETIVOS	ESPECÍFICOS	
 Diseño,	 crecimiento	 y	 caracterización	 de	 capas	 anódicas	 sobre	 la	
aleación	 Ti6Al4V	 en	 electrolitos	 acuosos	 con	 iones	 fluoruro	
incorporados	mediante	la	adición	de	HF	en	el	medio,	y	optimización	
de	 las	 condiciones	 de	 crecimiento	 para	 la	 obtención	 de	 estructuras	
nanotubulares	(apartado	3.1).	





 Estudio	 de	 la	 estabilidad	 química	 in	 vitro	 de	 las	 capas	 anódicas	
crecidas	sobre	Ti6Al4V	tanto	en	baños	que	contienen	HF	como	NH4F,	





de	 la	 respuesta	 osteogénica	 de	 las	 capas	 crecidas	 sobre	 Ti6Al4V	
(apartado	3.4b).	
 Optimización	 del	 proceso	 de	 anodizado	 descrito	 en	 el	 apartado	 3.1	





































































encuentran	 publicados	 en	 distintas	 revistas	 especializadas.	 Aunque	 cada	
trabajo	 es	 el	 resultado	 de	 una	 estrecha	 colaboración	 entre	 coautores,	 a	
continuación	 describo,	 a	 grandes	 rasgos,	mi	 contribución	 en	 cada	 uno	 de	
los	trabajos	presentados.	
En	el	apartado	3.1,	que	recoge	el	crecimiento	y	caracterización	morfológica	
y	 composicional	 de	 las	 primeras	 capas	 anódicas	 crecidas	 en	 la	 aleación	
Ti6Al4V	 empleando	 un	 electrolito	 acuoso	 mezcla	 de	 H2SO4/HF,	 a	 dos	




En	 el	 apartado	 3.2,	 se	 presenta	 el	 crecimiento	 y	 caracterización	 de	 capas	
anódicas	 crecidas	 sobre	 la	 aleación	Ti6Al4V	mediante	 la	 aplicación	de	un	









En	 el	 apartado	3.3	 se	 estudia	 la	 correlación	 entre	morfología	 y	 respuesta	
electroquímica	 en	 una	 solución	 tampón	 fosfato	 salino	 (PBS)	 a	 37	 °C	 de	
capas	 anódicas	 con	 tres	 morfologías	 de	 capa	 bien	 definidas:	 estructuras	
nanoporosas,	duales	 (capa	porosa	en	 la	 interfase	óxido/electrolito	y	 capa	
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El	 apartado	 3.4	 a	 y	 b	 representan	 el	 esfuerzo	 y	 la	 colaboración	 con	 dos	
grupos	del	Instituto	de	Investigación	Sanitaria‐Fundación	Jiménez	Díaz.	En	
el	 apartado	 3.4a	 se	 identifica	 la	 relación	 entre	 morfología	 de	 la	 capa	 y	
contenido	 de	 flúor	 para	 determinar	 cuál	 de	 ellas	 controla	 la	 respuesta	
antibacteriana	 observada	 en	 trabajos	 previos.	 Mientras	 que	 el	 apartado	
3.4b	 analiza	 el	 crecimiento	 y	 mineralización	 de	 células	 osteoblásticas	 en	
diferentes	 nanoestructuras	 de	 óxido	 de	 titanio.	 En	 ambos	 trabajos	 he	
contribuido	 en	 la	 preparación	 de	 todas	 las	 muestras	 empleadas	 en	 los	
ensayos	biológicos	y	en	la	discusión	de	los	resultados.	
En	el	apartado	3.5,	se	realizó	el	crecimiento	de	diferentes	nanoestructuras	
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Morphologies	of	nanostructured	TiO2	doped	
with	F	on	Ti–6Al–4V	alloy	
El	 titanio	 y	 sus	 aleaciones	 es	 uno	de	 los	materiales	más	 empleados	 en	 la	
industria	y	en	especial	en	el	área	biomédica	debido	a	su	biocompatibilidad,	
atribuida	 a	 la	 formación	 de	 una	 capa	 nativa	 de	 TiO2	 sobre	 su	 superficie.	
Entre	 los	distintos	procesos	de	modificación	 superficial	 empleados	 con	el	
fin	 de	 mejorar	 las	 propiedades	 de	 este	 óxido	 superficial	 destaca	 la	
oxidación	 anódica	 (anodizado),	 que	 permite	 el	 crecimiento	 de	 capas	 de	
TiO2	 de	 distintas	 morfologías	 y	 espesores,	 así	 como	 la	 incorporación	 de	
elementos	del	electrolito	dentro	de	la	capa	de	óxido	que	se	forma.	
En	 este	 apartado	 se	 estudia	 el	 desarrollo,	 crecimiento	 y	 optimización	 de	
nanotubos	de	óxido	de	titanio	dopados	con	flúor	sobre	 la	aleación	Ti‐6Al‐
4V	 en	 baños	 de	 ácido	 sulfúrico/fluorhídrico.	 El	 contenido	 de	 flúor	 en	 las	
películas	 es	 de	 especial	 interés,	 ya	 que	 la	 presencia	 de	 este	 elemento	 ha	
sido	relacionado	con	propiedades	antibacterianas.	El	efecto	del	 tiempo	de	
anodización,	el	voltaje,	la	composición	y	la	microestructura	de	la	película	se	
estudiaron	 	 mediante	 microscopía	 electrónica	 de	 barrido	 y	 transmisión,	
espectroscopía	 de	 retrodispersión	 de	 Rutherford	 (RBS)	 y	 espectroscopía	
Raman.	





y	 cercanos	 a	 los	 500nm	 para	 60	 minutos	 de	 anodizado.	 Por	 tanto,	 el	
crecimiento	 de	 capas	 anodizas	 dopadas	 con	 flúor	 sobre	 la	 aleación	 de	




están	 formadas	 por	 una	 matriz	 de	 óxido	 de	 titanio	 amorfo	 con	
nanocristales	de	rutilo,	además	de	V2O5	y	Al2O3.	
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Abstract	
The	 formation	 of	 nanotubes	 in	 sulphuric/hydrofluoric	 acid	 electrolyte	 at	
controlled	voltage	is	investigated	on	Ti–6Al–4V	alloy	used	for	load‐bearing	
prosthetic	 applications.	 The	 effects	 of	 anodizing	 time	 and	 voltage	 on	 film	
morphology,	composition	and	microstructure	are	studied	by	scanning	and	
transmission	electron	microscopy,	Rutherford	backscattering	spectroscopy	
(RBS),	 and	 Raman	 spectroscopy.	 Fluorine	 content	 in	 the	 films	 was	 of	 a	
particular	 interest	 for	 enhancement	 of	 antibacterial	 properties	 of	 the	
surface.	 The	 efficiencies	 of	 film	 formation	 are	 determined	 as	 about	 40%	
and	80%	for	anodizing	at	20	V	and	60	V	respectively	for	shorter	anodizing	
time	 and	 as	 about	 1	 and	 5%	 for	 longer	 anodizing	 time.	 For	 5	min	 of	
anodizing,	 higher	 voltage	 conditions	 results	 in	 a	 thicker	 barrier	 layer.	 At	
extended	 anodizing	 time	 a	 further	 disruption	 of	 the	 nanotubular	
morphology	and	formation	of	approximately	1.5	μm‐thick	nanoporous	film	
is	 promoted.	 The	 films	 grown	 at	 20	 V	 contain	 from	 4	 at.%	 to	 6	 at.%	 of	
fluorine.	 RBS	 detects	 about	 13	 at.%	 of	 fluorine	 incorporated	 in	 the	 film	
formed	 at	 60	 V	 for	 60	 min,	 possibly	 associated	 with	 a	 greater	 film	
thickness.	 The	 oxide	 film	 material	 consists	 of	 amorphous	 titania	 matrix	
doped	with	V2O5	and	Al2O3.	
Keywords:	Ti–6Al–4V	alloy;	Nanotubes;	Anodizing;	Fluorine	
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1.	Introduction	
Titanium	and	its	alloys	are	widely	used	as	biomaterials	for	dental	implant	
and	 orthopaedic	 prosthesis	 applications	 due	 to	 their	 high	 strength‐to‐
weight	 ratio,	 corrosion	 resistance	 and	 bio‐inertness	 [1,2].	 However,	 the	
thin,	 air‐formed	 oxides	 present	 on	 the	 metal	 surfaces	 do	 not	 promote	 a	
direct	chemical	bond	with	bone	tissue,	thus	surface	modifications,	altering	
topography	 and	 chemical	 composition	 of	 these	materials,	 are	 required	 to	
enhance	direct	structural	and	functional	anchoring	of	the	prosthesis	to	the	
living	 bone	 (osseointegration).	 The	 most	 common	 surface	 treatments	 of	
commercially	 available	 implants	 and	 prosthesis	 encompass	 pickling	 [3],	
sandblasting	[4],	plasma	spraying	[5,6],	anodizing	[7],	micro‐arc	oxidation	
[8,9].	
For	 decades,	 until	 recently,	 cell	 interactions	 and	 bone	 response	 were	
studied	 on	 implant	 surfaces	 with	 micrometer‐scale	 topography.	 Latest	
researches	have	shown	that	nanoscale	 topography	as	well	as	 the	order	of	
the	 nanofeatures	 organisation	 is	 a	 critical	 factor	 promoting	 early	 cell	
responses	 to	 the	 implant	 surface	 [10‐15].	Hence	 the	 fabrication	 of	 highly	
ordered	TiO2	nanotube	films	for	biomedical	applications	is	attracting	much	
attention.	
The	advantages	of	 the	method	are	easy	 control	of	 the	nanotube	diameter	
and	 thickness	 by	 use	 of	 adequate	 electrolyte	 and	 anodizing	 regime	
parameters,	 such	 as	 voltage	 and	 time	 [16].	 Typically	 TiO2	 nanotubes	 as‐
formed	on	pure	 titanium	are	 amorphous,	 however	 their	 crystal	 structure	
can	 be	 influenced	 by	 alloying	 elements	 [17,18]	 or	 radically	 modified	 by	
post‐annealing	[19,23].	
Although	 the	 majority	 of	 TiO2	 nanotube	 research	 has	 been	 done	 on	 c.p.	
titanium	and	regularities	and	mechanisms	of	film	formation	have	been	well	
enough	 elucidated	 [24‐31],	 the	 formation	 of	 TiO2	 nanotubes	 on	 titanium	
alloys	has	been	also	reported	[18,23,32‐42].	High	strength	titanium	alloys	
are	 used	 for	 load‐bearing	 prosthetic	 applications	 [43‐46],	 where	 the	
reduction	of	the	probability	of	infection	during	surgery	and	healing	process	
is	 one	 of	 the	 primary	 goals.	 Ion	 incorporation	 (e.g.	 silver,	 fluorine)	 into	
APARTADO	3.1	
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titanium	 surface	 has	 been	 shown	 as	 effective	 method	 of	 providing	






in	 the	 nanotubes	 may	 vary	 depending	 on	 the	 electrolyte	 and	 anodizing	
conditions	[26]	and	[28].	




A	 18	mm	 ∅	 rod	 of	 Ti–6Al–4V	 alloy	 ELI	 grade	 according	 to	 the	 standard	
ASTM	 F136‐02	 supplied	 by	 SURGIVAL	 was	 cut	 into	 2	mm	 thick	 disk	
specimens,	ground	through	successive	grades	of	SiC	paper	 to	1200	grade,	
degreased	with	a	detergent	and	rinsed	in	tap	water	followed	by	deionised	
water.	 The	 specimens	were	 then	 chemically	 polished	 in	 a	 mixture	 of	 HF	
(48	wt.%):HNO3	(70	wt.%):H2O	with	volume	ratio	1:4:5	 for	5	min	at	room	








The	 plan	 view	morphology	 of	 nanotubular	 oxide	 films	 was	 examined	 by	
field	 emission	 gun	 scanning	 electron	 microscopy	 (FEG–SEM)	 utilizing	
JSM6500F	 JEOL	 instrument	 equipped	 with	 EDX	 facilities,	 operated	 at	
15	keV	for	EDX	analysis	and	7	keV	for	secondary	electron	imaging.	Each	of	
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the	 area	 and	 local	 EDX	 analysis	 results	 are	 quoted	 as	 an	 average	 of	 3	
measurements.	
Electron‐transparent	 sections,	 nominally	 40	 nm	 thick,	 were	 prepared	 by	




The	 presence	 of	 fluorine	 in	 the	 oxide	 films	 was	 first	 assessed	
semiquantitatively	 by	 EDX.	 The	 stoichiometric	 composition	 of	 the	 oxide	
films	was	 further	 determined	 by	Rutherford	 backscattering	 spectrometry	
(RBS),	 using	 3.045	MeV	 (resonant	 energy	 for	 16O(a,	 a0)16O	 reaction)	 He+	
ions	 produced	 by	 the	 van	 de	 Graff	 accelerator	 of	 the	 Centro	 de	 Micro‐
Analisis	de	Materiales	(CMAM),	Madrid.	The	incident	ion	beam	was	normal	
to	 the	 specimen	 surface	with	10	μC	dose	 scattered	 ions	detected	 at	 170°.	
Data	were	interpreted	using	the	SIMNRA	program.	
Raman	 spectra	 were	 obtained	 with	 a	 Renishaw	 Raman	 System	 RM2000	
equipped	with	a	Leica	microscope	(using	magnification	50×),	an	electrically	
refrigerated	CCD	camera	and	an	Ar+	 laser	at	514.5	nm	with	exit	power	of	
3	mW	 as	 excitation	 source,	 The	 spectra	 were	 taken	 with	 a	 spectral	






sulphuric/hydrofluoric	 acid	 electrolyte	 at	 constant	 voltage	 (Fig.	 1)	
comprised	 three	 stages:	 (i)	 an	 initial	 surge	 to	 ∼27.3	mA	cm−2	 and	
∼104	mA	cm−2	 for	anodizing	at	20	V	and	60	V,	 respectively,	 followed	by	a	
rapid	decay	to	a	minimum	of	∼0.5	mA	cm−2	and	∼0.6	mA	cm−2	respectively,	
(ii)	 a	plateau	at	 the	minimum	current	density	 for	 a	period	of	∼500	s	 and	
APARTADO	3.1	
    61 
∼950	s,	respectively,	and	(iii)	further	progressive	increase	to	∼1.7	mA	cm−2	
and	∼1.8	mA	cm−2	until	anodizing	ends	after	3600	s.		
Stage	 (i)	 is	 typically	 ascribed	 to	 growth	 of	 barrier	 layer,	 hence	 the	
associated	 resistance	 increase	 and	 current	 decay.	 The	 charge	 densities	
passed	 during	 stage	 (i)	 in	 the	 present	 work	 were	 ∼0.046	 and	
∼0.119	C	cm−2	 for	20	V	and	60	V,	respectively,	(Table	1)	that	 is	equivalent	
to	 the	 growth	 of	 25	 and	 64	nm	 of	 barrier	 amorphous	 layer	 at	 100%	
efficiency.	Notably,	no	stabilisation	of	 current	density	has	occurred	at	 the	
stage	(iii),	unlike	observed	by	Macak	et	al.	[30]	for	nanotube	formation	on	
pure	 titanium	 in	 H2SO4/HF	 electrolyte	 and	 on	 Ti–6Al–4V	 in	
(NH4)2SO4/NH4F	 electrolyte	 [32].	 Typically,	 such	 stabilisation	 of	 current	
density	following	an	increase	from	some	minimum	is	associated	with	self‐
organisation	 of	 the	 nanotubes	 and	 their	 steady	 state	 growth,	 where	





The	 charge	 densities	 passed	 following	 5	min	 of	 anodizing	 at	 20	V	 and	 at	
60	V	(Table	1)	were	sufficient	to	oxidize	43	nm	and	70	nm	of	pure	titanium,	
presuming	 that	 oxidation	 occurs	 with	 100%	 efficiency.	 With	 the	 same	
assumption,	 the	 expected	 thicknesses	 of	 compact	 amorphous	 titanium	
oxide	are	85	and	138	nm,	respectively.	



























 60 V 60min
0.046 C cm -2
0.119 C cm-2 















5	min	 0.156	 43	 85	 ~45	 ~110	
20	V	
60	min	 3.45	 949	 1876	 ~25	 ~230	
60	V	
5	min	 0.254	 70	 138	 ~140	 ~200	
60	V	













enriched	 in	 vanadium	 and	 deficient	 in	 aluminium	 compared	 with	 the	
composition	of	the	α‐phase	(point	B)	(Table	2).	Further,	β‐phase	particles	
contained	about	1.3	at.%	of	 iron,	which	was	absent	 in	 the	α‐phase.	About	
1	at.%	 of	 fluorine	 was	 found	 in	 the	 α‐phase,	 that	 apparently	 originated	
from	etching	solution.	
Five	minutes	of	anodizing	at	20	V	resulted	in	oxidation	of	the	α‐phase	with	
formation	 of	 randomly	 arranged	 nanotubes	 of	 about	 20	nm	 in	 diameter	
(Fig.	3(a)	and	(b)).	The	area	EDX	analysis	of	the	porous	film	formed	on	α‐
phase	detected	about	4.2	at.%	of	 fluorine	and	 traces	of	sulphur	(Table	2).	
No	 nanotubular	 film	 was	 formed	 on	 β‐phase	 grains,	 which	 appeared	
recessed,	 compared	 with	 the	 surrounding	 α‐matrix	 and	 revealed	 a	
nanoscale	irregular	surface	topography.	
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and	 approximately	 30	nm	 inter‐spacing.	 The	 nanotubular	 oxide	 contains	
about	4	at.%	of	fluorine	(area	A,	Fig.	3(c))	and	less	than	0.1	at.%	of	sulphur;	






Ti	 O	 F	 Al	 V	 S	 Fe	 Al/Ti	 V/Ti	 F/Ti	
*	
A	 77.35	 ‐	 ‐	 6.9	 14.43	 ‐	 1.32	 0.09	 0.19	 ‐	
B	 85.97	 ‐	 1.04	 10.95	 2.04	 ‐	 ‐	 0.13	 0.02	 ‐	
C	 86.17	 ‐	 ‐	 10.15	 3.67	 ‐	 ‐	 0.12	 0.04	 ‐	
20	V	
5	min	 A	 55.58	 31.66	 4.23	 6.5	 1.98	 0.05	 ‐	 0.12	 0.04	 0.08	
20V	
60	min	
A	 63.35	 23.01	 3.97	 8.27	 1.36	 0.05	 ‐	 0.13	 0.02	 0.06	
B	 80.4	 ‐	 0.47	 7.62	 10.43	 0.03	 1.04	 0.09	 0.13	 0.01	
60V	
5	min	 A	 38.90	 50.92	 3.96	 4.37	 1.61	 0.25	 ‐	 0.11	 0.04	 0.10	
60V	
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The	 Al/Ti	 and	 V/Ti	 ratios	 remained	 unchanged	 (0.13	 and	 0.02,	
respectively)	compared	with	chemically	polished	substrate.	The	dissolution	
of	 the	β‐phase	becomes	obvious	(Fig.	3(c)	and	(d))	which	 is	 in	agreement	
with	 [32]	 and	 occurs	 due	 to	 high	 solubility	 of	 vanadium	 oxides,	 β‐phase	
being	rich	in	vanadium.	However,	whether	the	dissolution	of	the	β‐phase	is	
partial	or	complete	could	not	be	confirmed	by	the	utilised	characterisation	
methodology.	 The	 local	 EDX	 analysis	 of	 the	 β‐phase	 (point	 B,	 Fig.	 3d)	
revealed	 no	 oxygen	 presence;	 traces	 of	 fluorine	 (<0.5	at.%)	 and	 sulphur	
(<0.05	at.%).	 The	 dissolution	 of	 the	 β‐phase	 during	 anodizing	 led	 to	 its	
depletion	 in	vanadium:	V/Ti	 ratio	decreased	 from	0.19	 to	0.13	 compared	
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In	 some	 areas	 of	 the	 surface	 a	 deposit	 is	 visible	 on	 the	 surface	 of	 the	
nanotubular	film	(Fig.	3d),	which	has	been	identified	previously	as	titanium	
(IV)	oxyhydroxide	TiO(OH)2,	or	Ti(OH)4[30]	and	[53].	It	may	be	associated	
with	 relatively	 high	 current	 density	 that	 leads	 to	 local	 concentration	 of	






case	 however	 a	 continuous	 current	 increase	 was	 observed,	 thus	 the	
conditions	 for	 re‐dissolution	 of	 hydrolysed	 species	 have	 never	 been	
reached.	 The	 precipitate	 of	 hydrolysis	 products	 can	 be	 discerned	 in	
transmission	 electron	micrographs	 (Fig.	 4(b)	 and	 (d))	 as	 substance	with	
grainy	 appearance,	 often	 blocking	 the	 mouth	 of	 the	 nanotubes	 (Fig.	 4(c‐
inset)).	
The	 transmission	 electron	 micrograph	 of	 a	 scraped	 material	 in	 Fig.	 4(a)	
shows	a	detached	nanotubular	 oxide	 film	 formed	 for	5	min,	 comprising	 a	
∼45	nm‐thick	barrier	layer	and	a	∼55	nm‐thick	porous	part	that	reveals	a	
well‐defined	tubular	microstructure	with	both	 internal	 tube	diameter	and	
tube	 wall	 thickness	 being	 about	 20–25	nm.	 The	 nanotubes	 formed	 by	
anodizing	 for	 60	min	 disclose	 variability	 in	 circumferential	 shape	 (Fig.	
4(b)),	 length	 and	 diameter	 (Fig.	 4(c)	 and	 (d)).	 The	 average	 length	 of	 the	
nanotubes	 appears	 to	 be	∼230	nm,	 the	maximum	 length	 being	∼300	nm.	




layer	 that	 corresponds	 to	 the	 charge	 passed	 at	 the	 stage	 (i)	 of	 current	
response.	 The	 nanotube	wall	 thickness	was	 reduced	 from	∼13	nm	 at	 the	
bottom	 to	 ∼6	nm	 at	 the	 mouth	 of	 the	 nanotube.	 The	 thinning	 of	 the	
nanotube	walls	towards	the	outer	part	of	the	film	is	a	well	known	fact	for	
nanotube	formation	on	pure	titanium,	related	to	continuous	dissolution	of	
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Using	 the	nanotube	geometry	and	assuming	 that	nanotubes	 are	 cylinders	
sealed	 at	 one	 end	 (with	 25	nm‐thick	 bottom,	 112	nm	 average	 external	
























films	 formed	at	20	V	 (Table	2).	TEM	micrographs	of	 the	ultramicrotomed	
sections	of	 the	 film	disclosed	a	∼180	nm‐thick	 film	with	a	well	developed	
∼140	nm‐thick	 barrier	 layer	 and	 initiating	 nanotubes	 with	 ∼15	nm	 of	
internal	diameter	(Fig.	6(a–c)).	The	anodizing	for	extended	time	resulted	in	
disruption	of	order	and	tubular	morphology	and	formation	of	a	sponge‐like	
nanoporous	 material,	 with	 a	 nanopore	 size	 varying	 from	 ∼15	nm	 to	
∼100	nm	(Fig.	5(c)	and	(d)).	Relatively	deep	cavities	appear	to	form	in	the	




of	all	 four	coatings.	No	continuous	barrier	 layer	could	be	discerned	at	 the	
given	 resolution.	 TEM	 micrographs	 of	 the	 scraped	 film	 indicate	 that	 the	
inner	 part	 of	 the	 film	 possibly	 retains	 nanotubular	morphology,	with	 the	
variation	 of	 the	 thickness	 of	 the	 barrier	 layer	 in	 the	 range	 of	 50–125	nm	
(Fig.	6(f)	and	(g)).	
The	 formation	 ratio	 of	 the	 barrier	 layer	 for	 short	 anodizing	 times	 was	
found	 as	 2.25	 and	 2.33	nm	V−1	 for	 20	 and	 60	V	 films	 respectively.	 At	 the	
extended	anodizing	 times	both	ratios	decreased	to	1.25	nm	V−1	(assuming	
the	 average	 thickness	 of	 the	 barrier	 layer	 of	 the	 film	 formed	 at	 60	V	 as	
75	nm).	 This	 drastic	 drop	 in	 the	 formation	 ratio	 is	 associated	 with	 the	
chemical	 dissolution	 process	 which	 strongly	 affects	 the	 structure	 and	
composition	 of	 the	 anodic	 layers.	 Previously	 the	 formation	 ratio	 of	 the	
nanotubes	on	pure	titanium	in	non‐aqueous	electrolyte	at	20	V	for	2000	s	
was	 estimated	 at	 1.35	nm	V−1[23],	 whereas	 a	 formation	 ratio	 of	 a	 typical	
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The	 ratio	 of	 the	 real	 thickness	 of	 the	 film	 to	 the	 expected	 thickness	 of	
titanium	oxidized	with	100%	current	efficiency	was	2.56	and	2.86	for	films	
formed	 for	 5	min	 at	 20	V	 and	 60	V,	 respectively.	 The	 value	 of	 2.54	 was	
reported	 for	 titanium	anodized	 at	 constant	 voltage	 in	 glycerol	 electrolyte	
[26],	 whereas	 calculations	 for	 compact	 amorphous	 formed	 with	 100%	
efficiency	 produce	 a	 ratio	 of	 1.95.	 Evidently,	 measured	 thickness	 of	 the	
films	formed	for	short	times	exceeds	the	expected	thickness	of	the	oxide	by	
approximately	30%	(Table	1).	This	length	expansion	may	occur	as	a	result	
of	 (i)	 incorporation	of	 fluoride,	aluminium	and	vanadium	species	 into	 the	
oxide	and	(ii)	flow	of	the	growing	oxide	up	the	walls	due	to	the	plasticity	of	
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Originally	 a	 flow	 dependent	 formation	 has	 been	 developed	 for	 porous	
alumina	[56‐60].	
	
Fig.	 6.	 Transmission	 electron	 micrographs	 (a‐c,	 g,	 f)	 and	 secondary	 electron	
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3.3.	Film	microstructure	
Raman	spectra	of	the	films	formed	both	at	20	and	60	V	are	presented	in	Fig.	
7	 (Ib–Ie).	 The	 broad	 bands	 centered	 at	 454	 and	 617	cm−1	 correspond	 to	
amorphous	TiO2[61].	The	third	very	broad	band	centered	at	850–890	cm−1	
should	arise	from	V–O–R	(R	=	Ti,	Al)	bonds,	as	it	has	been	shown	that	both,	
V2O5–TiO2	 doped	 [62]	 and	 V2O5–Al2O3	 doped	 compounds	 [63]	 exhibit	
Raman	 bands	 around	 860	cm−1.	 The	 Raman	 intensity	 of	 the	 20	V	 films	 is	
much	weaker	than	for	60	V,	possibly	associated	with	lower	thickness	of	the	
films	 formed	 at	 low	 voltage.	 The	 amorphous	 character	 of	 the	 TiO2	




Fig.	 7.	 I)	 Raman	 spectra	 of	 anodic	 oxide	 films	 formed	 on	 Ti‐6Al‐4V	 in	
sulphuric/hydrofluoric	acid	electrolyte	at	20ºC,	at	controlled	voltage	and	time:	b)	
20	 V	 5	 min;	 c)	 20V	 60	 min;	 d)	 60V	 5	 min;	 e)	 60	 V	 60	 min.	 Spectrum	 e)	 here	
presented	is	divided	by	3.	Raman	spectrum	of	rutile	(a)	is	included	for	comparison.	
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 Raman shift /cm-1
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This	 result	 is	 in	 apparent	 contradiction	 with	 other	 results	 previously	
reported	on	titanium	anodized	in	a	mixture	of	sulphuric/hydrofluoric	acid	
electrolyte	 [64].	 There,	 higher	 voltages	 result	 in	 formation	 of	 mixed	
anatase–rutile	 structure	with	anatase/rutile	 ratio	 increasing	with	voltage.	
No	such	effect	is	observed	in	our	case.	
Raman	 spectra	 of	 the	 films	 annealed	 at	 400	°C	 for	 2	h	 (Fig.	 7(IIb′)	 and	
(IIe′)),	 show	narrower	 bands	 at	 397,	 514	 and	 638	cm−1	 corresponding	 to	




in	 order	 to	 determine	 the	 composition	 of	 the	 film	 and	 efficiency	 of	 the	
nanotube	 formation.	 RBS	 spectra	 for	 the	 different	 samples	 are	 shown	 in	
(Fig.	8(a)).	The	fittings	of	the	spectra	for	all	the	specimens	except	the	one	
obtained	at	 60	V	 for	60	min	were	performed	as	 a	monolayer	of	 the	oxide	
with	uniformly	distributed	species.	The	thickness	of	the	film	formed	at	60	V	
for	 60	min	 exceeded	 the	 depth	 detection	 limit	 for	 RBS;	 the	 accuracy	 of	
fitting	 was	 further	 affected	 by	 the	 increased	 roughness	 of	 the	 film,	
compared	 to	 other	 specimens,	 and	 therefore	 the	 simulation	 of	 the	
spectrum	 was	 performed	 as	 a	 multilayered	 fitting,	 with	 the	 yield	 of	 the	
outermost	layer	quoted.	The	effects	of	the	roughness	of	the	metal/film	and	
film/air	 interfaces,	non‐uniformity	of	 the	 film	 thickness	and	 film	porosity	
are	reflected	in	the	sloping	edges	of	the	spectra	corresponding	to	titanium	
yield	 from	the	metal/film	interface.	Vanadium	manifested	 itself	as	a	small	
slope	 of	 the	 edge	 of	 the	 spectra	 at	 ∼800	 channel.	 The	 presence	 of	
aluminium	 was	 indicated	 by	 a	 small	 step	 in	 the	 overall	 spectrum	 yield.	
Fluorine	did	not	 yield	 a	 prominent	peak	due	 to	 its	 relatively	 low	 content	
and	the	fact	that	RBS	is	less	sensitive	to	the	light	elements	than	to	the	heavy	
elements	because	the	scattering	cross‐section	is	proportional	to	the	square	
of	 atomic	 number	 of	 the	 detected	 species.	 However	 due	 to	 a	 large	 yield	
from	oxygen	at	 its	 resonant	 scattering	energy	 it	was	possible	 to	 simulate	
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after	 5	 and	 60	min	 of	 anodizing	 respectively,	which	 is	 in	 agreement	with	
the	values	determined	by	XPS	for	nanotubes	formed	on	Ti–6Al–4V	alloys	in	
mildly	 acidic	 electrolyte	 in	 [32].	 The	 decrease	 in	 the	 fluorine	 content	
apparently	 occurs	 due	 to	 intensive	 dissolution	 of	 TiF4	 in	 the	walls	 of	 the	
nanotubes.	 First	 studies	 performed	 to	 evaluate	 the	 adhesion	 of	 bacteria	
revealed	a	decrease	of	adherence	either	for	collections	or	clinical	strains	of	




fluorine	 from	∼6	at.%	 to	∼13	at.%	with	 anodizing	 time.	Notably,	 fluorine	
content	in	the	film	formed	at	60	V	for	5	min	was	similar	to	that	of	the	film	
formed	at	20	V	for	5	min,	despite	almost	twice	lower	thickness	of	the	latter.	
Since	 the	 length	 of	 the	 nanoporous	 part	 of	 the	 film	 is	 approximately	 the	




a	 single‐layer	 simulation.	 Similarly,	 the	 increase	 of	 fluorine	with	 time	 for	
anodizing	 at	 60	V	 can	 be	 explained	 by	 a	 greater	 thickness	 of	 the	
nanoporous	 film.	The	 average	 stoichiometric	 composition	estimated	 from	
the	RBS	fitting	is	gathered	in	Table	3.	
The	 real	 density	 of	 the	 20	V	 60	min	 film	 material	 composed	 of	
Ti2O30.11Al2O3	 (molar	 mass	 137.55	g	M−1)	 with	 the	 film	 thicknesses	
derived	 from	 RBS	 (225	×	1015	 atoms	 cm−2)	 and	 TEM	 (∼300	nm)	 was	
determined	 as	 0.571	g	cm−3.	 Assuming	 a	 calculated	material	 density	 for	 a	
non‐porous	 oxide	 with	 composition	 Ti2O30.11Al2O3	 as	 4.28	g	cm−3	 the	
APARTADO	3.1	
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Ti‐6Al‐4V	 in	 sulphuric/hydrofluoric	 acid	electrolyte	 (a)	 and	 fitting	of	 the	 spectra	
for	 the	 film	 formed	 at	 60	 V	 for	 5	min	 (b):	 dotted	 line–original	 data,	 solid	 line	 ‐	
simulation.	
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The	 real	 density	 of	 the	 20	V	 60	min	 film	 material	 composed	 of	
Ti2O30.11Al2O3	 (molar	 mass	 137.55	g	M−1)	 with	 the	 film	 thicknesses	
derived	 from	 RBS	 (225	×	1015	 atoms	 cm−2)	 and	 TEM	 (∼300	nm)	 was	
determined	 as	 0.571	g	cm−3.	 Assuming	 a	 calculated	material	 density	 for	 a	
non‐porous	 oxide	 with	 composition	 Ti2O30.11Al2O3	 as	 4.28	g	cm−3	 the	
volume	 porosity	 of	 the	 film	 was	 found	 as	 86.6%,	 which	 is	 in	 good	
agreement	with	the	one	calculated	previously	from	film	geometry.	
The	 efficiencies	were	 derived	 using	 ratio	 of	 titanium	 ions	 determined	 by	
RBS	in	each	film	and	titanium	ions	due	in	the	film	if	all	 the	charge	passed	
during	 film	 formation	 was	 spent	 on	 oxidation	 of	 titanium	 (Table	 1).	
Calculations	were	made	using	 the	electrochemical	 equivalent	 and	density	
of	pure	titanium.	The	efficiency	of	the	film	formation	both	at	20	V	and	60	V	
dropped	 remarkably	with	 extended	 anodizing	 times	 from	 original	 ∼40%	
and	 ∼80%,	 respectively	 to	 ∼1%	 and	 ∼5%,	 respectively.	 Typically	 about	




transport	 numbers	 of	∼0.4	 and	0.6	 respectively	 [66].	 The	 growth	 of	 TiO2	
nanotubes	is	a	result	of	competing	electrochemical	oxidation	of	titanium	
Ti+2H2O→TiO2+4H++4e−	 	 	 	 (1)	
APARTADO	3.1	
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and	chemical	dissolution	of	the	anodic	film	material.	
TiO2+6HF→[TiF6]2−+	2H+	+	2H2O	 	 	 (2)	
Thus	 the	 film	 develops	 at	 the	 titanium/film	 interface	 due	 to	 the	 inward	
migration	 of	 O2−	 ions.	 Oxygen	 evolution	 may	 be	 one	 of	 the	 factors	
determining	 the	 efficiency	 loss.	 Although	 no	 visible	 oxygen	 evolution	 has	
been	 observed	 in	 the	 present	 work	 at	 any	 conditions,	 and	 Raman	
Spectroscopy	did	not	detected	the	presence	of	nanocrystalline	rutile	in	the	
present	films,	oxygen	evolution,	associated	with	nanocrystallisation	of	the	
film,	 may	 take	 place	 [67].	 The	 reduced	 efficiency	 is	 largely	 attributed	 to	
chemical	dissolution	of	the	film,	dissolution	of	TiF4,	according	to	reaction		
TiF4	+	4H2O	=	Ti(OH)4	+	4HF	 	 	 	 (3)	
field‐assisted	 ejection	 of	 outwardly	 migrating	 Ti4+,	 field‐assisted	















compared	 with	 20	 V	 anodizing	 for	 shorter	 anodising	 times	 (5	min).	 The	
efficiency	of	film	formation	decreases	with	time	from	about	40%	and	80%	
to	about	1	and	5%	for	anodizing	at	20	V	and	60	V	respectively.	
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(5)	 The	 microstructure	 of	 the	 nanotubes	 determined	 by	 Raman	







































[16]	 J.M.	 Macak,	 H.	 Tsuchiya,	 A.	 Ghicov,	 K.	 Yasuda,	 R.	 Hahn,	 S.	 Bauer,	 P.	
Schmuki,	Curr.	Opin.	Solid	State	Mater.	Sci.	11	(2007)	3.	
[17]	 S.B.	 Aldabergenova,	 A.	 Ghicov,	 S.	 Albu,	 J.M.	Macak,	 P.	 Schmuki,	 Non‐
Cryst.	Solids	354	(2008)	2190.	























[30]	 J.M.	Macak,	H.	 Tsuchiya,	 S.	 Berger,	 S.	 Bauer,	 S.	 Fujimoto,	 P.	 Schmuki,	
Chem.	Phys.	Lett.	428	(2006)	421.	
[31]	S.	Bauer,	S.	Kleber,	P.	Schmuki,	Electrochem.	Commun.	8	(2006)	132.	
[32]	 J.M.	Macak,	H.	Tsuchiya,	 L.	 Taveira,	A.	Ghicov,	 P.	 Schmuki,	 J.	 Biomed.	
Mater.	Res.	Part	A	75	(2005)	928.	












[40]	Y	 ‐C.	Nah,	A.	Ghicov,	D.	Kim,	S.	Berger,	P.	 Schmuki,	 J.	Am.	Chem.	Soc.	
130	(2008)	16154.	
[41]	V.S.	Saji,	H.C.	Choe,	W.A.	Brantley,	Acta	Biomater.	5	(2009)	2303–2310.	




[45]	 D.O.	 Meredith,	 M.O.	 Riehle,	 A.S.G.	 Curtis,	 R.G.	 Richards,	 J.	 Mater.	 Sci.	
Mater.	Med.	18	(2007)	405.	






[50]	 Z.M.	 Isa,	 G.B.	 Schneider,	 R.	 Zaharias,	 D.	 Seabold,	 C.M.	 Stanford,	 Int.	 J.	
Oral	Maxillofac.	Implant.	21	(2006)	203.	
[51]	 L.F.	 Cooper,	 Y.	 Zhou,	 J.	 Takebe,	 J.	 Guo,	 A.	 Abron,	 A.	 Holmeın,	 J.E.	
Ellingsen,	Biomaterials	27	(2006)	926.	
[52]	 M.A.	 Arenas,	 A.	 Conde,	 J.	 de	 Damborenea,	 E.	 Matykina,	 J.M.	 Esteban	
Moreno,	 E.	 Gomez	 Barrena,	 C.	 Perez‐Jorge‐	 Permarch,	 R.	 Perez	 Tanoira,	
Patent.	Application	number:	P201030720,	Spain,	(14‐05‐2010).	
[53]	 L.V.	 Taveira,	 J.M.	 Macak,	 H.	 Tsuchiya,	 L.F.P.	 Dick,	 P.	 Schmuki,	 J.	
Electrochem.	Soc.	152	(2005)	B405.	










[59]	 S.J.	 Garcia‐Vergara,	 P.	 Skeldon,	 G.E.	 Thompson,	 T.	 Hashimoto,	 H.	
Habazaki,	J.	Electrochem.	Soc.	154	(2007)	C540.	
[60]	 S.J.	 Garcia‐Vergara,	 P.	 Skeldon,	 G.E.	 Thompson,	 H.	 Habazaki,	
Electrochim.	Acta	52	(2006)	681.	
APARTADO	3.1	










A.	Conde,	 J.J.	de	Damborenea,	E.	Gómez	Barrena,	 J.	Esteban,	 J.	Phys.:	Conf.	
Ser.	(2010)	Pending	of	publication.	









































time (min) Voltage (V)
Nomenclature




















                                                                                   83 
TiO2	nanotubes	with	tunable	morphologies	
La	estructura,	morfología	y	composición	de	capas	nanotubulares	de	óxido	
de	 titanio	 crecidos	 mediante	 anodizado	 en	 electrolitos	 acuosos,	 como	 se	
discutió	 en	 el	 apartado	 anterior,	 depende	 fundamentalmente	 del	 voltaje,	
tiempo	 y	 la	 composición	del	 baño	 empleada.	 En	 este	 apartado	 se	 estudia	
como	 la	variación	de	estos	parámetros	permite	 la	generación	de	capas	de	
TiO2	 sobre	 la	 aleación	 Ti6Al4V	 con	morfologías	 y	 espesores	 diseñados	 a	
medida.	 El	 objetivo	 es	 la	 obtención	 de	 estructuras	 con	 diámetro	 de	 poro	
variable	 (en	 forma	de	 botella)	 y	 espesor	 en	 el	 rango	micrométrico.	 Estas	
nanoestructuras	podrían	ser	de	especial	 interés	para	ser	empleadas	como	
sistemas	 de	 administración	 de	 fármacos	 en	 prótesis	 ortopédicas.	 En	 este	
trabajo	se	ha	estudiado	 la	 influencia	del	voltaje	aplicado	y	 la	composición	
del	 baño	 de	 anodizado	 (empleando	 una	 solución	 tampón	 con	 distintas	
concentraciones	 de	 sales	 de	 fluoruro)	 en	 las	 características	 de	 la	 capa	
anódica.	 La	 morfología	 y	 estequiometría	 de	 las	 distintas	 capas	 anódicas	
crecidas	 se	 ha	 caracterizado	 mediante	 las	 curvas	 de	 densidad	 de	
corriente/tiempo	recogidas	durante	el	proceso	de	anodizado,	microscopía	
electrónica	 de	 barrido	 y	 transmisión	 y	 espectroscopía	 de	 retrodispersión	
de	Rutherford	(RBS).	
Los	 resultados	 obtenidos	 indicaron	 que	 un	 aumento	 gradual	 en	 la	
concentración	 de	 fluoruros	 en	 el	 baño	 de	 anodizado,	 de	 0.15	 M,	 0.3M	 a	
0.45M	 NH4F,	 para	 un	 escalón	 de	 voltaje	 aplicado	 de	 10‐20	 V,	 permite	 la	
obtención	 de	 capas	 nanotubulares	 de	 diferentes	 morfologías,	 pasando	
desde	 una	 estructura	 bimodal	 compuesta	 por	 nanotubos	 y	 nanoporos,	
hasta	una	estructura	única	nanotubular	de	diámetro	variable.	Mientras	que	
para	 una	 misma	 concentración	 de	 fluoruros,	 0.3	 M	 NH4F,	 y	 diferentes	
valores	 de	 potencial	 en	 el	 escalón	 aplicado,	 se	 observó	 que	 es	 posible	 la	
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TiO2	nanotubes	with	tunable	morphologies	
J.M.	Hernández‐Lópeza,	A.	Condea,	J.J.	de	Damboreneaa,	M.A.	Arenasa	
a	 Departamento	 de	 Corrosión	 y	 Protección,	 Centro	 Nacional	 de	
Investigaciones	 Metalúrgicas	 (CENIM‐CSIC),	 Avda.	 Gregorio	 del	 Amo	 8,	
28040	Madrid,	Spain.	
Abstract	
Titanium	 anodic	 oxide	 layers	 with	 bottle	 shaped	 nanotubular	 structure	
have	been	grown	in	an	electrolyte	containing	NH4F,	applying	voltage	steps.	
The	grown	layers	were	analyzed	using	scanning	and	transmission	electron	
microscopy	 (SEM	 and	TEM),	 and	Rutherford	 backscattering	 spectroscopy	
(RBS).	The	results	show	that	 for	a	concentration	of	0.15	M	of	NH4F	 in	the	
anodizing	bath,	and	a	step	of	10	to	20	V	produces	an	oxide	with	a	double	
morphology	 comprised	 of	 nanotubes	 at	 the	 oxide/metal	 interface	 and	
nanopores	 at	 the	 oxide/electrolyte	 interface	 of	 the	 anodic	 layer.	 Higher	
concentration	of	F‐	in	the	bath,	0.3	and	0.45	M	NH4F,	enhanced	the	chemical	
dissolution	 of	 the	 anodic	 layer	 resulting	 in	 nanotubular	 structures	 along	
the	 oxide	 layer.	 Therefore,	 the	 bottle	 shaped	 nanotubular	 structures	 that	
show	 a	 well	 defined	 morphology	 are	 obtained	 in	 a	 bath	 containing	 a	
concentration	of	0.3	M	NH4F	and	applying	a	voltage	step	of	10‐20	V.	
Keywords:	 Anodizing,	 Ti6Al4V	 alloy,	 Bottle	 shaped	 nanotubes,	 Titanium	
dioxide,	Step	voltage	
1.	Introduction 
In	 recent	 years,	 the	 growth	 and/or	 deposition	 of	 titanium	 thin	 films	 and	
titanium	oxide	 layers	have	 received	considerable	attention	 in	a	variety	of	
fields	 of	 endeavour	 such	 as:	 tissue	 engineering,	 drug	 delivery	 systems,	
orthopaedic	 implants,	 gas	 sensors,	 lithium	 ion	 batteries,	 solar	 cells,	
photovoltaic	 devices	 and	 have	 therefore	 encouraged	 its	 study	 and	
development1‐7.	 Different	 techniques	 such	 as	 laser,	 sputtering,	 sol‐gel,	
thermal	 oxidation,	 electrophoresis	 and	 electroplating	 have	 been	 used	 to	
obtain	 TiO2	 layers.	 Nevertheless,	 these	 techniques	 are	 limited	 when	 it	
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comes	 to	 controlling	 the	 thickness	 of	 TiO2	 and/or	when	 dealing	with	 the	
lack	of	uniformity	in	the	grown	layer	8,	9.	
By	contrast,	 the	anodizing	process	allows	to	 fabricate	uniform	TiO2	 layers	
with	 a	 controlled	 thickness	 and	 a	 variety	 of	 nanostructures	 that	 differs	
from	 barrier	 to	 porous	 layers,	 depending	 on	 the	 composition	 of	 the	
electrolyte	used	and	the	growth	conditions	(temperature,	stirring,	voltage	
and/or	 current	 applied)	 10,	 11.	 Zwilling	 et	 al	 in	 1999	 12	 obtained	 self‐







bath,	 leading	 to	 TiO2	 layers	 up	 to	 2	 m	 thick14,	 15.	 It	 was	 precisely	 this	
increase	 in	the	thickness	of	 the	nanostructured	TiO2	 layers	which	made	it	
possible	to	expand	the	niche	of	applications	of	TiO2	layers	in	those	uses	in	
which	the	nanostructure	and	thickness	are	critical,	such	as	TiO2	 fuel	cells,	
which	 have	 improved	 their	 efficiency	 and	 service	 life	 by	 increasing	 the	
surface	area	16,	17.	
However,	in	addition	to	thickness,	it	is	also	possible	to	modify	the	diameter	
of	 the	 nanotubes	 by	 varying	 the	 applied	 voltage.	 Mor	 et	 al.	 5,	 fabricated	
porous	 TiO2	 layers	 with	 conical	 structures	 on	 titanium	 applying	 voltage	
ramps	in	an	HF	solution.	The	conical	nanotubular	layers	had	variable	inner	
diameters	 throughout	 but	 the	 thickness	 of	 the	 oxide	 layer	was	 limited	 to	
200	 nm.	 Similar	 nanostructures	were	 obtained	 in	 organic	 electrolytes	 by	
applying	ramps	with	ascending	and	descending	voltages,	leading	to	thicker	
anodic	oxide	 layers	and,	 therefore,	greater	surface	areas	of	 interest	 in	the	
photocatalytic	 applications	 18‐22.	 Liu	 et.	 al.	 23	 fabricated	 TiO2	 nantotubes	
with	periodically	changing	morphology	by	using	periodic	pulses	consisting	
of	 high	 and	 low	 voltages.	 	 However,	 the	 main	 drawbacks	 are	 either	 the	
instability	of	the	organic	baths,	or	the	longer	times	required	to	achieve	the	
desired	 thicknesses.	 In	 addition,	 most	 of	 the	 works	 are	 focused	 on	 pure	
APARTADO	3.2	
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titanium	or	titanium	binary	alloys	and	few	papers	are	devoted	to	fabricate	
tailored	 nanotubes	 in	 the	 micrometer	 range	 on	 technologically	 relevant	
substrates	such	as	Ti6Al4V	alloy. 
The	objective	of	the	present	work	is	the	growth	of	thick	anodic	layers	in	the	
micrometer	 range,	with	 bottle	 shaped	 nanotubular	 structures	 in	 Ti6Al4V	
alloy	 in	short	 times,	 less	 than	 two	hours,	and	 in	aqueous	anodizing	baths	
that	 could	be	of	 interest	 for	drug	delivery	control	 systems	 in	orthopaedic	




Ti–6Al–4V	 alloy	 specimens	 of	 ELI	 grade	 according	 to	 the	 standard	ASTM	
F136‐02	supplied	by	SURGIVAL	were	ground	using	successive	grades	of	SiC	
paper	 to	1200	grade,	degreased	with	a	detergent	and	rinsed	 in	 tap	water	
followed	by	deionised	water.		
The	 specimens	 were	 then	 chemically	 polished	 in	 a	 mixture	 of	
HF(40	wt%):HNO3(70	wt.%):H2O	with	a	volume	ratio	of	1:4:5	for	5	min,	at	
room	 temperature	 under	 continuous	 agitation	 at	 400	 rpm,	 rinsed	
in	distilled	 water	 and	 dried	 in	 cold	 air.	 The	 working	 area	 was	 2.54	 cm2.	
Electrolytes	containing	1	M	NH4H2PO4	and	0.15,	0.3	and	0.45	M	NH4F	were	
prepared.	 Bottle	 shaped	 nanotubes	 were	 formed	 in	 a	 two‐electrode	 cell.	
The	specimens	were	anodized	at	stepped	voltage	with	the	first	Voltage	(V1)	
applied	 for	 30	min	 followed	by	 a	 second	voltage	 step	 (V2)	 applied	 for	60	
min,	as	seen	in	Figure	1.	The	temperature	was	controlled	at	20oC.	Platinum	
mesh	 was	 used	 as	 a	 cathode.	 The	 voltages	 were	 applied	 using	 LAB/SM	
1300	DC	power	supply	(ET	Power	Systems	Ltd).	Current‐time	responses	of	
anodizing	 were	 acquired	 at	 0.1	 Hz	 sampling	 rate	 using	 a	 zero‐ohm	
ammeter	connected	in	series	with	the	electrochemical	cell. 
The	plan‐view	morphology	of	the	nanotubular	oxide	films	was	examined	by	
field	 emission	 gun	 scanning	 electron	 microscopy	 (FEG‐SEM)	 utilizing	
JSM6500F	 Philips	 instrument	 equipped	 with	 EDX	 facilities	 and	 a	 ZEISS	
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Ultra	55	scanning	electron	microscope.	Electron‐transparent	sections	were	






of	 3.045	 MeV	 (resonant	 energy	 for	 16O(	 0)16O	 reaction),	 3.777	 MeV	
(resonant	 energy	 for	 19F(	 0)19F	 reaction)	 and	 5.725	 MeV	 (resonant	
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process	were	 evaluated	 to	 determine	 the	 influence	 of	 the	 composition	 of	






versus	 time	during	 the	anodizing	of	 the	Ti6Al4V	alloy	 in	a	1	M	NH4H2PO4	
bath	with	different	 concentrations	of	NH4F	applying	voltage	 steps.	 In	 this	
figure,	 it	 is	 observed	 that	 the	 current‐time	 transient,	 recorded	 for	 the	
different	concentrations	of	NH4F	used,	is	similar	to	that	described	by	other	
authors	 for	 the	anodizing	of	Ti	 and	 its	alloys	 in	aqueous	media	 5,	 8.	Three	
different	stages	are	distinguished:	the	growth	of	 the	high	resistance	oxide	
barrier	 layer	 ‐stage	 I‐;	 pores	 nucleation	 ‐stage	 II‐;	 and	 the	 steady	 state	
(growth	of	nanotubes)‐stage	III‐. 
In	 this	 electrolyte,	 the	 pore	 initiation	 stage	 can	 be	 attributed	 to	 both	 the	
field‐assisted	 ejection	 of	 Ti4+	 ions	 into	 the	 electrolyte	 and	 the	 chemical	
dissolution	of	the	oxide	due	to	the	presence	of	fluoride	ions	readily	forming	
cavities	within	the	oxide. 
The	 three	 stages	 plotted	 in	 the	 current	 density	 versus	 time	 response	 are	
observed	for	each	applied	step	voltage,	V1	=	10	V	for	30	minutes	and	V2	=	
20	V	 for	60	minutes,	 Figures	2b	 and	2c.	The	 steady	 state	 current	density	
recorded	on	stage	III	corresponding	to	the	first	applied	voltage,	V1	=	10V,	is	
0.2	 mA/cm2	 for	 the	 bath	 containing	 0.15	 M	 NH4F	 and	 increases	 to	 1.5	
mA/cm2	 for	0.45	M	NH4F,	Figure	2b.	The	steady	current	density	recorded	
for	the	second	voltage	step,	V2	=	20V,	increases	approximately	0.2	mA/cm2	
compared	 to	 the	values	 showed	 for	 the	 first	voltage	 step	 for	all	 the	NH4F	
concentrations	studied,	Figure	2c. 





The	 increase	 in	 steady	 current	 density	 depending	 on	 the	 fluoride	
concentration	 in	 the	 bath	 indicates	 a	 greater	 chemical	 dissolution	 of	 the	
anodic	layers	with	the	fluoride	content	in	the	electrolyte.	
The	 value	 of	 the	 final	 voltage	 (V2)	 determines	 the	 features	 of	 the	 anodic	
oxide	 layer	 grown	 on	 the	 oxide/metal	 interface	 18‐21,	 25.	 Therefore,	 the	
charge	density	related	to	the	thickness	of	the	barrier	layer	is	calculated	by	
integrating	 the	 stage	 I	 from	 the	 current	 density	 vs.	 time	 response	
corresponding	 to	 the	second	voltage	step.	These	values	vary	between	33‐
83	mC/cm2	depending	on	 the	 fluoride	 concentration	 in	 the	bath,	Table	1.		
Assuming	 that	 all	 the	 charge	 are	 only	 employed	 to	 form	a	 dense	 layer	 of	
amorphous	TiO2	21,	the	thickness	of	barrier	layer	varies	from	18	to	45	nm,	
Table	1.	
Similarly,	 by	 calculating	 the	 total	 charge	 density	 used	 in	 the	 anodizing	
process,	 it	 can	 be	 seen	 that	 the	 total	 charge	 density	 increases	 with	 the	
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fluoride	 content	 in	 the	 bath,	 from	 1.393	 to	 9.322	 mC/cm2	 (Table	 1).	





will	 be	 discussed	 later.	 This	 difference	 is	 increased	 with	 the	 fluoride	







































33	 18	 1.393	 758	 ~15	/	53	 41	 ~661	
0.3	 69	 38	 4.807	 2615	 ~47	/	69	 39	 ~1355	






To	 study	 the	 influence	 of	 the	 electric	 field	 on	 the	 nanostructure	 of	 the	
anodic	layers,	the	magnitude	of	the	voltage	steps	was	varied	for	a	specific	
concentration	of	fluorides,	0.3	M	NH4F. 




barrier	 layer	 is	 observed,	 followed	 by	 the	 nucleation	 of	 the	 pores	 which	
does	 not	 exceed	 300	 seconds.	 Finally,	 the	 current	 density	 is	 maintained	
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constant	 indicating	 that	 the	 steady	 state,	 in	 which	 the	 growth	 of	 the	
nanotubes	takes	place,	has	been	reached	(Figure	3). 
	
Figure	 3.	 Current	 density‐time	 responses	 of	 anodizing	 of	 Ti6Al4V	 in	 1	 M	
NH4FH2PO4/0.3	M	NH4F	at	different	voltage	steps	(a),	with	V1=10V	(b),	with	V1=20	
V	(c).	
Upon	 applying	 the	 second	 voltage	 step,	 either	 20	 or	 30	 V,	 the	 current	
density	at	the	steady	state	depicts	higher	oscillations	than	during	the	first	
voltage	 step	 of	 10V.	 This	 is	 due	 to	 the	 increase	 of	 the	 field‐assisted	
dissolution	 of	 the	 anodic	 layer	 at	 voltages	 higher	 than	 10	 V,	 unbalancing	
the	formation	and	dissolution	of	the	anodic	oxide	layer.	The	current	density	
evolution	at	the	steady	state	for	a	given	V=V2‐V1,	indicates	that	the	current	
density	depends	primarily	on	 the	applied	V	rather	 than	on	 the	absolute	
values	of	each	step,	V1	and	V2,	 see	 figures	3b	and	3c.	Nevertheless,	 in	 the	
last	 30	 minutes	 of	 the	 20‐40V	 treatment,	 the	 current	 density	 increases	
continuously,	without	actually	 reaching	any	 steady	state,	 thus	 revealing	 a	
greater	field‐assisted	dissolution	of	the	anodic	layer	at	high	voltages.	
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The results suggest that the main process occurring at stage III- (constant 
nanotubular layer thickness over time) is field-assisted dissolution instead 
of “flow assisted” due to the significant level of dissolution of the oxide 
layer in this aqueous media. 
3.2. Film morphology  
In this section, the film morphology of the anodic layers fabricated using 
different anodizing conditions were characterized using scanning electron 
microscopy and transmission electron microscopy. 
The morphology of the nanotubular layers fabricated in Ti6Al4V alloy by 
applying 10-20 V voltage steps in baths containing different NH4F 
concentrations is shown in Figure 4. In all cases the formation of nanotubes 
preferentially grown in the  phase  enriched in aluminium, along with the 
dissolution of the oxides in b phase is observed. Such morphology has been 
widely described for F- containing aqueous electrolytes. The absence of 
porous structures in the b phase relates to the high solubility of vanadium 
oxides formed on this phase5, 8, 12, 15, 27, 28. 
 
Figure 4. Scanning electron micrographs. Morphology of the anodic layers grown at 
V1=10V for 30 minutes and V2=20V for 60 minutes on Ti6Al4V using (a) 0.15 M, (b) 





- phase - phase
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The	 micrographs	 gathered	 in	 Figure	 4	 show	 the	 influence	 of	 the	 NH4F	
concentration	 in	 the	nanotube	 inner	diameter	 in	 the	mouth,	which	varies	
from	 15‐63	 nm	 for	 0.15	M	 and	 0.45	M	 NH4F,	 respectively,	 Table	 1.	 This	
increase	 in	 the	 inner	diameter	of	 the	nanotube	 is	a	result	of	 the	chemical	
dissolution	 of	 the	 nanotube	walls	 due	 to	 the	 presence	 of	 fluorides	 in	 the	
electrolyte	27,	29,	according	to	the	following	reaction:	
ܱܶ݅ଶ ൅ 6ܨି ൅ 4ܪା → ܶ݅ܨ଺ଶି ൅ 2ܪଶܱ			ሺ1ሻ 
This	 reaction	 may	 be	 further	 enhanced	 by	 the	 weakness	 of	 the	 bond	






The	 thickness	of	 the	grown	 layers	measured	by	SEM	varies	 from	661	nm	
for	the	anodic	layer	fabricated	in	the	bath	with	the	lowest	concentration	of	
fluoride,	 up	 to	 1585	 nm	 approximately,	 for	 the	 layer	 obtained	 in	 a	 bath	
with	the	highest	concentration,	0.45	M	NH4F,	Table	1. 
Figures	 5a‐f	 show	 the	 cross	 section	 of	 the	 anodic	 layers.	 Nanotubular	
structure	 can	 be	 distinguished	 in	 	 phase,	 while	 cavities	 caused	 by	 the	
preferential	dissolution	of	 the	oxide	 formed	 in		phase	are	observed.	 It	 is	
important	 to	 highlight	 that	 the	 lowest	 concentration	 of	 fluoride,	 0.15	 M	
NH4F,	 promotes	 a	 layer	 with	 double	 nanoporous‐nanotubular	 structure,	




to	 nanotubular	 structure	 is	 unclear.	 According	 to	 Crawford	 et	 al.32,	 the	
nanotubes	 grow	 deeper	 into	 the	 alloy	 due	 to	 the	 competition	 of	 oxide	









a	 nanotubular	 structure	 throughout	 the	 thickness,	 Figure	 5	 c‐f.	 The	
nanoporous	 layer	 disappears	 at	 higher	 concentration	 of	 fluorides	 in	 the	
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intense	 chemical	 dissolution	 due	 to	 the	 higher	 fluorides	 presence	 in	 the	
bath.	The	 thickness	of	 the	barrier	 layer	at	 the	bottom	of	 the	nanotubes	 is	
about	40	nm,	Table	1,	suggesting	an	oxide	growth	rate	of	2	nm/V	within	60	
min	of	anodizing.	
The	 images	 of	 the	 cross‐section	 of	 the	 anodic	 layers	 obtained	 by	 TEM	
clearly	show	the	change	in	the	nanotube	inner	diameter	from	the	bottom	to	
the	mouth	with	 the	applied	voltage	step,	Figure	5	d	and	 f.	Table	1,	shows	
the	 inner	 diameters	 of	 the	 mouth	 and	 of	 the	 bottom	 of	 the	 nanotubes	
grown	applying	the	stepped	voltage,	10‐20	V	for	the	three	anodizing	baths.	
It	 can	be	seen	 that	 the	best	defined	bottle	 shaped	nanotubular	 structures	
are	 obtained	 for	 the	 bath	 containing	 0.3	 M	 NH4F.	 The	 design	 of	 bottle‐
shaped	 nanotubes	with	 thicknesses	 greater	 than	micrometer,	 is	 specially	
interesting	for	controlled	drug	delivery	systems	in	orthopaedic	prostheses	
33.	In	addition,	by	applying	different	voltage	steps,	in	a	bath	containing	0.3	
M	 NH4F	 promotes	 changes	 in	 the	 nanotubular	 structures	 with	 regard	 to	
those	previously	described,	Figure	6	a‐h.	The	anodizing	process	performed	
at	10‐30	V,	Figure	6c‐d,	shows	poorly	defined	pores	throughout	the	surface	
area,	while	 the	 layers	 grown	 at	 20‐30	 V	 Figure	 6	 e,	 show	 better	 defined	
nanotubular	structures,	similar	to	those	obtained	at	10	‐20	V,	Figure	6	a.	In	





the	 voltage	 determines	 the	 electric	 field	 strength	 across	 the	 oxide,	 thus	
affecting	the	migration	of	ions	and	ultimately	the	nanotube	inner	diameter.	
The	 upper	 diameter	 (mouth	 diameter)	 is	 related	 to	 the	 value	 of	 the	 first	
applied	 voltage	during	 the	 growth	of	 the	 anodic	 layers.	 Layers	which	 are	
grown	with	an	initial	voltage	of	20	V	(20‐30	V	and	20‐40	V)	have	a	larger	
pore	diameter,	in	the	range	of	63‐67	nm,	compared	to	layers	grown	with	an	
initial	 voltage	 of	 10	 V	 (10‐20	 V	 and	 10	 ‐30	 V)	with	 diameters	 comprises	
between	39‐47	nm,	Table	 2.	Nanotubes	 bottom	diameter	 depends	 on	 the	
second	applied	voltage.	Values	vary	from	69	nm	for	20	V	to	90	nm	for	40	V.	
APARTADO	3.2	















































10V	 20V	 4.807	 2615	 ~	47	/	69	 ~1355	 10‐20V	
10V	 30V	 4.946	 2690	 ~	39	/	57*	 ~1383	 10‐30V	
20V	 30V	 4.999	 2720	 ~	67	/	90	 ~1450	 20‐30V	





Assuming	 an	 efficiency	 of	 100%	 for	 the	 titanium	 anodizing	 process,	 the	
thickness	 of	 the	 anodic	 layer	 fabricated	 using	 the	 different	 voltage	 steps	
applied	ranges	between	2600	and	2800	nm,	Table	2.	The	thickness	of	 the	
anodic	 layers	measured	 by	 SEM	 are	 about	 1400	 nm	 for	 all	 anodic	 layers	
except	 for	the	 layer	grown	at	20‐40	V,	which	showed	a	smaller	thickness,	
1187	nm,	Table	2.	This	difference	can	be	attributed	to	the	stronger	electric	
field	 at	 40	 V	 compared	 to	 that	 obtained	 at	 lower	 applied	 voltages.	 This	
implies	 that	 there	 is	a	higher	dissolution	rate	 for	 the	oxide	being	 formed.	




fluoride	 concentrations,	 or	 varying	 the	 voltage	 steps,	 Figure	 5	 and	 6,	 the	
formation	of	ribs	on	the	wall	of	the	nanotubes	is	observed.	Ribs	have	been	
widely	 described	 in	 the	 literature	 in	 aqueous	 electrolytes	 and	 organic	
electrolytes	 with	 a	 water	 content	 higher	 than	 5%	 18,	 34‐36.	 Its	 formation	
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The	 inward	 migration	 of	 O2‐	 ions	 during	 anodization	 fills	 the	 volume	 of	
metal	consumed,	but	the	outward	migrating	Ti4+	 ions	do	not	contribute	to	
growth	at	 the	 metal/oxide	 interface	 but	 pass	 directly	 into	the	 solution.	
Fluoride	 ions	migrate	 inward	 at	 twice	 the	 rate	 of	 oxygen	 ions	 across	 the	
layer	 and	 form	 a	 fluoride‐rich	 layer	 at	 the	 metal–oxide	 interface.	 This	
fluoride‐rich	 layer	 is	 more	 soluble	 in	 the	 anodizing	 electrolyte	 than	the	
relatively	 pure	 TiO2	 forming	 the	 majority	 of	 the	 layer	 thickness.	 The	
dissolution	of	 the	 fluoride	 rich	 layer	placed	between	 the	nanotubes	walls	
(TiF4),	 according	 to	 reactions	 2	 and	 3,	 increases	 the	 inter‐space	 distance	
between	the	nanotubes.	Therefore,	the	electrolyte	accesses	throughout	the	
inter‐space,	and	promotes	 the	growth	of	a	new	barrier	 layer	between	 the	
walls	of	adjacent	nanotubes	to	form	the	ribs,	in	accordance	with	reaction	4	
27,	35,	37:	
ܶ݅ܨସ ൅ 2ܪଶܱ → ܪା ൅ ሾܶ݅ܨସሺܱܪሻܪଶܱሿି			ሺ2ሻ 
ሾܶ݅ܨସሺܱܪሻܪଶܱሿି ൅ ܪܨ → ሾܶ݅ܨହ ∙ ܪଶܱሿି			ሺ3ሻ	
ܶ݅ ൅ 2ܪଶܱ → ܱܶ݅ଶ ൅ 4ܪା ൅ 4݁ି						ሺ4ሻ	
Figure	6h	shows	that	the	greater	amplitude	of	the	voltage	step,	i.e.	20‐40	V,	
favours	 the	 formation	of	 ribs	along	 the	nanotube	 to	a	greater	extent	 than	
the	 other	 conditions	 studied.	 Moreover,	 in	 this	 case	 it	 appears	 that	 the	
inter‐space	 distance	 is	 greater	 than	 at	 lower	 voltages	 thus	 indicating	
greater	 field‐assisted	 dissolution	 of	 the	 nanotube	 walls	 at	 the	 highest	
applied	voltages. 
3.3.	Efficiency	of	film	formation	and	composition 
In	 order	 to	 determine	 the	 composition	 of	 the	 anodic	 layers	 and	 estimate	
the	efficiency	of	 the	anodizing	process,	 the	oxide	 layers	were	analysed	by	
means	of	Rutherford	Backscattering	Spectroscopy	(RBS).	
Figure	 7a	 presents	 the	 RBS	 spectra	 corresponding	 to	 the	 anodic	 layers	
grown	 at	 voltage	 steps	 10‐20	 V	 in	 electrolytes	 with	 different	 NH4F	
concentrations.	 All	 the	 spectra	 show	 a	 well‐defined	 peak	 in	 channel	 475	
associated	with	oxygen,	with	the	same	number	of	counts,	but	with	different	
width.	 The	 most	 significant	 difference	 among	 the	 spectra	 collected	 in
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	Figure	7a,	is	depicted	in	the	slope	plotted	between	channels	850	and	950	
and	 is	 related	 to	 the	 presence	 of	 titanium	 in	 the	 anodic	 layer.	 As	 the	
concentration	 of	 fluoride	 in	 the	 electrolyte	 increases,	 the	 formation	 of	 a	
more	 pronounced	 step	 is	 observed.	 This	 step	 is	 related	 to	 the	 different	
thickness	 of	 the	 anodic	 layers,	 while	 the	 slope	 can	 be	 attributed	 to:	
differences	 in	 the	 roughness	 of	 the	 metal/oxide	 and	 oxide/surface	
interfaces;	 porosity	 of	 the	 grown	 layer;	 and	 heterogeneity	 of	 the	 oxide	
formed 





the	 simulation	 of	 RBS	 spectra	 was	 conducted	 using	 the	 SIMRA	 software,	
Figures	 7b	 and	 8b.	 In	 order	 to	 simulate	 these	 complex	 oxide	 layers,	 the	
fitting	 of	 the	 spectra	 was	 performed	 assuming	 various	 layers	 of	 varying	
composition	 and	 thicknesses.	 The	 results	 show	 good	 agreement	 between	
the	fitted	and	experimental	data,	for	all	cases.	
The	 composition	 of	 the	 anodic	 layers	 in	 1015	 atoms·cm‐2	 and	 at.%	 is	
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formation	 of	 V2O5,	 Al2O3	 and	 TiF4.	 The	 average	molecular	 composition	 of	
the	 nanotubes	 formed	 on	 Ti–6Al–4V	 alloys	 can	 be	 expressed	 as	
TiO1.24·0.080TiF4·0.067Al2O3·0.044V2O5	for	the	layer	grown	in	0.15	M	NH4F	
while	 for	 the	 layers	 grown	at	 0.3	 and	0.45	M	NH4F,	 the	 titanium	oxide	 is	
composed	 of	 TiO0.92	 and	 TiO0.98,	 respectively,	 Table	 3.	 Similar	 contents	 of	
TiF4,	Al2O3	and	V2O5	are	found	for	layers	fabricated	with	0.3	M	and	0.45	M	
NH4F.		
RBS	 spectra	 for	 layers	 grown	 in	 an	 electrolyte	 with	 0.3	 M	 of	 NH4F	 and	
different	 voltage	 steps,	 Figure	 8a,	 are	 similar	 to	 those	 obtained	 for	 the	
anodic	layers	grown	with	different	concentrations	of	NH4F.	A	well‐defined	
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The	composition	of	the	titanium	oxide	layers	is	similar	in	all	cases,	showing	
33	to	36	at.%	for	oxygen,	45	to	47	at.%	for	titanium,	7	at.%	for	aluminium,	
2	 to	3	 at.%	 for	vanadium	and	 fluorine	 contents	about	9‐12	at.%,	Table	4.	
The	layer	grown	at	20‐30	V	presents	a	slightly	higher	Ti/O	ratio,	showing	
an	 average	 molecular	 composition	 expressed	 as	
TiO0.98·0.094TiF4·0.111Al2O3·0.045V2O5,	while	the	oxide	grown	at	20‐40	V,	
revealing	 a	 lower	 ratio	 of	 Ti/O,	 is	 composed	 of	
TiO0.87·0.073TiF4·0.098Al2O3·0.039V2O5,	Table	4.		



















































The	 efficiency	 of	 the	 anodizing	 process	 has	 been	 estimated	 using	 the	
expression	 that	 relates	 the	 concentration	 of	 titanium	 obtained	 from	 RBS	
spectra	 (concentration	 of	 Titanium	 in	 1015	 atoms·cm‐2,	 second	 column	 in	
Tables	 3	 and	 4)	 and	 the	 calculated	 from	 the	 charge	 recorded	 during	 the	
anodizing	 (Tables	 1	 and	 2),	 assuming	 that	 all	 the	 charge	 is	 consumed	 to	
oxidize	titanium	(100%	efficiency):		
ܧ݂݂݅ܿ݅݁݊ܿݕ ൌ ܶ݅	ܽݐ݋݉ݏ ൉ ܿ݉
ିଶሺܴܤܵሻ
ܶ݅	ܽݐ݋݉ݏ ൉ ܿ݉ିଶሺܿݑݎݎ݁݊ݐ െ ݐ݅݉݁	ܿݑݎݒ݁ݏሻ	 ݔ100	ሺ5ሻ	
where	the	Ti	atoms·cm‐2	are	estimated	as	follows:	
APARTADO	3.2	
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ܶ݅	ܽݐ݋݉ݏ ൉ ܿ݉ିଶሺܿݑݎݎ݁݊ݐ െ ݐ݅݉݁	ܿݑݎݒ݁ݏሻ
ൌ ܥ݄ܽݎ݃݁	ݎ݁ܿ݋ݎ݀݁݀	ݔ	1,5597 ൉ 10ଵ	଼ ܽݐܥ 	ሺ6ሻ	









NH4F,	 and	 12.4%	 for	 the	 bath	with	 0.45	M	NH4F,	 Table	 3.	 The	 efficiency	
decreases	with	the	fluoride	concentration	in	the	bath	despite	the	influence	





The	 higher	 the	 fluoride	 concentration	 in	 the	 anodizing	 electrolyte,	 the	
lower	the	process	efficiency.	This	response	has	been	also	described	for	TiO2	
anodic	layers	fabricated	in	similar	electrolytes	at	constant	voltages27,	28. 
The	 efficiency	 of	 the	 anodizing	 process	 performed	 in	 the	 present	 work,	
applying	voltage	steps,	Table	4,	is	22%	to	25%.	It	appears	that	efficiency	of	
the	 anodizing	 process	 is	 not	 influenced	 by	 the	 voltages	 or	 by	 the	 V	
applied.	The	results	suggest	that	the	growth	efficiency	depends	mainly	on	
the	 chemical	 dissolution	 of	 the	 oxide	 due	 to	 the	 fluoride	 presence	 in	 the	
electrolyte	more	 than	 the	 field‐assisted	dissolution	of	 the	oxide	and	 field‐
assisted	ejection	of	Ti	ions	into	the	electrolyte. 
4.	Conclusions	
In	 this	 paper	 it	 has	 been	 demonstrated	 that	 it	 is	 possible	 to	 design	 TiO2	
oxide	 layers	 with	 bottle‐shaped	 nanostructures	 by	 controlling	 the	
anodizing	electrolyte	and	the	applied	voltage	steps. 
For	 the	 anodic	 layer	 fabricated	 applying	 voltage	 steps	 of	 10‐20	 V,	 the	 F‐	
concentration	mainly	influenced	the	inner	nanotubes	diameter,	which	also	
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depends	on	the	value	of	the	voltage	applied.	Electrolytes	with	low	fluoride	
concentration,	0.15	M	NH4F,	lead	to	anodic	layers	with	double	morphology,	
nanoporous	 on	 the	 oxide/solution	 interface	 and	 nanotubular	 on	 the	
metal/oxide	interface.	Conversely,	at	higher	fluoride	concentrations,	0.3	M	
and	 0.45	 M	 NH4F,	 only	 a	 nanotubular	 oxide	 layer	 with	 variable	 inner	
diameter	 along	 the	 layer	 is	 fabricated.	 Therefore,	 the	 growth	 of	 bottle‐




at	 the	 bottom.	 This	 anodic	 layer	 is	 homogeneous	 and	 thicker	 than	 one	
micrometer.		
Other	 voltage	 steps,	 10‐30	 V,	 20‐30	 V	 or	 20‐40	 V,	 applied	 in	 the	 same	
anodizing	 bath‐0.3	 M	 NH4F‐	 lead	 to	 oxide	 layers	 thicker	 than	 the	
micrometer	but	their	nanostructures	are	not	well	defined.	
Ribs	 on	 the	 wall	 of	 the	 nanotubes	 are	 observed	 for	 the	 oxide	 layers	




also	 greater	 at	 40	 V	 than	 at	 lower	 voltages	 thus	 indicating	 greater	 field‐
assisted	dissolution	of	the	nanotube	walls	at	the	highest	applied	voltages.		
The	 efficiency	 of	 the	 anodizing	 process	 decreases	 with	 the	 fluorides	
concentration	 in	 the	 bath,	 from	34.2%	 for	 0.15	M	NH4F,	 22	%	 for	 0.3	M	
NH4F	 to	 12.4%	 for	 0.45	 M	 NH4F,	 and	 is	 practically	 constant	 for	 the	
different	voltages	applied,	about	22‐25	%.	It	appears	that	efficiency	of	the	
anodizing	process	depends	mainly	on	the	chemical	dissolution	of	the	oxide	
due	 to	 the	 fluoride	 concentration	 in	 the	 electrolyte	 more	 than	 the	 field‐
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los	 implantes	 metálicos	 es	 fundamental,	 ya	 que	 puede	 afectar	 a	 la	
biocompatibilidad	y	a	 la	 integridad	mecánica	del	dispositivo	protésico.	En	
este	 sentido,	 el	 titanio	 y	 sus	 aleaciones	 presentan	 una	 buena	 resistencia	
frente	 a	 la	 corrosión	 en	 la	 mayoría	 de	 los	 medios	 acuosos.	 Dicho	





El	 objetivo	 de	 este	 apartado	 es	 el	 estudio	 del	 comportamiento	
electroquímico	de	 las	 capas	de	óxido	de	 titanio	 con	 tres	morfologías	bien	
definidas:	nanoporosas,	dual	(tubular	en	la	parte	más	cercana	a	la	intercara	
metal/óxido	 y	 una	 nanoporosa	 en	 la	 interfase	 óxido/electrolito)	 y	
nanotubulares,	 obtenidas	 mediante	 diferentes	 procesos	 de	 anodizado.	
Poniendo	especial	énfasis	en	relacionar	la	morfología	de	las	capas	anódicas	
con	su	respuesta	electroquímica	en	una	solución	fisiológica	simulada	‐PBS‐,	
usando	microscopia	 electrónica	 de	 barrido	 (SEM)	 para	 la	 caracterización	
morfológica	 y	 curvas	de	 polarización	potenciodinámicas	 y	 espectroscopía	
de	impedancia	electroquímica	(EIS)	para	la	caracterización	electroquímica.	
Los	 resultados	 mostraron	 que	 las	 capas	 anódicas	 con	 morfología	
nanoporosa	crecidas	a	20	V	durante	5	minutos	en	un	medio	de	H2SO4/HF	
presentan	 la	 mayor	 resistencia	 a	 la	 corrosión	 debido	 a	 que	 estas	
estructuras	presentan	 capas	barrera	de	mayor	 espesor	 en	 comparación	 a	
las	capas	anódicas	con	morfología	dual	o	nanotubular.	
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Los	 espectros	 de	 impedancia	 revelaron	 que	 las	 capas	 con	 morfología	
nanoporosa	y	dual	presentan	el	mismo	mecanismo	electroquímico,	el	cual	
está	 gobernado	 por	 la	 respuesta	 de	 la	 capa	 barrera	 de	 los	 nanoporos	 o	
nanotubos.		
Por	 el	 contrario,	 las	 capas	 con	 morfología	 nanotubular	 muestran	 un	
comportamiento	 totalmente	 distinto	 a	 las	 capas	 nanoporosas	 o	 con	
morfología	dual.	En	 este	 caso,	 los	 espectros	de	 impedancia	muestran	una	
evolución	 con	 el	 tiempo	 de	 inmersión.	 A	 tiempos	 cortos	 de	 inmersión,	 la	
constante	 de	 tiempo	 en	 frecuencias	 medias‐altas	 está	 asociada	 al	 óxido	
nativo	que	cubre	la	superficie	del	sustrato	expuesto	a	través	de	los	espacios	
intertubulares.	 A	 tiempos	 ≥24h,	 las	 capas	 nanotubulares	 muestran	 una	
evolución	distinta	dependiendo	del	valor	del	espaciado		intertubular.	Para		
espaciados	 ≤	 15	 nm,	 los	 espectros	 de	 impedancia,	 revelan	 tanto	 la	
respuesta	asociada	a	la	capa	barrera	de	estas	estructuras	como	la	respuesta	























Anodic	 layers	 with	 varying	 morphological	 features,	 namely	 nanoporous‐	
NP‐;	 dual	 (nanopores	 and	 nanotubes	 in	 the	 same	 layer)	 ‐DU‐	 and	
nanotubular	 ‐NT‐	morphology,	were	grown	on	Ti6Al4V	alloy	 in	H2SO4/HF	
and	 NH4H2PO4	 electrolytes	 at	 different	 applied	 voltages	 and	 times.	 The	
electrochemical	characterization	of	the	anodic	layers	was	carried	out	using	
potentiodynamic	 polarization	 curves	 and	 electrochemical	 impedance	
spectroscopy.The	polarization	curves	showed	a	decrease	in	passive	current	
density	 depending	 on	 the	 morphology	 as	 follow:	 NP>DU>NT≥	 Untreated	
Ti6Al4V	 alloy.	 Additionally,	 EIS	measurements	 for	 NP	 and	 DU	 specimens	
revealed	impedance	spectra	controlled	by	the	response	of	the	barrier	layer.	
Conversely,	the	response	of	the	nanotubular	layers	depends	on	the	sizes	of	
the	 intertubular	 space	 and	 the	 immersion	 time.	 At	 shorter	 immersion	
times,	 the	 impedance	 spectra	 of	 all	 nanotubular	 layers	 only	 reveal	 the	
response	 of	 the	 substrate	 exposed	 to	 the	 electrolyte	 through	 the	
intertubular	 space	 at	 short	 immersion	 times.	 However,	 at	 longer	
immersion	 times,	 ≥24h,	 the	 impedance	 spectra	 of	 the	 nanotubular	 layers	
vary	with	 the	size	of	 the	 intertubular	spaces.	 Intertubular	spaces	≤15	nm	
show	two	contributions	in	the	EIS	spectra	corresponding	to	the	response	of	
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1.	Introduction	
The	 anodizing	 process	 has	 been	 used	 in	 recent	 times	 to	 grow	TiO2	 oxide	
layers	 with	 different	 morphologies,	 such	 as	 barrier	 layers,	 nanoporous,	
dual	 and	 nanotubular	 structures,	 to	 functionalize	 the	 surface	 of	 the	
titanium	and	its	alloys	for	different	technological	applications.	The	specific	
morphology	 of	 the	 anodic	 layers	 is	 determined	 by	 the	 growth	 conditions	
and	 depends	 on	 the	 composition	 of	 the	 bath,	 the	 temperature,	 the	
anodizing	time,	and	current/potential	applied	[1‐4].	
The	determination	of	the	electrochemical	behaviour	of	the	anodic	layers	is	
critical	 for	many	 applications	 such	 as	 biomaterials,	 where	 the	 protective	
properties	 of	 the	 layers	 control	 the	 cation	 elution	 and,	 therefore,	 the	
viability	 of	 the	 prosthetic	 device.	 In	 this	 regard,	 the	 broad	 research	 on	
anodic	layers	grown	on	titanium,	and	its	alloys,	has		focused	on	identifying	






Saji	 et	 al.[17]	 sstudied	 the	 corrosion	 characteristics	 of	 the	 anodic	 layers	
grown	 on	 Ti‐35Nb‐5Ta‐7Zr	 alloy	 in	 Ringer’s	 solution	 at	 37	 ºC	 and	
concluded	that	the	nanotubular	layer	showed	lower	corrosion	resistance	in	
comparison	 to	 nanoporous	 layer	 and	 bare	 alloy	 due	 to	 the	 distinctly	
separated	 oxide/bare	 alloy	 interface	 shown	 by	 the	 nanotubes	 layers.	
Similarly,	later	on,	the	authors	[16]	studied	the	electrochemical	response	of	
anodic	 layers	 grown	 on	 Ti13Nb13Zr	 in	 PBS	 solution	 at	 37	 °C	 and	
demonstrated	 that	 the	 corrosion	 resistance	 of	 anodic	 layers	 with	
nanoporous	morphology	 is	higher	 than	 that	obtained	 for	 the	nanotubular	
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layer	 due	 to	 the	 small	 pore	 sizes	 and	 the	 absence	 of	 interpores	 spaces.	




systems,	 as	 well	 as	 to	 identify	 the	 processes	 associated	 with	 reaction	
kinetics	on	the	surface	morphology	[18‐21].	However,	one	of	the	difficulties	
of	the	EIS	technique	is	the	determination	of	the	physical	information	of	the	
system	 from	 the	 constant	 phase	 element	 (CPE).	 For	 instance,	 to	 estimate	
the	 capacitance,	 some	 authors	 have	 proposed	 two	 ways	 to	 estimate	 it,	
assuming	 two	 different	 time	 constant	 distributions	 on	 the	 surface	 of	 the	
material.	The	first	one,	associated	with	the	distribution	along	the	electrode	
surface	 (2‐D)	 and	 the	 second	 one	 assuming	 a	 normal	 distribution	 to	 the	
electrode	surface	(3‐D)	[22‐26].	
Hirschorn	et	al.[27] estimated	the	thickness	of	the	human	skin	and	Nb2O5	
anodic	 layers	by	determining	 the	effective	capacitance	 from	the	constant‐
phase	 element	 parameters,	 demonstrating	 the	 relevance	 of	 using	 the	
correct	formula	that	corresponds	to	a	given	type	of	distribution	(2‐D	or	3‐
D).	
The	 aim	 of	 this	 work	 is	 to	 determine	 the	 electrochemical	 behaviour	 of	
oxide	 layers	 with	 different	 morphologies	 obtained	 by	 anodizing:	
nanoporous	 (NT),	 dual	 (DU),	 and	 nanotubular	 (NT)	 structures	 grown	 on	
Ti6Al4V	alloy	and	which	have	been	characterized	from	morphological	and	
compositional	 view	 point	 in	 previous	 works	 [28‐30].	The anodic layers 
were characterized by SEM, potentiodynamic polarization curves and 
electrochemical impedance spectroscopy in a phosphate buffer saline 
solution (PBS). In addition, the values of the thickness of the oxide, 
mainly the thickness of the barrier layer, obtained from the simulations of 
the impedance diagrams and the estimation of the effective capacitances 
are compared with those measured by TEM.	
  116 
2.	Experimental	procedure	
Specimens	 of	 18mm	 	 of	 Ti6Al4V	 ELI	 alloy	 were	 ground	 through	
successive	grades	of	SiC	paper	up	to	1200	grade,	degreased	with	detergent	
and	 rinsed	 with	 tap	 water	 followed	 by	 deionised	 water.	 The	 specimens	




Anodic	 layers	 were	 formed	 in	 a	 two‐electrode	 cell	 by	 anodizing.	 Three	
solutions	which	contained	1M	H2SO4/0.15	wt.%	HF,	1M	NH4H2PO4/0.15M	
NH4F	and	1M	NH4H2PO4/0.3M	NH4F	were	used	in	order	to	obtain	different	
morphologies:	 nanoporous,	 dual,	 and	 nanotubular,	 layers.	 The	
experimental	 conditions	used	are	 summarized	 in	Table	1.	To	 simplify	 the	
sample	 nomenclature	 throughout	 the	 paper,	 the	 voltage,	 the	 time	 and	
origin	 of	 fluorides,	 for	 example,	 20V‐5min	 (HF)	 or	 10V‐30	 min	 (0.15M	
NH4F)	 are	 included	 in	 the	 sample	 designation.	 For	 all	 cases,	 temperature	
was	kept	constant	at	20	 oC,	and	platinum	mesh	was	used	as	cathode.	The	
plan	 views	 of	 the	 anodic	 films	 were	 examined	 by	 field	 emission	 gun	
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The	 electrochemical	 measurements	 were	 carried	 out	 by	 triplicate	 in	 a	
conventional	three‐electrode	cell.	Before	starting	the	electrochemical	tests,	
the	samples	remained	in	the	solution	for	1	hour	to	stabilize	the	open	circuit	
potential	 (OCP).	 The	 working	 electrode	 was	 the	 untreated	 Ti6Al4V	 ELI	
alloy	 and	 the	 different	 anodic	 layers	 grown;	 an	 Ag/AgCl	 electrode	
(saturated	KCl)	was	used	as	reference	electrode,	and	the	counter	electrode	
was	a	platinum	wire.	The	electrolyte	used	was	a	phosphate	buffered	saline	
solution	 (PBS)	 containing	 150	mM	NaCl,	 9.99	mM	KH2PO4,	 and	 9.02	mM	
Na2H2PO4,	with	a	pH	range	between	7.2‐7.4.	All	the	tests	were	carried	out	
at	 37	 ±	 2	 °C.	 Corrosion	 behaviour	 was	 evaluated	 by	 potentiodynamic	
polarization	 curves	 and	 electrochemical	 spectroscopy	 impedance	 using	 a	
Gamry	 Reference	 600	 potentiostat.	 The	 potentiodynamic	 curves	 were	
conducted	at	a	scan	rate	of	0.16	mV/s.	The	potential	scan	was	started	in	the	
anodic	direction	from	a	potential	value	of	−0.3	V	vs.	OCP	to	3	V	with	respect	












of	 the	 film;	 dual	 layers,	 DU,	 (fig.	 1c	 and	 d),	 characterized	 by	 having	 a	
bimodal	 morphology	 ‐nanopores	 in	 the	 outer	 part	 and	 nanotubes	 in	 the	
inner	part	of	the	layer‐	associated	with	a	high	initiation	nucleation	density	
of	 nanoporous	 at	 the	 initial	 times	 of	 anodization	 [31];	 and	 nanotubular	
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layers,	NT,	 (fig.	 1e	 and	 f),	 characterized	by	 the	growth	of	nanotubes	with	
well‐defined	 walls	 and	 the	 emergence	 of	 inter‐space	 distances	 between	




Figure	 1.	 Scanning	 electron	micrographs	 of	 the	 anodic	 layers	 grown	 on	 Ti6Al4V	
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Literature	 widely	 reports	 the	 growth	 of	 these	 morphologies,	 at	 varying	
voltage/current	 conditions,	 for	different	anodizing	 times	and	electrolytes.	
The	 mechanism	 responsible	 for	 the	 growth	 of	 the	 anodic	 layer	 with	 the	
morphologies	described	is	rather	complex	but	it	can	be	roughly	described	
as	the	balance	among	the	field‐assisted	oxidation	reaction	of	the	titanium,	
the	 field‐assisted	 dissolution,	 and	 the	 chemical	 dissolution	 of	 the	 anodic	
layers[1‐4,	7,	28,	31,	32]		
3.1	Potentiodynamic	Polarization	Curves	
Figure	2	displays	 the	potentiodynamic	 curves	 in	PBS	 solution	at	 37	 ºC	of	
the	anodic	layers	(NP,	DU,	NT).	The	untreated	Ti6Al4V	alloy	and	the	anodic	
layers	 showed	 the	 typical	 passive	 behaviour	 characterized	 by	 a	 vertical	




NP	 film	 grown	at	 20V‐5	min	 (HF)	was	~1.90E−9	A/cm2,	while	 the	 layers	
fabricated	 at	 10V‐30	 min	 (0.15M	 NH4F)	 showed	 higher	 ipass,	 1.64E−8	
A/cm2,	 but	 still	 about	 two	 and	 one	 order	 of	 magnitude	 lower	 than	 the	
untreated	Ti6Al4V	alloy,	6.91E‐7	A/cm2.	





Similarly,	 the	 NT	 layers	 exhibit	 a	 similar	 corrosion	 potential	 to	 the	
untreated	Ti6Al4V	alloy,	about	‐237	mV	vs.	Ag/AgCl	for	20V‐60	min	(0.3M	
NH4F)	 and	 ‐413	mV	vs.	Ag/AgCl	 for	10‐20V	 (0.3M	NH4F).	Conversely,	 the	
potentiodynamic	curves	of	the	NT	layers	exhibit	some	differences,	Fig.	2c.	
The	 passive	 current	 density	 for	 the	 anodic	 layers	 grown	 at	 20V‐60	 min	
(HF),	 20V‐60	 min	 (0.3M	 NH4F)	 and	 10‐20V	 (0.3M	 NH4F)	 is	 ~1.13E‐7,	
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~2.76E‐7	 and	 ~3.95E‐7	 A/cm2,	 respectively.	 In	 all	 cases,	 the	 passive	






and	10‐20V	 (0.3M	NH4F)‐	 showed	 in	 the	 anodic	branch	 an	 active‐passive	
transition	stage	above	the	corrosion	potential	of	about	100	mV	length.	This	
transition	 stage	 was	 not	 observed	 for	 the	 anodic	 layers	 with	 NP	 or	 DU	
morphology.	This	response	can	be	explained	as	a	result	of	the	growth	and	
coarsening	 of	 the	 oxide	 layer	 onto	 the	 titanium	 alloy	 surface	 [7,	 10,	 36]	
placed	at	the	bottom	of	the	inter‐spacing,	in	accordance	with		the	following	
reaction:	
Ti ൅ HଶO ↔ TiOଶ ൅ 2Hା ൅ 4eି					ሺ1ሻ	
























 20V-60 min (HF)
 20V-60 min (0.3M NH4F)
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 10V-30 min (0.3M NH4F)

































value	 is	 similar	 to	 that	 described	 by	 the	 untreated	 Ti6Al4V	 alloy.	 This	
behaviour	is	not	observed	in	layers	with	NP	or	DU	morphology	or	even	the	
NT	layers	grown	in	electrolytes	containing	NH4F.	It	appears	that	just	in	the	
NT	 layers	 with	 specific	 morphological	 features,	 the	 electrolyte	 that	
penetrates	 through	 the	 inter‐space	 promotes	 pitting.	 This	 response	 is	
observed	just	 for	the	NT	layer	with	an	inter‐tubular	space	of	~30	nm,	the	
greatest	of	the	evaluated	layers.	
Previous	 works	 in	 the	 literature	 did	 not	 consider	 the	 influence	 of	 the	
morphology	 of	 the	 anodic	 layers	 on	 the	 corrosion	 kinetics	 or	 the	
electrochemical	response,	rather	they	related	the	 lower	 ipass	and	the	more	
active	 Ecorr	 values	 with	 modifications	 of	 the	 active	 surface	 area	 due	 to	




In	 addition	 to	 the	 analysis	 of	 the	 anodic	 layers	 performed	 by	 means	 of	
potentiodynamic	curves,	which	showed	the	influence	of	the	morphology	of	
the	anodic	layer	on	corrosion	kinetics	and	chemical	stability,	the	corrosion	
mechanism	 was	 also	 evaluated,	 at	 longer	 immersion	 times,	 by	




The	 EIS	 spectra	 of	 the	 untreated	 Ti6Al4V	 alloy	 showed	 the	 typical	
behaviour	of	 a	metal	 covered	by	a	 thin	oxide	passive	 film	with	one	 time‐
constant	for	all	immersion	times	(fig.	3).	The	response	is	characterized	by	a	
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phase	 angle	 of	 about	 ~85°	 indicating	 a	 nearly	 pure‐capacitive	 behaviour	
related	 to	 the	 high	 stability	 of	 the	 native	 titanium	 oxide	 in	 the	 PBS	
electrolyte	[41‐43].	
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Figure	 6.	 EIS‐spectra	 of	 anodic	 layers	 with	 NT	 morphology	 grown	 in	 1M	
H2SO4/0.15	wt.%	HF	(a)	and	1M	NH4H2PO4+0.3M	NH4F	at	voltage	constant	(b)	and	
with	step	voltage	(c).	
Although	 at	 0h	 of	 immersion,	 the	 NT	 anodic	 layers	 grown	 at	 20V‐60min	
(0.3M	NH4F)	 and	 10‐20V	 (0.3M	NH4F)	 showed	 a	 similar	 response	 to	 the	
layers	with	NP	and	DU	morphologies,	after	24	h	of	immersion	a	new	time‐
constant	 is	 clearly	 revealed	at	higher	 frequencies,	105‐103	Hz,	Fig.	6b	and	
6c.	 From	 168h	 to	 the	 end	 of	 the	 test	 (672h),	 the	 EIS	 spectra	 practically	
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times	(<24h)	 is	 related	 to	 the	response	of	 the	Ti6Al4V	alloy	placed	at	 the	
bottom	of	the	intertubular	space.	The	two	time‐constants	placed	at	medium	
and	 low	 frequencies	 correspond	 to	 the	 native	 oxide	 layer	 placed	 at	 the	
bottom	of	the	inter‐tubular	space	and	a	diffusion	process,	respectively.	For	
longer	 immersion	 times	 to	 24h,	 a	 third	 time‐constant	 appears	 at	 high	
frequency	range,	corresponding	to	the	response	of	the	barrier	layer,	while	
those	placed	at	medium	and	low	frequencies	are	related	to	the	response	of	
the	 native	 oxide	 layer	 of	 the	 substrate,	 and	 to	 the	 diffusion	 process,	
respectively.	
The	 meaning	 of	 the	 time	 constants	 observed	 in	 the	 EIS	 spectra	 of	 the	
anodic	films	grown	on	Ti6Al4V	is	still	controversial.	A	common	explanation	
of	 the	 two	 time	 constants	 recorded	 in	most	 of	 the	 EIS	 spectra	 of	 anodic	
layers	are	classically	associated	with	the	response	of	the	outer	porous	layer	
at	 high	 frequencies	 and	 the	 barrier	 layer	 at	 the	 bottom	 of	 the	 anodic	






to	 the	 high	 frequencies	 parameters	 to	 be	 in	 better	 agreement	 with	 the	
features	of	the	barrier	layer	than	the	porous	ones.	
In	the	present	work,	various	electrical	equivalent	circuits	are	proposed	to	
explain	 the	 behaviour	 of	 the	 untreated	 Ti6Al4V	 alloy	 and	 the	 different	
anodic	layers.	Table	2	summarises	the	different	equivalent	circuits	used.	
For	 the	 untreated	 Ti6Al4V	 alloy,	 two	 equivalent	 circuits	 are	 proposed	 to	
explain	 the	 responses	 obtained	 at	 varying	 immersion	 times.	 From	0‐24h,	
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the	 electrochemical	 impedance	 response	 was	 modelled	 by	 a	 Randles	

















impedance	 data	 arising	 from	 a	 broad	 range	 of	 experimental	 systems.	
Where	 the	 CPE	 impedance	 is	 expressed	 in	 terms	 of	model	 parameters	 α	
and	Q,	as:	
Zେ୔୉ ൌ 1 ሺjωሻαQൗ 					ሺ2ሻ	
where	Zେ୔୉	denotes	the	impedance	of	the	CPE,	 j	the	imaginary	unit,	ω	the	
angular	frequency,	Q	the	CPE‐magnitude	and	α	the	CPE‐power	(0≤α≤1).	
The	 CPE	 in	 the	 untreated	 Ti6Al4V	 alloy	 was	 associated	 with	 the	 double	
layer	 of	 the	 substrate	 covered	 by	 a	 native	 oxide	 film	 ‐Qdl‐	with	 values	 of	
33.90	 Ssα/cm2	 for	 0h	 and	 18.14	 Ssα/cm2	 at	 672h,	 while	 the	 charge	









R barrier CPE dl
R ct Wo1
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(h)	 0	 24	 168	 672	
Re	(Ω	cm2)	 5.92	 5.24	 5.29	 6.59	
CPEdl	(μSsα/cm2)	 33.90 25.66 20.59	 18.14	
α	 0.94	 0.94	 0.94	 0.93	
Rct	(MΩ	cm2)	 0.93	 3.61	 ‐	 ‐	
Chi‐sqr	(10‐3)	 1.25	 1.43	 1.00	 0.45	
2‐D	distribution	 Ceff	(μF/cm2)	 19.93 13.85 ‐	 ‐	




Ceff	(μF/cm2)	 ‐	 ‐	 11.11	 8.89	




proposed	 the	 use	 of	 some	 graphic	 representation	 to	 extract	 the	
experimental	 values	 of	 the	 CPE	 parameters	 (Q	 and	 α)	 recorded	 at	 high	
frequencies	after	short	 immersion	 times,	0h.	From	the	 logarithmic	plot	of	
the	 absolute	 value	 of	 the	 imaginary	 part	 of	 the	 impedance	 versus	




Subsequently,	 the	 CPE	 magnitude	 ‐Q‐	 is	 obtained	 from	 the	 following	
equation:	




                                                                                      127 
The	logarithmic	plot	of	Q	versus	frequency	for	each	estimated	α	value,	 fig	
7b,	allows	the	estimation	of	the	Q	parameter	from	the	plateau	described	at	
high‐frequency.	 The	Q	 values	 obtained	 for	 the	NP,	DU	 and	NT	 specimens	
are	1.70,	1.98	and	10.6	Ssα/cm2,	respectively.	
	
Figure	 7.	 Determination	 of	 CPE	 parameters	 of	 the	 anodic	 layers	 with	 different	
morphologies	by	graphical	methods,	α	determination	(a)	and	Q	determination	(b),	
at	0	h	of	immersion.	
These	 experimental	 values	 were	 then	 used	 for	 the	 first	 fitting	 of	 the	
experimental	data	of	the	spectra	using	the	Zview	software.	





The	values	corresponding	 to	 the	CPEbarrier	of	 the	NP	 layer	20V‐5	min	(HF)	
and	 10V‐30	min	 (0.15M	NH4F)	were	 1.09	 and	 2.61	Ssα/cm2.	 The	 Rbarrier	
values	 for	20V‐5	min	(HF)	are	in	the	range	of	37.5	kΩcm2	at	0	h	and	5.35	
kΩcm2	 after	 672h,	while	 for	 the	 specimen	 10V‐30	min	 (0.15M	NH4F)	 the	
values	were	21.18	kΩcm2	at	0h	and	1.81	kΩcm2	at	672h,	Table	4.	
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	Parameters	 0	 24	 168	 672	 0	 24	 168	 672	
Re	(Ω	cm2)	 14.78 15.52 16.90 15.50 6.12 6.09 5.11	 4.20	
CPEbarrier		
(μSsα/cm2)	 1.13	 1.09	 1.12	 1.14	 1.88	 2.08	 2.49	 2.61	
α	 0.94 0.94 0.94 0.94 0.95 0.94 0.93	 0.93	
Rbarrier	
(kΩ	cm2)	 37.80	 14.53	 6.04	 5.35	 21.18	 4.15	 2.13	 1.81	
W	
CPEw	
(μSsα/cm2)	 9.82	 14.54	 16.29	 15.07	 18.04	 21.88	 28.20	 29.45	
α	 0.46 0.48 0.64 0.64 0.50 0.55 0.55	 0.53	
Cw	(μF/cm2) 57.50 35.14 44.69 42.80 71.20 80.17 130.35	 160.90	




μF/cm2	 0.56	 0.57	 0.58	 0.58	 1.05	 1.07	 1.08	 1.14	




μF/cm2	 0.94	 0.85	 1.26	 1.27	 1.60	 1.57	 1.69	 1.77	
d3‐D,	nm 31.62 34.27 23.20 22.93 18.29 18.58 17.28	 16.49	
Tabla	4.	Parameter	values	of	the	equivalent	circuits	for	the	anodic	layers	with	NP	
morphology.	
The	 anodic	 layers	 with	 DU	 morphology,	 20V‐60	 min	 and	 10‐30	 min,	
showed	 values	 in	 the	 same	 order	 of	 magnitude	 of	 the	 NP	 layers,	 with	
CPEbarrier	 values	 about	 2.19	 to	 4.76	 Ssα/cm2	 respectively	 but,	 with	 a	
constant	value	of	Rbarrier	a	~2.88	kΩcm2	for	the	layer	grown	at	20V‐60	min	
(HF).	 Conversely,	 for	 the	 layer	 grown	 at	 10V‐30	 min	 (0.15M	 NH4F)	 the	





and	 therefore,	 it	 can	 be	 simulated	 with	 the	 same	 equivalent	 circuit.	
However,	the	meaning	of	each	element	of	the	equivalent	circuit	is	different.	
On	the	other	hand,	at	 longer	 immersion	times,	 to	simulate	the	third	time‐
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Parameters	 0	 24	 168	 672	 0	 24	 168	 672	
Re	(Ω	cm2)	 8.66 9.24 6.75 8.66 6.52 5.81 5.05	 4.15	
CPEbarrier		
(μSsα/cm2)	 2.61	 2.70	 2.19	 2.61	 2.71	 3.25	 4.27	 4.76	
α	 0.87 0.87 0.89 0.87 0.92 0.91 0.88	 0.88	
Rbarrier		
	(kΩ	cm2)	 3.05	 2.64	 2.81	 3.05	 7.95	 7.44	 4.45	 3.43	
W	
CPEw	
(μSsα/cm2) 42.44	 40.62	 33.22	 26.65	 23.46	 15.47	 21.08	 24.96	
α	 0.44 0.49 0.50 0.51 0.53 0.55 0.56	 0.55	
Cw	(μF/cm2)253.86 177.59 134.82 104.42 70.76 59.48 103.32	 152.23	




μF/cm2 0.50	 0.56	 0.55	 0.56	 1.10	 1.07	 1.04	 1.07	
d2‐D,	




μF/cm2 1.24	 1.29	 1.16	 1.09	 1.98	 2.22	 2.53	 2.70	
d3‐D,	
nm	 23.66	 22.63	 25.17	 26.83	 14.76	 13.13	 11.54	 10.82	
Tabla	5.	Values	of	the	equivalent	circuits	parameters	for	the	anodic	layers	with	DU	
morphology.	





CPE	are	higher	 than	 those	 exhibited	by	 the	nanoporous	or	 duplex	 layers,	
CPEbarrier,	 but	 ranged	 on	 the	 same	 order	 of	 magnitude	 as	 the	 untreated	
sample	CPEdl.	The	time	constant,	therefore,	appears	related	to	the	response	
of	 the	 exposed	 substrate,	 placed	 at	 the	 bottom	 of	 the	 intertubular	 space,	
which	is	covered	by	a	native	oxide,	thus	corresponding	to	CPEdl,	Rct.	








Parameters	 0	 24	 168	 672	 0	 24	 168	 672	 0	 24	 168	 672	
Re	(Ω	cm2)	 9.61	 9.36	 9.13	 8.86	 10.58 10.88	 9.82	 8.48	 24.71	 27.91	 20.31	 14.64	
CPEbarrier		
μSsα/cm2	 ‐	 ‐	 ‐	 ‐	 ‐	 2.77	 2.57	 2.63	 ‐	 5.64	 3.97	 2.41	
α	 ‐	 ‐	 ‐	 ‐	 ‐	 0.9	 0.90	 0.89	 ‐	 0.85	 0.86	 0.91	
Rbarrier	
	(kΩ	cm2)	 ‐	 ‐	 ‐	 ‐	 ‐	 0.99	 1.89	 1.57	 ‐	 0.15	 1.32	 0.80	
CPEdl	
μSsα/cm2	 20.97	 18.64 17.12	 18.87	 9.71	 5.14	 11.83 12.72 9.30	 6.77	 9.59	 22.03	
α	 0.93	 0.93	 0.90	 0.87	 0.92	 0.96	 0.85	 0.81	 0.92	 0.87	 0.85	 0.65	
Rct		
(kΩ	cm2)	 4.94	 5.84	 3.59	 6.37	 3.77	 3.38	 8.45 11.04 3.60	 8.14	 9.49	 23.16	
W	
CPEw	
μSsα/cm2 24.18	 20.95 15.50 9.66	 44.64 35.67	 39.10 27.03 47.95	 37.66	 36.97	 29.11	
α	 0.68	 0.69	 0.78	 0.79	 0.50	 0.48	 0.54	 0.6	 0.46	 0.49	 0.51	 0.59	
Cw	
μF/cm2	 ‐	 ‐	 ‐	 ‐	 240.41186.45 180.15 120.32282.82 313.93	 292.50	153.52	
Chi‐sqr	










μF/cm2	 11.17	 10.01 6.35	 5.13	 4.30	 0.86	 0.76	 0.72	 4.29	 1.10	 0.88	 0.89	
d2‐D	










μF/cm2	 17.73	 15.89 12.49 13.74 7.24	 3.31	 1.39	 1.50	 6.80	 1.54	 1.71	 1.31	
d3‐D	
nm	 1.65	 1.84	 2.34	 2.13	 4.03	 8.29	 21	 18.27 4.30	 18.91	 17.05	 22.30	
Table	6.	Values	of	the	equivalent	circuits	parameters	for	the	anodic	layers	with	NT	
morphology.	
Similarly,	 at	 short	 immersion	 times	 (<24h),	 the	 other	 two	 nanotubular	
layers	grown	in	0.3M	NH4F	show	a	time	constant	described	at	high‐medium	
frequencies	 which	 is	 associated	 with	 the	 exposed	 substrate	 via	 the	
intertubular	 spacing.	 Thus,	 the	 CPEdl	 of	 the	 nanotubular	 anodic	 layers	
grown	 at	 20V‐60	 min	 (0.3M	 NH4F)	 and	 10‐20V	 (0.3M	 NH4F),	 is	 ~9.5	
μSsα/cm2.	After	24	hours	immersion,	 the	CPEdl	decreases	to	5.14	and	6.77	
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μSsα/cm2	 and	 then	 increases	 again	 to	 12.72	 and	22.03	μSsα/cm2	 at	 672h,	
respectively.	 The	 CPE	 related	 to	 the	 time	 constant	 described	 at	 high	
frequencies	remains	steady	from	24h	to	672h:	~2.65	μSsα/cm2	for	20V‐60	
min	(0.3M	NH4F);	and	~4	μSsα/cm2	for	10‐20V	(0.3M	NH4F),	Table	6.	These	
values	 are	 similar	 to	 those	 found	 for	 the	CPEbarrier	 of	 the	nanoporous	 and	
dual	 layers,	 Table	 4	 and	 5.	Moreover,	 the	 corresponding	 Rbarrier	 values	 of	










immersion	 in	 the	 PBS	 solution	 and	 allows	 distinguishing	 both	 the	 native	
oxide	 layer	 of	 the	 exposed	 substrate	 through	 the	 intertubular	 spacing	 as	
well	as	the	barrier	layer	at	medium	and	high	frequency	range,	respectively.	




The	 analysis	 of	 the	 electrical	 elements	 of	 each	 equivalent	 circuit	 is	 very	
important	 to	 extract	 the	 information	 from	 the	 physical	 system	 analyzed.	
However,	obtaining	 the	relevant	 information	 is	not	always	easy	and	must	
be	 done	 carefully,	 when	 an	 accurate	 characterization	 of	 the	 system	 is	
required,	such	as	in	anodic	oxide	layers.	
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The	determination	of	 the	 capacitance	 from	 the	CPE	values	obtained	 from	
simulations	is	vital,	because	from	the	C	it	is	possible	to	estimate	the	value	
of	the	thickness,	d,	of	a	layer	according	to:	




and	 a	 value	 of	 33	 [46]	was	 used	 to	 estimate	 the	 thickness	 of	 the	 barrier	
layer	of	 the	different	anodic	 layers,	and	was	compared	with	the	thickness	
reported	 for	 the	barrier	 layers	measured	by	TEM	 in	previous	works	 [28‐
30].	
Recently,	 however,	more	 literature	has	 shown	 that	 the	 capacitance	might	
be	more	difficult	 to	obtain	when	there	 is	a	surface	or	axial	distribution	of	
the	capacitances	as	result	of	the	presence	of	heterogeneities	such	as	grain	
boundaries	 or	 other	 variations	 [6,	 21,	 23‐25,	 27].	 In	 this	 case,	 literature	
defines	 the	 concept	 of	 effective	 capacitance,	 Ceff,	 to	 refer	 the	 resulting	




dependent	 on	 the	 electrolyte	 and	 polarization	 resistances	 [6,	 27]	 by	 the	
following	expression:	
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In	 the	case	 that	Rt	becomes	 infinitely	 large	 (blocking	electrode),	 the	eq.	4	
can	be	expressed	as	[27]:	
Cୣ୤୤ ൌ Qଵ αൗ ∗ Rୣ
ሺଵିαሻ αൗ 					ሺ5ሻ	
Conversely	 for	 a	 3‐D	 distribution,	 thus	 an	 axial	 distribution	 through	 the	
surface	 layer,	 the	 effective	 capacitance	 associated	 with	 CPE	 can	 be	
expressed	as	[27]:	









distribution	 using	 (eq.	 4	 and	 eq.5),	 depending	 on	 the	 immersion	 times,	
since	 at	 longer	 immersion	 times	 than	 24h,	 the	 untreated	 Ti6Al4V	 alloy	
shows	a	capacitive	behaviour;	thus,	a	blocking	electrode.	The	Ceff,	values	are	
about	 19.93	 μF/cm2	 at	 0h	 which	 decreases	 to	 8	 μF/cm2	 at	 672h.	 These	
values	 are	 typical	 for	 an	 electrochemical	 double	 layer	 of	 a	 metal.	 The	





fabricated	 at	 20V‐5min	 (HF)	 and	~25	 nm	 for	 the	 layer	 grown	 at	 10V‐30	
min	 (0.15M	 NH4F).	 Conversely,	 assuming	 a	 3‐D	 distribution,	 these	
specimens	 exhibit	 smaller	 average	 thicknesses	 on	 the	 order	 of	 ~28	 and	
~18	nm,	respectively,	Table	4.		
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The	thickness	of	the	layer	grown	at	20V‐5	min	(HF)	calculated	with	a	2‐D	
distribution	 is	 closer	 to	 the	 value	 measured	 by	 TEM	 (40	 nm)	 [30],	






assuming	2‐D	or	3‐D	distributions,	 respectively.	 Similarly,	 the	anodic	 film	
grown	at	20V‐60	min	(0.3M	NH4F)	shows	a	thickness	of	about	~51	nm	for	a	
2‐D	distribution,	while	the	thickness	is	about	~25	nm	when	the	expression	
for	 3‐D	 distribution	 is	 used.	 As	 in	 the	 NP	 morphology,	 2D	 distribution	
supplies	 a	 more	 accurate	 value	 for	 the	 barrier	 layers	 of	 DU	morphology	
specimens,	since	the	average	thickness	estimated	is	in	agreement	with	the	
values	measured	by	TEM,	~45	nm.	






(0.3M	 NH4F)	 the	 thicknesses	 increase	 with	 time.	 For	 the	 anodic	 layer	
grown	 at	 20V‐60	 min	 (0.3M	 NH4F),	 assuming	 2‐D	 distribution,	 the	
thickness	varies	from	6.38	nm	at	0h,	31.94	nm	at	24	h,	to	38.39	nm	at	672h,	
while	 a	 3‐D	 distribution	 exhibits	 the	 same	 increasing	 trend	 but	 at	 lower	
values,	 from	4.03	nm	at	0h	 to	18.27	nm	at	672h.	This	evolution	confirms	
that	 only	 the	 time	 constant	 clearly	 defined	 at	 higher	 frequencies,	 times	
<168h,	can	be	related	to	the	barrier	layer.	
Both	 distributions	 lead	 to	 lower	 values	 than	 those	measured	 by	 TEM	 for	
this	growth	condition,	~42	nm.	
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The	NT	layer	grown	at	10‐20V	(0.3M	NH4F)	shows	a	thickness	of	30.99	nm	
for	672h	using	a	2‐D	distribution;	 in	this	case,	the	thickness	calculated	by	
impedance,	 showed	 the	 greatest	 difference,	 when	 compared	 with	 the	
measured	thickness	by	TEM	[28],	39	nm.	
This	 difference	 between	 calculated	 and	 measured	 thicknesses	 for	 the	
anodic	 layers	 grown	 at	 10‐20V	 (0.3M	 NH4F),	 can	 be	 attributed	 to	 the	
morphological	 characteristics	 of	 these	 anodic	 layers	 compared	 with	 the	
nanotubular	 layers	 grown	 at	 a	 constant	 voltage,	 20V‐60	 min	 (0.3M	
NH4F).The	 anodic	 layers	 grown	 at	 step	 voltage	 show	 a	 variation	 of	
intertubular	space	of	~21	nm	in	the	mouth	of	nanotubes	to	~15	nm	near	to	
bottom	of	 these;	 this	 difference	 is	 inherent	 to	 the	 growth	mechanism	 for	
these	layers,	affecting	the	response	obtained	by	impedance.	
These	 results	 suggest	 that	 either	 the	 native	 oxide	 layers,	 or	 the	
nanostructured	anodic	layers	grown	with	different	morphologies	(NP,	DU,	
NT),	 shows	 a	 surface	 distribution	 of	 the	 capacitances,	 and,	 therefore,	 the	
correct	 estimation	 of	 the	 thickness	 of	 the	 anodic	 barrier	 layers	 must	 be	
done	 by	 using	 the	 2‐D	 distribution.	 The	 3‐D	 distribution	 underestimates	
the	 thickness	 of	 the	 barrier	 layers	 of	 the	 nanostructured	 anodic	 layers	
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The	 impedance	response	corresponding	 to	 the	anodic	 layers	with	NP	and	
DU	morphologies	is	due	to	the	barrier	layer.		
Conversely,	 for	 the	 NT	 anodic	 layers,	 the	 impedance	 response	 shows	 an	
evolution	of	the	diagrams,	depending	on	the	intertubular	space.	
For	 NT	 layer	 with	 intertubular	 spacing	 of	 about	 30	 nm,	 the	 response	 is	
controlled	by	the	substrate,	which	is	placed	at	the	bottom	of	these	spacings.	
On	 the	 other	 hand,	 for	 the	 NT	 layers	 having	 less	 than	 30	 nm,	 the	
electrochemical	 response	 evolves	 with	 the	 immersion	 time.	 For	 short	
immersion	 times,	 the	 response	 is	 due	 to	 the	 native	 oxide	 covering	 the	
substrate	 at	 the	 bottom	 of	 the	 intertubular	 spaces,	 while	 after	 24h	 of	
immersion,	 the	 response	 shows	 two	 contributions	 due	 to	 the	 substrate	




of	 the	 capacitances.	 The	 thickness	 of	 the	 barrier	 layer	 from	 the	 Ceff,	
estimated	 assuming	 2D‐distribution,	 is	 consistent	 with	 the	 values	
measured	by	TEM.	
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3.4	CARACTERIZACIÓN	BIOLÓGICA:	
a)	 Doped	 TiO2	 anodic	 layers	 of	 enhanced	
antibacterial	properties.	









































































































El	 remplazo	 de	 articulaciones	 mediante	 el	 uso	 de	 biomateriales	 como	 la	
aleación	de	Ti6Al4V	constituye	un	gran	avance	en	la	cirugía	ortopédica.	Sin	
embargo,	 la	 lucha	 entre	 células	 y	 bacterias,	 que	 compiten	 por	 la	
colonización	 superficial	 de	 las	 prótesis	 durante	 su	 implantación,	 puede	
provocar	 problemas	de	 infecciones	 difíciles	 de	 tratar,	 si	 son	 las	 bacterias	
las	que	logran	llegar	en	primer	lugar	a	la	superficie	metálica.		
En	 trabajos	 previos	 realizados	 por	 nuestro	 grupo	 se	 demostró	 que	 las	
capas	 anódicas	 dopadas	 con	 flúor	 crecidas	 en	 medios	 que	 contenían	 HF	








flúor	en	 la	 capa	y	 su	morfología,	 es	decir,	 su	nanoestructura	 (Doped	TiO2	
anodic	 layers	 of	 enhanced	 antibacterial	 properties).	 Para	 ello,	 en	 primer	
lugar	se	definieron	y	optimizaron	las	condiciones	de	anodizado	para	crecer	
capas	 barrera	 con	 flúor	 (BFL)	 y	 capas	 barrera	 sin	 flúor	 (BL)	 en	 su	
composición	química,	 además	de	 la	 generación	de	 capas	nanoestructuras.	
Los	 resultados	 indicaron	 que	 las	 capas	 barrera	 con	 flúor	 muestran	 una	
disminución	 estadísticamente	 significativa	 en	 la	 adhesión	 bacteriana	 en	
comparación	con	las	capas	barrera	que	no	contenían	flúor.	Ello	confirma	el	
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papel	 clave	 del	 flúor	 en	 las	 propiedades	 antibacterianas	 de	 las	 capas	
anódicas	frente	a	la	nanoestructura	de	las	capas.	
Por	 otro	 lado,	 es	 importante	 determinar	 si	 la	 presencia	 del	 flúor	 en	 la	
superficie	alterará	la	respuesta	celular	y	la	mineralización	(Influence	of	the	
nanostructure	 of	 F‐doped	 TiO2	 films	 on	 osteoblast	 growth	 and	 function).	
Este	 es	 el	 objetivo	 que	 se	 persigue	 en	 la	 segunda	 parte	 ‐apartado	 3.3b‐.	
Para	 ello,	 se	 crecieron	 diferentes	 películas	 anódicas:	 capas	 barrera	 (BL),	
capa	 barrera	 con	 flúor	 (FBL),	 capas	 nanotubulares	 (NT)	 y	 capas	
nanoporosas	 (NP),	 y	 se	 utilizó	 la	 línea	 celular	 osteoblástica	 de	 ratón	
MC3T3‐E1	 para	 determinar	 la	 proliferación	 celular	 a	 2	 y	 7	 días	 de	
crecimiento	y	la	mineralización	después	de	10	días	de	incubación	celular.	
Los	resultados	mostraron	que	 la	presencia	de	 flúor	no	altera	ni	 impide	 la	
proliferación	 de	 células	 MC3T3‐E1,	 siendo	 las	 capas	 con	 morfología	
nanoporosa	 y	 un	 contenido	 de	 flúor	 ~6	 at.%,	 las	 que	 presentan	 la	mejor	
respuesta	 celular.	 Además,	 en	 comparación	 con	 el	 Ti6Al4V	 sin	 anodizar,	
todas	 las	 capas	 anodizadas	 y	 en	 especial	 la	 nanoporosa,	 mejoran	 la	
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Abstract	
Ti–6Al–4V	 joint	 replacement	 implants	 foster	 uncemented	 fixation	 in	
orthopaedic	 surgery.	 However,	 bacterial	 colonization	 competes	with	 host	
cells	 and	 ultimately	 may	 produce	 implant‐related	 difficult‐to‐treat	
infections,	justifying	the	efforts	to	obtain	infection‐resistant	materials.	In	a	
previous	 work,	 the	 authors	 demonstrated	 the	 antibacterial	 properties	 of	
anodic	 fluoride‐TiO2	 nanostructured	 layers	 on	 Ti–6Al–4V	 alloy.	 In	 this	
work,	the	anodizing	bath	has	been	modified	in	order	to	grow	fluoride‐TiO2	
barrier	 layers	 (FBL).	 A	 bacterial	 adherence	 protocol,	 run	 with	 reference	
and	 six	 different	 clinical	 strains	 of	 Staphylococcus	 aureus	 and	
Staphylococcus	 epidermidis,	 showed	 a	 statistically	 significant	 decrease	 in	
the	percentage	of	covered	surface	(p	<	0.0001,	Kruskal–Wallis	test)	for	FBL	
specimens	 when	 compared	 with	 non	 fluoride‐containing	 specimens,	 i.e.	
chemically	polished	Ti–6Al–4V	and	F‐free	TiO2	barrier	 layers.	The	 results	
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1.	Introduction	
Titanium	and	its	alloys	are	widely	used	in	technological	applications	due	to	
their	 excellent	 mechanical	 properties,	 high	 corrosion	 resistance	 and	
biocompatibility.	Broad	functionality	of	titanium	alloys	is	attributed	to	the	
presence	 of	 surface	 TiO2	 oxide	 layer	 which	 enhances	 their	 corrosion	
resistance	and	biological	activity.	
Ti–6Al–4V	 joint	 replacement	 implants	are	a	great	advance	 in	orthopaedic	
surgery	 and	 an	 essential	 component	 of	 uncemented	 current	 joint	
prosthesis.	 However	 bacterial	 colonization	 of	 surfaces	 compromises	 the	
effectiveness	 of	 the	 implanted	 materials	 and	 ultimately	 can	 result	 in	
difficult‐to‐treat	infections	[1].	
It	 is	 well	 known	 that	 most	 bacterial	 species	 can	 develop	 the	 complex	
structure	 that	 is	known	as	a	biofilm.	 It	makes	 them	 less	accessible	 to	 the	




bacteria	 grow	 [2,3].	 So,	 in	 this	 phenomenon,	 bacterial	 adherence	 to	 the	
surfaces	 is	 the	 first	 and	 key	 step	 in	 biofilm	 development.	 Staphylococcus	
aureus	 and	 Staphylococcus	 epidermidis	 are	 frequently	 isolated	 as	 the	
leading	 cause	 of	 biomaterial‐related	 infections,	 and	 different	 authors	
explain	this	fact	by	the	ability	of	these	species	to	develop	biofilms	[4].	
Preventing	 the	 adhesion	 of	 bacteria	 to	 the	 implant	 surfaces	 is	 a	 step	
forward	 in	 the	pathogenesis	of	 infection,	because	the	bacteria	 that	do	not	
adhere	are	rapidly	killed	by	the	immune	system	[5].	According	to	this	fact,	
if	bacterial	adherence	is	avoided,	 infection	will	not	develop	in	the	patient.	
Traditionally,	 prevention	of	 bacterial	 adhesion	has	been	 ensured	 through	
the	 chemoprophylactic	 use	 of	 antibiotic	 agents	 before	 surgery,	 mainly	
administered	 systemically,	 and	 in	 some	 cases,	 even	 released	 from	 the	









An	 interesting	 strategy	 for	 preventing	 the	 bacterial	 attachment	 and	
development	 of	 biofilm	 is	 altering	 the	 biomaterial	 surface	 properties.	
Surface	modification	 techniques	 allow	 tailoring	 of	 the	 surface	 energy	 via	
surface	chemistry	and	topography,	showing	important	effects	of	the	surface	
property	changes	on	microbial	colonization.	Different	methodologies	have	
been	 used	 to	 change	 either	 the	 chemical	 composition	 or	 the	
microtopography	 of	 the	 surface	 and	 their	 impact	 on	 bacterial	 adhesion	
with	different	results	[8‐10].	
Among	 the	 surface	 modification	 techniques,	 anodizing	 is	 a	 well	 known	
process	 that	 enables	 the	 growth	of	 titanium	oxide	 layer	under	 controlled	
conditions.	The	structure	of	 the	anodic	 layer	can	be	controlled	by	varying	
the	 electrolyte	 composition,	 the	 applied	 voltage,	 the	 time	 and	 the	
temperature.	In	general,	anodic	oxide	layers	grown	in	acidic,	HF‐containing	
baths	have	duplex	structure	comprising	an	outer	nanoporous/nanotubular	
layer	 in	 contact	with	 the	 electrolyte,	 and	 an	 inner	 compact	 layer	 (barrier	
layer)	 formed	 at	 the	 bottom	 of	 the	 nanotube/nanopore	 adjacent	 to	 the	
substrate.	 However,	 under	 certain	 conditions	 the	 growth	 of	 the	
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In	this	work,	 the	anodizing	bath	has	been	modified	 in	order	to	enable	the	
growth	 of	 fluoride‐containing	 barrier	 layers	 (FBL)	 for	 the	 first	 time.	 The	
studies	 performed	 on	 non‐nanostructured	 FBL	 have	 permitted	 to	




Ti–6Al–4V	 alloy	 specimens	 of	 ELI	 grade	 according	 to	 the	 standard	ASTM	
F136‐02	supplied	by	SURGIVAL	were	ground	through	successive	grades	of	
SiC	 paper	 to	 1200	 grade,	 degreased	 with	 a	 detergent	 and	 rinsed	 in	 tap	
water	 followed	 by	 deionised	water.	 The	 specimens	were	 then	 chemically	
polished	 (CP)	 in	 a	 mixture	 of	 HF	 (48	wt%):HNO3	 (70	wt.%):H2O	 with	
volume	 ratio	 1:4:5,	 for	 5	min	 at	 room	 temperature	 under	 continuous	
agitation	 at	 400	rpm,	 rinsed	 in	 distilled	water	 and	 dried	 in	 cold	 air.	 The	
working	area	was	2.54	cm2.	
Fluoride‐TiO2	barrier	layers	(FBL)	were	produced	in	a	two‐electrode	cell	by	
anodizing	 the	 specimens	 in	 1	M	 NH4H2PO4/0.15	M	 NH4F	 solution	 at	




using	 a	 Zero‐Resistance	 Ammeter	 (ZRA)	 connected	 in	 series	 with	 the	
electrochemical	 cell.	 Fluoride‐free	 TiO2	 barrier	 layers	 (BL)	 were	 also	




The	plan	 view	morphology	of	 oxide	barrier	 layers	was	 examined	by	 field	
emission	 gun	 scanning	 electron	 microscopy	 (FEG‐SEM)	 utilizing	 a	
JSM6500F	JEOL	instrument	equipped	with	EDX	facilities.	
APARTADO	3.4a	
                                                                                     149 
Electron‐transparent	 sections,	 nominally	 40	 nm‐thick,	 prepared	 by	










































Surface	 topographies	 were	 examined	 and	 roughness	 Ra	 values	 were	
obtained	 by	 using	 an	 optical	 imaging	 profilometer	 Plμ	 2300	 (Sensofar)	
operated	at	20×.	The	cited	Ra	values	are	an	average	of	five	measurements.	
2.4.	Surface	energy	and	contact	angle	
Surface	 contact	 angles	 were	 measured	 using	 distilled	 water	 and	
diiodomethane	 (from	 Sigma	 Aldrich)	 using	 Theta	 Attension	 optical	
tensiometer	 (KSV	 Instruments)	 with	 automatic	 liquid	 dispenser	 and	
monochromatic	cold	 light	source,	operated	 in	 trigger	mode	with	50	video	
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Contact	 angles	 were	 calculated	 using	 Young–Laplace	 drop	 profile	 fitting	
method.	 Each	 contact	 angle	 value	 is	 cited	 as	 an	 average	 of	 three	
measurements	 performed	 at	 three	 different	 locations	 on	 the	 specimen	
surface.	 An	 average	 of	 40	 frames	 has	 been	 used	 to	 calculate	 the	 contact	
angle	for	each	drop.	
Surface	 free	 energy	 (γ)	 components	 and	 work	 of	 adhesion	 (Wa)	 of	 the	
oxide	layers	were	determined	using	Fowkes	approach	[14]:	
WaL(cos  + 1) = 2(LDSD)1/2 + 2(LPSP)1/2  (1)	
WaD = 2(LDSD)1/2     (2) 
WaP = 2(LPSP)1/2     (3)	
2.5.	Bacterial	adhesion	
Microbiology	studies	have	been	performed	using	two	reference	strains	and	
six	 clinical	 strains	 of	 each	 species.	 The	 reference	 strains	 were	 S.	 aureus	
15981	 [15]	 and	 S.	 epidermidis	 ATCC	 35984.	 Both	 strains	 are	 biofilm‐




were	 P6,	 P33,	 P53B,	 P55,	 P74	 and	 P101.	 The	 clinical	 strains	 have	 been	
isolated	 from	patients	who	have	had	 an	 implant‐related	 infection	using	 a	
previously	 described	 sonication	 procedure	 [16].	 These	 strains	 have	 been	
characterized	by	phenotypic	and	genetic	methods	in	a	previous	study.	The	
strains	were	isolated	from	infected	hip	prosthesis	(P2,	P4,	P18,	P33,	P53B,	
P55,	P74	and	P101),	and	 infected	osteosynthesis	 implants	 (P1,	P6,	P61T3	
and	P95).	All	the	strains	are	able	to	form	biofilm	in	vitro	and	the	amount	of	
biofilm	 production	 ranges	 between	 1+	 and	 3+	 according	 to	 Stepanovic	
method.	 All	 S.	 aureus	 strains	 were	 ica	 gene	 positive,	 as	 well	 as	 all	 S.	
epidermidis	strains	except	the	P33	and	P101	[17].	
In	 this	 work,	 the	 experiments	 on	 staphylococcal	 adhesion	 of	 reference	
strains	were	carried	out	on	BL	and	FBL	while	the	study	with	clinical	strains	
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was	performed	on	CP,	and	FBL.	The	experiments	were	performed	following	
the	protocol	developed	by	Kinnari	et	al.	[18]	as	previously	reported	by	us	
[13].	 Bacteria	 were	 inoculated	 in	 Tryptic	 Soy	 Broth	 (TSB,	 bioMérieux,	
Marcy	 L’Etoile,	 France)	 and	 incubated	 overnight	 at	 37	 °C	 with	 5%	 CO2.	
After	 culture,	 bacteria	were	 centrifuged	 for	 10	min	 at	 3500	 ×	 g	 at	 22	 °C.	
Supernatant	 was	 then	 discarded	 and	 the	 pellet	 was	 washed	 three	 times	
with	 sterile	 phosphate	 buffered	 saline	 (PBS,	 Sigma–Aldrich	 Life	 Science).	
Bacteria	were	then	suspended	and	diluted	in	PBS	in	order	to	obtain	a	108	
CFU/ml	 concentration;	 the	 bacterial	 concentration	 was	 determined	 by	
spectrophotometry	 using	 a	 visible	 spectrophotometer	 (Genesys	 20,	
Thermo	 Scientific)	 [19].	 Ten	 ml	 of	 this	 solution	 were	 used	 to	 cover	 the	
specimens	 in	 the	 plates.	 This	 inoculum	 was	 added	 onto	 specimens	 of	







A	 surface	 of	 approximately	 24,000	 μm2	was	 captured	 in	 each	 image.	 The	
percentage	 of	 surface	 area	 covered	with	 adhered	 bacteria	was	 calculated	
using	 ImageJ	 software	 (National	 Institute	 of	 Health	 Bethesda,	 MD,	 USA).	
The	experiments	were	performed	in	triplicate	for	each	strain.	
The	 statistical	 analysis	 was	 performed	 using	 EPI‐INFO	 software	 version	
3.5.1	 (CDC,	 Atlanta,	 GA,	 USA).	 The	 obtained	 results	 were	 presented	
comparing	the	mean	percentage	of	covered	biomaterial	surface	for	CP	Ti–
6Al–4V	specimens,	and	for	different	anodized	materials,	i.e.	BL	and	FBL.	In	
order	 to	 carry	 out	 the	 statistical	 study,	 non‐parametric	 tests	 were	
performed.	 When	 more	 than	 two	 samples	 were	 employed,	 the	 Kruskal–
Wallis	 test	was	 carried	out,	whereas	 for	 two	samples,	 the	Mann–Whitney	
test	was	used.	
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3.	Results	
3.1.	Surface	characterization	
The	 surface	 morphology	 of	 the	 CP	 Ti–6Al–4V	 reveals	 an	 α+β	
microstructure,	comprising	2–3	μm	long	β‐phase	particles	dispersed	 in	α‐
phase	matrix	 (Fig.	 1(a)).	 Local	 EDX	 analysis	 disclosed	 that	 the	 β‐phase	 is	
enriched	 in	 vanadium	 (up	 to	 ∼14	 at.%)	 compared	with	 the	 α‐phase	 (∼2	
at.%)	and	contains	about	1	at.%	of	iron	[21].	
The	 Ra	 roughness	 value	 of	 CP	 surfaces	 determined	 over	 140	 μm‐long	
profile	was	about	73	nm	(Table	2).	
The	 cross‐section	 of	 the	 oxide	 layer	 prepared	 in	 1	 M	 H2SO4	 (the	 F‐free	
electrolyte;	 Fig.	 1(b))	 shows	 a	 200	 nm‐thick	 barrier	 type	 layer,	 BL.	 Local	
crater‐like	irregularities	are	formed	due	to	a	local	dielectric	breakdown	of	
the	 layer,	 Fig.	 1(c).	 The	 EDX	 analysis	 performed	 at	 different	 sites	 of	 the	
layer	 revealed	 that	 the	 layer	 contained	 tracers	 of	 fluorine	 (≤0.3	 at.%),	
originating	 from	 chemical	 etching	 of	 the	 substrate	 in	 HF/HNO3/H2O	
solution	 prior	 to	 anodizing.	 The	 oxide	 layer	 formed	 on	 the	 β‐phase	 still	




A	 ∼150	 nm‐thick	 FBL	 is	 formed	 after	 120	 min	 of	 anodizing	 in	
NH4H2PO4/NH4F	electrolyte	(Fig.	1(d)).	The	fluoride	concentration	and	the	
pH	 of	 the	 anodizing	 bath	 strongly	 influence	 the	 TiO2	 layer	 surface	




M	NH4H2PO4/0.15	M	 F−	 solution	 from	 4.2	 to	 5.0	 enabled	 growth	 of	 thick	
barrier	 layers	 instead	of	nanostructured	 layers	 (nanotubular	 layers)	 [22].	
The	TEM	cross‐section	 image	of	 the	barrier	 layer	 revealed	an	amorphous	
structure	 with	 no	 discernable	 nanocrystals	 (Fig.	 1(d)).	 The	 oxide	 layer	
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formed	 on	 β‐phase	 appeared	 nodular	 compared	 with	 the	 smooth	 layer	
generated	on	α‐phase	(Fig.	1(e)).	
The	 chemical	 composition	 estimated	 by	 RBS	 revealed	 that	 the	 fluorine	
content	in	FBL	layers	is	12	at.%	[22].	Lower	amount	of	fluorine,	around	4–6	








The	 wettability	 of	 the	 freshly	 prepared	 and	 dried	 surfaces	 was	
considerably	 high	 for	 all	 the	 treatments.	 FBL	 layer	 shows	 lower	 contact	
angle	with	water	than	CP	and	BL	specimens,	while	the	contact	angles	with	
diiodomethane	are	similar	in	the	three	types	of	specimens	(Table	2).	
Surface	 energy	 calculations	 from	 contact	 angle	 data	 obtained	 in	 distilled	
water	indicated	that	increasing	the	surface	roughness	increased	the	surface	





BL	 layer	 and	 CP	 surface	 disclosed	 lower	 work	 of	 adhesion	 and	 higher	
solid/water	interface	energy	than	the	FBL	layer.	Higher	adhesion	work	for	
FBL	indicates	that	greater	separation	work	is	required	to	pull	a	droplet	of	
water	 off	 the	 surface	 and	 to	 create	 water/air	 and	 FBL/air	 interfaces.	
Respectively,	lower	FBL/water	interface	energy	means	that	smaller	work	is	
required	to	create	a	unit	of	FBL/water	interface.	
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Figure	1.	Surface	morphology	of	CP	Ti‐6Al‐4V	(a);	cross	section	and	plan	view	of	BL	




























































































































































































































































































































































of	 the	 nanostructure,	 the	 F	 content	 and	 the	 roughness	 alone	 may	 be	





are	shown	 in	Fig.	2.	The	response	of	S.	 aureus	and	S.	epidermidis	 reveals	
statistically	 significant	differences	 (p	<	0.0001,	Kruskal–Wallis	 test)	when	
comparing	 FBL	 with	 CP	 and	 BL	 specimens.	 The	 percentage	 of	 covered	
surface	 of	 FBL	 specimens	 is	 higher	 for	 S.	 epidermidis	 than	 for	 S.	 aureus.	
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3.3.2.	Results	of	clinical	strains	
As	 reference	 bacteria	 did	 not	 show	 statistically	 significant	 difference	
between	CP	 and	BL	 treatments,	 further	 comparison	of	 the	 clinical	 strains	
response	was	performed	using	just	CP	and	FBL	specimens.	
Fig.	3	shows	the	mean	percentage	of	covered	surface	for	six	clinical	strains	
of	 S.	 epidermidis.	 For	 P6.2,	 P33.1,	 and	 P74	 strains,	 the	 results	 showed	 a	
statistically	significant	decrease	in	the	percentage	of	covered	surface	of	FBL	
compared	with	 the	CP.	 Similarly,	 for	most	of	 the	S.	 aureus	 clinical	 strains	
(P1,	 P2,	 P4,	 P18	 and	 P61T3)	 the	 mean	 percentage	 of	 covered	 surface	
revealed	a	statistically	significant	decrease	(p<0.0001,	Kruskal–Wallis	test)	
on	 FBL	 specimens	 compared	with	 CP	 specimens.	 On	 the	 other	 hand,	 the	
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4.	Discussion	
Bacterial	 adhesion	 is	 a	 complex	 process	 that	 depends	 on	 many	 factors,	
including	 some	 characteristics	 of	 the	 bacteria	 themselves,	 environmental	
factors	and,	of	course,	material	surface	properties	[5].	
From	 the	 perspective	 of	 the	 material,	 the	 chemical	 composition,	 surface	
charge,	 wettability,	 surface	 roughness	 and	 topography	 are	 important	
parameters	 influencing	bacterial	 adhesion.	Precisely,	 surface	modification	
of	the	substratum	is	being	studied	as	a	potentially	efficient	strategy	to	alter	
surface	 properties	 (surface	 chemistry,	 topography	 and	hence,	 the	 surface	
energy)	 of	 the	 implants	 and	 the	 effects	 of	 these	 changes	 on	 the	 adhesion	
process	 are	 being	 evaluated.	 However,	 although	 there	 is	 a	 lot	 of	
information	on	the	behaviour	of	many	bacteria	on	a	wide	variety	of	metals	
and	 other	 surfaces,	 still	 there	 is	 no	 a	 conclusive	 theory	 that	 explains	 or	
even	summarizes	all	this	information.	
A	previous	study	performed	on	specimens	anodized	in	fluoride‐containing	
electrolytes,	 using	 either	 reference	 strains	 or	 clinical	 strains,	 showed	 a	
decrease	 of	 bacterial	 adhesion	 on	 nanostructured	 fluoride‐containing	
layers	 in	 comparison	with	 the	CP	 and	BL	 specimens	 [13].	 In	 addition,	 no	
statistically	 significant	 differences	 were	 observed	 between	 the	
nanostructured	 (nanoporous	 (NP)	 or	 nanotubular	 (NT))	 specimens	 with	
respect	 to	 the	 adhesion	 of	 bacteria.	 This	 correlates	 with	 the	 fact	 that	
solid/water	 interface	 energies	 for	 both	 nanotubular	 and	 nanoporous	
specimens	 were	 very	 similar,	 despite	 the	 distinctly	 different	
microstructure	 (see	 Table	 2).	 Hence,	 the	 observed	 decrease	 in	 bacterial	
adhesion	was	attributed	to	the	presence	of	fluoride	in	the	layer.	
The	 present	 study	 compares	 the	 antibacterial	 properties	 of	 F‐containing	
TiO2	 barrier	 layers	 with	 the	 non‐anodized	 specimens,	 CP,	 and	 anodized	
specimens	prepared	in	a	F‐free	electrolyte	which	allows	formation	of	F‐free	
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similar	 morphological	 features.	 FBL	 promotes	 the	 lowest	 bacteria	
attachment	compared	with	the	BL	and	CP	treatments.	




changes	 both	 in	 roughness	 and	 surface	 energy	 could	 be	 the	 key	 factors	
responsible	for	the	decrease	in	the	bacterial	adhesion	reported	for	the	FBL	
layers.	
The	changes	 in	 roughness	and	surface	energy	components	obtained	 from	
the	contact	angles	for	the	FBL	are	different	from	those	for	the	BL	specimen,	
but	 are	 rather	 similar	 to	 those	 reported	 in	 our	 previous	 work	 for	 the	
nanostructured	 layers,	 NP	 and	 NT	 arrays,	 obtained	 in	 F‐containing	
electrolyte	(Table	2)	[13].	However,	despite	these	similarities	the	bacterial	
response	 of	 the	 FBL	 is	 quite	 different	 in	 comparison	 with	 the	 response	
reported	 for	 the	 nanoporous	 and	 nanotubular	 fluoride‐containing	 layers.	
While	the	mean	percentage	of	surface	coverage	by	reference	S.	aureus	and	
S.	epidermidis	for	the	nanoporous,	NP,	and	nanotubular,	NT,	layers	is	about	
4	 and	7%,	 respectively	 [13],	 for	 the	 FBL	 these	percentages	decrease	 to	2	
and	3%,	respectively.	
Similarly,	the	mean	percentage	of	surface	coverage	by	clinical	strains	of	S.	
aureus	 and	 S.	 epidermidis	 for	 the	 FBL	 specimens	 are	 much	 lower	 than	
observed	in	the	F‐containing	nanostructured	layers	[13].	





their	work	 is	 quite	 high,	 100	 μm,	whereas	 the	 size	 of	 the	 bacteria	 is	 two	
orders	 of	magnitude	 smaller	 (being	 1–2	 μm	 diameter	 for	 Staphylococcus	
cells).	 So	 in	 this	 case	as	well	 as	 in	others	 reported	on	 titanium	 for	dental	
applications	[25]	and	[26],	the	microorganisms	colonize	much	larger	pores	
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and	cavities	where	they	are	sheltered	from	the	host	defences.	Nevertheless,	
these	pore	sizes	are	very	large	compared	to	the	pore	diameter	achieved	in	
the	 nanoporous	 or	 nanotubular	 layers	 reported	 in	 our	 previous	 paper,	
whose	 diameter	 ranged	 from	 10	 to	 100	 nm.	 Thus,	 it	 appears	 that	
nanoporous	features	of	the	anodic	layers	have	no	influence	on	the	bacterial	
adhesion.	
Further,	 although	 porous	 materials	 or	 microtextured	 surfaces	 support	
osseonintegration,	 roughly	 textured	 implant	 substrata	 in	 dental	
applications	 are	 known	 to	 enhance	 plaque	 accumulation,	 whereas	 highly	
polished	 materials	 with	 reduced	 surface	 roughness	 limit	 initial	 biofilm	
formation	 in	 vivo	 on	 smooth	 titanium	 surfaces	 [2].	 Conversely,	 a	 more	
recent	 preliminary	 study	 performed	 using	 clinical	 data	 from	 infected	
patients	 showed	 no	 clear	 differences	 between	 materials	 of	 different	
roughness	 regarding	 the	 number	 of	 bacteria	 present	 on	 the	 implant	
surface.	 Particularly,	 the	 microorganism	 involved	 in	 orthopaedic	 clinical	
infections	in	specific	patients	are	a	major	factor	influencing	the	adherence,	
which	 justifies	 the	 need	 to	 perform	 the	 studies	 of	 new	 materials	 using	
sufficient	 number	 of	 clinical	 strains	 [27].	 In	 this	 sense,	 the	use	 of	 clinical	
strains	 in	 adherence	 studies	 is	 essential,	 because	 of	 the	 potential	
differences	in	the	behaviour	of	the	different	bacterial	strains	[28].	
Moreover,	 Bollen	 et	 al.	 [29]	 compared	 the	 surface	 roughness	 of	 different	
materials	produced	by	different	techniques,	concluding	that	a	value	of	200	
nm	 is	 the	 average	 roughness	 threshold	 below	 which	 the	 amount	 of	
bacterial	adhesion	cannot	be	reduced	any	 further.	Therefore,	as	both	FBL	
and	 BL	 layers	 fabricated	 exhibit	 roughness	 about	 130	 nm	 and	 73	 nm,	
respectively,	so	it	appears	that	this	parameter	is	not	the	key	factor	affecting	
the	bacterial	adhesion.	
Thus,	 the	 findings	 of	 this	 work	 in	 conjunction	 with	 the	 previously	
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In	 addition,	 the	 higher	 F−	 content	 in	 FBL	 compared	 with	 the	
nanostructured	F‐containing	TiO2	 layers	 [13]	may	 be	 responsible	 for	 the	
enhanced	 antibacterial	 properties.	 The	 mechanism	 of	 the	 reduction	 of	
bacterial	 adhesion	 is	 thought	 to	 be	 related	 to	 the	 inhibition	 of	 their	
enzymatic	activity	by	titanium‐fluoride	complexes,	such	as	TiF4[30].	
Although	there	is	no	material	totally	resistant	to	bacterial	adhesion,	certain	
differences	exist,	 in	 this	respect,	among	materials	and	surface	 treatments.	
Previous	 studies	 of	 the	 authors	 performed	 on	 F‐containing	 TiO2	 layers	




the	 layer	 rather	 than	 on	 the	 topographical	 properties.	 For	 the	 first	 time,	
bacterial	 adhesion	 studies	 using	 two	 reference	 strains	 and	 six	 clinical	
strains	 of	 S.	 aureus	 and	 S.	 epidermidis	have	been	performed	on	 fluoride‐
free	TiO2	barrier	layers	and	fluoride‐TiO2	barrier	layers.	These	results,	 in	







This	 paper	 demonstrates	 the	 enhanced	 antibacterial	 properties	 achieved	
solely	by	the	incorporation	of	fluorine	during	the	anodizing	process	of	Ti–
6Al–4V.	 Antibacterial	 properties	 of	 nanostructured	 anodizing	 layers	 have	
been	recently	reported	by	the	authors.	Until	now,	the	anodizing	of	titanium	
alloys	 simultaneously	 promoted	 chemical	 and	 nanostructural	 changes	 of	
the	surface.	In	this	work,	a	new	formulation	of	the	anodizing	bath	has	been	
developed	 in	 order	 to	 fabricate	 fluoride‐containing	 barrier	 layers	 (FBL)	
with	 no	 change	 in	 topography.	 The	 bacterial	 adhesion	 studies	 performed	
on	 these	non‐nanostructured	FBL	show	a	statistically	significant	decrease	
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in	the	bacterial	adhesion	in	comparison	to	fluorine‐free	barrier	layers	(BL).	
These	results	permit	for	first	time	to	discriminate	the	effect	of	the	fluorine	
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ability	 of	 mouse	 osteoblastic	 MC3T3‐E1	 cells	 on	 F‐containing	 TiO2	 films	
with	 different	 morphology	 and	 nanostructure	 that	 previously	 confirmed	
antibacterial	 properties.	 F‐containing	 TiO2	 films	 were	 fabricated	 by	
anodizing	Ti‐6Al‐4V	alloy	ELI	 ‐grade	23.	By	using	a	mixture	of	H2SO4/HF	
acid	at	20	V	for	5	and	60	min,	a	TiO2	film	grows	with	nanoporous	(NP)	and	
nanotubular	 (NT)	 features,	 characterized	with	 a	 pore	diameter	 of	 20	 and	
100	nm,	 respectively.	Fluoride‐TiO2	barrier	 films	 (FBL)	were	produced	 in	
1M	NH4H2PO4/0.15M	NH4F	solution	at	constant	voltage	controlled	at	20	V	
for	 120	min.	 The	 amount	 of	 F	 incorporated	 in	 the	 nanostructured	 oxide	
films	was	6	at	%	and	of	4	at	%,	for	the	NP	and	NT,	respectively,	while	for	
the	 FBL	 film	 was	 12	 at	 %.	 MC3T3‐E1	 cells	 exhibited	 different	 behavior	
when	seeded	and	grown	onto	these	surfaces.	Thus,	F‐doped	TiO2	films	with	
NP	structures	increased	proliferation	as	well	as	osteogenic	gene	expression	
and	 the	 mineralization	 capacity	 of	 these	 osteoblastic	 cells.	 These	 results	
confirm	 that	 anodizing	 process	 is	 suitable	 to	 fabricate	 multifunctional	
surfaces	on	Ti‐6Al‐4V	alloy	with	 improved	not	only	antibacterial	but	 also	
osteogenic	properties	useful	for	bone	fixation	of	prosthetic	devices.	
Keywords:	 Ti‐6Al‐4V	 alloy;	 surface functionalization; anodizing; 
osteoblast growth and function 
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INTRODUCTION	
Titanium	 and	 its	 alloys	 are	 widely	 used	 for	 orthopaedic	 implants	 and	
prostheses	 due	 to	 their	 inertness,	 biocompatibility,	 and	 satisfactory	 bone	
fixation.[1,	 2]	Broad	 functionality	 of	 titanium	alloys	 can	be	 related	 to	 the	
passive	 TiO2	 film	 that	 forms	 on	 the	 surface	 enhancing	 the	 corrosion	
resistance	and	biological	activity.	However,	bacterial	colonization	of	 these	
titanium	 surfaces	 and	 defective	 bone	 formation	 and	 tissue	 integration	
compromise	 the	 effectiveness	 of	 these	 materials	 when	 implanted,	
eventually	leading	to	implant	loosening	and	failure.[3]	
Different	methods	have	been	used	to	alter	either	the	chemical	composition	
or	 the	 topography	 of	 the	 titanium	 surface,	 with	 a	 different	 outcome	 in	
terms	of	bacterial	and	cell	adhesion.[4‐6]	Among	them,	anodizing	is	a	well	
known	 process	 that	 enables	 the	 growth	 of	 titanium	 oxide	 film	 under	
controlled	conditions.[7]	In	previous	works,	the	authors	demonstrate	that	
the	 anodizing	 process	 fabricates	 F‐doped	 TiO2	 films	 with	 antibacterial	
properties	 by	 using	 the	 appropriate	 electrolyte	 and	 voltage	 conditions.	
These	 anodic	 films	 with	 different	 nanostructure	 and	 F	 content	 were	
characterized	 showing	 lower	 adhesion	 affinity	 to	 S.	 aureus	 and	 S.	
epidermidis	 than	F‐free	barrier	 anodic	 films	 (BL)	 and	non	 anodized	 alloy.	
Moreover,	 the	 comparative	 studies	 performed	 on	 F‐containing	 TiO2	 films	
with	and	without	nanostructure	permitted	to	discriminate	the	effect	of	the	
fluoride	 from	 the	 effect	 of	 the	 nanostructure	 on	 bacterial	 adhesion,	
demonstrating	 that	 fluoride	 is	 the	 key	 factor	 which	 supplied	 enhanced	
antibacterial	properties	to	TiO2	surface	films.[8‐10]	
The	 inhibition	 of	 bacterial	 adhesion	 is	 the	 most	 critical	 step	 to	 prevent	
implant‐associated	 infection,	 but	 implant	 success	 requires	 that	 tissue	
integration	occurs	before	appreciable	bacterial	colonization.	Therefore,	 to	
obtain	valid	conclusions	on	the	potential	clinical	use	of	the	aforementioned	
fluoride	 anodic	 films,	 it	 is	 necessary	 to	 assess	 the	 effect	 of	 both	 fluoride	
content	and	nanostructure	on	cells	in	the	bone	environment.	
Previous	 studies	 indicate	 that	 fluoride	 modifications	 of	 the	 Ti	 surface	
improve	 the	 bone	 tissue	 response	 after	 implantation,	 favoring	 the	
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osteointegration	 process.[11‐13]	 Fluoride	 on	 the	 titanium	 surface	 is	
thought	to	be	released	upon	phosphate	exchange	reaction	during	the	initial	
exposure	to	the	bone	healing	environment,	as	confirmed	by	several	in	vitro	




with	 different	 concentrations	 of	 fluoride,	 or	 human	 mesenchymal	 stem	
cells	 on	 fluoride‐containing	 modified	 TiO2	 surfaces,	 an	 increased	 cell	
proliferation	was	found	to	be	induced	by	fluoride.[11,	15‐18]	Current	data	
suggest	 that	 the	 enhancement	 of	 bone	 formation	 by	 this	 type	 of	 F‐
containing	 titanium	materials	might	 result	 from	 the	 right	 combination	 of	
several	 factors	 such	 as	 the	 oxide	 covering	 the	 surface,	 the	 presence	 of	 F,	
and	the	micro	(blasting)	and	nanolevel	topography	created	by	the	HF	(acid	
etching).	
As	 an	 initial	 insight	 into	 the	 potential	 ability	 of	 these	 unique	 surface	
modifications	of	titanium	alloys	to	promote	a	favorable	bone	response,	the	
present	study	evaluates	 in	vitro,	 the	 influence	of	 the	nanotopography	and	




Surface	 pretreatment	 and	 anodizing	 process	 used	 for	 fabrication	 of	 TiO2	
nanostructures	with	different	fluorine	contents	and	controlled	morphology	
on	Ti‐6Al‐4V	alloys	have	been	carried	out	as	follows.	
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distilled	water	and	dried	in	cold	air.	The	disks	were	anodized	only	on	one	
side,	so	the	treated	area	was	2.54	cm2.	
The	 anodizing	 treatment	 was	 performed	 in	 a	 two‐electrode	 cell	 using	 a	
Platinum	mesh	as	a	cathode.	Constant	voltage	was	applied	using	LAB/SM	
1300DC	 power	 supply	 (ET	 Power	 systems).	 Current‐time	 responses	 of	
anodizing	were	 acquired	 at	 0.1	Hz	 sampling	 rate	using	 a	 Zero‐Resistance	
Ammeter	connected	in	series	with	the	electrochemical	cell.	




Fluoride‐TiO2	 barrier	 films	 (FBL)	were	 produced	 in	 1M	 NH4H2PO4/0.15M	
NH4F	 solution	 at	 constant	 voltage	 controlled	 at	 20	 V	 for	 120	min	 and	 at	




The	materials	 were	 placed	 into	 12‐well	 plates	 before	 seeding	MC3T3‐E1	
cells[20]	at	a	density	of	10,000	cells/cm2	 in	2	mL	of	α‐minimum	essential	
medium	with	10%	fetal	bovine	serum,	50	µg/mL	ascorbic	acid,	10	mM	ß‐
glycerol‐2‐phosphate	 and	 1%	 penicillin–streptomycin,	 followed	 by	
incubation	 for	 different	 times	 at	 37°C	 in	 5%	 CO2.	 Medium	 was	 replaced	
every	other	day.	Cell	 proliferation	was	determined	by	addition	of	Alamar	
Blue	solution	(AbD	Serotec,	Oxford,	UK)	at	10%	(v/v)	to	the	cell	culture[21]	
at	 2	 and	 7	 days	 of	 growth,	 following	 manufacturer's	 instructions.	
Fluorescence	 intensity	 was	 measured	 with	 excitation	 and	 emission	
wavelengths	 of	 540	 and	 600	 nm,	 respectively,	 in	 an	 Opsys	 MR	 Reader	
(Dynez	Techonologies,	Chantilly,	VA).	
Cell	matrix	mineralization	
Matrix	 mineralization	 was	 measured	 by	 alizarin	 red	 staining	 after	
incubating	subconfluent	MC3T3‐E1	cells	with	 the	 tested	specimens	 in	 the	
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aforementioned	medium	 for	 10	 days.	 The	 stain	 was	 dissolved	with	 10%	
cetylpyridinum	 chloride	 in	 10	 mM	 sodium	 phosphate	 pH	 7,	 measuring	
absorbance	at	620	nm.[20].	
Real‐time	PCR	
MC3T3‐E1	 cells	 were	 incubated	 with	 the	 tested	 specimens	 as	 described	
above,	and	5	days	thereafter,	total	cell	RNA	was	extracted	with	Trizol	(Life	
Technologies,	 Rockville,	MD).	 Gene	 expression	was	 analyzed	 by	 real‐time	
PCR	using	an	ABI	PRISM	7500	system	(Applied	Biosystems,	Foster	City,	CA)	
and	a	described	protocol.[22]	Unlabeled	mouse	specific	primers	for:	Runx2,	
osteocalcin	 (OC)	 and	 vascular	 endothelial	 growth	 factor	 (VEGF)	 and	
TaqManMGB	 probes	 were	 obtained	 by	 Assay‐by‐DesignSM	 (Applied	
Biosystems).	The	mRNA	copy	numbers	were	calculated	for	each	sample	by	
using	 the	cycle	 threshold	(Ct)	value.	18S	rRNA,	a	housekeeping	gene,	was	
amplified	 in	parallel	with	 the	 tested	genes.	Fold	change	 for	 the	 treatment	









V	 for	 5	 and	 60	 min,	 respectively,	 in	 1M	 H2SO4/0.15	 wt.%	 HF.	 The	




long	 NT	 oxide	 film	 with	 a	 nanotube	 diameter	 of	 100	 nm.	 The	 average	
roughness,	Ra,	for	the	NP	and	NT	films	is	higher	than	that	for	CP	surfaces,	
53	 nm,	 with	 178	 and	 160	 nm	 for	 NP	 and	 NT	 films,	 respectively.	 The	
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Rutherford	backscattering	spectroscopy	(RBS)	analysis	revealed	that	these	
two	 types	 of	 films	 contained	 6	 at	 %	 for	 NP	 and	 4	 at	 %	 of	 fluorine	 for	
NT.[23]	 Raman	 spectra	 performed	 on	 the	 films	 formed	 at	 20	 V	 showed	
broad	 bands	 centered	 at	 454	 and	 617	 cm−1	 corresponding	 to	 amorphous	
TiO2.	The	amorphous	 character	of	 the	nanostructured	TiO2	deduced	 from	
Raman	 data	 also	 agreed	with	 TEM	 observations,	where,	 at	 the	 employed	
resolution,	no	nanocrystals	were	disclosed	in	any	of	the	film.[23].	
Two	 types	 of	 non	 nanostructured	 oxide	 films	 without	 and	 with	 fluoride	
have	 been	 fabricated	 varying	 the	 composition	 of	 the	 electrolyte	 and	 the	




Finally,	 a	 ∼150	 nm‐thick	 F‐barrier	 film,	 FBL,	 is	 formed	 after	 120	min	 of	
anodizing	in	a	NH4H2PO4/NH4F	electrolyte.	The	fluoride	concentration	and	
the	 pH	 of	 the	 anodizing	 bath	 strongly	 influence	 on	 the	 TiO2	 film	 surface	
morphology	 formed	 in	 this	 electrolyte.[24]	 The	 chemical	 composition	
estimated	by	RBS	 revealed	 that	 the	 fluorine	 content	 in	FBL	 films	 is	12	at	
%.[24]	The	average	Ra	of	 the	FBL	 film,	130	nm,	 ranges	 in	 the	same	order	
than	 the	 nanostructured	 oxide	 films	 NP	 and	 NT.	 The	 higher	 chemical	
dissolution	process	occurred	during	the	anodizing	process	in	the	fluoride‐
containing	 electrolyte	 results	 in	 an	 increased	 roughness	 on	 the	 FBL	 in	
comparison	to	the	BL.	
Cell	proliferation	
When	 testing	 the	 different	 F‐doped	 TiO2	 films	 in	 osteoblastic	 MC3T3‐E1	
cells,	it	was	observed	that	the	presence	of	F	failed	to	affect	cell	proliferation	











(BL)	 and	 F‐containing	 (FBL,	 NP,	 NT).	 SEMs	 were	 less	 than	 1%	 in	 all	 of	 the	









of	 culture;	 so	 that	 the	corresponding	mean	A260nm	values	 for	BL,	FBL,	and	
NT	were:	 0.38;	 0.41;	 and	0.35,	 respectively,	whereas	 that	 for	 the	NP	was	
0.52	versus	0.26	for	CP	[Fig.	1(b)].	
Gene	expression	
We	 analyzed	 the	 gene	 expression	 of	 two	 osteogenic	markers,	 Runx2	 and	
OC,	corresponding	to	early	and	late	osteoblast	differentiation,	respectively,	
and	that	of	a	key	angiogenic	factor,	VEGF,	in	MC3T3‐E1	cells	exposed	to	the	




The	 formation	 of	 bone	 around	 implants	 is	 a	 multistep	 process	 involving	
osteoblast	 adhesion,	 proliferation,	 differentiation,	 secretion	 of	 extra	




the	 deposition	 of	 calcium	 by	 osteoblasts	was	 increased	 on	 nanotube‐like	
TiO2	 structures	over	 anodized	nanoparticulate	 structures	on	 the	 titanium	
surface.[26]	 However,	 the	 osteoblast	 total	 collagen	 content	 and	 alkaline	
phosphatase	activity	did	not	show	significant	differences	when	comparing	
the	 two	 anodized	 and	 unanodized	 titanium	 surfaces	 after	 over	 21	 days.	
Conversely,	 Das	 et	 al.[27]	 observed	 an	 increase	 of	 both	 the	 extracellular	
matrix	production	and	alkaline	phosphatase	expression	by	osteoblasts	on	
NT	 oxide	 surface	 compared	 to	 unanodized	 titanium	 surfaces,	 suggesting	
that	 these	cells	mature	more	rapidly	on	a	NT	surface	 than	on	unanodized	
titanium	samples.	
Similarly,	 other	 authors	 reported	 that	 adhesion,	 spreading,	 growth,	 and	
differentiation	 of	 mesenchymal	 stem	 cells	 on	 vertically	 oriented	 TiO2	
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nanotubes	with	 defined	 diameters	 between	 15	 and	 100	 nm	 are	 critically	
dependent	on	the	nanotube	diameter.	Thus,	a	diameter < 30	nm	provide	an	
effective	 length	 scale	 for	 accelerated	 integrin	 clustering/focal	 contact	
formation	 and	 enhancing	 cellular	 activities,	 compared	 to	 smooth	 TiO2	
surfaces	obtained	by	anodization	in	fluoride‐free	H3PO4	electrolytes.	These	
maximal	 responses	 were	 observed	 at	 15	 nm	 diameter,	 whereas	 cell	
adhesion	and	spreading	were	severely	 impaired	on	nanotube	films	with	a	
nanotube	 diameter > 50	 nm,	 resulting	 in	 dramatically	 reduced	 cellular	
activity.[28‐30]	 However,	 these	 authors	 did	 not	 take	 into	 account	 the	
compositional	changes	 induced	 in	 the	oxide	 fabricated	by	the	anodization	
in	 HF	 containing	 solutions	 together	 with	 nanometer	 surface	 features.	 In	
particular,	 the	 influence	 of	 the	 fluoride	 incorporated	 in	 the	 anodic	 film	
during	the	fabrication	of	the	NP	or	NT	oxide	films	was	not	considered;	even	
though	it	is	well	known	that	fluorine	ions	induce	formation	of	fluorapatite	
in	 the	 surrounding	bone.	The	 above	mentioned	 studies	 conclude	 that	 the	
surface	 nano	 features	 developed	 in	 such	 anodizing	 conditions	 were	
responsible	for	the	observed	improved	biological	response.	
The	results	of	the	present	study	show	that	the	presence	of	F	on	Ti	surfaces,	
which	 is	 responsible	 for	 the	 antibacterial	 properties,	 per	 se	 does	 not	
increase	 but	 it	 does	 not	 limit	 either	 osteoblastic	 cell	 growth.	 However,	 F	
content	 conferred	 various	 osteogenic	 features	 to	 the	 tested	materials,	 as	
indicated	by	an	increase	in	matrix	mineralization	and	the	gene	expression	
of	two	osteoblastic	markers,	Runx2	and	OC,	and	the	angiogenic	factor	VEGF	
in	 MC3T3‐E1	 cells.	 Moreover,	 these	 cells	 exhibited	 improved	 functional	
parameters	 on	 F‐doped	 TiO2	 films	 with	 NP	 structures	 [Fig.	 1(a,b)]	
compared	 with	 NT	 or	 dense	 FBL	 structures,	 suggesting	 preferential	
adhesion	 to	 certain	 surface.	 The	 reason	 for	 this	 apparent	 preferential	
behavior	 of	 these	 osteoblastic	 cells	 is	 unknown.	 Surface	 roughness,	
however,	could	not	explain	by	itself	the	best	cell	response	observed	on	NP	
specimens,	 as	 the	 average	 measured	 roughness	 Ra	 for	 FBL,	 NP	 and	 NT	
specimens	was	similar	(about	100	nm).	F‐containing	TiO2	anodic	films	FBL,	
NP,	and	NT,	possess	fluoride	contents	of	12,	6,	and	4	at	%,	respectively.	In	
this	 sense,	 Lamolle	 et	 al.[31]	 observed	 that	 small	 amounts	 of	 fluoride	
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(between	 1	 and	 2	 at	 %)	 incorporated	 onto	 the	 surface	 of	 metallic	 Ti	
implants	 have	 a	 stimulatory	 action	 on	 MC3T3‐E1	 osteoblasts.	 Longer	







Even	 though	 the	 biological	 response	 to	 fluoride	 appears	 to	 be	 dose‐
dependent,[33]	 our	 data	 do	 not	 provide	 conclusive	 evidence	 about	 the	
concentration	 of	 fluoride	 being	 a	 key	 factor	 for	 the	 advantageous	
osteogenic	properties	of	NP	films.	
Hydrophilic	 surfaces	 generally	 enhance	protein	 and	 cell	 adhesion.[34‐36]	
However,	the	differences	in	bioactivity	observed	in	this	work	could	not	be	
explained	 by	 the	 different	 surface	 hydrophilicity	 of	 all	 the	 fabricated	
surfaces,	all	of	 them	exhibiting	high	wettability	with	water	contact	angles	
lower	 than	65°.[10]	 In	 fact,	NT	 films,	with	 the	 lowest	water	angle	contact	
(below	10°),	was	not	the	most	effective	in	osteoblastic	cell	responses.	
It	 is	 worthwhile	 mentioning	 that	 during	 the	 anodizing	 process	 the	
conditions	 imposed	 to	 fabricate	 the	 TiO2	 films	 not	 only	 influence	 the	
roughness	 and	 nanostructure	 of	 the	 anodic	 film	 but	 also	 its	 chemical	
composition.	 The	 latter	 is	 complex,	 containing	 TiF4,	 and	 oxides	 of	 the	
alloying	 elements	 present	 in	 the	 titanium	 alloy,	 Al2O3	 and	 V2O5.[23]	 The	
fluoride	 content	 and	 distribution	 are	 also	 different	 on	 each	 fabricated	
nanostructured	 anodic	 film.	 Habazaki	 et	 al.[37]	 demonstrated	 by	 GDOES	
analysis	 that	 fluoride	 ions	 are	 distributed	 relatively	 uniformly	 in	 anodic	
barrier	 films	 throughout	 the	 outer	 regions,	 with	 an	 accumulation	 of	
fluoride	ions	at	the	alloy/film	interface.	The	faster	inward	migration	rate	of	
fluoride	 ions	 relative	 to	 that	 of	 O2−	 ions,	 attributed	 to	 the	 smaller	 ionic	
radius	 of	 F−	 ions,	 is	 the	 reason	 for	 such	 gradient	 distribution	 of	 fluoride.	
Similarly	 to	 NP	 films,	 the	 pore	 wall	 includes	 an	 outer	 pore	 wall	 that	
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contains	 TiO2,	 TiF4	 and	 oxides	 of	 the	 alloying	 elements	 present	 in	 the	
titanium	alloy,	such	as	Al2O3	and	V2O5	 for	Ti‐6Al‐4V	alloy,	while	 the	 inner	
pore	 wall	 mainly	 incorporates	 TiF4.	 Longer	 anodizing	 times	 in	 the	
electrolyte	 containing	 HF	 fabricate	 NT	 anodic	 films,	 as	 a	 result	 of	 the	




According	 to	 Ellingsen,[13]	 when	 TiF4	 contacts	 tissue	 fluids,	 the	 oxygen	
from	 phosphates	 present	 in	 the	 fluid	 may	 replace	 the	 fluoride,	 and	
phosphates	become	covalently	bound	to	the	titanium	surface.	Such	reaction	
would	also	promote	bone	formation	in	bone	tissue,	where	phosphate	might	
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thus	covalently	bind	to	the	titanium	implant.[13]	This	study	suggests	that	
higher	number	of	TiF4	sites	on	the	surface	of	the	NP	specimen,	relative	to	
that	 on	 NT	 and	 FBL	 specimens,	 might	 explain	 its	 improved	 osteogenic	
features.	 Thus,	 a	 larger	 TiF4‐enriched	 surface	 in	 contact	 with	 the	
physiological	fluid	in	NP	specimens	than	in	NT	would	increase	the	capacity	
of	 NP	 surfaces	 to	 react	 with	 phosphate,	 increasing	 the	 number	 of	
preferential	 sites	 to	 cell	 attachment	 and	 bone	 formation.	 The	 opposite	
would	occur	 in	 the	case	of	FBL	specimens	with	 lower	amount	of	 titanium	




In	 conclusion,	 the	 present	 findings,	 together	with	 our	 previous	 results[9,	
10]	 indicate	 that	 anodization	 is	 a	 quick	 and	 efficient	 method	 to	 form	
multifunctional	 nanostructured	 titanium	 oxide	 films	 of	 controllable	 pore	
size,	good	uniformity,	and	conformability	over	large	areas.	NP	TiO2	grown	
on	Ti6Al4V	can	mimic	constituent	features	of	natural	bone.	Therefore,	the	
observed	 interaction	 of	 osteoblastic	 cells	 with	 these	 materials	 might	
indicate	 potential	 impact	 on	 the	 bone	 milieu	 in	 vivo.	 Although	 both	
nanoscale	 topography	 and	 chemical	 composition	 are	 modified	 by	 the	
anodization	 process,	 the	 F	 content	 has	 been	 deemed	 as	 the	major	 factor	
influencing	 the	 bacterial	 adhesion,[10]	 while	 parameters	 such	 as	 the	
fluoride	 distribution	 and	 topography	 appear	 to	 be	 paramount	 for	
osteoinduction.	 Furthermore,	 our	 studies	 provide	 a	 rationale	 for	 the	
development	of	 a	new	kind	of	multifunctional	prosthetic	material	 surface	
based	 on	 titanium	 alloys	 with	 enhanced	 antibacterial	 properties,	
maintaining	or	even	improving	the	bone	formation	capacity.	
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que	 además	 de	 no	 poseer	 elementos	 perjudiciales	 para	 la	 salud	 humana,	
presenta	un	módulo	de	Young	más	cercano	al	del	hueso.	
En	 este	 apartado	 se	 estudia	 la	 generación	 de	 capas	 anódicas	 sobre	 la	
aleación	Ti13Nb13Zr	y	la	evaluación	de	su	comportamiento	electroquímico	
en	 una	 solución	 fisiológica	 simulada	 (PBS).	 Para	 ello,	 se	 emplea	 la	
microscopía	 electrónica	 de	 barrido	 y	 transmisión,	 la	 espectrometría	 de	
retrodispersión	 de	 Rutherford	 (RBS)	 y	 las	 técnicas	 electroquímicas	 de	




de	 anodizado	 y	 una	 capa	 nanotubular	 a	 los	 60	minutos.	 La	 eficiencia	 del	
proceso	de	anodizado	es	superior	al	obtenido	para	la	aleación	Ti6Al4V	bajo	
las	 mismas	 condiciones.	 Así	 mismo,	 se	 observó	 que	 las	 capas	 con	
morfología	 nanoporosa	 muestran	 mayor	 resistencia	 a	 la	 corrosión	 y	
estabilidad	 electroquímica	 a	 largos	 tiempos	 de	 inmersión	 que	 las	 capas	
nanotubulares.	 Las	 capas	 nanotubulares	 presentan	 Este	 comportamiento,	
al	 igual	 que	 se	 describió	 en	 el	 apartado	 3.3,	 se	 debe	 a	 la	 separación	
intertubular	 que	 presentan	 las	 capas	 nanotubulares	 haciendo	 que	 la	
respuesta	que	domina	sea	 la	del	sustrato	expuesto.	Además,	 se	realiza	un	
extenso	 análisis	 de	 la	 respuesta	 obtenida	 mediante	 EIS,	 calculando	 las	
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capacitancias	 efectivas	 y	 relacionando	 estas	 con	 la	 morfología	 y	
propiedades	de	las	capas	anódicas	en	cada	condición	estudiada.	
Este	 comportamiento	 está	 relacionado	 con	 la	 morfología	 de	 las	 capas	
anódicas,	 debido	 a	 que	 en	 el	 caso	 de	 las	 capas	 nanoporosas	 la	 respuesta	
electroquímica	 del	 sistema	 está	 gobernada	 por	 la	 respuesta	 de	 la	 capa	
barrera,	mientras	que	las	capas	nanotubulares,	la	respuesta	del	sistema	es	
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Correlation	 of	 the	 nanostructure	 of	 the	 anodic	 layers	 fabricated	 on	















PBS	 solution.	 The	 anodization	 process	 showed	 higher	 growth	 efficiency.	
The	morphology	of	nanostructured	layer	is	more	homogenous	and	thicker	
layers	 are	 obtained	 in	 shorter	 times	 regarding	 to	 organic	 electrolytes.	
Additionally,	nanostructured	oxide	films	were	electrochemically	studied	to	
correlate	the	protective	properties	of	the	anodic	films	with	the	morphology	
and	 nanostructure	 developed	 in	 each	 anodizing	 condition.	 The	 anodic	
layers	 grown	 at	 short	 times	 present	 nanoporous	 structure	 and	 higher	
corrosion	 resistance	 than	 those	 fabricated	at	 longer	 times,	which	possess	
nanotubular	structure.	
Keywords:	 TiO2	 nanotubes;	 Electrochemical	 Impedance	 Spectroscopy;	
RBS;	Ti13Nb13Zr	alloy;	Corrosion.	
1.	Introduction	
The	 biological	 response	 and	 the	 success	 of	 an	 implant	 depend	 on	 the	
physicochemical	properties	of	the	surface.	Surface	modification	of	titanium	
alloys	 is	 required	 to	 improve	 their	 biological	 activity	 and	 enhance	 bone	
formation	[1,	2].	Pure	titanium	and	Ti6Al4V	ELI	alloys	are	widely	used	as	





used	 to	 replace	 them.	 These	 alloying	 elements	 are	 β	 stabilizers.	 The	 β‐
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titanium	 alloys	 offer	 the	 highest	 strength	 to	 weight	 ratios	 and	 very	




On	 the	 other	 hand,	 as	Minagar	 [8]	 pointed	 out,	 the	 surface	 of	 an	 implant	
needs	 modification	 to	 optimize	 the	 properties	 of	 the	 implant	 and	 to	
maximize	 its	bioactivity	when	 interfacing	with	natural	 tissue.	The	surface	
functionalization	enhances	both	osseointegration	and	bioactivity,	avoiding	
bacterial	 adhesion.	 Among	 other	 methods,	 anodization	 is	 a	 relatively	
simple	 method	 to	 fabricate	 a	 variable	 thickness	 and	 uniform	
nanostructured	 layer	 of	 TiO2	 on	 a	 titanium	 alloy	 surface.	 For	 titanium	




of	 interest	 as	 a	 way	 to	 provide	 antibacterial	 and	 osseointegration	
properties	[1,	9‐11].	Since	the	presence	of	fluoride	decreases	the	adhesion	
of	 bacteria	 to	 the	 implant	 surface,	 it	 would	 increase	 the	 probability	 of	
success	of	the	implant	[12,	13].	
Additionally,	 in	 order	 to	 have	 a	 long	 term	 successful	 implant,	 the	
electrochemical	 corrosion	 behaviour	 of	 TiO2	 anodic	 layers	 is	 the	 most	
important	 issue.	 Corrosion	 is	 one	 of	 the	 greatest	 challenges	 for	 ensuring	
the	 biostability	 and	 biocompatibility	 of	 metallic	 implants.	 The	
electrochemical	 behaviour	 of	 the	 anodic	 layers	 will	 depend	 on	 their	
interaction	 with	 the	 surrounding	 environment.	 It	 must	 therefore	 be	
considered	 the	 behaviour	 of	 the	 Ti	 modified	 surface	 in	 physiological	
medium	 to	 assess	 the	 nature	 of	 the	 passive	 film	 formed	 [14,	 15]	 since	 a	
high	corrosion	resistance	will	ensure	that	metallic	ions	will	not	be	released	
from	 implants	 into	 the	 bloodstream.	 In	 this	 sense,	 the	 β‐titanium	 alloys,	
such	 as	 Ti‐xZr,	 Ti‐xNb‐yZr‐zTa,	 Ti‐xNb‐yTa	 and	 Ti‐xNb‐yZr,	 have	 been	
evaluated	 from	 corrosion	 viewpoint	 in	 different	 solutions.	 The	 results	
pointed	 out	 that	 these	 titanium	 alloys	 may	 show	 higher	 corrosion	
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resistance	 than	 CP	 titanium	 and	 Ti‐6Al‐4V	 alloy	 due	 to	 the	 growth	 of	 a	




fully	 characterised	 by	 scanning	 electron	 microscope	 (SEM),	 Rutherford	
backscattering	 spectroscopy	 (RBS),	 potentiodynamic	 polarization	 and	
electrochemical	 impedance	 spectroscopy	 (EIS)	 to	 elucidate	 their	
electrochemical	behaviour	in	a	phosphate	buffered	saline	solution	(PBS).	
This	 work	 shows	 that	 a	 thorough	 analysis	 of	 the	 impedance	 response	
supplies	relevant	information	about	the	nanostructure	of	the	anodic	films,	
allowing	 the	 estimation	 of	 the	 thickness	 of	 the	 barrier	 layers	 and,	 the	
influence	of	the	inter‐tubular	space	size	in	the	protective	properties	of	the	




Rolled	 bars	 of	 Ti13Nb13Zr	 alloy	 were	 supplied	 by	 Xian	 Saite	 Metal	




Anodic	 layers	 were	 formed	 in	 a	 two‐electrode	 cell	 by	 anodizing	 the	




emission	 gun	 scanning	 electron	 microscopy	 (FEG‐SEM)	 using	 JSM6500F	
Philips	 instrument,	 at	 15	 keV	 for	 EDS	 analysis	 and	 7	 keV	 for	 secondary	
electron	 imaging.	 Electron‐transparent	 sections	 were	 prepared	 by	
scratching	the	surface	of	anodized	specimens	with	a	scalpel	and	collecting	






by	 the	 van	 de	 Graff	 accelerator	 of	 the	 Centro	 de	 Micro‐Análisis	 de	
Materiales	(CMAM),	Madrid.	The	incident	ion	beam	with	the	diameter	of	1	
mm	was	 normal	 to	 the	 specimen	 surface	with	 10	 μC	 doze	 scattered	 ions	
detected	 by	 a	 mobile	 detector	 at	 165°.	 Data	 were	 interpreted	 using	 the	
SIMNRA	program.	
The	 electrochemical	 measurements	 were	 done	 in	 triplicate	 in	 a	
conventional	 three	 electrode	 cell.	 The	 working	 electrodes	 were	 the	 non‐
anodized	and	anodized	NP	and	NT‐specimens,	with	an	area	around	to	0.32	
cm2	 exposed	 to	 the	 aggressive	 solution;	 an	 Ag/AgCl	 electrode	 (saturated	
KCl),	 was	 used	 as	 reference	 electrode	 and	 the	 counter	 electrode	 was	 a	
platinum	 wire	 with	 an	 area	 about	 0.240	 cm2.	 The	 electrolyte	 was	 a	
phosphate	 buffered	 saline	 solution	 (PBS),	 containing	 150	mM	 NaCl,	 9.99	
mM	KH2PO4,	and	9.02	mM	Na2H2PO4;	with	a	pH	range	between	7.2‐7.4.	All	
the	tests	were	carried	out	at	37±2	°C.	Corrosion	behaviour	was	evaluated	
by	 potentiodynamic	 polarization	 and	 electrochemical	 impedance	
spectroscopy	 using	 a	 Gamry	 Reference	 600	 potentiostat.	 The	
potentiodynamic	curves	were	conducted	at	a	scan	rate	of	0.16	mV/s.	Before	
starting	 the	 scan,	 the	 sample	 remained	 in	 the	 solution	 for	 1	 hour	 to	
stabilize	the	open	circuit	potential	(OCP).	The	potential	scan	was	started	in	
the	 anodic	 direction	 from	 a	 potential	 value	 of	 −0.3	 V	with	 respect	 to	 the	
OCP	to	3	V	with	respect	 to	 the	Ag/AgCl	electrode	where	 the	reverse	scan	
started.	A	wide	enough	potential	sweep	was	chosen	in	order	to	determine	
the	breakdown	potential	of	the	specimens,	to	be	compared	with	the	values	
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EIS	measurements	were	performed	applying	a	sinusoidal	signal	of	10	mV	of	
amplitude	 vs.	 OCP	 to	 guarantee	 that	 the	 electrochemical	 response	 of	 the	
system	 is	 linear.	The	 frequency	 range	was	 from	100	kHz	 to	 10	mHz,	 and	
recording	10	points	per	decade	was	done.	Measurements	were	carried	out	
periodically	 during	 4	 weeks	 of	 immersion.	 The	 experimental	 data	 were	
analyzed	using	the	ZVIEW	software.	The	quality	of	fitting	was	judged	by	the	
values	 of	 the	 Chi‐square,	 which	 is	 the	 square	 of	 the	 standard	 deviation	
between	 the	original	data	 and	 the	 calculated	 spectrum.	 It	 is	 considered	a	
good	fitting	when	the	Chi‐square	was	<103.	
3.	Results	and	discussion	
The	 microstructure	 of	 the	 Ti13Nb13Zr	 alloy	 is	 martensitic	 with	 finely	





effect	on	 the	stability	of	 either	of	 the	phase	but	 form	solid	solutions	with	
titanium.	On	 the	 other	hand,	 other	works	pointed	out	 that	 the	 grains	 are	
refined	 first	and	then	coarsened	with	the	 increase	of	Zr	content.	 It	 is	also	
found	 that	 Zr	 element	 added	 to	 titanium	 alloys	 has	 both	 the	 solution	













Ti 81.12 + 2.32
Zr 9.68 + 1.13
Nb 9.2 + 1.32
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The	current	density	transients	were	recorded	during	anodizing	process	at	
5	and	60	minutes	 in	H2SO4/HF	‐Fig.	2‐.	 It	can	be	observed	that	 for	 the	60	
minutes	 treatment	 the	 current	 density	 reaches	 the	 steady	 state	 after	 9	
minutes.	The	charge	density	passed	during	the	 initial	surge	 followed	by	a	









Conversely,	 the	 anodic	 film	 grown	 for	 60	 minutes	 shows	 a	 nanotubular	
structure	 ‐NT‐,	with	nanotubes	diameter	 ranging	 from	~75‐100	nm,	with	
inter‐tubular	distances	about	15	nm	and	an	average	thickness	about	900	±	
100	nm	‐Fig.	3c	and	d‐.	The	variability	in	circumferential	shape,	length	and	
diameter	 observed	 in	 the	 nanotubes	 depends	 on	 the	 phase	 in	 which	 the	
nanotubes	 grow.	 These	 variations	 can	 be	 explained	 by	 the	 different	
dissolution	 rates	 of	 the	 oxides	 grown	 in	 α	 and	 β	 phases	 due	 to	 their	
differences	 in	 chemical	 composition	 as	 reported	 for	nanotubes	 fabricated	
in	Ti35Nb5Zr	[26]	and	in	Ti‐50Ta	[27].	
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The	thickness	of	the	NT	layer	obtained	in	this	alloy	is	notably	higher	than	
those	obtained	in	Ti6Al4V	alloy	using	the	same	anodizing	conditions	[10],	
and	 similar	 to	 those	 obtained	 in	 TixNbyZr	 alloys	 grown	 in	 other	 acidic	
solutions	[28]	and	in	organic	electrolytes	[26],	but,	 in	much	shorter	times	
as	 result	 of	 the	 higher	 concentration	 of	 oxygen	 in	 the	 aqueous	 solutions	
with	respect	to	the	organic	solutions;	and	the	higher	migration	rate	of	the	
anions	 from	 the	 electrolyte	 (O2‐,	 SO42‐	 and	 F‐)	 in	 presence	 of	 the	 electric	
field,	 which	 depends	 on	 the	 ion	 size	 and	 electrical	 conductivity	 of	 the	
electrolyte.	
NT	layers	disclose	a	reproducible	40	nm	thick	barrier	layer,	Fig	3e,	and	the	
nanotube	wall	 thickness	was	 reduced	 from	about	~15	nm	at	 the	bottom,	
Fig.	3f,	to	around	7	nm	at	the	mouth	of	the	nanotube,	Fig.	3g.	The	thinning	
of	 the	 nanotube	 walls	 towards	 the	 outer	 part	 of	 the	 film	 has	 been	
previously	 described	 for	 nanotube	 formation	 on	 pure	 titanium	 [29]	 and	
Ti6Al4V	alloy	 [10],	and	 it	 is	 related	 to	continuous	dissolution	of	TiO2	and	
TiF4	 along	 the	 entire	 nanotube	 length.	 Formation	 of	 ribs	 of	 about	 13	 nm	
thick	on	the	nanotube	walls	(Fig.	3f)	is	also	observed	for	the	NT	layers.	Ribs	
are	 suggested	 to	 arise	 as	 a	 consequence	 of	 the	 dissolution	 of	 TiF4	 of	 the	






than	 the	NP	 film	which	can	be	explained	due	 to	 the	different	morphology	
and	 thickness	 of	 the	 layers.	 The	 composition	 of	 the	 anodic	 layer	 is	
estimated	 by	 simulating	 the	 RBS	 spectra	 using	 successive	 layers	 with	
different	composition	and	thickness.	The	average	molecular	composition	is	
determined	with	the	total	atoms	obtained	for	the	different	elements,	e.g.	Ti,	
O,	 Zr,	 Nb	 and	 F,	 in	 all	 the	 layers	 used	 to	 simulate	 the	 spectrum	 and	
assuming	 the	 formation	 of	 different	 compounds.	 In	 the	 present	 case,	 the	
average	molecular	 composition	 of	 the	 anodic	 layer	 was	 firstly	 calculated	
assuming	the	formation	of	TiOx,	ZrO2,	Nb2O5	and	TiF4.	However,	the	amount	
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V‐5	 minutes	 (experimental	 and	 simulated	 spectra‐	 red	 line‐)	 (b)	 and	 20	 V‐60	
minutes	(experimental	and	simulated	spectra‐red	line‐)	(c).	
The	RBS	analysis	 indicates	 that	 the	average	molecular	composition	of	 the	
anodic	 film	 grown	 on	 Ti13Nb13Zr	 alloy	 can	 be	 expressed	 as	
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(TiNbZrO)0.45·0.081TiF4·0.102NbF5·0.081ZrF4	 for	 NP	 layers	 and	






the	 layers	 obtained	 at	 longer	 anodization	 time,	 apparently	 occurs	 due	 to	
dissolution	of	TiF4	present	 in	 the	walls	of	 the	nanotubes	 [10,	31,	32,	35].	
Nevertheless,	 these	 contents	 are	 slightly	 higher	 in	 comparison	 to	 the	
anodic	films	grown	in	Ti6Al4V	alloy,	which	showed	enhanced	antibacterial	
properties	decreasing	 the	 adherence	of	 two	 types	of	 bacteria	 responsible	
for	most	of	the	prosthetic	joints	infections	[9‐11,	36].	
The	 efficiency	 of	 the	 film	 growth	was	 derived	 as	 a	 ratio	 of	 titanium	 ions	
present	in	the	film	(as	determined	by	RBS)	to	titanium	ions	due	in	the	film	
according	 to	 the	 charge	 density	 passed	 during	 the	 anodizing	 Table	 2,	
assuming	 that	 all	 the	 charge	 was	 used	 for	 oxidation	 of	 titanium.	 The	
efficiency	reduced	drastically	with	increase	the	anodizing	time	from	56.6	%	
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The	 electrochemical	 stability	 of	 the	 anodic	 films	 was	 determined	 by	
potentiodynamic	polarization	curves	performed	 in	PBS	 ‐Fig.5‐.	Before	 the	
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onset	of	the	potential	sweep,	the	evolution	of	the	open	circuit	potential	was	
recorded.	As	can	be	seen	in	Figure	5a,	the	OCP	is	stabilized	after	one	hour	
of	 immersion	 for	 all	 the	 specimens.	 The	 non‐anodized	 and	 the	 NT	
specimens	disclosed	similar	values	around	‐0.300	V	vs.	Ag/AgCl	and	the	NP	
specimens	show	more	negative	values,	around	‐0.560	V	vs.	Ag/AgCl.	Figure	
5b	 gathers	 the	 polarization	 curves	 of	 each	 specimen.	 Both	 the	 non‐
anodized	and	the	NT	specimens	have	a	passive	behaviour	characterized	by	
a	 vertical	 anodic	 branch	 with	 a	 passive	 current	 density	 ‐ipass‐	 of	 1.1·10‐6	
A/cm2.	 NT	 revealed	 an	 increase	 in	 current	 density	 in	 the	 anodic	 branch	




the	 anodic	 branch	 towards	 lower	 ipass	 values,	 2.9·10‐7	 A/cm2.	 This	 anodic	
layer	showed	a	high	stability	along	the	test	with	a	passive	behaviour	in	the	
whole	anodic	branch	and	lower	dissolution	rates	compared	to	both	NT	and	
non‐anodized	 specimens,	 which	 implies	 a	 lower	 amount	 of	 metallic	 ions	





transpasivation	 behaviour	 of	 the	 titanium	 alloy.	 At	 this	 potential,	 as	 is	
observed	into	Pourbaix	diagrams	[40],	the	titanium	oxide	layer	present	on	
the	surface	of	the	alloy	oxidizes	forming	soluble	species	of	Ti(VI).	
On	 the	 other	 hand,	 the	 corrosion	 potential,	 Ecorr,	 of	 the	 non‐anodized	
specimen	 is	 ‐0.340	V	 vs.	 Ag/AgCl.	 A	 similar	 value	 is	 recorded	 for	 the	NT	
specimen,	 ‐0.363	V	vs.	Ag/AgCl,	due	 to	 the	exposure	of	 the	oxidized	alloy	
placed	 at	 the	 bottom	 of	 the	 intertubular	 space.	 Conversely,	 the	 NP	 films	
show	a	Ecorr	more	cathodic,	about	‐0.459	V	vs.	Ag/AgCl.	
Therefore,	the	Ecorr	and	ipass	values	of	the	NT	specimens	are	similar	to	those	
recorded	 for	 the	 non‐anodized	 titanium	 alloy	 suggesting	 that	 the	
electrochemical	 response	 of	 the	NT	 is	mainly	 due	 to	 the	 oxidation	 of	 the	
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substrate	 exposed	 through	 the	 inter‐tubular	 spaces	 instead	of	 the	barrier	
layer	 at	 the	 bottom	 of	 the	 nanotubes.	 Finally,	 it	 is	 important	 to	 highlight	
that	 both	 non‐anodized	 sample	 and	 the	 anodic	 films	 did	 not	 show	
susceptibility	 to	 localized	 corrosion	 in	 the	 whole	 potential	 sweep	 since	
there	 was	 no	 evidence	 of	 breakdown	 potential	 in	 the	 potentiodynamic	
curves.	
	
Figure	 5.	 a)	 Evolution	 of	 the	 open	 circuit	 potential	 and	 b)	 potentiodynamic	
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in	PBS.	Fig.	6a	shows	the	evolution	of	the	impedance	diagrams	of	the	non‐
anodized	 specimen.	 At	 shorter	 immersion	 times,	 0.25	 and	 24	 hours,	 the	
response	can	be	modelled	by	a	Randles	circuit,	where	Re	is	the	electrolyte	
resistance,	Rct	is	the	charge	transfer	resistance	and	Cdl	is	the	capacitance	of	
a	 metallic	 surface	 covered	 by	 a	 native	 oxide	 film.	 At	 longer	 immersion	
times,	the	system	behaves	as	a	blocking	electrode.	In	this	case,	the	response	
of	 the	 system	 can	 be	 modelled	 by	 a	 resistance	 (Re)	 in	 series	 with	 a	
capacitance	(Cdl).	
Table	 3	 summarizes	 the	 values	 of	 these	 parameters.	 As	 can	 be	 seen,	
although	 the	 Chi‐square	 obtained	 is	 quite	 high	 (>100)	 the	 capacitance	
values	 from	 the	 simulations	 correspond	 to	 that	 expected	 for	 the	








Time	(h)	 0.25	 24	 168	 672	
Re	(·cm2)	 8.97	 7.31	 7.76	 6.93	
Cdl	(F/cm2)	 42.58	 23.85	 14.99	 13.68	
Rct	(M·cm2)	 0.37*	 1.27**	 ‐	 ‐	
Chi‐sqr	(10‐3)	 370	 390	 5870	 10640	
d	(nm)	 0.69	 1.23	 1.95	 2.14	
*Estimated error for Rct : 11%; ** Estimated error for Rct : 17% 
Table	3.	Electrical	parameters	values	of	the	unmodified	specimen,	including	the	
electrical	equivalent	circuit	used	to	fit	the	spectra.	
Nevertheless,	 the	 experimental	 data	 were	 also	 simulated	 by	 the	 same	
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capacitances.	 The	 quality	 of	 the	 fitting	 notably	 improves	 leading	 to	 Chi‐
square	values	about	10‐3	(values	included	in	Table	4).	
The	capacitance	is	related	to	film	thickness	according	to	[41]	as:	
ܥ ൌ ߝߝ଴݀ 										ሾ1ሿ	
where	 C	 is	 the	 capacitance	 in	 F/cm2,	 ε	 is	 the	 dielectric	 constant	 of	 the	








Time	(h)	 0.25	 24	 168	 672	
Re	(·cm2)	 8.79	 7.10	 7.24	 6.33	
CPEdl
(Ssn/cm2) 54.68	 29.82	 19.42	 20.13	
	 0.92	 0.93	 0.92	 0.90	
Rct
(M·cm2)	 0.69	 3.21	 ‐‐‐	 ‐‐‐	
Chi‐sqr




(F/cm2)	 28.11	 15.77	 ‐	 ‐	




(F/cm2)	 ‐	 ‐	 8.98	 7.43	
dB‐e	(nm)	 ‐	 ‐	 3.25	 3.93	
Table	4.	Electrical	parameters	values	of	the	non‐anodized	specimen,	including	the	
electrical	 equivalent	 circuit	with	CPE	used	 to	 fit	 the	 spectra.	Thickness	 values	of	
the	 oxide	 film	 formed	 on	 the	 unmodified	 specimen	 estimated	 from	 different	
effective	capacitances,	Ceff.	
Using	the	values	of	the	fitted	parameters	for	Cdl,	in	Table	3,	the	thickness	of	
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However	when	a	CPE	is	used	to	model	the	double	layer	capacitance	due	to	
the	non‐ideal	 interface	 conditions	of	 the	 surface,	 attributed	 to	 roughness,	
non‐uniform	 distribution	 of	 the	 current	 density	 on	 the	 surface,	 and/or	 a	
distribution	 of	 dielectric	 relaxation	 times	 [43,	 44],	 the	 conversion	 to	
capacitance	from	the	CPE	parameters	‐the	magnitude	(Q)	and	the	exponent	
(α)‐	 is	 not	 so	 straightforward.	 In	 order	 to	 estimate	 the	 values	 of	 the	
capacitance	 from	CPE,	different	approaches	have	been	done.	Hirschorn	et	
al.	 published	 a	 complete	 study	 about	 the	 applicability	 of	 capacitance‐CPE	
relations	 depending	 on	 the	 appropriate	 time‐constant	 distribution	
function.	 These	 authors	 distinguished	 between	 surface	 and	 normal	 time‐
constant	 distributions	 [41].	 For	 a	 surface	 time‐constant	 distribution	 (2‐D	
distribution),	the	effective	capacitance,	Ceff,	associated	with	the	CPE	can	be	
expressed	as	followed:	
ܥ௘௙௙ ൌ ܳଵ ఈൗ ൣܴ௘ିଵ ൅ ܴ௧ିଵ൧
ఈିଵ ఈൗ 							ሾ2ሿ			
when	the	impedance	of	the	CPE	is	expressed	using		ܼ஼௉ா ൌ ଵொሺ௝௪ሻഀ	
where	Q	 is	 the	magnitude	 of	 the	CPE,	 α	 is	 exponent	 of	 the	CPE,	 Re	 is	 the	
electrolyte	resistance,	and	Rt	is	the	polarization	resistance.	This	expression	
is	 equivalent	 to	 that	defined	by	Brug	 et	 al.	 [45]	 for	 a	 surface	distribution	
with	a	different	definition	of	the	ZCPE	parameters,	ZCPE=	Q/(jw)1‐α.	
In	 the	 limit	 that	Rct	 becomes	 infinitely	 large,	 for	 a	 blocking	 electrode,	 the	
equation	(2)	becomes:	
ܥ௘௙௙ ൌ ܳଵ ఈൗ ∗ ܴ௘ଵି ఈൗ 				ሾ3ሿ			
Table	 4	 shows	 the	 thickness	 of	 the	 native	 oxide	 layer,	 deff,	 of	 the	 non‐
anodized	specimens	using	equation	(2)	and	the	Ceff	calculated	from	the	CPE	
using	 the	 equations	 (3)	 ‐2‐D	 distribution‐	 or	 (4)	 ‐blocking	 electrode‐.	
Although	 the	 values	 also	 showed	 the	 same	 increasing	 trend,	 than	 that	
estimated	from	the	Cdl,	the	thickness	values	calculated	from	Ceff	are	slightly	
higher	 and	 are	 of	 the	 same	 order	 than	 those	 reported	 in	 literature	 for	
titanium	 and	 titanium	 alloys[46].	 Moreover,	 the	 initial	 values	 for	 the	
thickness	of	the	native	oxide	are	more	consistent	than	that	described	using	
the	Cdl	parameter,	which	value	appears	to	be	too	low,	0.69	nm.	
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On	 the	 contrary,	NP	 and	NT	 specimens	 exhibit	more	 complex	 impedance	
responses.	The	NP	specimens	‐Fig.	6b‐	show	two	time‐constants	placed	at	









as	 the	 NP	 specimens	 but,	 they	 are	 placed	 in	 different	 frequency	 ranges	
suggesting	 that	 different	 mechanisms	 are	 occurring.	 An	 important	
contribution	 is	 observed	 at	 low‐frequency	 range	 (~100‐10‐2	 Hz)	 at	 early	
immersion	 times	 that	 evolves	 with	 time.	 The	 low‐frequency	 response	
becomes	more	relevant	and	dominates	over	the	time	constant	recorded	at	
medium‐frequency	 (~103‐100	 Hz).	 Both	 contributions	 correspond	 to	 the	
response	of	the	substrate,	which	is	covered	by	a	native	oxide,	placed	at	the	
bottom	of	 the	 inter‐tubular	 space,	 Fig.	 3f.	 As	 the	 PBS	 solution	 penetrates	
through	the	 inter‐tubular	space	and	reaches	the	alloy,	Fig.	3h,	 the	current	
flows	through	the	lower	resistance	path,	and	therefore	the	contribution	of	
the	 substrate	 dominates	 the	 impedance	 response	 of	 the	 NT.	 The	 time	
constant	 at	medium‐frequency	 relates	 to	 the	 capacitance	 of	 the	 substrate	
covered	by	a	native	oxide	 film	exposed	at	 the	bottom	of	 the	 inter‐tubular	
space	 while	 the	 low‐frequency	 response	 corresponds	 to	 the	 diffusive	
behaviour.	 The	 low‐frequency	 contribution	 reveals	 that	 the	 diffusive	
response	is	more	relevant	at	longer	immersion	times,	since	the	native	oxide	
layer	 at	 the	 bottom	 of	 the	 inter‐tubular	 space	 thickens	 blocking	 the	
cathodic	reaction.	
The	 impedance	 spectra	 of	 the	 NT	 layers	 were	 modelled	 with	 the	 same	
equivalent	 circuit	 than	 NP,	 although	 the	 electrical	 parameters	 have	
different	 physical	 meaning.	 The	 CPEi,	 Ri	 corresponds	 to	 the	 capacitance	
associated	 with	 the	 native	 oxide	 film	 and	 the	 charge‐transfer	 resistance	
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respectively	 More	 recently,	 Cordoba‐Torres	 et	 al.	 [38]	 suggest	 that	 an	
alternative	 impedance	 representation	 data	 using	 the	 effective	 CPE	
exponent	parameter	allow	a	more	accurate	analysis	of	 the	TiO2	nanotube	
porous	layers,	pointing	out	that	a	third	time	constant	can	be	identified	for	a	
TiO2	 double	 layered	 interface.	 Nevertheless,	 in	 the	 work,	 the	 authors	
consider	 that	 further	 studies	 are	 still	 required	 for	 a	 in‐depth	
characterization.	






Time	(h)	 0.25 24	 168	 672	 0	 24	 168	 672	
Re	(Ω·cm2)	 16.19 13.29 11.84 14.54 18.79	 13.24 13.20	 11.76	
*CPEi	(µSsn/cm2)	 1.37	 1.08	 1.28	 1.54	 30.55	 21.70 16.81	 13.62	
	 0.94	 0.97	 0.95	 0.93	 0.93	 0.95	 0.95	 0.95	
*Ri		(kΩ·cm2)	 1.16	 0.76	 1.06	 1.09	 5.59	 25.11 46.24	 145.47	
W	 CPEw(µSs
n/cm2) 12.94 15.19 6.96	 9.11	 178.51 88.62 39.52	 6.21	
	 0.66	 0.63	 0.68	 0.67	 0.86	 0.79	 0.67	 0.42	





Additionally	 to	 the	 capacitance‐CPE	 relations	 previously	 mentioned	 –2D	
distribution	 and	 blocking	 electrode‐,	 Hirschorn	 et	 al.[41]	 also	 described	
that	for	a	normal	time‐constant	distribution	(3‐D	distribution),	the	effective	
capacitance	associated	with	CPE	can	be	expressed	as:	
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where	Rf	is	the	film	resistance.	This	equation	is	equivalent	to	that	proposed	
by	Hsu	and	Mansfeld	[47]	in	terms	of	wmax:	





The	 effective	 capacitance	 (Ceff)	 calculated	 using	 equations	 (2)	 ‐2‐D	
distribution‐	 and	 (4)	 ‐3‐D	 distribution‐	 and	 the	 thickness	 of	 the	 oxide	
layers	(deff)	are	presented	in	Table	6.	
The	determination	of	 the	oxide	thickness,	deff,	 from	equation	(1)	has	been	
estimated	 assuming	 that	 the	 dielectric	 constant	 of	 the	 oxide	 film	 are	
independent	of	position	and	ε=33	corresponding	to	the	dielectric	constant	




	 	 NP	 NT	











(F/cm2) 0.68	 0.73	 0.75	 0.72	 17.39 14.13	 10.8	 8.6	











(F/cm2) 0.9	 0.98	 0.93	 0.98	 26.7	 21.02	 16.59	 14.12	
d3‐D	
(nm)	 32.53 33.37 31.28	 29.85 1.09	 1.39	 1.76	 2.07	
Table	6.	Thickness	calculation	of	the	oxide	film	of	the	NP	and	NT	layers	using	a	2‐D	
or	3‐D	time	constant	distributions	to	estimate	the	effective	capacitance,	Ceff.	
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For	 all	 immersion	 times,	 the	 thickness	 of	 the	 barrier	 layer	 of	 the	 NP	
specimens	 using	 the	 Ceff	 calculated	 from	 the	 3‐D	 distribution	 equation	 is	




estimate	 the	 Ceff,	 Table	 6.	 Thus	 it	 is	 consistent	 with	 the	 evolution	 of	 the	
native	oxide	layer	of	the	titanium	alloy	surface	in	the	bottom	of	the	inter‐
tubular	 space	 and	 not	 with	 the	 thickness	 of	 the	 barrier	 layer	 of	 the	
nanotube	measured	by	TEM,	about	40	nm.	
A	time‐constant	distribution	on	TiO2	nanotubes	has	been	also	explored	by	
Tsui	 et	 al.	 [48].	 These	 authors	 have	 used	 a	 transmission	 line	 model	 to	




The	 EIS	 results	 suggest	 that	 the	 assumption	 of	 a	 surface	 time‐constant	
distribution	 (2‐	 D	 distribution)	 provides	 satisfactory	 values	 for	 the	
thickness	of	the	barrier	layer	for	the	NP,	but	also	for	the	coarsening	of	the	
native	oxide	film	onto	the	non‐anodized	specimens	and	onto	the	substrate	
placed	 at	 the	 bottom	 of	 the	 inter‐tubular	 space	 in	 NT	 anodic	 films.	 This	
work	 shows	 that	 a	 careful	 analysis	 of	 the	 impedance	 response	 supplies	
relevant	information	about	the	nanostructure	of	the	anodic	films.	
4.	Conclusions	
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The	composition	of	 the	nanostructured	anodic	 layers	(NP	and	NT)	can	be	
expressed	 as	 a	 oxide,	 (TiNbZrO)x	 with	 (x<1)	 and	 a	 mixture	 of	 fluoride	
compounds,	TiF4,	NbF5,	ZrF4.	
Nanoporous	anodic	layers	‐NP‐	grown	for	5	minutes	show	higher	corrosion	
resistance	 than	 nanotubular	 layers,	 NT	 fabricated	 for	 60	 minutes,	 with	
superior	 barrier	 properties	 and	 long	 term	 electrochemical	 stability.	 The	
higher	 compactness	 of	 the	 NP	 layer	 ‐small	 pore	 size	 and	 the	 absence	 of	
interpores	spaces‐	compared	to	NT	layer	appear	to	be	the	responsible	 for	
the	better	protective	properties.	
The	 impedance	 results	 show	 either	 the	 native	 oxide	 films	 or	 the	 anodic	
films	 present	 a	 two	 dimensional	 time–constant	 distribution.	 The	 careful	
analysis	 of	 the	 CPE	 supplies	 relevant	 information	 of	 the	 nanostructural	
parameters	 of	 the	 oxide	 layers,	 such	 as	 the	 barrier	 thickness	 and	 the	
presence	 of	 inter‐tubular	 spaces	 through	 the	 layer	 that	 jeopardizes	 the	
protective	properties.	
The	 control	 of	 the	 nanostructure	 of	 the	 anodic	 layers	 fabricated	 on	
Ti13Nb13Zr	 is	 the	 key	 factor	 to	 fabricate	 oxide	 layers	 with	 better	
performance.	 Both	 the	 nanoporous	 morphology	 and	 the	 complex	
composition	of	the	oxide,	enhances	the	corrosion	resistance.	
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Los	 resultados	 de	 esta	 tesis	 han	 permitido	 entender	 la	 estrecha	 relación	
que	guardan	la	morfología	de	las	capas	anódicas	de	óxido	de	titanio	con	las	




de	 los	 parámetros	 del	 proceso	 de	 anodizado.	 Así	 mismo,	 se	 han	




4.1	 Crecimiento	 y	 caracterización	 superficial	 de	 capas	 anódicas	
crecidas	sobre	Ti6Al4V	en	medio	H2SO4/HF	
En	 primer	 lugar,	 el	 trabajo	 se	 centró	 en	 la	 obtención	 de	 capas	 anódicas	
nanoestructuradas	de	óxido	de	titanio	dopadas	con	flúor	(apartado	3.1),	ya	
que	diferentes	estudios	en	la	bibliografía	mostraban	que	pre‐tratamientos	
con	 soluciones	 que	 contenían	 fluoruros	 estimulaban	 la	 respuesta	 ósea	
alrededor	del	implante	de	titanio,	tanto	en	ensayos	in	vitro	como	in	vivo	[1‐
4],	además	de	que	la	presencia	de	este	elemento	en	la	superficie	del	titanio	
podría	 proporcionar	 a	 la	 superficie	 propiedades	 antibacterianas	 [5].	 El	
crecimiento	 de	 capas	 nanoestructuradas	 de	 TiO2	 parece	 ser	 una	 vía	
adecuada	 para	 funcionalizar	 la	 superficie	 de	 las	 aleaciones	 de	 titanio	
empleadas	en	aplicaciones	biomédicas	ya	que	la	mayoría	de	los	electrolitos	
que	permiten	 crecer	 capas	nanoestructuradas	 contienen	 fluoruros	que	 se	
incorporarían	a	la	capa	durante	el	proceso	de	crecimiento.		
En	 una	 primera	 etapa	 se	 crecieron	 capas	 anódicas	 sobre	 Ti6Al4V	
empleando	una	mezcla	de	ácidos	(H2SO4/HF),	a	dos	condiciones	de	voltaje	
(20	y	 60	V)	 y	 tiempo	 (5	 y	60	minutos),	 con	 el	 fin	de	obtener	 estructuras	
nanotubulares	dopadas	con	flúor	y	optimizar	la	morfología,	composición	y	






el	 que	 crece	 en	 la	 fase	 α,	 debido	 a	 la	mayor	 solubilidad	 de	 los	 óxidos	 de	
vanadio	que	crecen	en	la	fase	β	[6,	7].	
Las	capas	anódicas	crecidas	a	20	V	y	5	minutos	de	anodizado	presentaron	
una	 estructura	 nanoporosa	 con	 un	 diámetro	 de	 poro	 de	 ~20	 nm	 y	 un	
espesor	de	 capa	de	~110	nm,	de	 los	 cuales	~45	nm	son	de	 capa	barrera.	
Mientras	que	a	20	V	y	60	minutos	de	anodizado	 la	morfología	de	 la	 capa	
evoluciona	y	se	forman	estructuras	nanotubulares	que	crecen	sobre	la	fase	
α	 con	 un	 diámetro	 de	 ~100	 nm	 y	 un	 espaciamiento	 entre	 nanotubos	 de	
~30	nm.	El	espesor	de	 la	capa	anódica	es	de	~230	nm,	de	 los	cuales	~25	
nm	corresponden	al	espesor	de	la	capa	barrera.		
Las	 capas	 crecidas	 a	 60	 V	 y	 5	 minutos	 muestran	 una	 morfología	
nanoporosa	caracterizada	por	una	capa	barrera	más	grande,	~140	nm,	que	
la	obtenida	a	20	V	para	el	mismo	tiempo	de	anodizado,	con	un	diámetro	de	
poro	 de	 ~15	 nm	 y	 un	 espesor	 total	 de	 capa	 de	 ~200	 nm.	 A	 tiempos	 de	
anodizado	 más	 largos	 (60	 minutos),	 la	 capa	 presenta	 una	 estructura	





nanocristales	 de	 rutilo,	 tanto	 para	 20	 V	 como	 60	 V,	 a	 diferencia	 de	 lo	
indicado	 en	 la	 bibliografía	 para	 las	 capas	 anódicas	 crecidas	 sobre	 titanio	
puro	en	una	solución	de	1M	H2SO4	y	0.15	wt%	HF.	En	este	caso,	los	análisis	
de	difracción	de	rayos	X,	 indicaban	 la	presencia	de	anatasa	y	de	rutilo	en	
diferentes	 proporciones	 en	 las	 capas	 anódicas	 crecidas	 en	 voltajes	
comprendidos	entre	los	25	V	y	los	40	V	[8].	
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La	 determinación	 de	 la	 composición	 y	 la	 eficiencia	 del	 proceso	 de	
anodizado	 se	 realizó	 mediante	 espectroscopía	 de	 retrodispersión	 de	
Rutherford	 (RBS)	 revelando	 que	 las	 capas	 anódicas	 formadas	 a	 20	 V	
contienen	 entre	 ~6	 y	 ~4	 %	 at.	 de	 flúor	 en	 su	 estructura	 para	 5	 y	 60	
minutos,	respectivamente.	Esta	disminución	en	la	concentración	de	flúor	en	








%	 para	 60	 minutos	 a	 20	 V	 y	 de	 79.8	 para	 5	 minutos	 a	 5.3	 %	 para	 60	
minutos	 a	 60	 V.	 La	 disminución	 en	 la	 eficiencia	 del	 proceso	 se	 debe	
fundamentalmente	 al	 proceso	 de	 disolución	 química	 observada	 en	 la	
formación	 de	 estructuras	 nanoporosas/nanotubulares	 sobre	 titanio	 y	 sus	
aleaciones	 en	 medios	 acuosos	 ácidos	 que	 contienen	 fluoruros	 [9,	 10].	
Además	de	determinar	la	eficiencia	del	proceso	de	anodizado,	se	estimó	la	
composición	molecular	media	de	los	distintos	óxidos	crecidos	a	lo	largo	de	
la	 capa	 anódica,	 obteniendo	que	 las	 capas	 crecidas	 a	 20	V	presentan	una	
composición	 molecular	 media	 de	 TiO1.6·0.06TiF4·0.12Al2O3·0.033V2O5	 y	
TiO1.44·0.036TiF4·0.11Al2O3·0.034V2O5	 para	 5	 y	 60	 minutos	
respectivamente,	 mientras	 que	 a	 60	 V	 presentan	 una	 composición	 de	









4.2	 Crecimiento	 y	 caracterización	 superficial	 de	 capas	 anódicas	
crecidas	sobre	Ti6Al4V	en	medio	NH4H2PO4/NH4F	
Sin	 embargo,	 el	 principal	 inconveniente	 que	 presentan	 las	 capas	
nanoestructuradas	 crecidas	 en	 H2SO4/HF	 son	 la	 baja	 relación	
espesor/diámetro	de	poro.	Este	hecho	motivó	la	búsqueda	y	optimización	
de	condiciones	de	crecimiento	que	permitieran	generar	capas	anódicas	con	
una	 relación	 espesor/diámetro	 de	 poro	 alta	 (high‐aspect	 ratio)	 para	
aumentar	 la	 funcionalidad	 de	 las	 nanoestructuras	 de	 óxido	 de	 titanio	
crecidas,	 por	 ejemplo	 para	 ser	 empleadas	 como	 reservorio	 de	
medicamentos	 que	 pudieran	 ser	 liberados	 in‐situ	 ante	 una	 posible	
infección.	 Los	 primeros	 resultados	 obtenidos	 en	 nuestro	 grupo	 se	
recogieron	 en	 el	 trabajo	 "Growth	 of	 TiO2‐based	 nanotubes	 on	 Ti–6Al–4V	
alloy".	En	este	 trabajo	se	empleó	un	baño	de	anodizado	que	contenía	una	
solución	 buffer	 de	 NH4H2PO4	 con	 diferentes	 concentraciones	 de	 sales	 de	
fluoruro,	desde	0.15	M,	0.3	M	a	0.45	M	de	NH4F.	A	un	voltaje	constante	de	





crecidas	 en	medios	 ácidos	 con	HF,	 además	 de	 incorporar	 en	 la	 capa	 una	
concentración	de	flúor	del	orden	de	~12	%	at.,	que	no	había	sido	descrito	
en	la	bibliografía	hasta	el	momento.		
Por	 tanto,	 los	 resultados	 revelan	 que	 el	 espesor	 de	 las	 películas	
nanotubulares	 crecidas	 en	 la	 aleación	 Ti6Al4V	 puede	 ser	 controlado	




en	 titanio	 puro	 empleando	 distintas	 mezclas	 de	 electrolitos	 como	
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Na2SO4/NaF,	 (NH4)2SO4/NH4F,	 donde	 determinaron	 que	 la	 clave	 para	 la	
obtención	de	estructuras	con	un	“high‐aspect	ratio”,	es	el	control	del	pH	del	
baño	 de	 anodizado	 y	 en	 especial	 de	 la	 acidificación	 localizada	 que	 se	
produce	 en	 el	 fondo	 de	 los	 nanotubos	 debido	 a	 los	 mecanismos	 que	











desde	 el	 punto	 de	 vista	 biomédico	 ya	 que	 podrían	 servir	 como	 sistemas	
liberadores	de	fármacos	de	forma	controlada.	Por	ello,	se	decidió	estudiar	
si	 mediante	 la	 aplicación	 de	 diferentes	 escalones	 de	 voltaje	 se	 podía	
conseguir	variar	el	diámetro	de	los	nanotubos	durante	el	crecimiento	de	las	





de	anodizado	 influye	de	 forma	determinante	 en	 las	 características	 finales	
de	 las	 capas	 anódicas	 (morfología,	 espesor,	 diámetro	 de	 poro,	 etc.).	 Por	
tanto,	 en	 primer	 lugar	 se	 determinó	 la	 influencia	 de	 la	 concentración	 de	
fluoruros	 en	 el	 baño	 incorporados	 mediante	 una	 sal,	 NH4F,	 (0.15,	 0.3	 y	
0.45M)	 en	 la	 morfología	 de	 las	 capas	 anódicas	 crecidas	 mediante	 la	
aplicación	 de	 un	 escalón	 de	 voltaje,	 10‐20	 V,	 10	 V	 durante	 30	 minutos	
seguido	de	un	segundo	tramo	a	20	V	durante	60	minutos.		
Un	aumento	en	la	concentración	de	NH4F	provoca	el	aumento	del	diámetro	
de	 las	 bocas	 de	 los	 nanoporos/nanotubos	 formados,	 variando	 desde	 los	
~15	nm	para	una	concentración	de	0.15	M	NH4F	hasta	los	~63	nm	para	una	
concentración	de	0.45	M	NH4F.	Esto	es	debido	a	la	mayor	disolución	de	las	








anódicas	 crecidas	 presentan	 morfología	 diferente	 dependiendo	 de	 la	
concentración	 de	 iones	 fluoruro	 del	 medio.	 Para	 0.15	 M	 NH4F,	 las	 capas	
presentan	una	estructura	dual,	nanoporosa	de	~180	nm	de	espesor	en	 la	
interfase	 electrolito/óxido	 y	 nanotubular	 de	 ~480	 nm	 en	 la	 intercara	
óxido/metal.	Esta	morfología	de	capa	ha	sido	también	encontrada	por	otros	
autores	tanto	para	titanio	puro	como	para	Ti6Al4V	[11,	16].	Sin	embargo,	el	
mecanismo	 que	 explica	 la	 transición	 de	 una	 capa	 nanoporosa	 a	
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baño,	y	se	obtienen	estructuras	nanotubulares	a	lo	largo	de	toda	la	capa	de	
óxido.	
El	 espesor	de	 la	 capa	barrera	en	 las	 capas	anódicas	 crecidas	 aplicando	el	
escalón	 de	 potencial	 10‐20	 V	 es	 de	 ~40	 nm	 para	 todos	 los	 medios	
estudiados	 lo	 que	 sugiere	 un	 factor	 de	 crecimiento	 de	 2	 nm/V	 en	 el	
segundo	 tramo	 del	 escalón	 20	 V	 durante	 60	 minutos)	 ya	 que	 el	 último	
voltaje	aplicado	(20	V)	determina	las	características	de	la	capa	de	óxido	en	
la	intercara	óxido/metal	[18‐22].	






Las	 diferentes	 valores	 de	 potencial	 aplicado	 en	 el	 escalón	 promueven	
cambios	 significativos	 en	 la	morfología	 de	 las	 estructuras	 nanotubulares,	
















disminución	 del	 espesor	 se	 debe	 a	 que	 las	 capas	 están	 sometidas	 a	 una	
mayor	 disolución	 asistida	 por	 el	 campo	 dado	 que	 uno	 de	 los	 votajes	
aplicados,	40	V,	es	mayor	que	en	las	otras	condiciones	estudiadas.	
Los	resultados	obtenidos	están	de	acuerdo	con	 las	curvas	de	densidad	de	






10‐20	 V,	 y	 con	 diferentes	 concentraciones	 de	 NH4F,	 revela	 un	 contenido	
similar	 de	 flúor	 para	 todas	 las	 capas,	 del	 orden	 de	 ~9	 ‐	 10	%	 at.	 y	 una	
composición	 molecular	 media	 de	 TiO1.24·0.080TiF4·0.067Al2O3·0.044V2O5	
para	una	concentración	de	0.15	M	NH4F,	mientras	que	las	capas	crecidas	a	




potencial,	 muestran	 contenidos	 de	 flúor	 entre	 ~9	 ‐	 12	 %	 at.	 y	 una	
composición	 molecular	 media	 de	 TiO0.87·0.073TiF4·0.098Al2O3·0.039V2O5	
para	 la	 capa	 anódica	 crecida	 a	 20‐40	 V	 y	
TiO0.98·0.094TiF4·0.111Al2O3·0.045V2O5	para	la	capa	crecida	a	20‐30	V.		
La	 eficiencia	 del	 proceso	 de	 anodizado	 de	 las	 capas	 crecidas	 a	 un	mismo	
escalón	 de	 potencial	 (10‐20	 V)	 disminuye	 conforme	 aumenta	 la	
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Las	capas	crecidas	aplicando	distintos	escalones	de	potencial	muestran	una	
eficiencia	del	proceso	de	anodizado	del	orden	de	22	‐	26	%,	lo	que	sugiere	
que	 la	 eficiencia	 del	 proceso	 no	 depende	 de	 la	 magnitud	 del	 voltaje	
aplicado	sino	que	está	asociada	principalmente	a	la	disolución	química	del	
óxido	debido	a	la	presencia	de	iones	fluoruro.	
La	 caracterización	 estructural	 y	 composicional	 de	 las	 capas	 anódicas	
crecidas	 tanto	 en	H2SO4/HF	 como	 en	NH4H2PO4/NH4F	mediante	 distintas	




capa	 que	 se	 muestra	 en	 la	 figura	 4.2.	 En	 la	 figura	 4.2a	 se	 recoge	 el	
movimiento	y	la	distribución	de	los	iones	en	la	capa	y	en	la	figura	4.2	b	se	
presenta	 la	 composición	 de	 las	 capas	 anódicas	 crecidas	 sobre	 la	 aleación	


















se	 ha	 completado	 con	 la	 evaluación	 de	 su	 comportamiento	 frente	 a	 la	
corrosión	 mediante	 curvas	 de	 polarización	 potenciodinámicas	 (CP)	 y	











de	 referencia	 describen	 el	 comportamiento	 típico	 de	 un	material	 pasivo,	
presentando	 todas	 las	 capas	 anódicas,	 independientemente	 de	 su	
morfología,	 una	 densidad	 de	 corriente	 de	 pasivación	 (ipass)	 menor	 o	 del	
mismo	orden	que	la	muestra	de	referencia.		







nanotubular	 crecida	 a	 20V‐60	 min	 (HF),	 con	 unas	 características	
morfológicas	 determinadas,	 exhibe	 un	 potencial	 de	 picadura	 a	 valores	
similares.	 El	 electrolito	 penetra	 a	 través	 de	 los	 espacios	 intertubulares	
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originando	 la	 aparición	 de	 picaduras.	 Estas	 capas	 NT	 presentan	 un	
espaciado	de	~30	nm,	el	mayor	de	todas	las	capas	NT	estudiadas,	tabla	4.1.	
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potenciodinámicas,	 se	 estudió	 su	 estabilidad	 química	 a	 tiempos	 de	










Por	el	 contrario,	 las	 capas	con	estructura	nanotubular,	NT,	presentan	dos	
comportamientos	 distintos	 asociados	 al	 espaciamiento	 intertubular	 que	
presentan	estas	capas.		
Capas	NT	con	espaciamiento	intertubular	inferior	a	~30	nm,	muestran	una	
respuesta	 electroquímica	 que	 evoluciona	 con	 el	 tiempo	 de	 inmersión.	 A	
tiempos	 cortos	 de	 inmersión,	 se	 aprecian	 dos	 constantes	 de	 tiempo,	
estando	 la	 constante	 de	 tiempo	 de	 altas	 frecuencias	 asociada	 a	 la	 capa	
nativa	de	óxido	que	crece	en	el	sustrato	expuesto	a	través	de	 los	espacios	
intertubulares	y	la	constante	de	tiempo	a	bajas	frecuencias	relacionada	con	
los	 procesos	 de	 difusión	 ocurridos	 en	 la	 capa	 barrera.	 En	 este	 caso,	 las	
constantes	de	 tiempo	 se	 localizan	 en	 los	mismos	 intervalos	de	 frecuencia	




10‐20V	 (0.3M	 NH4F)	 presentan	 3	 constantes	 de	 tiempo,	 asociadas	 a	 la	
respuesta	de	la	capa	barrera	del	nanotubo	(105	‐	~102	Hz),	al	óxido	nativo	
que	crece	en	el	 sustrato	expuesto	a	 través	de	 los	espacios	 inter‐tubulares	
(~102	‐	~5·10‐1	Hz)	y	a	un	proceso	de	difusión	(~5·10‐1	‐	10‐2	Hz).	
Mientras	que	las	capas	NT	con	un	espaciamiento	de	~30	nm	no	presentan	
la	 tercera	 constante	 de	 tiempo	 a	 24	 horas,	 por	 lo	 que	 la	 respuesta	
electroquímica	 de	 estas	 capas	 es	 debida	 únicamente	 a	 la	 capa	 nativa	 de	
óxido	 que	 crece	 sobre	 el	 sustrato	 en	 el	 fondo	 de	 los	 espaciamientos	
intertubulares	y	 a	 los	procesos	difusivos	 a	 través	de	estas	 capas,	durante	
todos	los	tiempos	de	inmersión	estudiados.	
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En	la	bibliografía	se	asocian	las	dos	constantes	de	tiempo	con	la	respuesta	
de	la	parte	porosa	externa	y	la	respuesta	de	la	capa	barrera	interna	de	las	





barrera,	 la	 respuesta	 del	 sustrato	 expuesto	 entre	 los	 espacios	




la	 presente	 tesis	 doctoral	 (c,	 d	 y	 e),	 para	 simular	 los	 espectros	 de	 las	 capas	
anódicas	obtenidos	mediante	EIS.	
La	 simulación	 de	 los	 espectros	 de	 impedancia	 empleando	 los	 circuitos	
equivalentes	 propuestos	 para	 las	 distintas	 morfologías	 de	 las	 capas	
a) b)
Rs= resistencia del electrolito









Re= resistencia del electrolito
CPEbarrier‐Rbarrier = asociadas a las propiedades a la capa barrera
CPEdl –Rct = asociadas a las propiedades del sustrato expuesto a
















anódicas	 (fig.	 4.3	 c‐e)	 proporcionan	 un	 buen	 acuerdo	 entre	 los	 datos	
experimentales	 y	 los	 simulados,	 pudiéndose	 correlacionar	 las	
características	morfológicas	 de	 las	 capas	 anódicas,	 como	 el	 espesor	 de	 la	
capa	barrera,	con	los	datos	medidos	mediante	otras	técnicas	como	TEM.	
Para	 llevar	 a	 cabo	 las	 simulaciones	 se	 han	 empleado	 elementos	 de	 fase	
constante	 ‐CPE‐,	 que	 son	 considerados	 un	 promedio	 estadístico	 de	 las	
componentes	 resistivas	 y	 capacitivas	 existentes	 sobre	 la	 superficie	 del	
electrodo	de	trabajo.		
La	 determinación	 de	 la	 capacidad	 del	 sistema	 a	 partir	 de	 los	 CPE	 no	 se	




de	capacidad	efectiva,	Ceff,	para	 referirse	a	 la	 capacidad	resultante	de	una	
superficie,	y	puede	ser	debida	a	una	distribución	de	constantes	de	tiempo	a	
lo	largo	de	la	superficie	(2‐D)	o	en	la	dirección	normal	a	ésta	(3‐D)	[29‐31].	






una	 3‐D,	 y	 se	 determinó	 a	 partir	 de	 dicho	 valor,	 el	 espesor	 de	 las	 capas	
barrera	y	el	espesor	del	óxido	nativo	de	la	muestra	de	referencia	según	la	
siguiente	ecuación:		









presentan	 valores	 de	 la	 capa	 barrera	 de	 47.97	 ±	 0.98	 y	 28	 ±	 5.81	 nm	




Las	 capas	 con	 morfología	 dual	 presentan	 espesores	 de	 la	 capa	 barrera	
similares,	siendo	para	una	distribución	2‐D	de	50.89	±	2.96	nm	para	la	capa	
crecida	 a	 20V‐60	min	 (0.15M	NH4F)	 y	 de	 25.65	 ±	 0.67	 nm	 para	 la	 capa	
crecida	a	10V‐30	min	(0.3M	NH4F).		
Por	otra	lado,	las	capas	con	morfología	nanotubular	crecidas	a	20V‐60	min	
(HF)	 muestran	 valores	 de	 espesor	 similares	 a	 los	 de	 la	 muestra	 de	
referencia,	tanto	para	una	distribución	2‐D	como	3D	entorno	a	3.72	±	1.36	
y	 1.99	 ±	 0.31	 nm,	 respectivamente.	Mientras	 que	 las	 otras	 dos	 capas	 NT	
crecidas	a	20V‐60	min	(0.3M	NH4F)	y	a	10‐20V	(0.3M	NH4F)	muestran	un	
incremento	del	espesor	en	función	del	tiempo	de	inmersión.		
Las	 capas	 crecidas	 a	 20V‐60	min	 (0.3M	NH4F)	 presentan	 un	 aumento	 de	
espesor	desde	6.38	nm	a	las	0	horas,	31.94	nm	a	las	24	horas,	hasta	38.39	
nm	al	final	del	ensayo,	672	horas,	para	una	distribución	2‐D;	mientras	que	




una	 distribución	 2‐D	 y	 alcanza	 un	 valor	 máximo	 de	 22.3	 nm	 cuando	 se	
emplea	 una	 distribución	 3‐D.	 En	 ambos	 casos,	 son	 espesores	 inferiores	 a	
los	medidos	mediante	TEM	[24],	 estas	diferencias	 se	pueden	atribuir	a	 la	




estos),	 en	 comparación	 a	 las	 capas	 nanotubulares	 crecidas	 a	 voltaje	
constante	 20V‐60	 min	 (0.3M	 NH4F),	 que	 presentan	 un	 espaciamiento	
intertubular	de	~15	nm	a	lo	largo	de	todo	el	espesor	de	la	capa	anódica.	
El	 espesor	 de	 la	 capa	 barrera	 de	 todas	 las	 capas	 anódicas	 estudiadas	
determinado	 a	 partir	 de	 la	 capacidad	 efectiva	 obtenida	 al	 suponer	 una	
distribución	de	constantes	de	tiempo	superficial	(2D)	es	del	mismo	orden	
al	 medido	 mediante	 TEM	 [11,	 15,	 24].	 Por	 lo	 tanto,	 la	 distribución	 2‐D	
describe	 de	 manera	 más	 adecuada	 el	 comportamiento	 de	 las	 capas	
anódicas	que	la	3D,	análogamente	a	lo	que	se	indica	en	la	bibliografía	para	
capas	anódicas	crecidas	sobre	Ti	[37]	y	Ti13Nb13Zr	[38].	





capas	 de	 TiO2	 dopadas	 con	 flúor	 fueron	 ensayos	 de	 adhesión	 bacteriana	
sobre	las	capas	anódicas	crecidas	a	20	V‐	5	y	60	minutos,	respectivamente,	
en	 una	 solución	 con	 HF.	 Los	 resultados	muestran	 una	 disminución	 de	 la	
adherencia	 tanto	 con	 cepas	 de	 colección	 como	 con	 cepas	 clínicas	 de	 dos	
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Figura	 4.4	 Resultados	 de	 adherencia	 bacteriana	 en	 discos	 de	 Ti6Al4V	 sin	




superficie	 han	 sido	modificadas	 por	 el	 proceso	 de	 anodizado,	 es	 difícil	 a	
priori	 determinar	 cuál	 es	 el	 factor	principal	 que	 controla	 las	 propiedades	
antibacterianas	de	las	superficies	modificadas.	Por	esta	razón,	el	apartado	
3.4a	se	centra	en	identificar	cual	es	el	factor	responsable	de	la	disminución	
de	 la	 adherencia	 bacteriana	 sobre	 la	 superficie	 de	 las	 capas	 anódicas	
crecidas,	si	es	el	contenido	de	flúor	en	la	capa	de	óxido	o	las	características	
topográficas	de	las	capas.	
Para	 ello,	 se	 crecieron	dos	 capas	anódicas	barrera,	 con	y	 sin	 flúor	 (FBL	y	
BL,	respectivamente)	en	su	composición	química.	Las	capas	sin	 flúor	(BL)	
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durante	 120	 minutos	 y	 un	 pH	 igual	 a	 5	 [11],	 obteniendo	 un	 espesor	 de	
~150	nm	con	un	contenido	de	flúor	de	~12	at.	%.		
El	 ensayo	 de	 de	 mojabilidad	 superficial	 mostro	 que	 las	 capas	 FBL	
presentaban	 el	 menor	 ángulo	 de	 contacto	 usando	 agua,	 en	 comparación	
con	 las	 capas	 BL	 y	 la	muestra	 de	 referencia	 (CP),	 con	 valores	 de	 21.36°,	
57.50°	y	52.10°	y,	respectivamente.		
Además,	 las	 capas	 anódicas	 FBL	 presentaron	 los	 valores	 más	 altos	 de	
rugosidad	 (Ra)	 y	 de	 energía	 libre	 superficial,	 que	 las	 demás	 condiciones	
estudiadas,	pero	del	mismo	orden	que	 las	capas	anódicas	con	estructuras	
nanoporosa	y	nanotubular	descritas	en	la	bibliografía	[40].	
Los	 resultados	 de	 adherencia	 bacteriana	 de	 S.	 aureus	 y	 S.	 epidermidis	




Estos	 resultados	 permiten	 concluir	 que	 la	 disminución	 en	 la	 adherencia	
bacteriana	es	debido	a	la	presencia	de	flúor	en	las	capas	anódicas	más	que	
a	la	morfología	de	la	capa	anódica	(barrera	o	nanotubular/nanoporosa).	
Por	 otro	 lado,	 es	 importa	 evaluar	 si	 la	 presencia	 de	 flúor	 en	 las	 capas	
anódicas	altera	la	respuesta	celular	y	la	mineralización	en	comparación	con	
la	aleación	Ti6Al4V	sin	anodizar.	Por	ello,	 se	 llevó	a	 cabo	el	 estudio	de	 la	
capacidad	 de	 proliferación	 y	 mineralización	 de	 células	 osteoblásticas	 de	
ratón	 MC3T3‐E1,	 apartado	 3.4b,	 en	 las	 películas	 anódicas	 con	 diferente	
morfología	y	concentración	de	flúor,	Tabla	4.2.	




capas	 anódicas	 presentan	 un	 aumento	 de	 la	 mineralización	 de	 la	 matriz	
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60	min 100 300 4.2 
Tabla	4.2	Condiciones	de	crecimiento	de	las	capas	anódicas,	empleadas	para	
estudiar	in	vitro	sus	propiedades	de	mineralización	y	crecimiento	celular.	
El	 motivo	 por	 el	 cual	 estas	 células	 osteoblásticas	 proliferan	
preferencialmente	 sobre	 las	 muestras	 NP	 no	 está	 claro.	 Los	 diferentes	
trabajos	 en	 la	 bibliografía	 sobre	 crecimiento	 y	 diferenciación	 celular,	 con	
resultados	similares,	atribuyen	esta	mejora	a	diferentes	factores,	entre	los	
que	 se	 encuentran:	 alteraciones	 superficiales	 a	 la	 escala	 nanométrica	





a	 que	 los	 fluoruros	 se	 liberan	 de	 la	 superficie	 del	 titanio	 mediante	 una	
reacción	 de	 intercambio	 iónico	 con	 los	 fosfatos,	 formándose	 una	 unión	
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hueso	 después	 de	 la	 implantación	 de	 un	 implante	 de	 titanio	 pre‐tratado	 con	
fluoruros	[2].	
Todo	 parece	 indicar	 que	 la	 composición	 química	 de	 las	 capas	 de	 óxido	
crecidas,	 así	 como	 la	 distribución	 de	 los	 iones	 en	 la	 capa,	 y	
fundamentalmente	en	la	superficie,	pueden	ser	 la	clave	de	la	mejora	en	la	




Por	 tanto,	 los	 resultados	 obtenidos	 sobre	 la	 aleación	 de	 titanio	 Ti6Al4V	
indican	 que	 la	 anodización	 es	 un	 método	 rápido	 y	 eficaz	 para	 formar	
películas	 multifuncionales	 de	 óxido	 de	 titanio	 nanoestructurado,	
uniformes,	 con	 una	 composición	 química	 controlada	 y	 una	 buena	




Sin	 embargo,	 uno	 de	 los	 problemas	 que	 presenta	 el	 uso	 de	 la	 aleación	
Ti6Al4V	 como	 biomaterial,	 es	 debido	 a	 los	 posibles	 efectos	 tóxicos	
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asociados	 a	 la	 lixiviación	 del	 aluminio	 o	 el	 vanadio	 dentro	 del	 cuerpo	
humano	 [51,	 52].	 En	 este	 sentido,	 se	 utilizan	 diferentes	 elementos	 de	
aleación	como	Fe,	Nb,	Ta,	Mo,	Zr,	de	menor	 toxicidad	para	reemplazarlos.	
De	 entre	 todas	 las	 aleaciones	 desarrolladas,	 la	 aleación	 Ti13Nb13Zr	 casi	
beta,	que	presenta	una	microestructura	α	martensítica	precipitada	en	una	
matriz	 β,	 es	 una	 de	 las	 candidatas	más	 prometedoras	 para	 sustituir	 a	 la	
aleación	 Ti6Al4V	 en	 los	 implantes	 ortopédicos,	 ya	 que	 presenta	 una	 alta	
resistencia	a	 la	corrosión,	buena	biocompatibilidad	y	un	reducido	módulo	
de	Young	 (64‐83	GPa),	más	cercano	al	hueso	 (10‐30	GPa)	que	 la	aleación	
Ti6Al4V	(105‐120	GPa)	[51,	53,	54].	
Por	este	motivo,	en	la	última	parte	del	trabajo	desarrollado	en	la	presente	
tesis	 doctoral	 se	 decidió	 llevar	 a	 cabo	 el	 crecimiento	 de	 capas	 anódicas	
sobre	 la	 aleación	Ti13Nb13Zr,	 apartado	3.5,	 empleando	un	medio	 acuoso	
de	 H2SO4/HF	 y	 aplicando	 un	 voltaje	 constante	 de	 20	 V	 (condiciones	 de	
crecimiento	 similares	 a	 las	 usadas	 en	 el	 apartado	 3.1	 para	 la	 aleación	 de	
Ti6Al4V).	
Las	 capas	 anódicas	 crecidas	 a	 tiempos	 cortos	 de	 anodizado	 (5	 minutos)	
muestran	una	estructura	nanoporosa	con	un	diámetro	de	poro	de	~25	nm	
y	un	espesor	de	~71nm.	Mientras	que	a	tiempos	más	largos	de	anodizado	
(60	 minutos),	 las	 capas	 presentan	 una	 estructura	 nanotubular	 con	 un	
diámetro	 de	 poro	 entre	~75	 ‐	 100	 nm,	 un	 espaciamiento	 intertubular	 de	
~15	 nm	 y	 un	 espesor	 de	 ~900	 ±	 100	 nm.	 Las	 variaciones	 de	 espesor	 y	
diámetro	 de	 poro	 observado	 en	 las	 capas	 nanotubulares	 depende	
principalmente	 de	 la	 fase	 en	 la	 que	 crecen	 los	 nanotubos	 debido	 a	 las	
diferentes	velocidades	de	disolución	de	los	óxidos	que	crecen	en	cada	fase	
[55,	56].	
La	 eficiencia	 del	 proceso	 de	 anodizado	 en	 esta	 aleación	 disminuye	
conforme	aumenta	el	 tiempo	de	anodizado	de	~56	a	~27	%,	para	5	 y	60	





flúor	 en	 una	 concentración	 del	 orden	 del	 13	 a	 11	 %	 at.	 para	 las	 capas	
nanoporosas	 y	 nanotubulares,	 respectivamente.	 Estos	 valores	 son	
superiores	 a	 los	 obtenidos	 para	 las	 capas	 anódicas	 crecidas	 en	 Ti6Al4V	
empleando	 las	 mismas	 condiciones,	 lo	 que	 está	 relacionado	 tanto	 con	 el	
mayor	espesor	de	las	capas	anódicas	crecidas	en	Ti13Nb13Zr	como	con	su	
composición	 molecular	 media	 obtenida	 mediante	 RBS.	 En	 este	 caso,	 la	
composición	 molecular	 media	 puede	 expresarse	 como	 una	 mezcla	 de	
compuestos	de	fluoruro,	TiF4,	NbF5	y	ZrF4,	y	un	óxido	principal	de	todos	los	
elementos	 de	 la	 aleación,	 (TiNbZrO)x	 con	 x<1.	 Estos	 resultados	 están	 de	
acuerdo	 a	 lo	 indicado	 en	 la	 bibliografía	 para	 capas	 anódicas	 crecidas	 en	
aleaciones	binarias	de	TiZr	y	TiNb	[57,	58].	
Además	de	estudiar	 las	características	morfológicas	de	 las	capas	anódicas	
crecidas	 sobre	 esta	 aleación,	 se	 realizó	 su	 caracterización	 electroquímica	
empleando	 curvas	 de	 polarización	 potenciodinámica	 y	 espectroscopía	 de	
impedancia	electroquímica,	al	igual	que	en	el	apartado	3.3.	
Las	 curvas	 de	 polarización	 muestran	 una	 densidad	 de	 corriente	 de	
pasivación	 de	 ~1.1E‐6	 A/cm2	 tanto	 para	 las	 muestras	 de	 referencia	 (no	
anodizada)	 como	 para	 las	 capas	 nanotubulares,	 NT,	 exhibiendo	 una	






como	 los	dos	 tipos	de	 capa	anódica	 estudiadas	 son	muy	estables	durante	
todo	el	tiempo	de	evaluación	estudiado.	
Ambas	capas	anódicas	muestran	dos	constantes	de	tiempo	bien	definidas	a	
lo	 largo	 del	 tiempo	 de	 inmersión.	 Las	 capas	 con	 estructura	 nanoporosa	
muestran	las	constantes	de	tiempo	en	los	intervalos	de	frecuencia	de	105	‐	
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~102	 Hz	 a	 y	 de	 ~101	 ‐	 10‐2	 Hz,	 mientras	 que	 las	 capas	 nanotubulares	
presentan	las	constantes	de	tiempo	en	otros	rangos	de	frecuencia.	Para	las	
capas	nanotubulares,	la	constante	de	tiempo	situada	entre	105	‐	~10‐1	Hz	a	
0.25h	 de	 inmersión	 se	 desplaza	 hacia	 ligeramente	 con	 el	 tiempo	 de	
inmersión	en	el	rango	de	105	‐	~100	Hz	a	las	672h	y	la	segunda	constante	de	









debido	 a	 la	 señal	 del	 sustrato	 expuesto	 a	 través	 de	 los	 espacios	












CPEi‐ Ri = asociadas a laspropiedades del sustrato
expuesto a través de los
espacios intertubulares.
CPEi‐ Ri = asociadas a laspropiedades a la capa barrera
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De	 la	misma	 forma	 que	 en	 el	 apartado	 3.3,	 se	 calcularon	 las	 capacidades	
efectivas	 a	 partir	 del	 elemento	 de	 fase	 constante,	 CPE,	 asumiendo	 una	
distribución	 2‐D	 o	 3‐D	 de	 las	 constantes	 de	 tiempo	 y	 a	 partir	 de	 estos	
valores	se	determinaron	 los	espesores	de	 la	capa	barrera	y	del	óxido	que	
crece	 sobre	 el	 sustrato	 que	 queda	 expuesto	 a	 través	 de	 los	 espacios	
intertubulares.	
Los	 espesores	 de	 la	 capa	 barrera	 de	 las	 capas	 anódicas	 con	 morfología	
nanoporosa	 variaron	 entorno	 a	 los	 40.60±1.73	 y	 31.76±1.53	 nm	
dependiendo	si	se	supone	una	distribución	2‐D	o	una	3‐D,	respectivamente.	
Al	 comparar	 estos	 valores	 con	 los	 medidos	 mediante	 SEM	 ‐~40nm‐,	 es	





una	 distribución	 2‐D	 y	 de	 1.09	 nm	 a	 2.07	 nm	 a	 las	 672	 h	 para	 una	
distribución	3‐D.	Estos	valores	corresponden	al	espesor	de	la	capa	de	óxido	
que	 crece	 sobre	 la	 superficie	 de	 la	 aleación	 en	 el	 fondo	 de	 los	 espacios	
intertubulares.	
Por	 tanto,	 los	 resultados	 permiten	 concluir	 que	 la	 caracterización	
electroquímica	 y	 en	 especial	 la	 espectroscopía	 de	 impedancia	
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De	 los	 resultados	 de	 la	 presente	 tesis	 doctoral,	 se	 puede	 concluir	 que	 la	
técnica	 de	 anodizado	 permite	 diseñar	 capas	 de	 óxido	 de	 titanio	 con	




 El	 crecimiento	 de	 capas	 anódicas	 sobre	 la	 aleación	 Ti6Al4V	
empleando	electrolitos	ácidos	y	voltaje	constante	de	20	V	permite	la	
formación	 de	 estructuras	 nanoporosas	 y	 nanotubulares	 en	 función	
del	tiempo	de	anodizado	con	espesores	que	no	superan	los	~230	nm.	
Las	 capas	 anódicas	 crecidas	 a	 voltajes	 de	 60	 V	 presentan	 una	
morfología	poco	definida	con	espesores	superiores	a	los	obtenidos	a	
20	V	a	tiempos	similares.	







 El	 empleo	 de	 baños	 de	 anodizado	 de	 NH4H2PO4/NH4F	 favorece	 el	
crecimiento	 de	 estructuras	 anódicas	 con	 espesores	 superiores	 al	
micrómetro	 y	 la	 aplicación	 de	 un	 escalón	 de	 potencial	 permite	 el	
diseño	de	estructuras	nanotubulares	con	diámetro	de	poro	variable.		
 Las	 capas	anódicas	nanotubulares	 crecidas	 aplicando	un	escalón	de	
potencial,	 10	 V	 durante	 30	 minutos	 seguido	 por	 20	 V	 durante	 60	
minutos,	 en	 un	 baño	 que	 contiene	 1M	 NH4H2PO4/0.3M	 NH4F,	







 La	 resistencia	 frente	 a	 la	 corrosión	 electroquímica	 de	 las	 capas	
anódicas	 depende	 de	 su	 morfología.	 Las	 capas	 anódicas	 con	
morfología	 nanoporosa	 presentan	 los	 menores	 valores	 de	 ipasivación,	
mientras	que	las	capas	con	estructura	nanotubular	presenta	valores	
de	ipasivación	del	mismo	orden	que	la	aleación	Ti6Al4V	sin	anodizar.	
 Los	 ensayos	 de	 impedancia	 electroquímica	 revelan	 que	 las	 capas	
anódicas	 con	morfología	 dual	 (nanoporosa+nanotubular)	 muestran	




de	 	 30	 nm,	 determinan	 que	 la	 respuesta	 electroquímica	 está	
gobernada	por	el	sustrato	expuesto	a	través	de	los	mismos,	mientras	
que	en	capas	con	espacios	intertubulares	≤	15	nm,	la	respuesta	está	
determinada	 tanto	 por	 la	 contribución	 de	 la	 capa	 barrera	 de	 los	
nanotubos	 como	 la	 del	 óxido	 que	 cubre	 al	 sustrato	 expuesto	 en	 el	
fondo	de	los	mismos.	
 El	 análisis	 cuidadoso	 de	 los	 espectros	 de	 impedancia	 permite	 la	
determinación	 de	 los	 espesores	 de	 la	 capa	 barrera	 a	 partir	 de	 los	
valores	 de	 la	 capacidad	 efectiva	 calculada	 suponiendo	 una	
distribución	de	constantes	de	tiempo	en	superficie	(2D).		
Caracterización	biológica	
 La	 incorporación	 de	 flúor	 en	 las	 capas	 de	 óxido	 crecidas	 sobre	 la	
aleación	 Ti6Al4V	 mediante	 anodizado	 es	 el	 factor	 clave	 que	
promueve	 la	 disminución	 de	 la	 adherencia	 bacteriana	 en	
comparación	 con	 la	 aleación	 sin	 tratar	 o	 respecto	 a	 capas	 anódicas	
que	no	contienen	flúor	en	su	composición.	
CAPÍTULO	5	
                                                                                      249 
 La	 presencia	 de	 flúor	 en	 las	 capas	 anódicas	 reduce	 la	 adherencia	
bacteriana	 de	 Staphylococcus	 aureus	 y	 Staphylococcus	 epidermidis,	
hasta	 en	 un	 50	%,	 tanto	 en	 cepas	 de	 colección	 como	 cepas	 clínicas	
extraídas	de	pacientes	que	habían	desarrollado	infección.		
 En	 general,	 las	 capas	 anódicas	 con	 propiedades	 antibacterianas	 no	
alteran	la	respuesta	celular	ni	la	mineralización	en	comparación	con	
la	aleación	Ti6Al4V	sin	anodizar.		
 En	 algunos	 casos,	 la	 distribución	 del	 flúor	 en	 las	 capas	 anódicas	
mejora		la	respuesta	a	la	mineralización	y	proliferación	celular,	como	
es	 el	 caso	 de	 las	 capas	 anódicas	 con	 morfología	 nanoporosa	
generadas	en	un	baño	de	H2SO4/HF	a	20	V	durante	5	minutos.		
Crecimiento	 y	 caracterización	 de	 capas	 anódicas	 sobre	
Ti13Nb13Zr	
 Las	capas	anódicas	fabricadas	sobre	la	aleación	Ti13Nb13Zr	en	baños	
de	 H2SO4/HF	 presentan	 espesores	 cercanos	 al	 micrómetro	 y	 una	
concentración	de	flúor	entorno	al	12	%	at.	para	las	capas	crecidas	a	
20V	 y	 60	 minutos	 en	 comparación	 a	 las	 capas	 obtenidas	 sobre	
Ti6Al4V	a	las	mismas	condiciones	de	crecimiento.	
 La	 respuesta	 electroquímica	 de	 las	 capas	 anódicas	 crecidas	 sobre	
esta	 aleación	 muestran	 el	 mismo	 comportamiento	 que	 las	 capas	
crecidas	sobre	Ti6Al4V.	La	ipasivación	es	menor	para	las	capas	anódicas	
nanoporosas	que	para	las	nanotubulares.	




por	 la	 señal	 de	 la	 capa	 barrera	 localizada	 en	 el	 fondo	de	 los	 poros,	
mientras	que	 en	 las	 capas	 con	morfología	 nanotubular	 la	 respuesta	
está	controlada	por	la	respuesta	del	óxido	nativo	que	crece	sobre	el	
sustrato		expuesto	al	medio	a	través	de	los	espacios	intertubulares.	
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a b s t r a c t
The formation of nanotubes in sulphuric/hydroﬂuoric acid electrolyte at controlled voltage is investi-
gated on Ti–6Al–4V alloy used for load-bearing prosthetic applications. The effects of anodizing time
and voltage on ﬁlm morphology, composition and microstructure are studied by scanning and trans-
mission electron microscopy, Rutherford backscattering spectroscopy (RBS), and Raman spectroscopy.
Fluorine content in the ﬁlms was of a particular interest for enhancement of antibacterial properties of
the surface. The efﬁciencies of ﬁlm formation are determined as about 40% and 80% for anodizing at 20V
and 60V respectively for shorter anodizing time and as about 1 and 5% for longer anodizing time. For
5min of anodizing, higher voltage conditions results in a thicker barrier layer. At extended anodizing
time a further disruption of the nanotubular morphology and formation of approximately 1.5m-thick
nanoporous ﬁlm is promoted. The ﬁlms grown at 20V contain from 4at.% to 6 at.% of ﬂuorine. RBS detects
about 13at.% of ﬂuorine incorporated in the ﬁlm formed at 60V for 60min, possibly associated with a
greater ﬁlm thickness. The oxide ﬁlm material consists of amorphous titania matrix doped with V2O5
and Al2O3.
© 2010 Elsevier Ltd. All rights reserved.
1. Introduction
Titaniumand its alloys arewidelyusedasbiomaterials fordental
implant and orthopaedic prosthesis applications due to their high
strength-to-weight ratio, corrosion resistance and bio-inertness
[1,2]. However, the thin, air-formed oxides present on the metal
surfaces do not promote a direct chemical bond with bone tis-
sue, thus surface modiﬁcations, altering topography and chemical
composition of these materials, are required to enhance direct
structural and functional anchoring of the prosthesis to the living
bone (osseointegration). The most common surface treatments of
commercially available implants and prosthesis encompass pick-
ling [3], sandblasting [4], plasma spraying [5,6], anodizing [7],
micro-arc oxidation [8,9].
For decades, until recently, cell interactions and bone response
were studied on implant surfaces with micrometer-scale topogra-
phy. Latest researches have shown that nanoscale topography as
well as the order of the nanofeatures organisation is a critical fac-
tor promoting early cell responses to the implant surface [10–15].
Hence the fabrication of highly ordered TiO2 nanotube ﬁlms for
biomedical applications is attracting much attention.
∗ Corresponding author at: Departamento de Corrosión y Protección, Centro
Nacional de Investigaciones Metalúrgicas (CENIM-CSIC), Avda. Gregorio del Amo
8, 28040 Madrid, Spain. Tel.: +34 91 5538900x292; fax: +34 915743425.
E-mail address: geles@cenim.csic.es (M.A. Arenas).
The advantages of the method are easy control of the nanotube
diameter and thickness by use of adequate electrolyte and anodiz-
ing regime parameters, such as voltage and time [16]. Typically
TiO2 nanotubes as-formed on pure titanium are amorphous, how-
ever their crystal structure can be inﬂuenced by alloying elements
[17,18] or radically modiﬁed by post-annealing [19–23].
Although the majority of TiO2 nanotube research has been done
on c.p. titanium and regularities and mechanisms of ﬁlm formation
have been well enough elucidated [24–31], the formation of TiO2
nanotubes on titaniumalloys has been also reported [18,23,32–42].
High strength titanium alloys are used for load-bearing prosthetic
applications [43–46], where the reduction of the probability of
infection during surgery and healing process is one of the primary
goals. Ion incorporation (e.g. silver, ﬂuorine) into titanium sur-
face has been shown as effective method of providing antibacterial
properties [47]. Additionally, ﬂuoride ions are known to induce for-
mation of ﬂuorapatite in the surrounding bone and thus improve
the bone anchorage to titanium implant [48–51].
In this connection TiO2 nanotubes are of particular interest,
as majority of the electrolytes used for anodizing are ﬂuoride-
based, hence the nanotubes always contain a certain amount
of incorporated ﬂuorine. Fluorine content in the nanotubes may
vary depending on the electrolyte and anodizing conditions
[26,28].
The present work investigates the development of self-
organised TiO2 nanotubes with sufﬁcient ﬂuorine content on
Ti–6Al–4V alloy and aims for optimisation of the nanotube layer
thickness, morphology and composition.
0013-4686/$ – see front matter © 2010 Elsevier Ltd. All rights reserved.
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2. Experimental
A 18mm ∅ rod of Ti–6Al–4V alloy ELI grade according to
the standard ASTM F136-02 supplied by SURGIVAL was cut into
2mm thick disk specimens, ground through successive grades
of SiC paper to 1200 grade, degreased with a detergent and
rinsed in tap water followed by deionised water. The specimens
were then chemically polished in a mixture of HF (48wt.%):HNO3
(70wt.%):H2O with volume ratio 1:4:5 for 5min at room temper-
ature under continuous agitation at 400 rpm, rinsed in distilled
water and dried in cold air. The working area was 2.54 cm2.
Nanotubes were formed in a two-electrode cell by anodizing
the specimens at constant voltage controlled at 20V and 60V in
the electrolyte containing 1M H2SO4 and 0.15wt.% HF for 5 and
60min at temperature controlled at 20 ◦C according to the patent
described elsewhere [52]. Platinum mesh was used as a cath-
ode. Voltage–time and current–time responses of anodizing were
acquired at 0.1Hz sampling rate using a zero-ohm ammeter.
The plan view morphology of nanotubular oxide ﬁlms was
examined by ﬁeld emission gun scanning electron microscopy
(FEG–SEM)utilizing JSM6500F JEOL instrument equippedwith EDX
facilities, operated at 15keV for EDX analysis and 7keV for sec-
ondary electron imaging. Each of the area and local EDX analysis
results are quoted as an average of 3 measurements.
Electron-transparent sections, nominally 40nmthick,werepre-
pared by ultramicrotomy and observed by a JEOL JEM 2010 TEM,
instrument operated at 200keV. Other sections were also prepared
by scratching the surface of anodized specimens with a scalpel and
collecting them on a TEM grid.
The presence of ﬂuorine in the oxide ﬁlms was ﬁrst assessed
semiquantitatively by EDX. The stoichiometric composition of the
oxide ﬁlms was further determined by Rutherford backscattering
spectrometry (RBS), using 3.045MeV (resonant energy for 16O(a,
a0)16O reaction) He+ ions produced by the van de Graff accelerator
of the Centro deMicro-Analisis deMateriales (CMAM),Madrid. The
incident ion beam was normal to the specimen surface with 10C
dose scattered ions detected at 170◦. Data were interpreted using
the SIMNRA program.
Raman spectra were obtained with a Renishaw Raman System
RM2000 equipped with a Leica microscope (using magniﬁcation
50×), an electrically refrigerated CCD camera and an Ar+ laser at
514.5nmwith exit power of 3mWas excitation source, The spectra
were taken with a spectral resolution of 4 cm−1 and acquisition
times of 100 s. Raman spectra of the ﬁlms annealed at 400 ◦C for 2h
were also measured.
3. Results and discussion
3.1. Current response during anodizing
In all experiments current transients showed good repro-
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Fig. 1. Current density–time responses for anodizing of Ti–6Al–4V in sul-
phuric/hydroﬂuoric acid electrolyte at 20 and 60V for 60min at 20 ◦C.
Ti–6Al–4V alloy in mixed sulphuric/hydroﬂuoric acid electrolyte
at constant voltage (Fig. 1) comprised three stages: (i) an ini-
tial surge to ∼27.3mAcm−2 and ∼104mAcm−2 for anodizing
at 20V and 60V, respectively, followed by a rapid decay to a
minimum of ∼0.5mAcm−2 and ∼0.6mAcm−2 respectively, (ii) a
plateau at the minimum current density for a period of ∼500 s
and ∼950 s, respectively, and (iii) further progressive increase
to ∼1.7mAcm−2 and ∼1.8mAcm−2 until anodizing ends after
3600 s.
Stage (i) is typically ascribed to growth of barrier layer,
hence the associated resistance increase and current decay. The
charge densities passed during stage (i) in the present work
were ∼0.046 and ∼0.119C cm−2 for 20V and 60V, respec-
tively, (Table 1) that is equivalent to the growth of 25 and
64nm of barrier amorphous layer at 100% efﬁciency. Notably,
no stabilisation of current density has occurred at the stage
(iii), unlike observed by Macak et al. [30] for nanotube for-
mation on pure titanium in H2SO4/HF electrolyte and on
Ti–6Al–4V in (NH4)2SO4/NH4F electrolyte [32]. Typically, such
stabilisation of current density following an increase from
some minimum is associated with self-organisation of the nan-
otubes and their steady state growth, where electrochemical
oxidation (barrier ﬁlm growth) and chemical dissolution are bal-
anced.
The charge densities passed following 5min of anodizing at 20V
and at 60V (Table 1) were sufﬁcient to oxidize 43nm and 70nm
of pure titanium, presuming that oxidation occurs with 100% efﬁ-
ciency. With the same assumption, the expected thicknesses of
compact amorphous titanium oxide are 85 and 138nm, respec-
tively.
Table 1
Parameters of the porous ﬁlms formed on Ti–6Al–4V in sulphuric/hydroﬂuoric acid electrolyte.
Film Charge (A s cm−2) Oxidized titaniuma (nm) Expected oxide thicknessb (nm) Barrier part thicknessc (nm) Total thicknessc (nm)
20V
5min
0.156 43 85 ∼45 ∼110
20V
60min
3.45 949 1876 ∼25 ∼230
60V
5min
0.254 70 138 ∼140 ∼200
60V
60min
3.38 930 1838 ∼75 ∼500
a Calculated for pure titanium assuming 100% current efﬁciency.
b Calculated for compact amorphous ﬁlm assuming 100% current efﬁciency.
c Measured using TEM.
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Table 2
Results of area EDX analysis at.% of Ti–6Al–4V anodized in sulphuric/hydroﬂuoric acid electrolyte.
Film Area/point Ti O F Al V S Fe Al/Ti V/Ti F/Ti
Before anodizing A 77.35 – – 6.9 14.43 – 1.32 0.09 0.19 –
B 85.97 – 1.04 10.95 2.04 – – 0.13 0.02 –
C 86.17 – – 10.15 3.67 – – 0.12 0.04 –
20V
5min
A 55.58 31.66 4.23 6.5 1.98 0.05 – 0.12 0.04 0.08
20V
60min
A 63.35 23.01 3.97 8.27 1.36 0.05 – 0.13 0.02 0.06
B 80.4 – 0.47 7.62 10.43 0.03 1.04 0.09 0.13 0.01
60V
5min
A 38.90 50.92 3.96 4.37 1.61 0.25 – 0.11 0.04 0.10
60V
60min
A 43.17 44.83 5.0 5.24 1.74 0.02 – 0.12 0.04 0.12
3.2. Film morphology and compositions
3.2.1. Nanotubes formed at 20V
Before anodizing the chemically polished substrate was exam-
ined by FEG–SEM and its general composition as well as the local
compositions of- and-phasewere analysedby EDX. Fig. 2 shows
typicalmorphology of Ti–6Al–4V alloywith dispersed 2–3m long
-phase particles of irregular shapes (point A). Local composition
analysis of the particles disclosed that they are enriched in vana-
dium and deﬁcient in aluminium compared with the composition
of the -phase (point B) (Table 2). Further, -phase particles con-
tained about 1.3 at.% of iron, which was absent in the -phase.
About 1 at.% of ﬂuorine was found in the -phase, that apparently
originated from etching solution.
Five minutes of anodizing at 20V resulted in oxidation of the -
phase with formation of randomly arranged nanotubes of about
20nm in diameter (Fig. 3(a) and (b)). The area EDX analysis of
the porous ﬁlm formed on -phase detected about 4.2 at.% of ﬂu-
orine and traces of sulphur (Table 2). No nanotubular ﬁlm was
formed on -phase grains, which appeared recessed, compared
with the surrounding -matrix and revealed a nanoscale irreg-
ular surface topography. Following anodizing at 20V for 60min
Fig. 2. Secondary electron micrograph of Ti–6Al–4V chemically polished in
HNO3/HF mixture.
the oxide ﬁlm exhibits a clear self-organised morphology with
the nanotube diameter increased to ∼100nm and approximately
30nm inter-spacing. The nanotubular oxide contains about 4 at.%
of ﬂuorine (areaA, Fig. 3(c)) and less than0.1 at.% of sulphur; theﬂu-
Fig. 3. Plan-view secondary electron micrographs of anodic oxide ﬁlms formed on Ti–6Al–4V in sulphuric/hydroﬂuoric acid electrolyte at 20V for 5min (a and b) and 60min
(c and d) at 20 ◦C.
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orine content in the ﬁlm appeared to decrease with anodizing time
from 0.08 to 0.06 of F/Ti ratio. The Al/Ti and V/Ti ratios remained
unchanged (0.13 and 0.02, respectively) comparedwith chemically
polished substrate. Thedissolutionof the-phasebecomesobvious
(Fig. 3(c) and (d)) which is in agreement with [32] and occurs due
to high solubility of vanadium oxides, -phase being rich in vana-
dium. However, whether the dissolution of the -phase is partial
or complete could not be conﬁrmed by the utilised characterisa-
tion methodology. The local EDX analysis of the -phase (point B,
Fig. 3d) revealed no oxygen presence; traces of ﬂuorine (<0.5 at.%)
and sulphur (<0.05 at.%). The dissolution of the -phase during
anodizing led to its depletion in vanadium: V/Ti ratio decreased
from 0.19 to 0.13 compared with local -phase composition of the
chemically polished substrate; the Al/Ti ratio remained unaffected
at 0.09 (Table 2).
In some areas of the surface a deposit is visible on the surface of
the nanotubular ﬁlm (Fig. 3d), which has been identiﬁed previously
as titanium (IV) oxyhydroxide TiO(OH)2, or Ti(OH)4 [30,53]. It may
be associatedwith relatively high current density that leads to local
concentration of hydrated species at the mouth of the pore exceed-
ing the precipitation threshold. Precipitation of TiO(OH)2 and/or
Ti(OH)4 typically occur on pure titanium as a result of hydroly-
sis of TiO2 at the pore initiation stage when current densities are
sufﬁciently high; further, chemical dissolution of TiF4 also pro-
ceeds with formation of Ti(OH)4. The precipitate then re-dissolves
with increased anodizing times and following current decay. In the
present case however a continuous current increase was observed,
thus the conditions for re-dissolution of hydrolysed species have
never been reached. The precipitate of hydrolysis products can be
discerned in transmission electron micrographs (Fig. 4(b) and (d))
as substance with grainy appearance, often blocking the mouth of
the nanotubes (Fig. 4(c-inset)).
The transmission electron micrograph of a scraped material
in Fig. 4(a) shows a detached nanotubular oxide ﬁlm formed for
5min, comprising a ∼45nm-thick barrier layer and a ∼55nm-thick
porouspart that reveals awell-deﬁned tubularmicrostructurewith
Fig. 4. Transmission electron micrographs of anodic oxide ﬁlms formed on Ti–6Al–4V in sulphuric/hydroﬂuoric acid electrolyte at 20V for 5min (a) and 60min (b–d) at
20 ◦C.
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both internal tube diameter and tube wall thickness being about
20–25nm. The nanotubes formed by anodizing for 60min disclose
variability in circumferential shape (Fig. 4(b)), length and diameter
(Fig. 4(c) and (d)). The average length of the nanotubes appears to
be ∼230nm, the maximum length being ∼300nm. The variability
in nanotube internal diameter (100–200nm) apparent in Fig. 4(b)
may however arise from a different angle of cross-sectional view,
as the nanotubes are not of perfect cylindrical shape. All micro-
graphs of the nanotubes formed for 60mindisclosed a reproducible
25nm-thick barrier layer that corresponds to the charge passed at
the stage (i) of current response. The nanotube wall thickness was
reduced from ∼13nm at the bottom to ∼6nm at the mouth of the
nanotube. The thinning of the nanotube walls towards the outer
part of the ﬁlm is a well known fact for nanotube formation on
pure titanium, related to continuous dissolution of TiO2 and TiF4
along the entire nanotube length [28], and a new material being
formed at the metal/ﬁlm interface.
Using the nanotube geometry and assuming that nanotubes are
cylinders sealedat oneend (with25nm-thickbottom,112nmaver-
ageexternal diameter and9nm-thick averagewall) andarranged in
hexagonal arrays (Fig. 4(b)), the volume porosity of the ﬁlm formed
for 60min is estimated as 83.4%.
3.2.2. Nanotubes formed at 60V
The morphology of the porous ﬁlm formed at 60V for 5min
(Fig. 5(a) and (b)) was largely similar to the one formed at 20V
for 5min and disclosed analogous dissolution of the -phase. The
general area composition of the ﬁlm (area A, Fig. 5(a)) disclosed
F/Ti ratio of 0.1, slightly higher than in the ﬁlms formed at 20V
(Table 2). TEM micrographs of the ultramicrotomed sections of
the ﬁlm disclosed a ∼180nm-thick ﬁlm with a well developed
∼140nm-thick barrier layer and initiating nanotubes with ∼15nm
of internal diameter (Fig. 6(a–c)). The anodizing for extended time
resulted in disruption of order and tubular morphology and for-
mation of a sponge-like nanoporous material, with a nanopore size
varying from∼15nm to∼100nm (Fig. 5(c) and (d)). Relatively deep
cavities appear to form in the places of -phase, the mouth of the
cavities seem to narrow due to the overﬂow of the surrounding
oxide ﬁlm. The 30◦ tilted view of the fractured ﬁlm disclosed a vari-
ation of the ﬁlm thickness in the range of 0.4–0.85m. The general
composition of the ﬁlm indicates the highest F/Ti ratio of 0.12 of all
four coatings. No continuous barrier layer could be discerned at the
given resolution. TEMmicrographs of the scraped ﬁlm indicate that
the inner part of the ﬁlm possibly retains nanotubular morphology,
with the variation of the thickness of the barrier layer in the range
of 50–125nm (Fig. 6(f) and (g)).
The formation ratio of the barrier layer for short anodizing times
was found as 2.25 and 2.33nmV−1 for 20 and 60V ﬁlms respec-
tively. At the extended anodizing times both ratios decreased to
1.25nmV−1 (assuming the average thickness of the barrier layer
of the ﬁlm formed at 60V as 75nm). This drastic drop in the for-
mation ratio is associated with the chemical dissolution process
which strongly affects the structure and composition of the anodic
layers. Previously the formation ratio of the nanotubes on pure tita-
nium innon-aqueous electrolyte at 20V for 2000 swas estimated at
1.35nmV−1 [23], whereas a formation ratio of a typical barrier tita-
nia ﬁlm grown at constant current in aqueous electrolyte is about
2.2nmV−1 [54].
The ratio of the real thickness of the ﬁlm to the expected thick-
ness of titaniumoxidizedwith 100% current efﬁciencywas2.56 and
2.86 for ﬁlms formed for 5min at 20V and 60V, respectively. The
value of 2.54 was reported for titanium anodized at constant volt-
age in glycerol electrolyte [26], whereas calculations for compact
amorphous formed with 100% efﬁciency produce a ratio of 1.95.
Evidently, measured thickness of the ﬁlms formed for short times
exceeds the expected thickness of the oxide by approximately 30%
(Table 1). This length expansionmay occur as a result of (i) incorpo-
ration of ﬂuoride, aluminium and vanadium species into the oxide
and (ii) ﬂow of the growing oxide up the walls due to the plastic-
ity of the ﬁlm material under the electric ﬁeld and the ﬁlm growth
Fig. 5. Plan-view secondary electron micrographs of anodic oxide ﬁlms formed on Ti–6Al–4V in sulphuric/hydroﬂuoric acid electrolyte at 60V for 5min (a and b) and 60min
(c and d) at 20 ◦C.
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Fig. 6. Transmission electron micrographs (a–c, f and g) and secondary electron micrographs (d and e) of anodic oxide ﬁlms formed on Ti–6Al–4V in sulphuric/hydroﬂuoric
acid electrolyte at 60V for 5min (a–c) and 60min (d–f) at 20 ◦C.
stresses as demonstrated previously on pure titanium by Berger
and LeClere [27,55]. Originally a ﬂow dependent formation has
been developed for porous alumina [56–60].
3.3. Film microstructure
Raman spectra of the ﬁlms formed both at 20 and 60V are
presented in Fig. 7 (Ib–Ie). The broad bands centered at 454 and
617 cm−1 correspond to amorphous TiO2 [61]. The third very broad
band centered at 850–890 cm−1 should arise fromV–O–R (R=Ti, Al)
bonds, as it has been shown that both, V2O5–TiO2 doped [62] and
V2O5–Al2O3 doped compounds [63] exhibit Raman bands around
860 cm−1. The Raman intensity of the 20V ﬁlms is much weaker
than for 60V, possibly associated with lower thickness of the ﬁlms
formed at low voltage. The amorphous character of the TiO2 nan-
otubes deduced from Raman data agrees with TEM observations,
where, at the employed resolution, no nanocrystals were disclosed
in any of the examined ﬁlms.
This result is in apparent contradiction with other results
previously reported on titanium anodized in a mixture of
sulphuric/hydroﬂuoric acid electrolyte [64]. There, higher volt-
ages result in formation of mixed anatase–rutile structure with
anatase/rutile ratio increasing with voltage. No such effect is
observed in our case.
Raman spectra of the ﬁlms annealed at 400 ◦C for 2h (Fig. 7(IIb′)
and (IIe′)), show narrower bands at 397, 514 and 638 cm−1 corre-
sponding to anatase, as well as a band centered at 830 cm−1 which
indicates the presence of V–O–Ti bonds.
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Fig. 7. (I) Raman spectra of anodic oxide ﬁlms formed on Ti–6Al–4V in sul-
phuric/hydroﬂuoric acid electrolyte at 20 ◦C, at controlled voltage and time: (b) 20V
5min; (c) 20V 60min; (d) 60V 5min; (e) 60V 60min. Spectrum (e) here presented
is divided by 3. Raman spectrum of rutile (a) is included for comparison. (II) (b′)
and (e′): Raman spectra of ﬁlms (Ib) and (Ie), respectively, annealed at 400 ◦C during
120min. Raman spectra of pure rutile (a′) and anatase (f) TiO2 phases are also shown
for comparison.
3.4. Efﬁciencies of ﬁlm formation
In addition to semi-quantitativeEDX theoxideﬁlmswere exam-
ined by RBS in order to determine the composition of the ﬁlm and
efﬁciency of the nanotube formation. RBS spectra for the differ-
ent samples are shown in (Fig. 8(a)). The ﬁttings of the spectra
for all the specimens except the one obtained at 60V for 60min
were performed as a monolayer of the oxide with uniformly dis-
tributed species. The thickness of the ﬁlm formed at 60V for 60min
exceeded the depth detection limit for RBS; the accuracy of ﬁt-
ting was further affected by the increased roughness of the ﬁlm,
compared to other specimens, and therefore the simulation of
the spectrum was performed as a multilayered ﬁtting, with the
yield of the outermost layer quoted. The effects of the rough-
ness of the metal/ﬁlm and ﬁlm/air interfaces, non-uniformity of
the ﬁlm thickness and ﬁlm porosity are reﬂected in the sloping
edges of the spectra corresponding to titanium yield from the
metal/ﬁlm interface. Vanadium manifested itself as a small slope
of the edge of the spectra at ∼800 channel. The presence of alu-
minium was indicated by a small step in the overall spectrum
yield. Fluorine did not yield a prominent peak due to its rela-
tively low content and the fact that RBS is less sensitive to the
light elements than to the heavy elements because the scatter-
ing cross-section is proportional to the square of atomic number
of the detected species. However due to a large yield from oxygen
at its resonant scattering energy it was possible to simulate the
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Fig. 8. Rutherford backscattering analysis spectra for anodic oxide ﬁlms formed on
Ti–6Al–4V in sulphuric/hydroﬂuoric acid electrolyte (a) and ﬁtting of the spectra
for the ﬁlm formed at 60V for 5min (b): dotted line – original data; solid line –
simulation.
gen peak was very sensitive to the presence of ﬂuorine in the total
balance.
The compositions of the ﬁlms and current efﬁciencies are given
in Table 3. The nanotubes formed at 20V contained ∼6at.% and
∼4at.% of ﬂuorine after 5 and 60min of anodizing respectively,
which is in agreement with the values determined by XPS for nan-
otubes formed on Ti–6Al–4V alloys in mildly acidic electrolyte in
[32]. The decrease in the ﬂuorine content apparently occurs due
to intensive dissolution of TiF4 in the walls of the nanotubes. First
studies performed to evaluate the adhesion of bacteria revealed a
decrease of adherence either for collections or clinical strains of
two species of bacteria Staphylococcus epidermis and Staphylococ-
cus aureus. This decrease occurs for any of the F contents obtained
under these anodizing conditions [65].
Table 3
Composition of the porous ﬁlms (×1015 atoms cm−2) formed on Ti–6Al–4V in sulphuric acid/hydroﬂuoric acid electrolyte, determined using RBS.
Film Ti O F Al V Average molecular composition Efﬁciency (%)
20V
5min
96.56 193.8 21.6 21.6 6.25 TiO1.60.06TiF40.12Al2O30.033V2O5 39.7
20V
60min
68.32 128.24 9.42 14.49 4.53 TiO1.440.036TiF40.11Al2O30.034V2O5 1.3
60V
5min
316.0 596.9 62.78 63.84 24.3 TiO1.470.05TiF40.105Al2O30.035V2O5 79.8
60V
60min
280.06 510.12 130.03 60.0 20.0 TiO1.50.13TiF40.12Al2O30.04V2O5 5.3
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On the other hand, the nanotubes formed at 60V revealed an
increases of ﬂuorine from ∼6at.% to ∼13at.% with anodizing time.
Notably, ﬂuorine content in the ﬁlm formed at 60V for 5min
was similar to that of the ﬁlm formed at 20V for 5min, despite
almost twice lower thickness of the latter. Since the length of the
nanoporous part of the ﬁlm is approximately the same in both
cases, it is possible that ﬂuorine is mostly incorporated into the
porous part of the ﬁlm, as thickness of the barrier layer for the 60V
is nearly 3 times of that for the 20V. However barrier and porous
parts of the ﬁlms could not be discriminated byRBS, and the spectra
were best ﬁtted in a single-layer simulation. Similarly, the increase
of ﬂuorine with time for anodizing at 60V can be explained by a
greater thickness of the nanoporous ﬁlm. The average stoichio-
metric composition estimated from the RBS ﬁtting is gathered in
Table 3.
The real density of the 20V 60min ﬁlm material composed of
Ti2O30.11Al2O3 (molar mass 137.55gM−1) with the ﬁlm thick-
nesses derived from RBS (225×1015 atoms cm−2) and TEM
(∼300nm) was determined as 0.571g cm−3. Assuming a calcu-
lated material density for a non-porous oxide with composition
Ti2O30.11Al2O3 as 4.28g cm−3 the volume porosity of the ﬁlm was
found as 86.6%, which is in good agreementwith the one calculated
previously from ﬁlm geometry.
The efﬁciencies were derived using ratio of titanium ions deter-
mined by RBS in each ﬁlm and titanium ions due in the ﬁlm if all
the charge passed during ﬁlm formation was spent on oxidation
of titanium (Table 1). Calculations were made using the electro-
chemical equivalent and density of pure titanium. The efﬁciency
of the ﬁlm formation both at 20V and 60V dropped remarkably
with extended anodizing times from original ∼40% and ∼80%,
respectively to ∼1% and ∼5%, respectively. Typically about 48–50%
efﬁciency is reported for nanotubes formed in glycerol [26] and
H2SO4/HF electrolytes [30] at 20V and 20 ◦C for 40–60min of
anodizing.
Conventional formationof anodic titaniaproceedswithoutward
migration of Ti4 + and inward migration of O2− ions through the
ﬁlm thickness with the transport numbers of ∼0.4 and 0.6 respec-
tively [66]. The growth of TiO2 nanotubes is a result of competing
electrochemical oxidation of titanium
Ti + 2H2O → TiO2 + 4H+ + 4e− (1)
and chemical dissolution of the anodic ﬁlm material.
TiO2 + 6HF → [TiF6]2− + 2H+ + 2H2O (2)
Thus the ﬁlm develops at the titanium/ﬁlm interface due to the
inward migration of O2− ions. Oxygen evolution may be one of the
factors determining the efﬁciency loss. Although no visible oxygen
evolution has been observed in the present work at any condi-
tions, and Raman Spectroscopy did not detected the presence of
nanocrystalline rutile in the present ﬁlms, oxygen evolution, asso-
ciated with nanocrystallisation of the ﬁlm, may take place [67]. The
reduced efﬁciency is largely attributed to chemical dissolution of
the ﬁlm, dissolution of TiF4, according to reaction
TiF4 + 4H2O = Ti(OH)4 + 4HF; (3)
ﬁeld-assisted ejection of outwardly migrating Ti4+, ﬁeld-
assisted dissolution of the ﬁlm, dissolution due to increased
acidiﬁcation of the bottom of the pore and physical loss
due to detachment of the ﬁlm at high current densities
[68].
4. Conclusions
(1) Anodizing of Ti–6Al–4V alloy in sulphuric/hydroﬂuoric acid
electrolyte at controlled voltage proceeds with formation of
nanotubes on -phase and recession of -phase due to partial
or complete dissolution.
(2) Anodizing for 5min at 20V and 60V results in forma-
tion of 40–50nm-long nanotubes of 15–20nm in diameter.
Self-organised nanotubes of 100nm in diameter and about
230nm-long with about 86% volume porosity are formed fol-
lowing anodizing at 20V for 60min. Disruption of self-ordering
and of tubular morphology occurs with the voltage increase,
while thickness of the ﬁlm formed at 60V achieves in the aver-
age 1m after 60min of anodizing.
(3) Twice higher efﬁciency of ﬁlm formation is achieved at 60V
anodizing compared with 20V anodizing for shorter anodizing
times (5min). The efﬁciency of ﬁlm formation decreases with
time from about 40% and 80% to about 1 and 5% for anodizing
at 20V and 60V respectively.
(4) Fluorine content decreases with anodizing time from ∼6at.%
to ∼4at.% in the nanotubes formed at 20V and increases from
∼6at.% to ∼13at.% in the nanotubes formed at 60V, the latter
associated with a greater ﬁlm thickness.
(5) The microstructure of the nanotubes determined by Raman
spectroscopy comprises an amorphous matrix and vanadium
and aluminium oxides. According to the relative peak intensity
the amount of the nanocrystalline material increases at higher
anodizing voltage and time.
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TiO2 nanotubes with tunable morphologies
J. M. Herna´ndez-Lo´pez, A. Conde, J. J. de Damborenea and M. A. Arenas*
Titanium anodic oxide layers with a bottle shaped nanotubular structure have been grown in an electrolyte
containing NH4F, applying voltage steps. The grown layers were analyzed using scanning and transmission
electron microscopy (SEM and TEM), and Rutherford backscattering spectroscopy (RBS). The results show
that a concentration of 0.15 M of NH4F in the anodizing bath, and a step of 10 to 20 V produces an oxide
with a double morphology comprised of nanotubes at the oxide/metal interface and nanopores at the
oxide/electrolyte interface of the anodic layer. Higher concentration of F in the bath, 0.3 and 0.45 M
NH4F, enhanced the chemical dissolution of the anodic layer resulting in nanotubular structures along
the oxide layer. Therefore, the bottle shaped nanotubular structures that show a well deﬁned
morphology are obtained in a bath containing a concentration of 0.3 M NH4F and applying a voltage
step of 10–20 V.
1. Introduction
In recent years, the growth and/or deposition of titanium thin
lms and titanium oxide layers have received considerable
attention in a variety of elds of endeavour such as: tissue
engineering, drug delivery systems, orthopaedic implants, gas
sensors, lithium ion batteries, solar cells, photovoltaic devices
and have therefore encouraged its study and development.1–7
Diﬀerent techniques such as laser, sputtering, sol–gel, thermal
oxidation, electrophoresis and electroplating have been used to
obtain TiO2 layers. Nevertheless, these techniques are limited
when it comes to controlling the thickness of TiO2 and/or when
dealing with the lack of uniformity in the grown layer.8,9
By contrast, the anodizing process allows the fabrication of
uniform TiO2 layers with a controlled thickness and a variety
of nanostructures that diﬀers from barrier to porous layers,
depending on the composition of the electrolyte used and the
growth conditions (temperature, stirring, voltage and/or
current applied).10,11 Zwilling et al. in 1999 obtained self-
organized TiO2 nanoporous structures using diluted hydro-
uoric acid solutions.12 Subsequent works showed that in
these HF containing solutions, the thickness of TiO2 anodic
layer was limited to 500–600 nm. The chemical dissolution
resulting from the high acidity of the bath and the presence of
uorides,13 is responsible for this limitation in thickness. This
drawback is overcome by the use of buﬀer solutions contain-
ing NaF or NH4F (where the chemical dissolution is
decreased), along with pH control of the anodizing bath,
leading to TiO2 layers up to 2 mm thick.14,15 It was precisely this
increase in the thickness of the nanostructured TiO2 layers
which made it possible to expand the niche of applications of
TiO2 layers in those uses in which the nanostructure and
thickness are critical, such as TiO2 fuel cells, which have
improved their eﬃciency and service life by increasing the
surface area.16,17
However, in addition to thickness, it is also possible to
modify the diameter of the nanotubes by varying the applied
voltage. Mor et al.,5 fabricated porous TiO2 layers with conical
structures on titanium applying voltage ramps in an HF solu-
tion. The conical nanotubular layers had variable inner diam-
eters throughout but the thickness of the oxide layer was limited
to 200 nm. Similar nanostructures were obtained in organic
electrolytes by applying ramps with ascending and descending
voltages, leading to thicker anodic oxide layers and, therefore,
greater surface areas of interest in the photocatalytic applica-
tions.18–22 Liu et al.23 fabricated TiO2 nanotubes with periodically
changing morphology by using periodic pulses consisting of
high and low voltages. However, the main drawbacks are either
the instability of the organic baths, or the longer times required
to achieve the desired thicknesses. In addition, most of the
works are focused on pure titanium or titanium binary alloys
and few papers are devoted to fabricate tailored nanotubes in
the micrometer range on technologically relevant substrates
such as Ti6Al4V alloy.
The objective of the present work is the growth of thick
anodic layers in the micrometer range, with bottle shaped
nanotubular structures in Ti6Al4V alloy in short times, less than
two hours, and in aqueous anodizing baths that could be of
interest for drug delivery control systems in orthopaedic pros-
theses. The work correlates the inuence of the anodizing
process parameters: the concentration of uoride in the bath
and the application of increasing voltage steps on the fabricated
nanostructures.
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2. Experimental procedure
Ti6Al4V alloy specimens of ELI grade according to the standard
ASTM F136-02 supplied by SURGIVAL were ground using
successive grades of SiC paper to 1200 grade, degreased with a
detergent and rinsed in tap water followed by deionised water.
The specimens were then chemically polished in amixture of
HF(40 wt%) : HNO3(70 wt%) : H2O with a volume ratio of
1 : 4 : 5 for 5 min, at room temperature under continuous
agitation at 400 rpm, rinsed in distilled water and dried in cold
air. The working area was 2.54 cm2. Electrolytes containing 1 M
NH4H2PO4 and 0.15, 0.3 and 0.45 M NH4F were prepared. Bottle
shaped nanotubes were formed in a two-electrode cell. The
specimens were anodized at stepped voltage with the rst
voltage (V1) applied for 30 min followed by a second voltage step
(V2) applied for 60 min, as seen in Fig. 1. The temperature was
controlled at 20 C. Platinum mesh was used as a cathode. The
voltages were applied using LAB/SM 1300 DC power supply (ET
Power Systems Ltd). Current-time responses of anodizing were
acquired at 0.1 Hz sampling rate using a zero-ohm ammeter
connected in series with the electrochemical cell.
The plan-view morphology of the nanotubular oxide lms
was examined by eld emission gun scanning electron
microscopy (FEG-SEM) utilizing JSM6500F Philips instrument
equipped with EDX facilities and a ZEISS Ultra 55 scanning
electron microscope. Electron-transparent sections were
prepared by scratching the surface of the anodized specimens
with a scalpel and collecting the pieces of the oxide on a TEM
grid. TEM grids were observed using a JEOL JEM 2010 instru-
ment operated at 200 keV.
The stoichiometric composition of the oxide lms was
further determined by Rutherford backscattering spectroscopy
(RBS), using the following non-Rutherford elastic backscat-
tering cross sections: He+ ions with the energy of 3.045 MeV
(resonant energy for 16O(a,a0)
16O reaction), 3.777 MeV (reso-
nant energy for 19F(a,a0)
19F reaction) and 5.725 MeV (resonant
energy for 27Al(a,a0)
27Al reaction) were produced by the van de
Graﬀ accelerator located at the Centro de Micro-Ana´lisis de
Materiales (CMAM), Madrid. The incident ion beamwas normal
to the surface of the specimen with 10 mC dose scattered ions
detected by a mobile detector at 165. Data were interpreted
using the SIMNRA program.
3. Results and discussion
3.1. Current density versus time response
In the following sections, the current transients recorded
during anodizing process were evaluated to determine the
inuence of the composition of the anodizing bath and voltage
steps applied, i.e. electric eld, on the anodic layers grown.
3.1.1. Inuence of the composition of the anodizing bath.
The current density versus time curves collected during the
anodizing of Ti and its alloys, show signicant growth aspects of
the anodic oxide layer and its morphology.8,18,21,24 Fig. 2 shows
the evolution of the current density versus time during the
anodizing of the Ti6Al4V alloy in a 1 M NH4H2PO4 bath with
diﬀerent concentrations of NH4F applying voltage steps. In this
gure, it is observed that the current-time transient, recorded
for the diﬀerent concentrations of NH4F used, is similar to that
described by other authors for the anodizing of Ti and its alloys
in aqueous media.5,8 Three diﬀerent stages are distinguished:
Fig. 1 Fabrication conditions of nanotubes grown on Ti6Al4V.




























































the growth of the high resistance oxide barrier layer – stage I;
pores nucleation – stage II; and the steady state (growth of
nanotubes)-stage III.
In this electrolyte, the pore initiation stage can be attributed
to both the eld-assisted ejection of Ti4+ ions into the electrolyte
and the chemical dissolution of the oxide due to the presence of
uoride ions readily forming cavities within the oxide.
The three stages plotted in the current density versus time
response are observed for each applied step voltage, V1 ¼ 10 V
for 30 minutes and V2 ¼ 20 V for 60 minutes, Fig. 2b and c. The
steady state current density recorded on stage III corresponding
to the rst applied voltage, V1 ¼ 10 V, is 0.2 mA cm2 for the
bath containing 0.15 M NH4F and increases to 1.5 mA cm
2 for
0.45 M NH4F, Fig. 2b. The steady current density recorded for
the second voltage step, V2 ¼ 20 V, increases approximately 0.2
mA cm2 compared to the values showed for the rst voltage
step for all the NH4F concentrations studied, Fig. 2c.
The increase in steady current density depending on the
uoride concentration in the bath indicates a greater chemical
dissolution of the anodic layers with the uoride content in the
electrolyte.
The value of the nal voltage (V2) determines the features of
the anodic oxide layer grown on the oxide/metal interface.18–21,25
Therefore, the charge density related to the thickness of the
barrier layer is calculated by integrating the stage I from the
current density vs. time response corresponding to the second
voltage step. These values vary between 33–83 mC cm2
depending on the uoride concentration in the bath, Table 1.
Assuming that all the charge are only employed to form a dense
layer of amorphous TiO2,21 the thickness of barrier layer varies
from 18 to 45 nm, Table 1.
Similarly, by calculating the total charge density used in the
anodizing process, it can be seen that the total charge density
increases with the uoride content in the bath, from 1.393 to
9.322 mC cm2 (Table 1). Assuming an eﬃciency of 100% for
the titanium anodizing process, the thickness of the anodic
layer would be 758 nm for a concentration of 0.15 M NH4F, 2615
nm for 0.3 M NH4F, and 5071 nm for 0.45 M NH4F, Table 1.
However, as expected, the thickness values of the TiO2 layers
measured by SEM diﬀer signicantly from the theoretical values
calculated, Table 1, as it will be discussed later. This diﬀerence
is increased with the uoride content in the bath due to the
higher chemical dissolution of the anodic layer which occurs in
Fig. 2 Current density–time responses of anodizing of Ti6Al4V at 10 V for 30minutes followed by second voltage step at 20 V for 60minutes (a),
i vs. t response related to V1 ¼ 10 V for 30 minutes (b) and V2 ¼ 20 V for 60 minutes (c).




























































presence of uorides since the dissolution rate of the oxide layer
increases considerably with the F content.26
3.1.2. Inuence of the electric eld. To study the inuence
of the electric eld on the nanostructure of the anodic layers,
the magnitude of the voltage steps was varied for a specic
concentration of uorides, 0.3 M NH4F.
Fig. 3 shows the anodizing curves obtained for 0.3 M NH4F
solution using diﬀerent voltage steps. The evolution of the i vs. t
curves is similar to those described in Fig. 2. Thus, aer
applying a voltage step of 10 V, an abrupt decrease in the current
density related to the formation of the oxide barrier layer is
observed, followed by the nucleation of the pores which does
not exceed 300 seconds. Finally, the current density is
maintained constant indicating that the steady state, in which
the growth of the nanotubes takes place, has been reached
(Fig. 3).
Upon applying the second voltage step, either 20 or 30 V, the
current density at the steady state depicts higher oscillations
than during the rst voltage step of 10 V. This is due to the
increase of the eld-assisted dissolution of the anodic layer at
voltages higher than 10 V, unbalancing the formation and
dissolution of the anodic oxide layer.
The current density evolution at the steady state for a given
DV ¼ V2  V1, indicates that the current density depends
primarily on the applied DV rather than on the absolute values
of each step, V1 and V2, see Fig. 3b and c.



















0.15 10–20 V 33 18 1.393 758 15/53 41 661
0.3 69 38 4.807 2615 47/69 39 1355
0.45 83 45 9.322 5071 63/65 40 1585
a Calculate for compact amorphous lm assuming 100% current eﬃciency. b Measured by SEM. c Measured by TEM.
Fig. 3 Current density–time responses of anodizing of Ti6Al4V in 1 M NH4FH2PO4/0.3 M NH4F at diﬀerent voltage steps (a), with V1 ¼ 10 V (b),
with V1 ¼ 20 V (c).




























































Nevertheless, in the last 30minutes of the 20–40 V treatment,
the current density increases continuously, without actually
reaching any steady state, thus revealing a greater eld-assisted
dissolution of the anodic layer at high voltages.
The results suggest that the main process occurring at stage
III (constant nanotubular layer thickness over time) is eld-
assisted dissolution instead of “ow assisted” due to the
signicant level of dissolution of the oxide layer in this aqueous
media.
3.2. Film morphology
In this section, the lm morphology of the anodic layers fabri-
cated using diﬀerent anodizing conditions were characterized
using scanning electron microscopy and transmission electron
microscopy.
The morphology of the nanotubular layers fabricated in
Ti6Al4V alloy by applying 10–20 V voltage steps in baths con-
taining diﬀerent NH4F concentrations is shown in Fig. 4. In all
cases the formation of nanotubes preferentially grown in the a-
phase, enriched in aluminium, along with the dissolution of the
oxides in b-phase is observed. Suchmorphology has been widely
described for F containing aqueous electrolytes. The absence
of porous structures in the b-phase relates to the high solubility
of vanadium oxides formed on this phase.5,8,12,15,27,28
The micrographs gathered in Fig. 4 show the inuence of the
NH4F concentration in the nanotube inner diameter in the
mouth, which varies from 15–63 nm for 0.15 M and 0.45 M
NH4F, respectively, Table 1. This increase in the inner diameter
of the nanotube is a result of the chemical dissolution of the
nanotube walls due to the presence of uorides in the electro-
lyte,27,29 according to the following reaction:
TiO2 + 6F
 + 4H+/ TiF26 + 2H2O (1)
This reaction may be further enhanced by the weakness of
the bond between adjacent Ti and O due to the electric eld
(eld-assisted dissolution).
Additionally in Fig. 4b and c it can be observed that in some
areas the mouths of nanotubes appear to be plugged by a white
oxide. This oxide is the result of the solubilization of the tita-
nium and precipitation in form of hydrated species (TiO(OH)2
or Ti(OH)4).24,28,30,31
The thickness of the grown layers measured by SEM varies
from 661 nm for the anodic layer fabricated in the bath with the
lowest concentration of uoride, up to 1585 nm approximately,
for the layer obtained in a bath with the highest concentration,
0.45 M NH4F, Table 1.
Fig. 5a–f show the cross section of the anodic layers. Nano-
tubular structure can be distinguished in a-phase, while cavities
caused by the preferential dissolution of the oxide formed in b-
phase are observed.
It is important to highlight that the lowest concentration of
uoride, 0.15 M NH4F, promotes a layer with double
nanoporous-nanotubular structure, Fig. 5a–b. This complex
morphology comprises an outer nanoporous part (180 nm
thick) and inner nanotubular part. In the literature this bi-
layered structure has been reported on pure titanium32 but
also on Ti6Al4V.27 The explanation about the mechanism for the
Fig. 4 Scanning electron micrographs. Morphology of the anodic
layers grown at V1 ¼ 10 V for 30 minutes and V2 ¼ 20 V for 60 minutes
on Ti6Al4V using (a) 0.15 M, (b) 0.3 M and (c) 0.45 M NH4F.
Fig. 5 Cross sections of anodic layers fabricated at 10–20 V in 1 M
NH4H2PO4 with (a and b) 0.15 M, (c and d) 0.3 M and (e and f) 0.45 M of
NH4F.




























































transition from nanoporous to nanotubular structure is
unclear. According to Crawford et al.,32 the nanotubes grow
deeper into the alloy due to the competition of oxide growth and
chemical dissolution at the bottom of the nanotube. As nano-
tubes continue to grow, the nanoporous layer is subjected to
chemical dissolution, resulting in thinning and eventual
disappearance.
Conversely, the layers grown in baths with 0.3 M and 0.45 M
NH4F have just a nanotubular structure throughout the thick-
ness, Fig. 5c–f. The nanoporous layer disappears at higher
concentration of uorides in the bath, 0.3 and 0.45 M, since the
nanoporous layer is subjected to a most intense chemical
dissolution due to the higher uorides presence in the bath.
The thickness of the barrier layer at the bottom of the
nanotubes is about 40 nm, Table 1, suggesting an oxide growth
rate of 2 nm V1 within 60 min of anodizing.
The images of the cross-section of the anodic layers obtained
by TEM clearly show the change in the nanotube inner diameter
from the bottom to the mouth with the applied voltage step,
Fig. 5d and f. Table 1, shows the inner diameters of the mouth
and of the bottom of the nanotubes grown applying the stepped
voltage, 10–20 V for the three anodizing baths. It can be seen
that the best dened bottle shaped nanotubular structures are
obtained for the bath containing 0.3 M NH4F. The design of
bottle-shaped nanotubes with thicknesses greater than
micrometer, is specially interesting for controlled drug delivery
systems in orthopaedic prostheses.33
In addition, by applying diﬀerent voltage steps, in a bath
containing 0.3 M NH4F promotes changes in the nanotubular
structures with regard to those previously described, Fig. 6a–h.
The anodizing process performed at 10–30 V, Fig. 6c–d, shows
poorly dened pores throughout the surface area, while the
layers grown at 20–30 V Fig. 6e, show better dened nano-
tubular structures, similar to those obtained at 10–20 V, Fig. 6a.
In the 20–40 V treatment, Fig. 6g, the formation of the nano-
tubes is not homogeneous over the entire surface, showing that
the lm looses integrity and collapses.
Values of the inner diameter in the mouth and in the bottom
of the nanotubes are included in Table 2.
Nanotubes inner diameter depends primarily on the applied
voltage since the voltage determines the electric eld strength
across the oxide, thus aﬀecting the migration of ions and ulti-
mately the nanotube inner diameter. The upper diameter
(mouth diameter) is related to the value of the rst applied
voltage during the growth of the anodic layers. Layers which are
grown with an initial voltage of 20 V (20–30 V and 20–40 V) have
a larger pore diameter, in the range of 63–67 nm, compared to
layers grown with an initial voltage of 10 V (10–20 V and 10–30 V)
with diameters comprises between 39–47 nm, Table 2. Nano-
tubes bottom diameter depends on the second applied voltage.
Values vary from 69 nm for 20 V to 90 nm for 40 V.
Assuming an eﬃciency of 100% for the titanium anodizing
process, the thickness of the anodic layer fabricated using the
diﬀerent voltage steps applied ranges between 2600 and 2800
nm, Table 2. The thickness of the anodic layers measured by
SEM are about 1400 nm for all anodic layers except for the layer
grown at 20–40 V, which showed a smaller thickness, 1187 nm,
Table 2. This diﬀerence can be attributed to the stronger electric
eld at 40 V compared to that obtained at lower applied volt-
ages. This implies that there is a higher dissolution rate for the
oxide being formed. This is clearly revealed in the anodizing
curves, by the increasing current density recorded at stage III
pointing out that a steady state is not reached, Fig. 3.
For the oxide layers fabricated, either in the solutions con-
taining diﬀerent uoride concentrations, or varying the voltage
steps, Fig. 5 and 6, the formation of ribs on the wall of the
nanotubes is observed. Ribs have been widely described in the
literature in aqueous electrolytes and organic electrolytes with a
water content higher than 5%.18,34–36 Its formation occurs in a
non-continuous way and is due to several factors such as the
aggressiveness of the anodizing bath; mechanical stress
generated during the growth of nanotubular oxide; the expan-
sion factor; and the electric eld generated by applying high
voltage.
Fig. 6 Scanning electron micrographs. Morphology of the anodic
layers grown in 1 M NH4H2PO4 + 0.3 M NH4F at (a and b) 10–20 V, (c
and d) 10–30 V, (e and f) 20–30 V, (g and h) 20–40 V.




























































The inward migration of O2 ions during anodization lls
the volume of metal consumed, but the outward migrating Ti4+
ions do not contribute to growth at themetal/oxide interface but
pass directly into the solution. Fluoride ions migrate inward at
twice the rate of oxygen ions across the layer and form a
uoride-rich layer at the metal/oxide interface. This uoride-
rich layer is more soluble in the anodizing electrolyte than the
relatively pure TiO2 forming the majority of the layer thickness.
The dissolution of the uoride rich layer placed between the
nanotubes walls (TiF4), according to reactions (2) and (3),
increases the inter-space distance between the nanotubes.
Therefore, the electrolyte accesses throughout the inter-space,
and promotes the growth of a new barrier layer between the
walls of adjacent nanotubes to form the ribs, in accordance with
reaction (4):27,35,37




 + HF/ [TiF5$H2O]
 (3)
Ti + 2H2O/ TiO2 + 4H
+ + 4e (4)
Fig. 6h shows that the greater amplitude of the voltage step,
i.e. 20–40 V, favours the formation of ribs along the nanotube to
a greater extent than the other conditions studied. Moreover, in
this case it appears that the inter-space distance is greater than
at lower voltages thus indicating greater eld-assisted dissolu-
tion of the nanotube walls at the highest applied voltages.
3.3. Eﬃciency of lm formation and composition
In order to determine the composition of the anodic layers and
estimate the eﬃciency of the anodizing process, the oxide layers
were analysed by means of Rutherford Backscattering Spec-
troscopy (RBS).
Fig. 7a presents the RBS spectra corresponding to the anodic
layers grown at voltage steps 10–20 V in electrolytes with
diﬀerent NH4F concentrations. All the spectra show a well-
dened peak in channel 475 associated with oxygen, with the
same number of counts, but with diﬀerent width. The most
signicant diﬀerence among the spectra collected in Fig. 7a, is
depicted in the slope plotted between channels 850 and 950 and
is related to the presence of titanium in the anodic layer. As the
concentration of uoride in the electrolyte increases, the
formation of a more pronounced step is observed. This step is
related to the diﬀerent thickness of the anodic layers, while the
slope can be attributed to: diﬀerences in the roughness of the
metal/oxide and oxide/surface interfaces; porosity of the grown
layer; and heterogeneity of the oxide formed.
RBS spectra show a similar trend in the thickness of the anodic
layers in relation to that measured by SEM. The layer fabricated in
0.15MNH4F has the lowest thickness, while those grown in 0.3 M
and 0.45 M NH4F are thicker and similar between them.
In order to determine the composition and thickness of the
oxides grown, the simulation of RBS spectra was conducted










nm NameV1 30 min
V2 60
min
1 M NH4H2PO4 +
0.3 M NH4F
10 V 20 V 4.807 2615 47/69 1355 10–20 V
10 V 30 V 4.946 2690 39/57c 1383 10–30 V
20 V 30 V 4.999 2720 67/90 1450 20–30 V
20 V 40 V 5.207 2839 63/90c 1187 20–40 V
a Calculate for compact amorphous lm assuming 100% current eﬃciency. b Measured by SEM. c Measured at half of the oxide.
Fig. 7 Rutherford backscattering analysis spectra for anodic oxide
ﬁlms formed on Ti-6Al-4V in 1 M NH4FH2PO4 + [x] M NH4F electrolyte
at 10 V for 30 min and 20 V for 60 min, acquired at 3.777 MeV (a) and
ﬁtting of the spectra for the ﬁlm formed in 0.15 M NH4F (b) circles-
original data, solid line-simulation.




























































using the SIMRA soware, Fig. 7b and 8b. In order to simulate
these complex oxide layers, the tting of the spectra was per-
formed assuming various layers of varying composition and
thicknesses. The results show good agreement between the
tted and experimental data, for all cases.
The composition of the anodic layers in 1015 atoms per cm2
and at.% is gathered in Table 3. It can be observed that the
chemical composition for the layers fabricated in solutions
containing diﬀerent NH4F concentrations are similar among
them, showing 33 to 34 at.% for oxygen, 47 to 51 at.% for tita-
nium, 4 to 7 at.% for aluminium, 3 at.% for vanadium and
uorine contents about 9–10 at.%, Table 3.
The composition of the layers was determined assuming the
stoichiometric formation of V2O5, Al2O3 and TiF4. The average
molecularcompositionofthenanotubesformedonTi6Al4Valloys
can be expressed as TiO1.24$0.080TiF4$0.067Al2O3$0.044V2O5 for
thelayergrownin0.15MNH4Fwhile for thelayersgrownat0.3and
0.45MNH4F,thetitaniumoxideiscomposedofTiO0.92andTiO0.98,
respectively, Table 3. Similar contents of TiF4, Al2O3 and V2O5 are
found for layers fabricatedwith0.3Mand0.45MNH4F.
RBS spectra for layers grown in an electrolyte with 0.3 M of
NH4F and diﬀerent voltage steps, Fig. 8a, are similar to those
obtained for the anodic layers grown with diﬀerent
concentrations of NH4F. A well-dened oxygen peak of similar
width is observed in all growth conditions. There are no great
diﬀerences in thickness between the layers. The anodic oxide
layer fabricated at 20–30 V is slightly thicker, while the layer
grown at 20–40 V, has the lowest thickness. These results are in
agreement with those measured in the SEM images as is sum-
marised in Table 2.
The composition of the titanium oxide layers is similar in all
cases, showing 33 to 36 at.% for oxygen, 45 to 47 at.% for tita-
nium, 7 at.% for aluminium, 2 to 3 at.% for vanadium and
uorine contents about 9–12 at.%, Table 4. The layer grown at
20–30 V presents a slightly higher Ti/O ratio, showing an
average molecular composition expressed as TiO0.98 0.094TiF4
0.111Al2O3 0.045V2O5, while the oxide grown at 20–40 V,
revealing a lower ratio of Ti/O, is composed of TiO0.87-
$0.073TiF4$0.098Al2O3$0.039V2O5, Table 4.
The eﬃciency of the anodizing process has been estimated
using the expression that relates the concentration of titanium
obtained from RBS spectra (concentration of Titanium in 1015
atoms per cm2, second column in Tables 3 and 4) and the
calculated from the charge recorded during the anodizing
(Tables 1 and 2), assuming that all the charge is consumed to
oxidize titanium (100% eﬃciency):
Efficiency ¼ Ti atoms per cm
2ðRBSÞ
Ti atoms per cm2ðcurrent  time curvesÞ
 100 (5)
where the Ti atoms per cm2 are estimated as follows:
Ti atoms per cm2 (current  time curves) ¼ charge recorded 
1.5597  1018 at C1 (6)
1:5597 1018 at C1 ¼ 275 nm C1  rNA
WM
(7)
being 275 nm cm2 C1 the titanium consumed by charge unit, r
the titanium density, NA the Avogadro's number and WM the
titanium molecular weight.
The results reveal an eﬃciency about 34.2% for the bath
containing 0.15 M NH4F, and 12.4% for the bath with 0.45 M
NH4F, Table 3. The eﬃciency decreases with the uoride
concentration in the bath despite the inuence of the F
content on the charge, as can be seen in the increasing current
density response described in the curves in Fig. 2. This means
that not all the collected charge is used to grow the titanium
oxide, but that part of it is due to either the dissolution of both
the nanotubes formed in the a phase and the oxidation of the b-
phase, or to the oxygen evolution at the anode. The higher the
uoride concentration in the anodizing electrolyte, the lower
the process eﬃciency. This response has been also described for
TiO2 anodic layers fabricated in similar electrolytes at constant
voltages.27,28
The eﬃciency of the anodizing process performed in the
present work, applying voltage steps, Table 4, is 22–25%. It
appears that eﬃciency of the anodizing process is not inu-
enced by the voltages or by the DV applied. The results suggest
that the growth eﬃciency depends mainly on the chemical
dissolution of the oxide due to the uoride presence in the
Fig. 8 Rutherford backscattering analysis spectra for anodic oxide
ﬁlms formed on Ti-6Al-4V in 1 MNH4FH2PO4 + 0.3MNH4F electrolyte
at diﬀerent voltage steps, acquired at 3.777 MeV (a), ﬁtting of the
spectra for the ﬁlm formed at 10–30 V, (b) circles-original data, solid
line-simulation.




























































electrolyte more than the eld-assisted dissolution of the oxide
and eld-assisted ejection of Ti ions into the electrolyte.
4. Conclusions
In this paper it has been demonstrated that it is possible to
design TiO2 oxide layers with bottle-shaped nanostructures by
controlling the anodizing electrolyte and the applied voltage
steps.
For the anodic layer fabricated applying voltage steps of 10–
20 V, the F concentration mainly inuenced the inner nano-
tubes diameter, which also depends on the value of the voltage
applied. Electrolytes with low uoride concentration, 0.15 M
NH4F, lead to anodic layers with double morphology, nano-
porous on the oxide/solution interface and nanotubular on the
metal/oxide interface. Conversely, at higher uoride concen-
trations, 0.3 M and 0.45 M NH4F, only a nanotubular oxide layer
with variable inner diameter along the layer is fabricated.
Therefore, the growth of bottle-shaped nanotubular oxide layers
is achieved only when apply a voltage steps using the adequate
uoride concentration in the electrolyte. The best bottle-shaped
morphology is obtained in the anodizing bath containing 0.3 M
NH4F with a inner diameter about 47 nm at the mouth and
about 69 nm at the bottom. This anodic layer is homogeneous
and thicker than one micrometer.
Other voltage steps, 10–30 V, 20–30 V or 20–40 V, applied in
the same anodizing bath-0.3 M NH4F – lead to oxide layers
thicker than the micrometer but their nanostructures are not
well dened.
Ribs on the wall of the nanotubes are observed for the oxide
layers fabricated, either in the solutions containing diﬀerent
uoride concentrations, or varying the voltage steps. Neverthe-
less, the formation of ribs are favoured for the greater
amplitude of the voltage step, i.e. 20–40 V, than the other
conditions studied. Additionally, the inter-space distance is also
greater at 40 V than at lower voltages thus indicating greater
eld-assisted dissolution of the nanotube walls at the highest
applied voltages.
The eﬃciency of the anodizing process decreases with the
uorides concentration in the bath, from 34.2% for 0.15 M
NH4F, 22% for 0.3 M NH4F to 12.4% for 0.45 M NH4F, and is
practically constant for the diﬀerent voltages applied, about 22–
25 %. It appears that eﬃciency of the anodizing process
depends mainly on the chemical dissolution of the oxide due to
the uoride concentration in the electrolyte more than the eld-
assisted dissolution of the oxide and eld-assisted ejection of Ti
ions into the electrolyte.
Acknowledgements
The authors acknowledge to the Spanish Ministry of Science
and Innovation-under Consolider-Ingenio 2010 CSD 2008-0023
FUNCOAT Project and to the Spanish Ministry of Economy and
Competitiveness-under MUNSUTI Project –MAT2013-48224-C2-
1-R-. Mr J. M.Herna´ndez-Lo´pez wishes to thank to CSIC for his
PhD grant JAE-predoc.
References
1 S. Minagar, C. C. Berndt, J. Wang, E. Ivanova and C. Wen,
Acta Biomater., 2012, 8, 2875–2888.
2 M. Geetha, A. K. Singh, R. Asokamani and A. K. Gogia, Prog.
Mater. Sci., 2009, 54, 397–425.
3 B. M. Holzapfel, J. C. Reichert, J. T. Schantz, U. Gbureck,
L. Rackwitz, U. Noth, F. Jakob, M. Rudert, J. Groll and
D. W. Hutmacher, Adv. Drug Delivery Rev., 2013, 65, 581–603.
Table 3 Composition of the nanotubular ﬁlms (1015 atoms cm2), and at.% of each element, formed on Ti6Al4V in 1 M NH4H2PO4 electrolyte
containing diﬀerent NH4F concentrations, applying a voltage step of 10 V for 30 minutes and 20 V for 60 minutes
Film NH4F




0.15 M 743/33 1142/51 221/10 92/4 60/3 TiO1.24$0.080TiF4$0.067Al2O3$0.044V2O5 34.24
0.30 M 1760/34 2389/47 485/9 346/7 145/3 TiO0.92$0.074TiF4$0.106Al2O3$0.044V2O5 23.53
0.45 M 1802/33 2594/47 536/10 383/7 156/3 TiO0.98$0.080TiF4$0.115Al2O3$0.047V2O5 12.42
Table 4 Composition of the nanotubular ﬁlms (1015 atoms cm2), and at.% of each element, formed on Ti6Al4V in 1 M NH4H2PO4 + 0.3 M
NH4F, at diﬀerent voltage steps
Film




10–20 V 1760/34 2389/47 485/9 346/7 145/3 TiO0.92$0.074TiF4$0.106Al2O3$0.044V2O5 23.53
10–30 V 1842/34 2429/45 630/12 372/7 132/2 TiO0.93$0.093TiF4$0.109Al2O3$0.037V2O5 25.73
20–30 V 1938/33 2724/46 668/11 387/7 158/3 TiO0.98$0.094TiF4$0.111Al2O3$0.045V2O5 24.72
20–40 V 1674/36 2121/45 447/10 303/7 124/3 TiO0.87$0.073TiF4$0.098Al2O3$0.039V2O5 22.13




























































4 L. Zhao, P. K. Chu, Y. Zhang and Z. Wu, J. Biomed. Mater.
Res., Part B, 2009, 91, 470–480.
5 G. K. Mor, O. K. Varghese, M. Paulose, K. Shankar and
C. A. Grimes, Sol. Energy Mater. Sol. Cells, 2006, 90, 2011–
2075.
6 E. Gultepe, D. Nagesha, S. Sridhar and M. Amiji, Adv. Drug
Delivery Rev., 2010, 62, 305–315.
7 O. R. Brian and G. Michael, Nature, 1991, 353, 737–740.
8 P. Roy, S. Berger and P. Schmuki, Angew. Chem., Int. Ed.,
2011, 50, 2904–2939.
9 T. Goto, Int. Congr. Ser., 2005, 1284, 248–256.
10 Y.-T. Sul, C. B. Johansson, Y. Jeong and T. Albrektsson, Med.
Eng. Phys., 2001, 23, 329–346.
11 G. Liu, K. Wang, N. Hoivik and H. Jakobsen, Sol. Energy
Mater. Sol. Cells, 2012, 98, 24–38.
12 V. Zwilling, E. Darque-Ceretti, A. Boutry-Forveille, D. David,
M. Y. Perrin and M. Aucouturier, Surf. Interface Anal., 1999,
27, 629–637.
13 C. A. Grimes and G. K. Mor, TiO2 Nanotube Arrays, Synthesis,
Properties, and Applications, Springer, 2009, p. 358.
14 A. Ghicov, H. Tsuchiya, J. M. Macak and P. Schmuki,
Electrochem. Commun., 2005, 7, 505–509.
15 J. M. Macak, H. Tsuchiya, L. Taveira, A. Ghicov and
P. Schmuki, J. Biomed. Mater. Res., Part A, 2005, 75, 928–933.
16 Y. Li, H. Yu, W. Song, G. Li, B. Yi and Z. Shao, Int. J. Hydrogen
Energy, 2011, 36, 14374–14380.
17 J. Lin, J. Chen and X. Chen, Nanoscale Res. Lett., 2011, 6, 1–5.
18 D. Guan, P. J. Hymel and Y. Wang, Electrochim. Acta, 2012,
83, 420–429.
19 X. Wang, S. Zhang and L. Sun, Thin Solid Films, 2011, 519,
4694–4698.
20 X. Wang, R. Chen, J. Zheng, P. Nie, H. Xie and X. Zhao, J.
Wuhan Univ. Technol., Mater. Sci. Ed., 2012, 27, 866–870.
21 D. Guan and Y. Wang, Nanoscale, 2012, 4, 2968–2977.
22 D. Wang, Y. Liu, B. Yu, F. Zhou and W. Liu, Chem. Mater.,
2009, 21, 1198–1206.
23 Y. Liu, D. Wang, L. Cao and S. Chen, Electrochem. Commun.,
2012, 23, 68–71.
24 L. V. Taveira, J. M. Maca´k, H. Tsuchiya, L. F. P. Dick and
P. Schmuki, J. Electrochem. Soc., 2005, 152, B405.
25 J. M. Macak, S. Albu, D. H. Kim, I. Paramasivam,
S. Aldabergerova and P. Schmuki, Electrochem. Solid-State
Lett., 2007, 10, K28–K31.
26 J. M. Macak, H. Hildebrand, U. Marten-Jahns and
P. Schmuki, J. Electroanal. Chem., 2008, 621, 254–266.
27 E. Matykina, A. Conde, J. de Damborenea, D. M. y. Marero
and M. A. Arenas, Electrochim. Acta, 2011, 56, 9209–9218.
28 E. Matykina, J. M. Hernandez-Lo´pez, A. Conde, C. Domingo,
J. J. de Damborenea and M. A. Arenas, Electrochim. Acta,
2011, 56, 2221–2229.
29 K. Yasuda and P. Schmuki, Electrochim. Acta, 2007, 52, 4053–
4061.
30 J. M. Macak, H. Tsuchiya, A. Ghicov, K. Yasuda, R. Hahn,
S. Bauer and P. Schmuki, Curr. Opin. Solid State Mater. Sci.,
2007, 11, 3–18.
31 K. Yasuda, J. M. Macak, S. Berger, A. Ghicov and P. Schmuki,
J. Electrochem. Soc., 2007, 154, C472–C478.
32 G. A. Crawford and N. Chawla, Acta Mater., 2009, 57, 854–
867.
33 J. M. Herna´ndez Lo´pez, M. A. Arenas, A. L. Doadrio,
A. Conde, C. Pe´rez-Jorge, J. J. de Damborenea, M. Vallet-
Regi, E. Go´mez-Barrena and J. Esteban. Proceedings of the
22nd Annual Meeting of the European Orthophaedic Research
Sociaty, Nantes, France, 2014.
34 Y. A. Buslaev and V. A. Shcherbakov, J. Struct. Chem., 1966, 7,
332–336.
35 A. Valota, D. J. LeClere, P. Skeldon, M. Curioni,
T. Hashimoto, S. Berger, J. Kunze, P. Schmuki and
G. E. Thompson, Electrochim. Acta, 2009, 54, 4321–4327.
36 J. M. Macak, H. Tsuchiya, L. Taveira, S. Aldabergerova and
P. Schmuki, Angew. Chem., Int. Ed., 2005, 44, 7463–7465.
37 C. Lin, S. Chen and L. Cao, Mater. Sci. Semicond. Process.,
2013, 16, 154–159.




























































Colloids and Surfaces B: Biointerfaces 105 (2013) 106– 112
Contents lists available at SciVerse ScienceDirect
Colloids  and  Surfaces  B: Biointerfaces
jou rna l h  om epa g e: www.elsev ier .com/ locate /co lsur fb
Doped  TiO2 anodic  layers  of  enhanced  antibacterial  properties
María  A. Arenasa, Concepción  Pérez-Jorgeb, Ana Condea,∗, Endzhe  Matykinaa,
Juan M.  Hernández-Lópeza, Ramón  Pérez-Tanoirab, Juan  J. de  Damboreneaa,
Enrique Gómez-Barrenac,  Jaime  Estebab
a Centro Nacional de Investigaciones Metalúrgicas (CENIM/CSIC), Madrid, Spain
b Department of  Clinical Microbiology, IIS-Fundación Jiménez Díaz Hospital, Madrid, Spain
c Department of Orthopaedics, IdiPAZ-Hospital Universitario La Paz, Madrid, Spain
a  r  t  i  c l  e i n f o
Article history:
Received 7 November 2012
Received in revised form
17 December 2012
Accepted  21 December 2012






a  b  s  t r  a  c t
Ti–6Al–4V  joint  replacement  implants  foster  uncemented  ﬁxation  in orthopaedic surgery.  However, bac-
terial  colonization  competes  with  host  cells and  ultimately  may produce  implant-related  difﬁcult-to-treat
infections,  justifying  the  efforts  to obtain  infection-resistant materials.  In  a previous  work,  the  authors
demonstrated  the antibacterial properties  of  anodic ﬂuoride-TiO2 nanostructured  layers on  Ti–6Al–4V
alloy.  In  this work,  the  anodizing  bath  has  been modiﬁed  in  order  to grow  ﬂuoride-TiO2 barrier  layers
(FBL).  A bacterial  adherence  protocol,  run  with reference and six  different  clinical  strains of Staphylococ-
cus  aureus  and  Staphylococcus  epidermidis,  showed  a statistically  signiﬁcant decrease  in the  percentage  of
covered  surface (p < 0.0001,  Kruskal–Wallis  test)  for FBL specimens  when  compared  with non  ﬂuoride-
containing  specimens,  i.e. chemically polished  Ti–6Al–4V  and  F-free TiO2 barrier layers. The  results
obtained  on the  F-barrier  layers allowed  discrimination  between  the effects  of  the  presence  of ﬂuoride
in  the  layer and the  layer  nanostructure  on  bacterial  adhesion.
© 2013 Elsevier B.V. All rights reserved.
1. Introduction
Titanium and its alloys are widely  used in technological applica-
tions due to  their excellent mechanical properties, high corrosion
resistance and biocompatibility. Broad functionality of  titanium
alloys is attributed to the presence of  surface TiO2 oxide layer which
enhances their corrosion resistance and biological activity.
Ti–6Al–4V joint replacement implants are a  great advance in
orthopaedic surgery and an essential component of  uncemented
current joint prosthesis. However bacterial colonization of surfaces
compromises the effectiveness of  the  implanted materials and  ulti-
mately can result in difﬁcult-to-treat infections [1].
It is well known that most bacterial species can develop the com-
plex structure that is known as  a bioﬁlm. It makes them less acces-
sible to the host defence system and  also decreases their antibiotic
susceptibility. When the bacteria adhere to  the surface before host
cells do, they  start to multiply and produce an extracellular matrix
that constitutes the essential part of  the  bioﬁlm which evolves  into
a clinical infection as the numbers of bacteria grow  [2,3]. So, in this
∗ Corresponding author at: Centro Nacional de Investigaciones Metalúrgicas
(CENIM-CSIC),  Avenida Gregorio del  Amo, 8, 28040 Madrid,
Spain.  Tel.: +34 915538900; fax: +34 915347425.
E-mail address: a.conde@cenim.csic.es (A. Conde).
phenomenon, bacterial adherence to  the surfaces is  the ﬁrst and key
step in bioﬁlm development. Staphylococcus aureus and  Staphylo-
coccus epidermidis are frequently isolated as  the leading cause of
biomaterial-related infections, and  different authors explain this
fact by  the ability of  these species to develop bioﬁlms [4].
Preventing the  adhesion of bacteria to the implant surfaces is a
step forward in the pathogenesis of infection, because the bacteria
that do  not adhere are rapidly killed by  the  immune system [5].
According to this fact, if  bacterial adherence is avoided, infection
will not develop in the patient. Traditionally, prevention of  bacterial
adhesion has  been  ensured through the chemoprophylactic use of
antibiotic agents before surgery, mainly administered systemically,
and in some cases, even released from the implanted biomaterial.
However, this latter  strategy has important limitations, such as the
rapid release of the adsorbed antibiotic, resistance development
against the antibiotics, or systemic toxicity [6].
Development of resistance due to a broad  use of antibiotics is
a matter of special concern because it can limit the number of
available antibiotics for treatment of infections, and even some
infections can be untreatable due to  the  lack of  useful  antibiotics [7].
An interesting strategy for preventing the bacterial attachment
and development of bioﬁlm is altering the biomaterial surface
properties. Surface modiﬁcation techniques allow tailoring of the
surface energy via  surface chemistry and topography, showing
important effects of the surface property changes on  microbial
0927-7765/$ – see front matter ©  2013 Elsevier B.V. All rights reserved.
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colonization. Different methodologies have been  used to change
either the chemical composition or the microtopography of the
surface and their impact on bacterial adhesion with different results
[8–10].
Among the surface modiﬁcation techniques, anodizing is a well
known process that enables the growth of titanium oxide layer
under controlled conditions. The  structure of the anodic layer can
be controlled by varying the electrolyte composition, the applied
voltage, the time and the temperature. In general, anodic oxide
layers grown in  acidic, HF-containing baths have  duplex structure
comprising an outer nanoporous/nanotubular layer in contact with
the electrolyte, and an inner compact layer (barrier layer) formed
at the bottom of  the nanotube/nanopore adjacent to the substrate.
However, under certain conditions the growth of the nanostructu-
red outer layer can  be  suppressed, promoting just the growth of the
barrier layer.
In  a  previous work, the authors demonstrated the antibacte-
rial properties of anodic ﬂuoride-TiO2 nanostructured layers on
Ti–6Al–4V alloy [11–13]. The adhesion of  S.  epidermidis and S.
aureus has been reduced by 50% due to  the  presence of ∼5 at.%  of
ﬂuorine in  the oxide layer. However, as both the topography and
the chemical composition were modiﬁed by  the anodization pro-
cess, it  was difﬁcult to  elucidate which one  was the major factor in
the antibacterial properties: the F  content in the  oxide layer or the
topographical features of  the latter.
In this work, the anodizing bath has been modiﬁed in order to
enable the growth of ﬂuoride-containing barrier layers (FBL) for the
ﬁrst time. The studies performed on non-nanostructured FBL have
permitted to discriminate the effect of  the ﬂuoride from the effect
of the surface nanostructure on bacterial adhesion.
2. Materials and methods
2.1.  Sample preparation
Ti–6Al–4V  alloy specimens of ELI grade according to the
standard ASTM F136-02 supplied by SURGIVAL were ground
through successive grades of  SiC paper to 1200 grade, degreased
with a  detergent and rinsed in tap water followed by  deionised
water. The specimens were then chemically polished (CP) in a
mixture of HF (48 wt%):HNO3 (70 wt.%):H2O with volume ratio
1:4:5, for 5  min  at room temperature under continuous agitation at
400 rpm, rinsed in  distilled water and dried in cold air. The working
area was 2.54 cm2.
Fluoride-TiO2 barrier layers (FBL) were produced in a two-
electrode cell by anodizing the specimens in  1 M NH4H2PO4/0.15 M
NH4F solution at constant voltage controlled at 20  V for 120 min
and at temperature controlled at 20 ◦C. Platinum mesh was  used
as a cathode. Constant voltage was applied using LAB/SM 1300DC
power supply (ET Power Systems  Ltd.). Current time responses
of anodizing were acquired at 0.1 Hz  sampling rate using a
Zero-Resistance Ammeter (ZRA) connected in series with the  elec-
trochemical cell. Fluoride-free TiO2 barrier layers (BL) were also
fabricated in 1 M  H2SO4 electrolyte by  anodizing the specimens at
15 mA cm−2 to 90 V. The  summary of  surface treatment conditions
is listed in Table 1.
2.2.  SEM and TEM characterization
The  plan view morphology of oxide barrier layers was examined
by ﬁeld emission gun scanning electron microscopy (FEG-SEM) uti-
lizing a JSM6500F JEOL instrument equipped with EDX  facilities.
Electron-transparent sections, nominally 40  nm-thick, prepared
by ultramicrotomy were observed by  a  JEOL JEM 2010 TEM instru-
ment operated at  200 keV.
2.3. Surface characterization
Surface  topographies were examined and roughness Ra values
were obtained by  using an  optical imaging proﬁlometer Pl 2300
(Sensofar) operated at  20×. The  cited Ra values are an  average of
ﬁve measurements.
2.4.  Surface energy and contact angle
Surface contact angles were measured using distilled water and
diiodomethane (from Sigma Aldrich) using Theta Attension opti-
cal tensiometer (KSV Instruments) with automatic liquid dispenser
and monochromatic cold light source, operated in trigger mode
with 50 video frames recorded at 112  ms  interval. The measure-
ments were performed immediately after the  treatment of the
surface, rinsing for 1  min  in distilled water, and drying in warm
air for 1  min, to avoid the adsorption of carbon-containing species
from the ambience.
Contact angles were calculated using Young–Laplace drop pro-
ﬁle ﬁtting method.  Each contact angle value is cited  as  an average
of three measurements performed at  three different locations on
the specimen surface. An average of 40 frames has been used to
calculate the contact angle for each drop.
Surface free energy ()  components and  work of  adhesion (Wa)
of the oxide layers were  determined using Fowkes approach [14]:
Wa =  L(cos  + 1) =  2(DL DS )
1/2 +  2(PL PS )
1/2
(1)
WDa =  2(DL DS )
1/2
(2)




Microbiology studies have been performed using two reference
strains and six clinical strains of each species. The reference strains
were S. aureus 15981 [15]  and  S. epidermidis ATCC 35984. Both
strains are bioﬁlm-producing ones. S. aureus 15981 is a clinical iso-
late that has been fully characterized with respect to the bioﬁlm
production. S. epidermidis ATCC 35984 is a  collection strain used
for bioﬁlm studies. The  clinical strains for  S.  aureus were P1, P2,
P4, P18, P61T3 and P95 and those for S. epidermidis were P6, P33,
Table 1
Surface treatment conditions and oxide ﬁlm  characteristics.
Surface treatment Designation Electrolyte/surface treatment conditions  Film thickness (nm) Fluorine
content (at.%)
Chemically polished –  CP HF (40 wt%):HNO3 (70 wt%):H2O 1:4:5 ratio
5  min
No ﬁlm <0.5
Barrier layera F-free treatment BL  1 M H2SO4 anodizing at 15 mA/cm2 to 90 V 200 <0.3
Fluoride barrier layer F-containing treatment FBL 1 M NH4H2PO4/0.15 M NH4F, pH =  5 Anodizing
at 20 V,  120 min
150 12
a Barrier layer refers to  a dense anodic oxide ﬁlm without nanostructure.
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P53B, P55, P74 and P101. The clinical strains have been isolated
from patients who have had an  implant-related infection using a
previously described sonication procedure [16].  These strains have
been characterized by  phenotypic and genetic methods in a  previ-
ous study. The strains were isolated from infected hip prosthesis
(P2, P4, P18, P33, P53B, P55, P74 and  P101), and  infected osteosyn-
thesis implants (P1, P6, P61T3 and  P95).  All  the strains are  able to
form bioﬁlm in vitro and the amount of bioﬁlm production ranges
between 1+ and 3+  according to Stepanovic method. All S. aureus
strains were ica gene positive, as  well as all  S. epidermidis strains
except the P33 and P101 [17].
In this work, the experiments on staphylococcal adhesion of ref-
erence strains were carried out on BL and FBL  while the study with
clinical strains was performed on CP, and  FBL. The experiments
were performed following the protocol developed by Kinnari et al.
[18] as  previously reported by  us [13]. Bacteria were inoculated
in Tryptic Soy Broth (TSB, bioMérieux, Marcy L’Etoile, France) and
incubated overnight at 37 ◦C with 5% CO2. After  culture, bacteria
were centrifuged for 10 min  at  3500 ×  g  at 22 ◦C. Supernatant was
then discarded and the pellet  was washed three times with sterile
phosphate buffered saline (PBS, Sigma–Aldrich Life Science). Bacte-
ria were then suspended and  diluted in PBS in order to obtain a
108 CFU/ml concentration; the bacterial concentration was  deter-
mined by spectrophotometry using a visible spectrophotometer
(Genesys 20, Thermo Scientiﬁc) [19]. Ten ml  of this solution were
used to cover the specimens in the plates. This inoculum was added
onto specimens of  titanium alloy (Ti–6Al–4V) with different sur-
face treatments, and incubated for  90 min  at 37 ◦C  in order to allow
adhesion in a  static model.
After incubation, the samples were washed three times with
PBS to remove unattached bacteria. Finally,  they were  stained for
2 min  with Live/Dead® Bacterial Viability Kit  (BacklightTM) [20] and
rinsed with sterile water. Eight photographs (400×, high power
ﬁeld) were obtained by UV microscope for each sample.
A surface of  approximately 24,000 m2 was captured in each
image. The percentage of  surface area covered with adhered bacte-
ria was calculated using ImageJ software (National Institute of
Health Bethesda, MD,  USA). The experiments were performed in
triplicate for each strain.
The  statistical analysis was  performed using EPI-INFO software
version 3.5.1 (CDC, Atlanta, GA, USA). The obtained results were
presented comparing the  mean percentage of covered biomate-
rial surface for CP Ti–6Al–4V specimens, and for different anodized
materials, i.e.  BL and FBL. In  order  to carry out the statistical
study, non-parametric tests were  performed. When more  than two
samples were employed, the Kruskal–Wallis test was  carried out,
whereas for two  samples, the  Mann–Whitney test was  used.
3. Results
3.1. Surface characterization
The  surface morphology of the  CP Ti–6Al–4V reveals an   + 
microstructure, comprising 2–3 m long -phase particles dis-
persed in -phase matrix (Fig.  1(a)). Local  EDX analysis disclosed
that the -phase is  enriched in vanadium (up to ∼14 at.%) compared
with the -phase (∼2 at.%) and  contains about 1 at.%  of  iron [21].
The Ra roughness value of CP surfaces determined over 140 m-
long proﬁle was about 73 nm  (Table 2).
The cross-section of the oxide layer prepared in 1 M H2SO4
(the F-free electrolyte; Fig. 1(b)) shows a 200 nm-thick barrier
type layer, BL. Local crater-like irregularities are formed due to  a
local dielectric breakdown of the  layer, Fig. 1(c). The  EDX analy-
sis performed at different sites of the layer revealed that the layer
contained tracers of  ﬂuorine (≤0.3 at.%), originating from chemical
etching of the substrate in HF/HNO3/H2O  solution prior to  anodiz-
ing. The oxide layer formed on the  -phase still contained elevated
amount of  vanadium (∼3.3 at.%) compared with the layer  formed
on -phase (∼0.7 at.%) [13].
The Ra values for the BL are slightly lower compared with CP
surface, with the average Ra value of 53 nm (Table 2).
A ∼150 nm-thick FBL is formed after 120 min of  anodizing in
NH4H2PO4/NH4F  electrolyte (Fig. 1(d)). The  ﬂuoride concentration
and the pH of the anodizing bath strongly inﬂuence the TiO2 layer
surface morphology formed  in this electrolyte [22]. Nanotubular
and nanoporous structure can be also produced in this  electrolyte
as a  consequence of the dissolution process, which is  intensiﬁed
at higher concentrations of F− and is inhibited by the pH  increase
of the electrolyte. Increasing the pH of the 1  M NH4H2PO4/0.15 M
F− solution from 4.2 to 5.0 enabled growth of thick barrier lay-
ers instead of  nanostructured layers (nanotubular layers) [22]. The
TEM cross-section image of  the barrier layer revealed an  amor-
phous structure with no discernable nanocrystals (Fig. 1(d)). The
oxide layer formed on  -phase  appeared nodular compared with
the smooth layer generated on  -phase (Fig. 1(e)).
The chemical composition estimated by RBS revealed that the
ﬂuorine content in FBL layers is 12 at.%  [22]. Lower amount of ﬂuo-
rine, around 4–6 at.%, has  been found in the nanostructured layers
described in our previous work [21].
The average roughness of  the FBL surface (130 nm)  is  higher
than that  of the  CP and BL  specimens. The more intensive chemical
dissolution of the oxide layer  during the anodizing process in the
ﬂuoride-containing electrolyte results in  the increased roughness
on the FBL in comparison to the BL specimens.
3.2. Surface wettability
The  wettability of  the freshly prepared and dried surfaces was
considerably high  for all the treatments. FBL layer shows lower
contact angle with water than CP and BL specimens, while the con-
tact angles with diiodomethane are similar in the three types of
specimens (Table 2).
Surface  energy calculations from contact angle data  obtained
in distilled water indicated that increasing the surface rough-
ness increased the surface energy. The  calculated components of
surface free energy, work of adhesion to water and solid/water
interface energy are gathered in Table 2.  The lowest and high-
est surface energies were obtained for  CP  and FBL specimens,
respectively.
The CP and  BL surface treatments had  no statistically signiﬁcant
difference. BL  layer and CP surface disclosed lower work of adhe-
sion and higher  solid/water interface energy  than the FBL layer.
Higher adhesion work for FBL indicates that greater separation
work is  required to pull a  droplet of water off the  surface and to cre-
ate water/air and  FBL/air interfaces. Respectively, lower FBL/water
interface energy means that smaller work is required to create a
unit of FBL/water interface.
In  general, the lowest surface free energy parameters were
obtained for F-free  surfaces – CP and BL with the  lowest rough-
ness. Thus, in the absence of the nanostructure, the F  content and
the roughness alone may  be considered responsible for the increase
of the surface free energy parameters of  FBL layers.
3.3. Adhesion studies
3.3.1.  Results of  reference strains
The results of the mean percentage of  covered surface for  ref-
erence strains are shown in  Fig. 2.  The response of S. aureus and S.
epidermidis reveals statistically signiﬁcant differences (p <  0.0001,
Kruskal–Wallis test) when comparing FBL with CP and BL
specimens. The percentage of covered surface of FBL specimens is
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Fig. 1. Surface morphology of CP Ti–6Al–4V (a); cross-section and plan view of BL  oxide layer prepared in 1 M H2SO4 (b, c); cross-section and plan  view of  FBL formed in
NH4H2PO4/NH4F  electrolyte for 120  min  (d, e).
higher for S.  epidermidis than for S.  aureus. However, there is no sta-
tistically signiﬁcant difference between the percentage of covered
surface of BL  and CP specimens (p >  0.0001, Kruskal–Wallis test).
3.3.2. Results of clinical strains
As  reference bacteria did not show  statistically signiﬁcant dif-
ference between CP and BL treatments, further comparison of the
clinical strains response was performed using just CP and FBL spec-
imens.
Fig. 3  shows the mean percentage of covered surface for  six clin-
ical strains of S.  epidermidis. For P6.2, P33.1, and P74 strains, the
results showed a statistically signiﬁcant decrease in the percent-
age of covered surface of  FBL compared with the CP. Similarly, for
most of the S.  aureus clinical strains (P1, P2, P4, P18 and  P61T3) the
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Table  2
Roughness and contact angle measurements. Calculated components of  surface-free energy, work of  adhesion and solid/water interface energy.











CP 53.2 ± 2.1 52.10 ± 8.2 29.05  ± 2.78 59.5  44.6 14.9 117.4 62.36 55.13 14.80
BL 73.9  ± 3.8 57.50 ± 0.27 27.51 ± 1.86 58.1  45.2 12.9 114.0  62.78 51.30  16.82
FBL 130.4 ± 7.2 21.36 ± 5.18 26.16 ± 5.35 75.1  45.7 29.4 140.6 63.13 77.44 7.33
NPb 178.9 ± 8.7 29.9 ± 1.8 22.4 ± 2.11 72.5  47 25.5 136.2 64.0 72.1  9.2
NTb 168.8 ± 11.6  7.5 ± 1.58 3.98 ± 0.83 80.9  50.7  30.2 145 66.5 78.5  8.7
a Measured in distilled water.






























Fig. 2. The mean percentage of  surface coverage for  S. epidermidis. ***Statistically
signiﬁcant  difference with CP and BL  (p < 0.0001).
mean percentage of covered surface revealed a statistically signif-
icant decrease (p < 0.0001, Kruskal–Wallis test) on FBL specimens
compared with CP specimens. On the other hand, the mean percent-
age of covered surface of the FBL specimens is  lower for S. aureus
than for S. epidermidis.
4.  Discussion
Bacterial adhesion is  a complex process that depends on many
factors, including some characteristics of the bacteria themselves,
environmental factors and, of course, material surface properties
[5].
From the perspective of  the material, the  chemical composition,
surface charge, wettability, surface roughness and topogra-









P1 P2 P4 P18 P95 P61 t3 P6.2 P33 .1 P53 P55 P74 P10 1
CP
FBL
S.au reus S.epidermi dis
*       *                        *
















Fig. 3. The mean percentage of  surface coverage for S. epidermidis and  S. aureus
clinical strains. *Statistically signiﬁcant difference with CP (p < 0.0001).
Precisely, surface modiﬁcation of the substratum is being studied
as a potentially efﬁcient strategy to  alter surface properties (sur-
face chemistry, topography and  hence, the surface energy) of the
implants and the effects of these changes on the  adhesion process
are being evaluated. However, although there is  a lot of information
on the  behaviour of many bacteria on  a wide variety of metals and
other surfaces, still there is no a  conclusive theory that explains or
even summarizes all this information.
A  previous study performed on specimens anodized in ﬂuoride-
containing electrolytes, using either reference strains or  clinical
strains, showed a decrease of  bacterial adhesion on nanostructu-
red ﬂuoride-containing layers in comparison with the CP and BL
specimens [13].  In addition, no statistically signiﬁcant differences
were observed between the nanostructured (nanoporous (NP) or
nanotubular (NT)) specimens with respect to the adhesion of bacte-
ria. This correlates with the fact that solid/water interface energies
for both nanotubular and  nanoporous specimens were  very similar,
despite the distinctly different microstructure (see Table 2). Hence,
the observed decrease in bacterial adhesion was attributed to the
presence of ﬂuoride in the layer.
The present study compares the antibacterial properties of  F-
containing TiO2 barrier layers with the non-anodized specimens,
CP, and  anodized specimens prepared in a F-free electrolyte which
allows formation of F-free TiO2 barrier layers, BL.  Both anodized
specimens (BL and FBL) have the  same dense homogenous struc-
ture, i.e. both are non-nanostructured oxide layers,  thus enabling
to elucidate the role of  the ﬂuoride in  two layers with similar mor-
phological features. FBL promotes the lowest bacteria attachment
compared with the BL and CP treatments.
Further, FBL surface has  an increased roughness and  surface
energy compared with the BL. Kinnari et al.  [23], reported that
an increase of the roughness and  the surface energy leads to an
increased protein adsorption, such as ﬁbronectin, that results in
a decreased bacteria attachment. So the changes both in rough-
ness and surface energy  could be the key  factors responsible for
the decrease in the bacterial adhesion reported for  the FBL layers.
The changes in roughness and surface energy components
obtained from the contact angles for the FBL are  different from
those for  the BL specimen, but are rather similar  to those  reported
in our previous  work for the nanostructured layers, NP and NT
arrays, obtained in F-containing electrolyte (Table 2) [13].  How-
ever, despite these similarities the bacterial response of  the FBL is
quite different in comparison with the response reported for the
nanoporous and nanotubular ﬂuoride-containing layers. While the
mean percentage of surface coverage by reference S. aureus and S.
epidermidis for the nanoporous, NP, and  nanotubular, NT, layers is
about 4 and 7%,  respectively [13], for  the FBL these percentages
decrease to 2  and  3%, respectively.
Similarly, the mean percentage of  surface  coverage by  clinical
strains of S. aureus and S. epidermidis for the FBL specimens are
much lower than observed in the F-containing nanostructured lay-
ers [13].
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These differences in  bacterial adhesion on FBL compared to  F-
nanostructured layers  suggest that the surface morphology could
also have a relevant effect. Merit et al. [24] found that  implant
site infection rates are different for porous and dense implants
materials, porous material having a much higher rate of infection.
However the size of  the pores reported in their work is quite high,
100 m,  whereas the size of the bacteria is two orders of magnitude
smaller (being 1–2 m diameter for  Staphylococcus cells). So in  this
case as  well as in  others reported on  titanium for dental applica-
tions [25,26], the microorganisms colonize much larger pores and
cavities where they are sheltered from the host defences. Neverthe-
less, these pore sizes are very large compared to the pore diameter
achieved in  the nanoporous or nanotubular layers reported in our
previous paper, whose diameter ranged from 10 to 100 nm.  Thus,
it appears that  nanoporous features of the anodic  layers have  no
inﬂuence on the bacterial adhesion.
Further, although porous materials or microtextured surfaces
support osseonintegration, roughly textured implant substrata in
dental applications are known to enhance plaque accumulation,
whereas highly polished materials with reduced surface roughness
limit initial bioﬁlm formation in  vivo on smooth titanium sur-
faces [2]. Conversely, a more recent preliminary study performed
using clinical data from infected patients showed no clear dif-
ferences between materials of different roughness regarding the
number of bacteria present on the implant surface. Particularly, the
microorganism involved in orthopaedic clinical infections in spe-
ciﬁc patients are a  major factor inﬂuencing the adherence, which
justiﬁes the need to  perform the studies  of new materials using
sufﬁcient number of  clinical strains [27]. In  this sense, the use of
clinical strains in adherence studies is essential, because of  the
potential differences in the behaviour of the  different bacterial
strains [28].
Moreover, Bollen et al. [29] compared the surface roughness of
different materials produced by different techniques, concluding
that a  value of  200 nm is the average roughness threshold below
which the amount of  bacterial adhesion cannot be  reduced any
further. Therefore, as both FBL and  BL layers fabricated exhibit
roughness about 130 nm and  73 nm,  respectively, so it  appears that
this parameter is  not  the key  factor affecting the bacterial adhesion.
Thus, the ﬁndings of this work in conjunction with the previ-
ously published results  [13] rule out the inﬂuence of the nanoscale
roughness, the surface nanostructure and  topography on the
antibacterial properties of the anodic layer, suggesting that the
reduction in the bacterial adhesion compared with the BL is solely
due to  the presence of  ﬂuoride in the layer. In addition, the higher
F− content in  FBL compared with the nanostructured F-containing
TiO2 layers [13] may  be responsible for the enhanced antibacterial
properties. The mechanism of the reduction of  bacterial adhesion
is thought to be related to the inhibition of their enzymatic activity
by titanium-ﬂuoride complexes, such as TiF4 [30].
Although there is no material totally resistant to bacterial adhe-
sion, certain differences exist, in this  respect, among materials and
surface treatments. Previous studies of the authors performed on
F-containing TiO2 layers grown by anodizing show that, regardless
of the surface conﬁguration –  nanoporous or nanotubular – there
is a decrease in  bacterial attachment on F-containing surfaces.
This paper reveals that the  antibacterial properties rely on the F
content in the layer rather than on the  topographical properties. For
the ﬁrst time, bacterial adhesion studies using two reference strains
and six clinical strains of S.  aureus and S. epidermidis have  been
performed on ﬂuoride-free TiO2 barrier layers and  ﬂuoride-TiO2
barrier layers. These results, in comparison with those previously
reported in  [13], discriminate between the role of the nanostructure
of the layer and the F− content in the layer in bacterial adhesion,
showing that the lowest bacterial adhesion is achieved on ﬂuoride-
TiO2 barrier layers due to their higher F− content compared to
the  nanostructured oxide layers, with no  interference from  other
structural changes.
5.  Conclusion
This paper demonstrates the enhanced antibacterial proper-
ties achieved solely by the incorporation of ﬂuorine during the
anodizing process of  Ti–6Al–4V. Antibacterial properties of nano-
structured anodizing layers have been recently reported by the
authors. Until  now, the anodizing of titanium alloys simultaneously
promoted chemical and nanostructural changes of the surface.
In this work, a new formulation of the anodizing bath has been
developed in order to fabricate ﬂuoride-containing barrier layers
(FBL) with no change in topography. The  bacterial adhesion studies
performed on these non-nanostructured FBL show a statistically
signiﬁcant decrease in the bacterial adhesion in comparison to
ﬂuorine-free barrier layers (BL).  These results permit for ﬁrst time
to discriminate the  effect of  the ﬂuorine from  the effect of  the sur-
face nanostructure on antibacterial properties, revealing the key
role of the F  in the  antibacterial properties.
Acknowledgements
This work was funded by  a  grant from the Spanish Ministry of
Science and Innovation (SMOTI MAT2009-13751 and CONSOLIDER-
INGENIO 2010  CSD 2008-0023 FUNCOAT). Juan  Manuel Hernández
López acknowledges CSIC for  funding this work under the grant
JAE-pre-2010.
The authors report that they have a  patent for the materials
regarding their antimicrobial properties PCT/ES2011/070342.
References
[1]  L. Rimondini, M. Fini, R.  Giardino, The microbial infection of  biomaterials:
a  challenge for clinicians and researchers. A short review, J. Appl. Biomater.
Biomech.  3 (2005) 1–10.
[2] L. Hall-Stoodley, J.W. Costerton, P.  Stoodley, Bacterial bioﬁlms: from the
natural  environment to infectious deasease, Nat. Rev. Microbiol. 2 (2004)
95–108.
[3]  W.  Costerton, R.  Veeh, M. Shirtliff, M. Pasmore, C. Post, G.  Ehrlich, The applica-
tion  of bioﬁlm science to  the study and control of  chronic bacterial infections,
J.  Clin. Invest. 112 (2003) 1466–1477.
[4]  R.A. Brady, J.H.  Calhoun, J.G.  Leid,  M.E.  Shirtliff, Infections of  orthopaedic
implants and devices, in: M.E.  Shirtliff, J.G. Leid (Eds.), The Role  of  Bioﬁlms
in  Device-related Infections, Springer-Verlag, Berlin, 2009, pp. 15–56.
[5] M. Katsikogianni, Y.F. Missirlis, Concise review of  mechanisms of bac-
terial  adhesion to biomaterials and of  techniques used  in  estimating
bacteria–material interactions, Eur. Cell Mater.  8 (2004) 37–57.
[6] J. Esteban, J. Cordero-Ampuero, Treatment of prosthetic osteoarticular infec-
tions,  Expert Opin. Pharmacother. 12  (6) (2011) 899–912.
[7] D. Livermore, Has the era of untreatable infections arrived? J.  Antimicrob.
Chemother. 64 (2009) i29–i36.
[8] K.K.  Chung, J.F. Schumacher, E.M. Sampson, R.A.  Burne, P.J. Antonelli, A.B. Bren-
nan, Impact of  engineered surface microtopography on bioﬁlm formation of
Staphylococcus  aureus, Biointerphases 2 (2007) 89.
[9]  M.I. Sarró, D.A. Moreno, C. Ranninger, E.  King, J. Ruiz, Inﬂuence of gas nitriding
of  Ti6Al4V alloy at high temperature on  the adhesion of Staphylococcus aureus,
Surf.  Coat. Technol. 201 (2006) 2807–2812.
[10]  L. Zhao, P.K. Chu, Y. Zhang, Z. Wu,  Antibacterial coatings  on  titanium implants,
J.  Biomed. Mater. Res. B 91B (2009) 470–480.
[11]  M. A.  Arenas Vara, A.  Conde del Campo, J. J.  de  Damborenea González,
E.  Matykina, J.  Esteban Moreno, E. Gómez  Barrena, C. Pérez- Jorge Per-
mach,  R. Pérez Tanoira, Materiales de  titanio anodizado con  ﬂuor, PATENT,
PCT/ES2011/070342, Spain, 2010.
[12]  C. Pérez-Jorge Peremach, R. Pérez Tanoira, M.A. Arenas, E.  Matykina, A. Conde,
J.J.D. Damborenea, E.G. Barrena, J.  Esteban, Bacterial adherence to  anodized
titanium  alloy, J. Phys.: Conf. Ser. 252  (2010) 012011.
[13]  C. Pérez-Jorge, A. Conde, M.A. Arenas, R.  Pérez-Tanoira, E. Matykina, J.J. de
Damborenea, E.  Gómez-Barrena, J. Esteban, In vitro assessment of  Staphylo-
coccus  epidermidis and Staphylococcus aureus adhesion on TiO2 nanotubes on
Ti–6Al–4V  alloy, J.  Biomed. Mater. Res. A 100A (2012) 1696–1705.
[14] F. Fowkes, Chemistry and Physics  of  Interfaces, American Chemical Society,
Washington,  DC, 1965.
[15] J. Valle, A. Toledo-Arana, C. Berasain, J.M. Ghigo, B.  Amorena, J.R. Penades, I. Lasa,
SarA and not sigmaB is  essential for bioﬁlm development by Staphylococcus
aureus, Mol. Microbiol. 48 (2003) 1075–1087.
112 M.A.  Arenas et  al. /  Colloids and Surfaces B: Biointerfaces 105 (2013) 106– 112
[16] T.J. Kinnari, A.  Soininen, J. Esteban, N. Zamora, E.  Alakoski, V.P.  Kouri, R.
Lappalainen,  Y.T. Konttinen, E. Gómez-Barrena, V.M. Tiainen, Adhesion of
staphylococcal  and Caco-2 cells on  diamond-like carbon polymer hybrid coat-
ing,  J.  Biomed. Mater. Res. A  86 (2008) 760–768.
[17]  J. Esteban, D. Molina-Manso, I. Spiliopoulou, J. Cordero-Ampuero, R. Fernández-
Roblas,  A.  Foka, E. Gómez-Barrena, Bioﬁlm development by  clinical isolates
of  Staphylococcus spp. from retrieved orthopedic prostheses, Acta Orthop. 81
(2010)  674–679.
[18] J. Esteban, E. Gómez-Barrena, J. Cordero, N.Z. Martin-de-Hijas, T.J. Kinnari, R.
Fernandez-Roblas,  Evaluation of quantitative analysis of cultures from soni-
cated  retrieved orthopedic implants in diagnosis of orthopedic infection, J. Clin.
Microbiol.  46 (2008) 488–492.
[19] K.C. Chapin, Reagents, stains, and media: bacteriology, in:  Manual of Clinical
Microbiology, ASM Press, Washington, DC, 2007, pp.  334–364.
[20]  L. Boulos, M. Prevost, B.  Barbeau, J. Coallier, R.  Desjardins, LIVE/DEAD BacLight:
application  of a  new rapid staining method for direct enumeration of  viable
and  total bacteria in drinking water, J. Microbiol. Methods 37  (1999) 77–86.
[21] E. Matykina, J.M. Hernández-López, A.  Conde, C. Domingo, J. De Damborenea,
M.A. Arenas, Morphologies of  nanostructured TiO2 doped  with F on Ti–6Al–4V
alloy,  Electrochim. Acta 56 (2011) 2221.
[22] E. Matykina, A. Conde, J. de  Damborenea, D. Martín y Marero, M.A. Arenas,
Growth  of TiO2-based nanotubes on Ti–6Al–4V alloy, Electrochim. Acta 56
(2011)  9209–9218.
[23] T.J. Kinnari, L.I. Peltonen, P.  Kuusela, J. Kivilahti, M.  Könönen, J. Jero, Bacte-
rial  adherence to titanium surface coated with human serum albumin, Otol.
Neurotol.  26 (2005) 380–384.
[24] K.  Merritt, J.W.  Shafer, S.A. Brown, Implant site infection rates with porous and
dense  materials, J.  Biomed. Mater. Res.  13 (1979) 101–108.
[25] C.B. Correa, J.R. Pires, R.B. Fernandes-Filho, R.  Sartori, L.G. Vaz, Fatigue and
ﬂuoride  corrosion on streptococcus mutans adherence to titanium-based
implant/component surfaces, J.  Prosthodont. 18  (2009) 382–387.
[26] R. Sartori, C.B. Correa, E.  Marcantonio Jr., L.G. Vaz, Inﬂuence of  a  ﬂuoridated
medium  with different pHs on commercially pure titanium-based implants, J.
Prosthodont.  18 (2009) 130–134.
[27] E. Gómez-Barrena, J. Esteban, F.  Medel, D.  Molina-Manso, A. Ortiz-Pérez, J.
Cordero-Ampuero, J.A. Puértolas, Bacterial adherence to separated modular
components in joint prosthesis: a  clinical study, J. Orthop. Res.  30 (2012)
1634–1639.
[28] J.  Esteban, D. Molina-Manso, E.  Gómez-Barrena, Bacterial adherence to vitamin
E  UHMWPE. Considerations about in vitro studies, J. Orthop. Res. 30  (2012)
1181.
[29]  C.M.L. Bollen, P. Lambrechts, M. Quirynen, Comparison of  surface roughness
of  oral hard materials to the threshold surface roughness for bacterial plaque
retention:  a  review of the literature, Dent. Mater. 13  (1997) 258–269.
[30] M. Yoshinari, Y. Oda, T.  Kato, K. Okuda, Inﬂuence of surface  modiﬁcations to






















Influence of the nanostructure of F-doped TiO2 films on osteoblast
growth and function
Daniel Lozano,1,2 Juan M. Hernandez-Lopez,3 Pedro Esbrit,2 Maria A. Arenas,3
Enrique Gomez-Barrena,1 Juan de Damborenea,3 Jaime Esteban,4 Concepcion Perez-Jorge,4
Ramon Perez-Tanoira,4 Ana Conde3
1Grupo de Investigacion de Cirugıa OsteoArticular, Instituto de Investigacion Hospital Universitario La Paz (IdiPAZ), 28046
Madrid, Spain
2Laboratorio de Metabolismo Mineral y Oseo, Instituto de Investigacion Sanitaria (IIS)-Fundacion Jimenez Dıaz, UAM, 28040
Madrid, Spain, and RETICEF, Instituto de Salud Carlos III, 28029 Madrid, Spain
3Centro Nacional de Investigaciones Metalurgicas, CENIM/CSIC, Madrid, Avda. Gregorio del Amo 8, 28040, Spain
4Departamento de Microbiologıa Clınica, Instituto de Investigacion Sanitaria (IIS)-Fundacion Jimenez Dıaz, 28040 Madrid, Spain
Received 28 July 2014; revised 3 September 2014; accepted 15 September 2014
Published online 25 September 2014 in Wiley Online Library (wileyonlinelibrary.com). DOI: 10.1002/jbm.a.35337
Abstract: The aim of this study was to evaluate the prolifera-
tion and mineralization ability of mouse osteoblastic MC3T3-
E1 cells on F-containing TiO2 films with different morphology
and nanostructure that previously confirmed antibacterial
properties. F-containing TiO2 films were fabricated by anodiz-
ing Ti-6Al-4V alloy ELI -grade 23. By using a mixture of
H2SO4/HF acid at 20 V for 5 and 60 min, a TiO2 film grows
with nanoporous (NP) and nanotubular (NT) features, charac-
terized with a pore diameter of 20 and 100 nm, respectively.
Fluoride-TiO2 barrier films (FBL) were produced in 1M
NH4H2PO4/0.15M NH4F solution at constant voltage controlled
at 20 V for 120 min. The amount of F incorporated in the
nanostructured oxide films was 6 at % and of 4 at %, for the
NP and NT, respectively, while for the FBL film was 12 at %.
MC3T3-E1 cells exhibited different behavior when seeded and
grown onto these surfaces. Thus, F-doped TiO2 films with NP
structures increased proliferation as well as osteogenic gene
expression and the mineralization capacity of these osteoblas-
tic cells. These results confirm that anodizing process is suita-
ble to fabricate multifunctional surfaces on Ti-6Al-4V alloy
with improved not only antibacterial but also osteogenic prop-
erties useful for bone fixation of prosthetic devices VC 2014 Wiley
Periodicals, Inc. J Biomed Mater Res Part A: 103A: 1985–1990, 2015.
Key Words: Ti-6Al-4V alloy, surface functionalization, anodiz-
ing, osteoblast growth and function
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INTRODUCTION
Titanium and its alloys are widely used for orthopaedic
implants and prostheses due to their inertness, biocompatibil-
ity, and satisfactory bone ﬁxation.1,2 Broad functionality of tita-
nium alloys can be related to the passive TiO2 ﬁlm that forms
on the surface enhancing the corrosion resistance and biologi-
cal activity. However, bacterial colonization of these titanium
surfaces and defective bone formation and tissue integration
compromise the effectiveness of these materials when
implanted, eventually leading to implant loosening and failure.3
Different methods have been used to alter either the
chemical composition or the topography of the titanium sur-
face, with a different outcome in terms of bacterial and cell
adhesion.4–6 Among them, anodizing is a well known pro-
cess that enables the growth of titanium oxide ﬁlm under
controlled conditions.7 In previous works, the authors dem-
onstrate that the anodizing process fabricates F-doped TiO2
ﬁlms with antibacterial properties by using the appropriate
electrolyte and voltage conditions. These anodic ﬁlms with
different nanostructure and F content were characterized
showing lower adhesion afﬁnity to S. aureus and S. epider-
midis than F-free barrier anodic ﬁlms (BL) and non ano-
dized alloy. Moreover, the comparative studies performed on
F-containing TiO2 ﬁlms with and without nanostructure per-
mitted to discriminate the effect of the ﬂuoride from the
effect of the nanostructure on bacterial adhesion,
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demonstrating that ﬂuoride is the key factor which supplied
enhanced antibacterial properties to TiO2 surface ﬁlms.
8–10
The inhibition of bacterial adhesion is the most critical
step to prevent implant-associated infection, but implant
success requires that tissue integration occurs before appre-
ciable bacterial colonization. Therefore, to obtain valid con-
clusions on the potential clinical use of the aforementioned
ﬂuoride anodic ﬁlms, it is necessary to assess the effect of
both ﬂuoride content and nanostructure on cells in the
bone environment.
Previous studies indicate that ﬂuoride modiﬁcations of
the Ti surface improve the bone tissue response after
implantation, favoring the osteointegration process.11–13 Flu-
oride on the titanium surface is thought to be released
upon phosphate exchange reaction during the initial expo-
sure to the bone healing environment, as conﬁrmed by sev-
eral in vitro or in vivo studies on surface modiﬁed titanium
alloys involving the use of HF solutions. In this way, the tita-
nium surface acts as a site for calcium and phosphate pre-
cipitation, leading to an increased bone contact and implant
stability.14 Using murine osteoblasts on rough titanium
surfaces treated with different concentrations of ﬂuoride, or
human mesenchymal stem cells on ﬂuoride-containing
modiﬁed TiO2 surfaces, an increased cell proliferation was
found to be induced by ﬂuoride.11,15–18 Current data suggest
that the enhancement of bone formation by this type of F-
containing titanium materials might result from the right
combination of several factors such as the oxide covering
the surface, the presence of F, and the micro (blasting) and
nanolevel topography created by the HF (acid etching).
As an initial insight into the potential ability of these
unique surface modiﬁcations of titanium alloys to promote
a favorable bone response, the present study evaluates in
vitro, the inﬂuence of the nanotopography and the F content
of Ti-6Al-4V alloy with different F-doped TiO2 ﬁlms on vari-
ous osteoblast function features.
MATERIALS AND METHODS
Film fabrication
Surface pretreatment and anodizing process used for fabri-
cation of TiO2 nanostructures with different ﬂuorine con-
tents and controlled morphology on Ti-6Al-4V alloys have
been carried out as follows.
A 18 mm diameter rod of Ti-6Al-4V alloy ELI grade
according to the standard ASTMF136-02 supplied by Surgi-
cal was cut into 2-mm thick disk specimens, ground through
successive grades of SiC paper to 1200 grade, degreased
with a conventional detergent and rinsed in tap water fol-
lowed by deionised water. The specimens were then chemi-
cally polished (CP) in a mixture of HF(48 wt %):HNO3(70
wt %):H2O with volume ratio 1:4:5 for 5 min at room tem-
perature under continuous agitation at 400 rpm, rinsed in
distilled water and dried in cold air. The disks were ano-
dized only on one side, so the treated area was 2.54 cm2.
The anodizing treatment was performed in a two-
electrode cell using a Platinum mesh as a cathode. Constant
voltage was applied using LAB/SM 1300DC power supply (ET
Power systems). Current-time responses of anodizing were
acquired at 0.1 Hz sampling rate using a Zero-Resistance
Ammeter connected in series with the electrochemical cell.
Nanoporous (NP) and nanotubular (NT) oxide ﬁlms
were fabricated at constant voltage controlled at 20 V in the
electrolyte containing 1M H2SO4 and 0.15 wt % HF for 5
and 60 min, respectively, at temperature controlled at 20C
according to Arenas et al.19
Fluoride-TiO2 barrier ﬁlms (FBL) were produced in 1M
NH4H2PO4/0.15M NH4F solution at constant voltage con-
trolled at 20 V for 120 min and at temperature controlled
at 20C. Finally, ﬂuoride-free barrier oxide ﬁlms (BL) have
been also produced by anodizing in 1M H2SO4 at 15 mA
cm22 to 90 V.
Cell proliferation
The materials were placed into 12-well plates before seed-
ing MC3T3-E1 cells20 at a density of 10,000 cells/cm2 in
2 mL of a-minimum essential medium with 10% fetal
bovine serum, 50 mg/mL ascorbic acid, 10 mM ß-glycerol-2-
phosphate and 1% penicillin–streptomycin, followed by
incubation for different times at 37C in 5% CO2. Medium
was replaced every other day. Cell proliferation was deter-
mined by addition of Alamar Blue solution (AbD Serotec,
Oxford, UK) at 10% (v/v) to the cell culture21 at 2 and 7
days of growth, following manufacturer’s instructions. Fluo-
rescence intensity was measured with excitation and emis-
sion wavelengths of 540 and 600 nm, respectively, in an
Opsys MR Reader (Dynez Techonologies, Chantilly, VA).
Cell matrix mineralization
Matrix mineralization was measured by alizarin red staining
after incubating subconﬂuent MC3T3-E1 cells with the
tested specimens in the aforementioned medium for 10
days. The stain was dissolved with 10% cetylpyridinum
chloride in 10 mM sodium phosphate pH 7, measuring
absorbance at 620 nm.20
Real-time PCR
MC3T3-E1 cells were incubated with the tested specimens as
described above, and 5 days thereafter, total cell RNA was
extracted with Trizol (Life Technologies, Rockville, MD). Gene
expression was analyzed by real-time PCR using an ABI
PRISM 7500 system (Applied Biosystems, Foster City, CA)
and a described protocol.22 Unlabeled mouse speciﬁc primers
for: Runx2, osteocalcin (OC) and vascular endothelial growth
factor (VEGF) and TaqManMGB probes were obtained by
Assay-by-DesignSM (Applied Biosystems). The mRNA copy
numbers were calculated for each sample by using the cycle
threshold (Ct) value. 18S rRNA, a housekeeping gene, was
ampliﬁed in parallel with the tested genes. Fold change for
the treatment was deﬁned as the relative expression com-
pared with that of the control and was calculated as 22DDC,
where DDCt5DCtreatment2DCcontrol.
Statistical analysis
Results are expressed as mean6 SEM. Statistical evaluation
was performed through analysis of variance and Scheffe
post-hoc test. A value of p<0.05 was considered signiﬁcant.
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RESULTS
Film properties
Two types of nanostructure arrays have been fabricated by
anodizing at 20 V for 5 and 60 min, respectively, in 1M
H2SO4/0.15 wt.% HF. The morphologies of these nanostruc-
tured TiO2 ﬁlms doped with F on the Ti-6Al-4V alloy were
thoroughly characterized in a previous work.23 Short anod-
izing time resulted in formation of a 110-nm-thick NP oxide
ﬁlm with a porous diameter of 20 nm (NP). Long anodizing
time produced a 300-nm-long NT oxide ﬁlm with a nano-
tube diameter of 100 nm. The average roughness, Ra, for
the NP and NT ﬁlms is higher than that for CP surfaces,
53 nm, with 178 and 160 nm for NP and NT ﬁlms, respec-
tively. The Rutherford backscattering spectroscopy (RBS)
analysis revealed that these two types of ﬁlms contained 6
at % for NP and 4 at % of ﬂuorine for NT.23 Raman spectra
performed on the ﬁlms formed at 20 V showed broad bands
centered at 454 and 617 cm21 corresponding to amorphous
TiO2. The amorphous character of the nanostructured TiO2
deduced from Raman data also agreed with TEM observa-
tions, where, at the employed resolution, no nanocrystals
were disclosed in any of the ﬁlm.23
Two types of non nanostructured oxide ﬁlms without
and with ﬂuoride have been fabricated varying the composi-
tion of the electrolyte and the electrical conditions.23,24 The
oxide ﬁlm prepared in 1M H2SO4 the F-free electrolyte is a
200-nm-thick oxide barrier type ﬁlm (BL).The Ra values for
the BL ﬁlm are slightly higher than CP surface, with the
average Ra value of 73.96 3.8 nm.
Finally, a 150 nm-thick F-barrier ﬁlm, FBL, is formed after
120 min of anodizing in a NH4H2PO4/NH4F electrolyte. The ﬂu-
oride concentration and the pH of the anodizing bath strongly
inﬂuence on the TiO2 ﬁlm surface morphology formed in this
electrolyte.24 The chemical composition estimated by RBS
revealed that the ﬂuorine content in FBL ﬁlms is 12 at %.24
The average Ra of the FBL ﬁlm, 130 nm, ranges in the same
order than the nanostructured oxide ﬁlms NP and NT. The
higher chemical dissolution process occurred during the anod-
izing process in the ﬂuoride-containing electrolyte results in an
increased roughness on the FBL in comparison to the BL.
Cell proliferation
When testing the different F-doped TiO2 ﬁlms in osteoblas-
tic MC3T3-E1 cells, it was observed that the presence of F
failed to affect cell proliferation (2 and 7 days) in the case
of BL, BFL, NT ﬁlms, but it was signiﬁcantly increased on
the NP specimens; thus, the mean % cell proliferation with
NP versus CP specimens (normalized to 100%) was: 142
and 133%, at days 2 and 7, respectively [Fig. 1(a)].
Cell matrix mineralization
In addition, F-doped TiO2 ﬁlms, compared to the CP materi-
als, signiﬁcantly increased matrix mineralization in osteo-
blastic MC3T3-E1 cells at 10 days of culture; so that the
corresponding mean A260nm values for BL, FBL, and NT
were: 0.38; 0.41; and 0.35, respectively, whereas that for
the NP was 0.52 versus 0.26 for CP [Fig. 1(b)].
Gene expression
We analyzed the gene expression of two osteogenic
markers, Runx2 and OC, corresponding to early and late
osteoblast differentiation, respectively, and that of a key
angiogenic factor, VEGF, in MC3T3-E1 cells exposed to the
different tested specimens. It was found that NP specimens
signiﬁcantly increased the gene expression of all of these
markers tested in MC3T3-E1 cells at day 5 [Fig. 1(c)].
DISCUSSION
The formation of bone around implants is a multistep
process involving osteoblast adhesion, proliferation,
FIGURE 1. MCT3T3-E1 cell proliferation (measured by Alamar Blue
assay) at days 2 and 7 (a); matrix mineralization at day 10 of culture
(b); and gene expression of osteoblastic (Runx2 and OC) and angio-
genic (VEGF) markers (c), at day 5, in the presence of Ti-6Al-4V (CP)
and Ti-6Al-4V with various anodic oxide ﬁlms, F-free (BL) and F-
containing (FBL, NP, NT). SEMs were less than 1% in all of the experi-
mental conditions. Results are mean6SEM (n54). *p< 0.01 versus
CP; **p< 0.0001 versus CP. [Color ﬁgure can be viewed in the online
issue, which is available at wileyonlinelibrary.com.]
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differentiation, secretion of extra cellular matrix proteins,
and mineralization. Yao et al.25 evidenced an increased
osteoblast adhesion on Ti and Ti-6Al-4V anodized in diluted
HF, related to the surface alterations at the nanometer scale
produced during short anodizing periods. Further studies
by the same authors showed that the deposition of calcium
by osteoblasts was increased on nanotube-like TiO2 struc-
tures over anodized nanoparticulate structures on the tita-
nium surface.26 However, the osteoblast total collagen
content and alkaline phosphatase activity did not show sig-
niﬁcant differences when comparing the two anodized and
unanodized titanium surfaces after over 21 days. Conversely,
Das et al.27 observed an increase of both the extracellular
matrix production and alkaline phosphatase expression by
osteoblasts on NT oxide surface compared to unanodized
titanium surfaces, suggesting that these cells mature more
rapidly on a NT surface than on unanodized titanium
samples.
Similarly, other authors reported that adhesion, spread-
ing, growth, and differentiation of mesenchymal stem cells
on vertically oriented TiO2 nanotubes with deﬁned diame-
ters between 15 and 100 nm are critically dependent on
the nanotube diameter. Thus, a diameter<30 nm provide
an effective length scale for accelerated integrin clustering/
focal contact formation and enhancing cellular activities,
compared to smooth TiO2 surfaces obtained by anodization
in ﬂuoride-free H3PO4 electrolytes. These maximal
responses were observed at 15 nm diameter, whereas cell
adhesion and spreading were severely impaired on nano-
tube ﬁlms with a nanotube diameter> 50 nm, resulting in
dramatically reduced cellular activity.28–30 However, these
authors did not take into account the compositional changes
induced in the oxide fabricated by the anodization in HF
containing solutions together with nanometer surface fea-
tures. In particular, the inﬂuence of the ﬂuoride incorpo-
rated in the anodic ﬁlm during the fabrication of the NP or
NT oxide ﬁlms was not considered; even though it is well
known that ﬂuorine ions induce formation of ﬂuorapatite in
the surrounding bone. The above mentioned studies con-
clude that the surface nano features developed in such
anodizing conditions were responsible for the observed
improved biological response.
FIGURE 2. Scheme of TiF4 distribution on NP, NT, and FBL anodic ﬁlms. [Color ﬁgure can be viewed in the online issue, which is available at
wileyonlinelibrary.com.]
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The results of the present study show that the presence
of F on Ti surfaces, which is responsible for the antibacterial
properties, per se does not increase but it does not limit
either osteoblastic cell growth. However, F content conferred
various osteogenic features to the tested materials, as indi-
cated by an increase in matrix mineralization and the gene
expression of two osteoblastic markers, Runx2 and OC, and
the angiogenic factor VEGF in MC3T3-E1 cells. Moreover,
these cells exhibited improved functional parameters on F-
doped TiO2 ﬁlms with NP structures [Fig. 1(a,b)] compared
with NT or dense FBL structures, suggesting preferential
adhesion to certain surface. The reason for this apparent
preferential behavior of these osteoblastic cells is unknown.
Surface roughness, however, could not explain by itself the
best cell response observed on NP specimens, as the aver-
age measured roughness Ra for FBL, NP and NT specimens
was similar (about 100 nm). F-containing TiO2 anodic ﬁlms
FBL, NP, and NT, possess ﬂuoride contents of 12, 6, and 4 at
%, respectively. In this sense, Lamolle et al.31 observed that
small amounts of ﬂuoride (between 1 and 2 at %) incorpo-
rated onto the surface of metallic Ti implants have a stimu-
latory action on MC3T3-E1 osteoblasts. Longer immersion
times in HF solutions, as used by Tiainen et al.32 provided
modiﬁed TiO2 surfaces with 4 at % of F that induced a sig-
niﬁcantly higher osteoblastic cell number. However, they did
not obtain conclusive evidence about ﬂuoride being respon-
sible for this cellular behavior. Moreover, they reported that
a higher F content (about 9 at %) was in fact toxic to the
cells. Conversely, no harmful effect was observed for the
FBL ﬁlm containing 12 at % of F in our study.
Even though the biological response to ﬂuoride appears
to be dose-dependent,33 our data do not provide conclusive
evidence about the concentration of ﬂuoride being a key fac-
tor for the advantageous osteogenic properties of NP ﬁlms.
Hydrophilic surfaces generally enhance protein and cell
adhesion.34–36 However, the differences in bioactivity
observed in this work could not be explained by the differ-
ent surface hydrophilicity of all the fabricated surfaces, all
of them exhibiting high wettability with water contact
angles lower than 65.10 In fact, NT ﬁlms, with the lowest
water angle contact (below 10), was not the most effective
in osteoblastic cell responses.
It is worthwhile mentioning that during the anodizing
process the conditions imposed to fabricate the TiO2 ﬁlms
not only inﬂuence the roughness and nanostructure of the
anodic ﬁlm but also its chemical composition. The latter is
complex, containing TiF4, and oxides of the alloying ele-
ments present in the titanium alloy, Al2O3 and V2O5.
23 The
ﬂuoride content and distribution are also different on each
fabricated nanostructured anodic ﬁlm. Habazaki et al.37
demonstrated by GDOES analysis that ﬂuoride ions are dis-
tributed relatively uniformly in anodic barrier ﬁlms
throughout the outer regions, with an accumulation of ﬂuo-
ride ions at the alloy/ﬁlm interface. The faster inward
migration rate of ﬂuoride ions relative to that of O22 ions,
attributed to the smaller ionic radius of F2 ions, is the rea-
son for such gradient distribution of ﬂuoride. Similarly to
NP ﬁlms, the pore wall includes an outer pore wall that
contains TiO2, TiF4 and oxides of the alloying elements pres-
ent in the titanium alloy, such as Al2O3 and V2O5 for Ti-6Al-
4V alloy, while the inner pore wall mainly incorporates TiF4.
Longer anodizing times in the electrolyte containing HF fab-
ricate NT anodic ﬁlms, as a result of the chemical dissolu-
tion of TiF4 placed at the inner pore wall, creating small
intertubular spaces of few nm, Figure 2.
According to Ellingsen,13 when TiF4 contacts tissue ﬂuids,
the oxygen from phosphates present in the ﬂuid may replace
the ﬂuoride, and phosphates become covalently bound to the
titanium surface. Such reaction would also promote bone for-
mation in bone tissue, where phosphate might thus covalently
bind to the titanium implant.13 This study suggests that
higher number of TiF4 sites on the surface of the NP speci-
men, relative to that on NT and FBL specimens, might explain
its improved osteogenic features. Thus, a larger TiF4-enriched
surface in contact with the physiological ﬂuid in NP speci-
mens than in NT would increase the capacity of NP surfaces
to react with phosphate, increasing the number of preferential
sites to cell attachment and bone formation. The opposite
would occur in the case of FBL specimens with lower amount
of titanium ﬂuoride directly exposed to the physiological ﬂuid,
compared to NP materials. Moreover, less titanium ﬂuoride
sites available on NT and FBL, compared to NP, determine
less released ﬂuoride by the NT, which might account for their
relative inefﬁcacy to affect osteoblastic function.
In conclusion, the present ﬁndings, together with our
previous results9,10 indicate that anodization is a quick and
efﬁcient method to form multifunctional nanostructured
titanium oxide ﬁlms of controllable pore size, good uniform-
ity, and conformability over large areas. NP TiO2 grown on
Ti6Al4V can mimic constituent features of natural bone.
Therefore, the observed interaction of osteoblastic cells with
these materials might indicate potential impact on the bone
milieu in vivo. Although both nanoscale topography and
chemical composition are modiﬁed by the anodization pro-
cess, the F content has been deemed as the major factor
inﬂuencing the bacterial adhesion,10 while parameters such
as the ﬂuoride distribution and topography appear to be
paramount for osteoinduction. Furthermore, our studies
provide a rationale for the development of a new kind of
multifunctional prosthetic material surface based on tita-
nium alloys with enhanced antibacterial properties, main-
taining or even improving the bone formation capacity.
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a b s t r a c t
TiO2 layers on Ti13Nb13Zr were fabricated by anodizing in acidic ﬂuorine solution, to determine the
nanostructure and electrochemical stability in a PBS solution. The anodization process showed higher
growth efﬁciency. The morphology of nanostructured layer is more homogenous and thicker layers are
obtained in shorter times regarding to organic electrolytes. Additionally, nanostructured oxide ﬁlms were
electrochemically studied to correlate the protective properties of the anodic ﬁlms with the morphology
and nanostructure developed in each anodizing condition. The anodic layers grown at short times present
nanoporous structure and higher corrosion resistance than those fabricated at longer times, which pos-
sess nanotubular structure.
 2015 Elsevier Ltd. All rights reserved.
1. Introduction
The biological response and the success of an implant depend
on the physicochemical properties of the surface. Surface modiﬁca-
tion of titanium alloys is required to improve their biological activ-
ity and enhance bone formation [1,2]. Pure titanium and Ti6Al4V
ELI alloys are widely used as structural and/or functional biomate-
rials for artiﬁcial implants. However, the high cytotoxicity of
vanadium and the relationship between aluminum and the senile
dementia of Alzheimer type has promoted the need for the
development of new Ti alloys for medical purposes [3].
Different alloying elements such as Fe, Cr, Mo, Nb, Sn, Ta and Zr,
have been used to replace them. These alloying elements are b sta-
bilizers. The b-titanium alloys offer the highest strength to weight
ratios and very attractive combinations of strength, toughness, and
fatigue resistance at large cross sections [4,5]. Particularly promis-
ing is the near-b Ti13Nb13Zr alloy which reduced the Young’s
modulus to 64–83 GPa, closer to the bone, regarding the a + b
Ti6Al4V alloy – 105–120 GPa – [1,5–7].
On the other hand, as Minagar [8] pointed out, the surface of an
implant needs modiﬁcation to optimize the properties of the
implant and to maximize its bioactivity when interfacing with nat-
ural tissue. The surface functionalization enhances both osseointe-
gration and bioactivity, avoiding bacterial adhesion. Among other
methods, anodization is a relatively simple method to fabricate a
variable thickness and uniform nanostructured layer of TiO2 on a
titanium alloy surface. For titanium alloys, the oxide layer exhibits
different properties depending on its microstructure as well as the
processing parameters, mainly the time and potential, the electro-
lyte composition and the temperature. This allows the doping of
the nanostructure with ions such as F which has been considered
of interest as a way to provide antibacterial and osseointegration
properties [1,9–11]. Since the presence of ﬂuoride decreases the
adhesion of bacteria to the implant surface, it would increase the
probability of success of the implant [12,13].
Additionally, in order to have a long term successful implant,
the electrochemical corrosion behavior of TiO2 anodic layers is
the most important issue. Corrosion is one of the greatest chal-
lenges for ensuring the biostability and biocompatibility of metal-
lic implants. The electrochemical behavior of the anodic layers
will depend on their interaction with the surrounding environ-
ment. It must therefore be considered the behavior of the Ti mod-
iﬁed surface in physiological medium to assess the nature of the
passive ﬁlm formed [14,15] since a high corrosion resistance will
ensure that metallic ions will not be released from implants into
the bloodstream. In this sense, the b-titanium alloys, such as
Ti–xZr, Ti–xNb–yZr–zTa, Ti–xNb–yTa and Ti–xNb–yZr, have been
evaluated from corrosion viewpoint in different solutions. The
results pointed out that these titanium alloys may show higher
corrosion resistance than CP titanium and Ti6Al4V alloy due to
the growth of a more compact and stable native passive ﬁlm
composed of a mixture of protective oxides (TiO2, Nb2O5, ZrO2
and Ta2O5) [15–21].
http://dx.doi.org/10.1016/j.corsci.2015.01.041
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The aim of this study is to analyze the corrosion behavior of
anodic ﬁlms grown on Ti13Nb13Zr in a ﬂuoride containing solu-
tion. The samples were fully characterized by scanning electron
microscope (SEM), Rutherford backscattering spectroscopy (RBS),
potentiodynamic polarization and electrochemical impedance
spectroscopy (EIS) to elucidate their electrochemical behavior in
a phosphate buffered saline solution (PBS).
This work shows that a thorough analysis of the impedance
response supplies relevant information about the nanostructure
of the anodic ﬁlms, allowing the estimation of the thickness of
the barrier layers and, the inﬂuence of the inter-tubular space size
in the protective properties of the anodic layer. Moreover, the
microstructural values obtained from the impedance measure-
ments reveal a good correlation with the SEM and TEMmicrostruc-
tural examination.
2. Experimental
Rolled bars of Ti13Nb13Zr alloy were supplied by Xian Saite
Metal Materials Development Co., Ltd. (China). Specimens of
28 mm of Ti13Nb13Zr (mass%) alloy were ground through succes-
sive grades of SiC paper up to 4000 grade. The samples were
degreased with detergent and rinsed with tap water followed by
deionized water. Anodic layers were formed in a two-electrode cell
by anodizing the specimens at constant voltage at 20 V in the elec-
trolyte containing 1 M H2SO4 and 34.5 mM HF for 5 and 60 min at
constant temperature at 20 C. Platinum mesh was used as
cathode.
The cross sections and plan views of anodic ﬁlms were
examined by ﬁeld emission gun scanning electron microscopy
(FEG-SEM) using JSM6500F Philips instrument, at 15 keV for EDS
analysis and 7 keV for secondary electron imaging.
Electron-transparent sections were prepared by scratching the
surface of anodized specimens with a scalpel and collecting the
pieces of the oxide on a TEM grid. These pieces were observed by
TEM, using a JEOL JEM 2100 instrument operated at 200 kV.
The stoichiometric composition of the oxide ﬁlms was further
determined by Rutherford backscattering spectrometry (RBS),
using He+ ions with the energy of 3.045 MeV (resonant energy
for 16O(a, a0)16O reaction), produced by the van de Graff accelera-
tor of the Centro de Micro-Análisis de Materiales (CMAM), Madrid.
The incident ion beam with the diameter of 1 mm was normal to
the specimen surface with 10 lC doze scattered ions detected by
a mobile detector at 165. Data were interpreted using the SIMNRA
program.
The electrochemical measurements were done in triplicate in a
conventional three-electrode cell. The working electrodes were the
non-anodized and anodized NP and NT-specimens, with an area
around to 0.32 cm2 exposed to the aggressive solution; an Ag/AgCl
electrode (saturated KCl), was used as reference electrode and the
counter electrode was a platinum wire with an area about
0.240 cm2. The electrolyte was a phosphate buffered saline solu-
tion (PBS), containing 150 mM NaCl, 9.99 mM KH2PO4, and
9.02 mM Na2H2PO4; with a pH range between 7.2 and 7.4. All the
tests were carried out at 37 ± 2 C. Corrosion behavior was evalu-
ated by potentiodynamic polarization and electrochemical imped-
ance spectroscopy using a Gamry Reference 600 potentiostat. The
potentiodynamic curves were conducted at a scan rate of
0.16 mV/s. Before starting the scan, the sample remained in the
solution for 1 h to stabilize the open circuit potential (OCP). The
potential scan was started in the anodic direction from a potential
value of 0.3 V with respect to the OCP to 3 V with respect to the
Ag/AgCl electrode where the reverse scan started. A wide enough
potential sweep was chosen in order to determine the breakdown
potential of the specimens, to be compared with the values
reported of various implant materials. For Cp-Ti and Ti6Al4V, the
breakdown potentials of 2.4 and 2.0 V, respectively have been
reported in Hank’s solution [22].
EIS measurements were performed applying a sinusoidal signal
of 10 mV of amplitude vs. OCP to guarantee that the electrochem-
ical response of the system is linear. The frequency range was from
100 kHz to 10 mHz, and recording 10 points per decade was done.
Measurements were carried out periodically during 4 weeks of
immersion. The experimental data were analyzed using the ZVIEW
software. The quality of ﬁtting was judged by the values of the Chi-
square, which is the square of the standard deviation between the
original data and the calculated spectrum. It is considered a good
ﬁtting when the Chi-square was <103.
3. Results and discussion
The microstructure of the Ti13Nb13Zr alloy is martensitic
with ﬁnely dispersed a-phase precipitated in a b-matrix. The
microstructure within the prior beta grain boundaries is acicular,
Fig. 1a [23]. The EDS analysis – Fig. 1b – shows only the peaks of
Ti, Nb and Zr, with a chemical composition of 81.12 ± 2.32,
9.2 ± 1.32 and 9.68 ± 1.13 at.%, respectively. The a-phase is
enriched in Zr (neutral element). The neutral elements do not have
marked effect on the stability of either of the phase but form solid
solutions with titanium. On the other hand, other works pointed
out that the grains are reﬁned ﬁrst and then coarsened with the
increase of Zr content. It is also found that Zr element added to tita-
nium alloys has both the solution strengthening and ﬁne-grain
strengthening effect, and affects the lattice parameters. The b-
matrix is enriched in Nb which is a b-stabilized element [5,24,25].
The current density transients were recorded during anodizing
process at 5 and 60 min in H2SO4/HF – Fig. 2. It can be observed
that for the 60 min treatment the current density reaches the
steady state after 9 min. The charge density passed during the ini-








Ti 81.12 + 2.32
Zr 9.68 + 1.13
Nb 9.2 + 1.32
Fig. 1. (a) Microstructure of the Ti13Nb13Zr alloy. (b) EDS analysis of the Ti13Nb13Zr alloy.
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for 5 and 60 min respectively, by applying the Faraday law and
assuming 100% efﬁciency of the process, the estimated thickness
of the amorphous barrier layer grown is 71 and 89 nm.
Shorter anodizing times, 5 min, result in nanostructured layers
with a porous morphology – NP – in both a and b phases, Fig. 3a,
characterized by a pore diameter of 25 nm and a total thickness
around 71 ± 7 nm, Fig 3b. Conversely, the anodic ﬁlm grown for
60 min shows a nanotubular structure – NT, with nanotubes diam-
eter ranging from 75 to 100 nm, with inter-tubular distances
about 15 nm and an average thickness about 900 ± 100 nm –
Fig. 3c and d. The variability in circumferential shape, length and
diameter observed in the nanotubes depends on the phase in
which the nanotubes grow. These variations can be explained by
the different dissolution rates of the oxides grown in a and b
phases due to their differences in chemical composition as
reported for nanotubes fabricated in Ti35Nb5Zr [26] and in Ti–
50Ta [27]. The thickness of the NT layer obtained in this alloy is
notably higher than those obtained in Ti6Al4V alloy using the same
anodizing conditions [10], and similar to those obtained in TixN-
byZr alloys grown in other acidic solutions [28] and in organic elec-
trolytes [26], but, in much shorter times as result of the higher
concentration of oxygen in the aqueous solutions with respect to
the organic solutions; and the higher migration rate of the anions
from the electrolyte (O2 , SO42 and F) in presence of the electric
ﬁeld, which depends on the ion size and electrical conductivity of
the electrolyte.
NT layers disclose a reproducible 40 nm thick barrier layer, Fig
3e, and the nanotube wall thickness was reduced from about
15 nm at the bottom, Fig. 3f, to around 7 nm at the mouth of
the nanotube, Fig. 3g. The thinning of the nanotube walls toward
the outer part of the ﬁlm has been previously described for nano-
tube formation on pure titanium [29] and Ti6Al4V alloy [10], and it
is related to continuous dissolution of TiO2 and TiF4 along the
entire nanotube length.
Formation of ribs of about 13 nm thick on the nanotube walls
(Fig. 3f) is also observed for the NT layers. Ribs are suggested to
arise as a consequence of the dissolution of TiF4 of the walls
increasing the inter-space distance between nanotubes, subse-
quent access of the electrolyte in the interstice and re-growth of
the barrier ﬁlm in the inter-pore region [29–32].
The accurate elemental composition of the ﬁlm was determined
using RBS and average molecular compositions of the NP and NT
anodic layers were derived (Table 1, Fig. 4). The spectrum for NT
layer showed a steeper slope than the NP ﬁlm which can be
explained due to the different morphology and thickness of the
layers. The composition of the anodic layer is estimated by
simulating the RBS spectra using successive layers with different
composition and thickness. The average molecular composition is
determined with the total atoms obtained for the different ele-
ments, e.g. Ti, O, Zr, Nb and F, in all the layers used to simulate
the spectrum and assuming the formation of different compounds.
In the present case, the average molecular composition of the ano-
dic layer was ﬁrstly calculated assuming the formation of TiOx,
ZrO2, Nb2O5 and TiF4. However, the amount of oxygen in the layers
did not allow forming these stoichiometric oxides and the forma-
tion of ZrF4 and NbF5 had to be assumed.
The RBS analysis indicates that the average molecular composi-
tion of the anodic ﬁlm grown on Ti13Nb13Zr alloy can be
expressed as (TiNbZrO)0.450.081TiF40.102NbF50.081ZrF4 for NP
layers and (TiNbZrO)0.610.078TiF40.098NbF50.078ZrF4 for NT lay-
ers – Table 1. The presence of ZrF4 and NbF5 is in agreement with
previously reported for the anodic ﬁlms grown on TiZr and TiNb
alloys in which found ZrF4 and NbF5, respectively [33,34].
The RBS analysis reveals that the ﬁlms contained 13.36 at.% of
ﬂuorine in NP and 11.92 at.% of ﬂuorine in NT. This decrease in
the ﬂuorine content of the layers obtained at longer anodization
time, apparently occurs due to dissolution of TiF4 present in the
walls of the nanotubes [10,31,32,35]. Nevertheless, these contents
are slightly higher in comparison to the anodic ﬁlms grown in
Ti6Al4V alloy, which showed enhanced antibacterial properties
decreasing the adherence of two types of bacteria responsible for
most of the prosthetic joints infections [9–11,36].
The efﬁciency of the ﬁlm growth was derived as a ratio of tita-
nium ions present in the ﬁlm (as determined by RBS) to titanium
ions due in the ﬁlm according to the charge density passed during
the anodizing Table 2, assuming that all the charge was used for
oxidation of titanium. The efﬁciency reduced drastically with
increase the anodizing time from 56.6% to 27.4%, which is higher
than those obtained for TiO2 layers grown on Ti6Al4V under the
same conditions [28] or in glycerol at similar times than those used
in the present work [37].
The electrochemical stability of the anodic ﬁlms was deter-
mined by potentiodynamic polarization curves performed in PBS
– Fig. 5. Before the onset of the potential sweep, the evolution of
the open circuit potential was recorded. As can be seen in Fig. 5a,
the OCP is stabilized after one hour of immersion for all the spec-
imens. The non-anodized and the NT specimens disclosed similar
values around 0.300 V vs. Ag/AgCl and the NP specimens show
more negative values, around 0.560 V vs. Ag/AgCl. Fig. 5b gathers
the polarization curves of each specimen. Both the non-anodized
and the NT specimens have a passive behavior characterized by a
vertical anodic branch with a passive current density – ipass – of
1.1  106 A/cm2. NT revealed an increase in current density in
the anodic branch until the ipass is reached, consequence of the oxi-
dation of the substrate exposed to the solution through the inter-
tubular-space. Córdoba-Torres et al. [38] reported similar passive
current densities for nanotubes fabricated in an organic electrolyte
on pure Ti foils. Conversely, the NP layer shifted the anodic branch
toward lower ipass values, 2.9  107 A/cm2. This anodic layer
showed a high stability along the test with a passive behavior in
the whole anodic branch and lower dissolution rates compared
to both NT and non-anodized specimens, which implies a lower
amount of metallic ions delivered to the solution. Moreover, the
ipass is one order of magnitude lower than those reported for spec-
imens produced by different immersion treatments performed to
thicken the native oxide ﬁlm on Ti13Nb13Zr alloy [18,39].
The non-anodized sample showed a slight increase of the
current around to 1.3 V vs. Ag/AgCl (1.5 V vs. ENH). This can be
associated to the transpassivation behavior of the titanium alloy.
At this potential, as is observed into Pourbaix diagrams [40], the
titanium oxide layer present on the surface of the alloy oxidizes
forming soluble species of Ti(VI).


















Fig. 2. Current density–time response for anodizing of the Ti13Nb13Zr alloy at 20 V
in H2SO4/HF electrolyte.
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On the other hand, the corrosion potential, Ecorr, of the non-
anodized specimen is 0.340 V vs. Ag/AgCl. A similar value is
recorded for the NT specimen, 0.363 V vs. Ag/AgCl, due to the
exposure of the oxidized alloy placed at the bottom of the inter-
tubular space. Conversely, the NP ﬁlms show a Ecorr more cathodic,
about 0.459 V vs. Ag/AgCl.
Therefore, the Ecorr and ipass values of the NT specimens are
similar to those recorded for the non-anodized titanium alloy
suggesting that the electrochemical response of the NT is mainly
due to the oxidation of the substrate exposed through the inter-
tubular spaces instead of the barrier layer at the bottom of the
nanotubes.
Finally, it is important to highlight that both non-anodized sam-
ple and the anodic ﬁlms did not show susceptibility to localized
corrosion in the whole potential sweep since there was no evi-
dence of breakdown potential in the potentiodynamic curves.
Impedance measurements were performed during long immer-
sion times to study the electrochemical processes that take place
Fig. 3. Morphology of the anodic layers grown at 5 min – NP – (a), and 60 min – NT – (c) with its respective cross-section (b) and (d). TEM views of the barrier ﬁlm (e), body,
top and bottom of the NT layers respectively (e)–(h).
Table 1
Composition of the anodic layers formed on Ti13Nb13Zr in H2SO4/HF electrolyte, determined using RBS.
Film 1017 atoms cm2/at.% Average molecular composition Efﬁciency %
Ti O F Nb Zr
20V, 5 min NP 5.46/46.38 2.68/22.79 1.57/13.36 0.90/7.64 1.16/9.83 (TiNbZr)O0.45 0.081TiF4 0.102NbF5 0.081ZrF4 56.57
20V, 60 min NT 36.07/42.09 24.73/28.86 10.26/11.97 8.17/9.54 6.47/7.54 (TiNbZr)O0.61 0.078TiF4 0.098NbF5 0.078ZrF4 27.36
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during the immersion in PBS. Fig. 6a shows the evolution of the
impedance diagrams of the non-anodized specimen. At shorter
immersion times, 0.25 and 24 h, the response can be modelled
by a Randles circuit, where Re is the electrolyte resistance, Rct is
the charge transfer resistance and Cdl is the capacitance of a metal-
lic surface covered by a native oxide ﬁlm. At longer immersion
times, the system behaves as a blocking electrode. In this case,
the response of the system can be modelled by a resistance (Re)
in series with a capacitance (Cdl).
Table 3 summarizes the values of these parameters. As can be
seen, although the Chi-square obtained is quite high (>100) the
capacitance values from the simulations correspond to that
expected for the capacitance of an oxidized metallic surface.
The use of the capacitance in the equivalent circuit, to model the
response of the native oxide layer of the substrate, sheds some
light on the discussion regarding to the reliability of the estimated
values of the thickness of the oxide layer.
Nevertheless, the experimental data were also simulated by the
same equivalent circuits but using constant phase element, CPE, to
ﬁt the capacitances. The quality of the ﬁtting notably improves
leading to Chi-square values about 103 (values included in
Table 4).




where C is the capacitance in F/cm2, e is the dielectric constant of
the surface and e0 is the vacuum permittivity, and d the thickness.
The thickness of the native oxide ﬁlm formed on the surface has
been estimated assuming the value e = 33 for an amorphous TiO2
oxide [42].
Using the values of the ﬁtted parameters for Cdl, in Table 3, the
thickness of the native oxide layer of the non-anodized sample
showed a coarsening with immersion time, from 0.69 nm to
2.14 nm, after 672 h, Table 3.
However when a CPE is used to model the double layer capac-
itance due to the non-ideal interface conditions of the surface,
attributed to roughness, non-uniform distribution of the current
density on the surface, and/or a distribution of dielectric relaxation
times [43,44], the conversion to capacitance from the CPE param-
eters – the magnitude (Q) and the exponent (a) – is not so straight-
forward. In order to estimate the values of the capacitance from
CPE, different approaches have been done. Hirschorn et al. pub-
lished a complete study about the applicability of capacitance–
CPE relations depending on the appropriate time-constant
distribution function. These authors distinguished between surface




































100 200 300 400 500 600 700 800 900 1000
100 200 300 400 500 600 700 800 900 1000
Channel















Fig. 4. RBS spectra for both treatments in Ti13Nb13Zr alloy (a), anodizing to 20 V–5 min (experimental and simulated spectra-red line) (b) and 20 V–60 min (experimental
and simulated spectra-red line) (c). (For interpretation of the references to color in this ﬁgure legend, the reader is referred to the web version of this article.)
Table 2







Total oxide thickness (nm)
Expectedb Experimentalc
5 0.619 170 340 70
60 8.471 2329 4600 900
a Calculated for pure titanium assuming 100% current efﬁciency.
b Calculated for compact amorphous ﬁlm assuming 100% current efﬁciency.
c Measured using SEM.
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For a surface time-constant distribution (2-D distribution), the
effective capacitance, Ceff, associated with the CPE can be expressed
as followed:
Ceff ¼ Q1=a½R1e þ R1t 
a1=a ð2Þ
when the impedance of the CPE is expressed using ZCPE ¼ 1QðjwÞa.
where Q is the magnitude of the CPE, a is exponent of the CPE, Re
is the electrolyte resistance, and Rt is the polarization resistance.
This expression is equivalent to that deﬁned by Brug et al. [45]
for a surface distribution with a different deﬁnition of the ZCPE
parameters, ZCPE = Q/(jw)1a.
In the limit that Rct becomes inﬁnitely large, for a blocking elec-
trode, Eq. (2) becomes:
Ceff ¼ Q1=aR1a=ae ð3Þ
Table 4 shows the thickness of the native oxide layer, deff, of the
non-anodized specimens using Eq. (2) and the Ceff calculated from
the CPE using Eq. (3) – 2-D distribution – or (4) – blocking elec-
trode. Although the values also showed the same increasing trend,
than that estimated from the Cdl, the thickness values calculated
from Ceff are slightly higher and are of the same order than those
reported in literature for titanium and titanium alloys [46]. More-
over, the initial values for the thickness of the native oxide are
more consistent than that described using the Cdl parameter, which
value appears to be too low, 0.69 nm.
On the contrary, NP and NT specimens exhibit more complex
impedance responses. The NP specimens – Fig. 6b – show
two time-constants placed at high-medium frequencies
(105–102 Hz) related to the response of the barrier layer at the
bottom of the nanopores and at low-frequencies (101–102 Hz)
due to the contribution of a diffusion process across the layer. Both
time constants remain steady until the end of the test. This system
can be modelled by a CPEi in parallel with a resistance Ri, which is
in series with a diffusional element,W. The diffusional element,W,
is modelled by a CPEw. In this NP layer, the CPEi and Ri correspond
to the electrical properties of the barrier layer.
The EIS spectra of the NT specimens – Fig. 6c – also show two
time constants as the NP specimens but, they are placed in differ-
ent frequency ranges suggesting that different mechanisms are
occurring. An important contribution is observed at low-frequency
range (100–102 Hz) at early immersion times that evolves with
time. The low-frequency response becomes more relevant and
dominates over the time constant recorded at medium-frequency
(103–100 Hz). Both contributions correspond to the response of
the substrate, which is covered by a native oxide, placed at the
bottom of the inter-tubular space, Fig. 3f. As the PBS solution pen-
etrates through the inter-tubular space and reaches the alloy,















































Fig. 5. (a) Evolution of the open circuit potential and (b) potentiodynamic
polarization curves for the non-anodized specimen, NP and NT layers in PBS
solution at 37 C.
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Fig. 6. EIS Bode diagrams corresponding to the non-anodized specimen (a), NP (b)
and NT (c) layers at different immersion times.
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Fig. 3h, the current ﬂows through the lower resistance path, and
therefore the contribution of the substrate dominates the imped-
ance response of the NT. The time constant at medium-frequency
relates to the capacitance of the substrate covered by a native
oxide ﬁlm exposed at the bottom of the inter-tubular space while
the low-frequency response corresponds to the diffusive behavior.
The low-frequency contribution reveals that the diffusive response
is more relevant at longer immersion times, since the native oxide
layer at the bottom of the inter-tubular space thickens blocking the
cathodic reaction.
The impedance spectra of the NT layers were modelled with the
same equivalent circuit than NP, although the electrical parame-
ters have different physical meaning. The CPEi Ri corresponds to
the capacitance associated with the native oxide ﬁlm and the
charge-transfer resistance respectively.
More recently, Cordoba-Torres et al. [38] suggest that an alter-
native impedance representation data using the effective CPE
exponent parameter allow a more accurate analysis of the TiO2
nanotube porous layers, pointing out that a third time constant
can be identiﬁed for a TiO2 double layered interface. Nevertheless,
Table 3
Electrical parameters values of the non-anodized specimen, including the electrical equivalent circuit used to ﬁt the spectra.
Ti13Nb13Zr (non-anodized specimen)
Circuit parameter
Time (h) 0.25 24 168 672
Re (X cm2) 8.97 7.31 7.76 6.93
Cdl (lF/cm2) 42.58 23.85 14.99 13.68
Rct (MX cm2) 0.37a 1.27b – –
Chi-sqr (103) 370 390 5870 10,640
d (nm) 0.69 1.23 1.95 2.14
a Estimated error for Rct: 11%.
b Estimated error for Rct: 17%.
Table 4
Electrical parameters values of the non-anodized specimen, including the electrical equivalent circuit with CPE used to ﬁt the spectra. Thickness values of the oxide ﬁlm formed
on the non-anodized specimen estimated from different effective capacitances, Ceff.
Ti13Nb13Zr (non-anodized specimen)
Circuit parameter Re CPEdl
R ct
Re CPE dl
Time (h) 0.25 24 168 672
Re (X cm2) 8.79 7.10 7.24 6.33
CPEdl (lSsn/cm2) 54.68 29.82 19.42 20.13
a 0.92 0.93 0.92 0.90
Rct (MX cm2) 0.69 3.21 – –
Chi-sqr (103) 3.97 0.94 3.73 5.20
2-D distribution Ceff (lF/cm2) 28.11 15.77 – –
d2-D (nm) 1.03 1.85 – –
Blocking electrode Ceff (lF/cm2) – – 8.98 7.43
dB–e (nm) – – 3.25 3.93
Table 5
Electrical parameters values of the NP and NT layers and electrical equivalent circuit used for simulation.
Circuit parameter NP NT
Time (h) 0.25 24 168 672 0.25 24 168 672
Re (X cm2) 16.19 13.29 11.84 14.54 18.79 13.24 13.20 11.76
aCPEi (lSsn/cm2) 1.37 1.08 1.28 1.54 30.55 21.70 16.81 13.62
a 0.94 0.97 0.95 0.93 0.93 0.95 0.95 0.95
aRi (kX cm2) 1.16 0.76 1.06 1.09 5.59 25.11 46.24 145.47
W
CPEw (lSsn/cm2) 12.94 15.19 6.96 9.11 178.51 88.62 39.52 6.21
a 0.66 0.63 0.68 0.67 0.86 0.79 0.67 0.42
Chi-sqr (103) 0.85 1.19 1.00 0.71 3.45
a For the NP layers i means barrier layer (barrier); for the NT layers i means double layer (dl) for the CPE and charge-transfer for the resistance.
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in the work, the authors consider that further studies are still
required for a in-depth characterization.
Table 5 gathers the electrical equivalent circuits used and the
electrochemical parameters obtained in the simulations for the
NP and NT layers.
Additionally to the capacitance–CPE relations previously
mentioned -2D distribution and blocking electrode-, Hirschorn
et al.[41] also described that for a normal time-constant distribu-
tion (3-D distribution), the effective capacitance associated with
CPE can be expressed as:
Ceff ¼ Q ð1=aÞRð1a=aÞf ð4Þ
where Rf is the ﬁlm resistance. This equation is equivalent to that
proposed by Hsu and Mansfeld [47] in terms of wmax:
Ceff ¼ Qwða1Þmax ð5Þ
It draws attention that Eqs. 2–4 have the same form, but the
resistance used for the calculation of the Ceff is different in the three
cases, being, respectively, the parallel combination of Rt and Re for
Eq. (2), Re for Eq. (3) and Rf for Eq. (4).
The effective capacitance (Ceff) calculated using Eq. (2) – 2-D
distribution – and (4) – 3-D distribution – and the thickness of
the oxide layers (deff) are presented in Table 6.
The determination of the oxide thickness, deff, from Eq. (1) has
been estimated assuming that the dielectric constant of the oxide
ﬁlm are independent of position and e = 33 corresponding to the
dielectric constant of TiO2 amorphous has been used despite the
composition of the anodic oxide is more complex, as it was
obtained by RBS.
The deff of the NT and NP layers calculated using a 2-D distribu-
tion is higher than those found with a 3-D distribution, see Table 6.
For all immersion times, the thickness of the barrier layer of the
NP specimens using the Ceff calculated from the 3-D distribution
equation is about 32 nm and about 40 nm from the 2-D distribu-
tion equation. The latter is in agreement to that measured by SEM.
The NT layers showed thickness values of the oxide layers in the
range of a few nanometers, from 1.68 to 3.40 nm using a 2-D dis-
tribution equation to estimate the Ceff, Table 6. Thus it is consistent
with the evolution of the native oxide layer of the titanium alloy
surface in the bottom of the inter-tubular space and not with the
thickness of the barrier layer of the nanotube measured by TEM,
about 40 nm.
A time-constant distribution on TiO2 nanotubes has been also
explored by Tsui et al. [48]. These authors have used a transmission
line model to represent the electrochemical interface of TiO2
nanotubes grown in low water content organic electrolytes. These
authors evaluate the dependence of the electronic transport prop-
erties with the presence of deep level defect states.
The EIS results suggest that the assumption of a surface time-
constant distribution (2-D distribution) provides satisfactory val-
ues for the thickness of the barrier layer for the NP, but also for
the coarsening of the native oxide ﬁlm onto the non-anodized
specimens and onto the substrate placed at the bottom of the
inter-tubular space in NT anodic ﬁlms. This work shows that a
careful analysis of the impedance response supplies relevant infor-
mation about the nanostructure of the anodic ﬁlms.
4. Conclusions
Anodizing of Ti13Nb13Zr alloy in H2SO4/HF electrolyte, at con-
trolled voltage, proceeds with formation of nanostructured TiO2
oxide either on a-phase and b-phase. The grown efﬁciency of the
F-doped nanotubular oxide ﬁlms in Ti13Nb13Zr is about 56%,
much higher efﬁciency than in organic electrolytes.
The composition of the nanostructured anodic layers (NP and
NT) can be expressed as a oxide, (TiNbZrO)x with (x < 1) and a mix-
ture of ﬂuoride compounds, TiF4, NbF5, ZrF4.
Nanoporous anodic layers – NP – grown for 5 min show higher
corrosion resistance than nanotubular layers, NT fabricated for
60 min, with superior barrier properties and long term electro-
chemical stability. The higher compactness of the NP layer – small
pore size and the absence of interpores spaces – compared to NT
layer appear to be the responsible for the better protective
properties.
The impedance results show either the native oxide ﬁlms or the
anodic ﬁlms present a two dimensional time–constant distribu-
tion. The careful analysis of the CPE supplies relevant information
of the nanostructural parameters of the oxide layers, such as the
barrier thickness and the presence of inter-tubular spaces through
the layer that jeopardizes the protective properties.
The control of the nanostructure of the anodic layers fabricated
on Ti13Nb13Zr is the key factor to fabricate oxide layers with bet-
ter performance. Both the nanoporous morphology and the com-
plex composition of the oxide, enhances the corrosion resistance.
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